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In dedicating to you this volume, I dis¬ 
charge a duty, which both Friendship and 
Science impose upon me. The kind ap¬ 
probation which you formerly bestowed on 
some of the Instruments described in the 
following pages, was the strongest excite¬ 
ment to my earliest exertions : and the con¬ 
stant interest you have since taken in the 
progress of my researches, has often en¬ 
couraged me to pursue them under circum¬ 
stances not very favourable to physical in¬ 
vestigations. 

I shall ever regard it as the most fortu- 
nate event of my life, that I have shared so 
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much of your friendship, and enjoyed so 
many opportunities of admiring the highest 
moral and intellectual attainments: But, 
independently of these personal feelings, a 
scientific work would naturally shelter itself 
under a name which Science associates with 
her highest efforts. 


DAVID BREWSTER 


Edinburgh, March 15, 1813. 


PREFACE. 


In committing this volume to the public, 1 
feel a degree of anxiety which is not usual 
with those who are accustomed to appear 
before its tribunal. Had it been a work of 
Science, the principal object of which was to 
detail the observations of preceding authors, 
or had I been able to command that uninter¬ 
rupted leisure which is almost indispensible 
in experimental enquiries, this anxiety would 
have been considerably abated. But the 
subjects which I have had occasion to treat, 
are, in a great measure, new; and from the 
severity of my professional duties, I have 
been obliged to pursue them in the most 
irregular and interrupted manner, and under 
circumstances the most adverse to philoso¬ 
phical investigation. I rely, therefoie, on 
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the indulgence of the reader for any defects 
which he may discover, and for any errors 
which may be ascribed to the circumstances 
under which I have written. 

In the original plan of this work, I proposed 
to confine myself to the mere description of 
Instruments, and wished to leave the applica¬ 
tion of them to others who might afterwards 
investigate the subjects to which they refer¬ 
red. I was afraid, however, that they might 
thus be overlooked as untried inventions, 
which had not received the sanction of ex¬ 
perience, and I therefore undertook a series 
of experiments upon Refractive Powers, by 
means of the Instrument which I had con¬ 
structed for that purpose. From these ex¬ 
periments, I was naturally led to those upon 
Dispersive Powers,—a subject which present¬ 
ed a series of new and interesting results; and 
which is, perhaps, the most difficult within 
the whole range of experimental philosophy. 
With the aid of a new instrument, I have 
measured the dispersions of 137 substances, 
and by a series of calculations, which of 



PREFACE. 


IX 


themselves would have filled a volume, I 
have determined the absolute dispersive 
powers of these various substances. The 
uncorrected colour which remains after equal 
and opposite dispersions, induced me to ex¬ 
amine, with care, the action which different 
bodies exercise upon the differently coloured 
rays. The numerous experiments which 
were made with that view, while they esta¬ 
blish this difference of action, and prove the 
existence of a tertiary spectrum , have sug¬ 
gested some maxims which may contribute 
to the improvement of the Achromatic 
Telescope. 

The discovery of a new property impres¬ 
sed upon light, by transmission through the 
agate, opened a still wider and more allur¬ 
ing field of enquiry; and though this sub¬ 
ject was not immediately connected with 
the description of any Instrument, I prose¬ 
cuted it with renewed zeal, and examined 
the variations which light, thus modified, 
experienced from the action of refracting 
and reflecting substances. The power of 
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transparent bodies to destroy this property; 
the optical phenomena peculiar to mica and 
topaz ; and the singular alternations of the 
prismatic colours which these bodies impress 
upon polarised light, were thus established 
by numerous experiments. 

The leading results which were obtained 
in the course of these researches, may be 
thus enumerated. 

1. It has been ascertained, that chro¬ 
mate of lead and realgar have a greater re¬ 
fractive power than the diamond, which has 
always bpen supposed to exceed every other 
body in its action upon light. 

2. The chromate of lead possesses a 
double refraction, about thrice as great as 
that of Iceland spar. 

3. The three simple inflammable sub¬ 
stances have their refractive powers in the 
very order of their inflammability. 

4. All doubly refracting crystals possess 
a double dispersive power, the greatest re¬ 
fraction being accompanied with the highest 
power of dispersion. 
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5. The fluates, viz. fluor spar and cryolite, 
have the lowest refractive powers of all solid 
substances, and the lowest dispersive powers 
of all bodies. 

6. The agate, when cut by a plane at 
right angles to the laminae of which it is 
composed, impresses upon a transmitted ray 
of light, the same character with one of the 
pencils formed by doubly refracting crystals. 

7. This property of light, whether com¬ 
municated by the agate, or by double re¬ 
fraction, or by reflection from transparent 
bodies, may be destroyed by transmitting 
the light, in one direction, through almost 
all mineral substances, and even through 
horn, tortoise shell, and gum arabic; while 
in another direction the original character 
of the ray is not altered. The axis of the 
substance in which the property is destroy¬ 
ed, I have called the depolarising axis ; and 
the axis in which it is not altered, the neutral 
axis. 

8. Mica and topaz, while they possess, in 
common with other bodies, the neutral and 
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depolarising axes, have also axes of a diffe¬ 
rent kind. Each depolarising axis of the 
mica is accompanied with an oblique neutral 
axis , while the neutral axis, between the two 
common depolarising axes, has an oblique de¬ 
polarising axis. 

9. When the images of a luminous object 
are depolarised by the mica, they exhibit, 
by a gentle inclination of the plate, the most 
singular alternations of the prismatic co¬ 
lours. The same colours were observed in 
the topaz; and in a more perfect manner in 
a rhomboid of Iceland spar, which exhibited 
some new phenomena. 

10. Light suffers a peculiar modification 
when reflected from the oxidated surface of 
polished steel, which seems to prove, that 
the oxide is a thin transparent film. 

11. Light is partially polarised when re¬ 
flected from polished metallic surfaces. 

12. The light reflected from the clouds, 
the blue light of the sky, and the light which 
forms the rainbow, are all polarised. 

13. It appears* from a great variety of 
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experiments, that bodies exert a different 
action upon the different coloured rays, oil 
of cassia having the least, and sulphuric acid 
the greatest, action upon green light. 

14. The existence of a third, or a tertiary 
spectrum , has been established by numerous 
experiments; and a method has been point¬ 
ed out, of employing this spectrum as a 
measure of the action which different bodies 
exercise upon the differently coloured rays. 

Since this volume has been printed, an 
account of the labours of the French Nation¬ 
al Institute for 1812 has reached this coun¬ 
try; and it appears from this abridged his¬ 
tory of its proceedings, that M. Arago, of 
the Imperial Observatory, has noticed the 
alternations of colour produced by the trans¬ 
mission of polarised light through plates of 
mica, and that M. Biot has discovered the 
law of these remarkable phenomena. It ap¬ 
pears, also, from some notices in the scien¬ 
tific journals, that M. Arago has discovered 
the depolarisation of light by transparent 


XIV 


PREFACE. 


bodies, and that Malus had ascertained be¬ 
fore his death, that light was polarised by 
reflection from metallic surfaces. 

These notices were unknown to me, till 
I had finished my experiments on the same 
subjects. The only memoir, indeed, which 
had reached this country, was one by Ma¬ 
lus, on the polarisation of light by reflection 
from transparent substances ; and neither I, 
nor any of my literary friends, had any 
means of knowing, that he had extended his 
experiments to polished metals, or that his 
associates in the National Institute had ta¬ 
ken up the subject which he had so success¬ 
fully begun. 

After I had discovered the new property 
of the agate, I observed all the phenome¬ 
na of depolarisation, and the peculiar pro¬ 
perties of mica and topaz, in reference to 
light polarised in that particular manner. 
An account of my experiments was read at 
the meetings of the Royal Society of Edin¬ 
burgh ; and the experiments themselves 
were repeated at different times, and with 
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the most satisfactory results, before several 
of its members. 

The discoveries of M. Arago, are almost 
exactly the same with those which are no¬ 
ticed in the 7th and 9th Articles of the pre¬ 
ceding enumeration ; but he does not seem 
to have discovered the oblique axis of depo¬ 
larisation and neutrality, which I have found 
in mica and topaz, nor to have observed the 
singular phenomena which I have detected 
in Iceland spar. The generalisation of the 
facts alluded to in Article 9. which the cele¬ 
brated Biot has the undivided merit of hav¬ 
ing accomplished, will probably throw a new 
light upon this perplexing branch of physical 
optics. 

If this volume shall be favourably recei¬ 
ved by the Public, I shall take the first op¬ 
portunity of laying before them a continua¬ 
tion of my experiments, and a description 
of several other Instruments, which I have 
been prevented from including in the pre¬ 
sent treatise. 
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TREATISE 


ON 

NEW PHILOSOPHICAL INSTRUMENTS. 


BOOK I. 

ON MICROMETERS. 

The rapid advances which have been made in 
Astronomy during the two last centuries, have 
been almost entirely owing to the invention of 
two simple instruments, the Telescope and the 
Micrometer. When we compare the state of the 
science before the time of Galileo, who first ap¬ 
plied the telescope to the examination of the hea¬ 
vens, with that more perfect system which is em¬ 
braced by modern astronomers, we are astonished 
at the progress of discovery, and at the wonder¬ 
ful change which a single instrument has been 
able to effect. The discovery of five primary and 
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seventeen secondary planets; the determination 
of the figures and revolutions of several of the ce¬ 
lestial bodies ; the transits of the inferior planets 
over the sun; the successive propagation of light; 
the aberration of-the celestial bodies; and the 
structure of the starry heavens ; are a few of the 
additions which Astronomy has received from the 
science of Optics. In the prosecution of these 
discoveries, the micrometer became a powerful 
auxiliary to the telescope. It enabled the practi¬ 
cal astronomer to measure, with accuracy, the 
smallest spaces in the heavens, to determine the 
diameters of the planets, and to ascertain those 
minute changes in the form and position of the 
celestial bodies, which have led to the most im¬ 
portant information respecting the oeconomy of the 
heavens. When we contrast the rude measure¬ 
ments of Kepler and Tycho with the delicate ob¬ 
servations of Bradley, Maskelyne, Herschel, and 
Schroeter, we cannot fail to perceive the advan¬ 
tages of the micrometer, and the effect which any 
further improvement upon it must ultimately have, 
in contributing to the progress of the most per¬ 
fect of the sciences. 

In the present advanced state of Astronomy, 
every thing depends upon the accuracy of obser¬ 
vation. The quantities to be ascertained are fre- 
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quently so very minute, as scarcely to become sen¬ 
sible in a series of years; and it is upon the preci¬ 
sion with which these quantities are determined, 
that the speculations of the physical astronomer 
must depend. Had the ancients surveyed the 
heavens with the same instruments as the mo¬ 
derns, we should, at this time, have been intimate¬ 
ly acquainted with the mechanism of the universe; 
we might have demonstrated those sublime views 
which Dr Herschel has lately unfolded respecting 
the motion of the solar system in absolute space; 
and by detecting the velocity with which it ad¬ 
vances, and the direction in which it moves, we 
might have been able to trace a portion of its or¬ 
bit round the centre of some greater system. 

But it is not merely to the excellence of in¬ 
struments, that the astronomer must confide the 
progress of his science. They must be simple as 
well as accurate, and should be so easily procured, 
as to be in the possession of all who have the in¬ 
clination and the ability to use them. In exa¬ 
mining the history of the other physical sciences, 
we find that much has been owing to the private 
exertions of men of science, and that from very 
slender means the most brilliant discoveries have 
arisen. Whereas, in practical astronomy, every 
thing has been done in a few national observato- 
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ries, and in those connected with universities, or 
in the possession of wealthy individuals. And 
yet, how rapid has been the progress of discovery! 
and how much more rapid would it have been, 
had every private astronomer enjoyed the means 
of observation ! The science would now have pos¬ 
sessed a code of facts, and would have presented a 
richer field for the speculations of the mechanical 
philosopher. 

But it is not for the purposes of astronomy, 
merely, that the micrometer is a powerful instru¬ 
ment in the hands of the philosopher. It is of 
indispensible use in every branch of experimental 
science, where small portions of space are to be 
measured;—in the researches of the naturalist, 
where the size of minute objects, and the changes 
which they suffer, are to be ascertained; and in eve¬ 
ry case where magnitude and distance require to be 
measured. Hence the micrometer is a valuable in¬ 
strument in the arts, as well as in the sciences; in 
trigonometrical surveys; in the practice of navi¬ 
gation ; and in all military and naval operations. 

Before we proceed to describe the micrometers 
which form the subject of this Book, it will be ne¬ 
cessary, for the information of the reader, to give 
a general account of the most approved microme¬ 
ter of the common construction, that he may be 


feOOK I. COMMON WIRE MICROMETER. 5 

able to estimate more correctly the simplicity and 
advantages of the instruments which are to come 
under his review. 

The wire micrometer is an instrument fitted to 
the eyepiece of a telescope, for the purpose of 
measuring the angles subtended by small spaces 
in the heavens, such as the diameters of the pla¬ 
nets, &c. by comprehending these spaces between 
two delicate parallel fibres, which retain their pa¬ 
rallelism while they are opened and shut by a me¬ 
chanical contrivance. This instrument is repre¬ 
sented in Plate I. Fig. 1. as attached, along with 
the eyepiece GF, to the tube of the telescope A A, 
by means of a screw round the circumference of 
the circular plate d , (Fig. 1. and 2). Within this 
circular plate is fixed a conical ring e e , Fig. 2. 
fastened to a second ring BB, (Fig. 1. and 2 ) by 
three small screws, the ends of which may be seen 
in Fig. 2. By turning the screw D, therefore, 
(Fig. 1. and 2.) which works in teeth cut upon 
the circumference d , the whole eyepiece, along 
with the micrometer MN, may be made to re¬ 
volve upon the conical ring e e as a centre. The 
inclination of the micrometer to the horizon, is 
pointed out upon the flat surface of the ring d , 
which is divided into 360 degrees, &ic. Into the 
ting BB, (Fig. 1. and 2.) is screwed the common 
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Huygenian eyepiece FG. The micrometer itself 
is contained in the box EE, Fig. 1. and 3, which 
moves freely through the square holes in the ring 
BB, that the observer may follow an object while 
it is passing quickly through the field of the te¬ 
lescope. To shew the interior construction of the 
instrument, we have represented it in Fig. 3. with 
one of its sides removed. The fork of brass nn 
is fixed to the largest of the two small screws on 
the right hand side of the figure, and on the other 
end of the screw is placed a nut L, united to the 
divided head N, and moving, with its female 
screw, upon the male screw already mentioned. 
By turning the nut L, the fork nn may be moved 
backwards and forwards in the directions NM, 
MN, without any lateral shake. Within the fork 
n n is placed a second fork o o, fixed to another 
male screw on the left hand side of the figure, 
which may, in like manner, be moved backwards 
and forwards by means of the nut M, fixed to the 
divided head P. Across the lower side of each 
fork is extended a delicate fibre, or silver .wire, e, e , 
which partakes of the motion of the fork to which 
it belongs, and both these fibres are so fixed that 
they always continue parallel, whatever be the dis¬ 
tance to which they are separated by the motion 
ef the forks. The lower sides of the forks are 
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made in such a manner, that the wires can just 
pass each other without touching; and at the in¬ 
stant of their passage, they must coincide so com¬ 
pletely as to appear one wire. When this takes 
place, the index should point to the zero of the scale 
a within the micrometer, each division of which 
is equal to the interval between any of the threads 
of the male screw', and is of course passed over by 
either of the wires during one complete revolution 
of the nut L or M. The graduated heads N and 
P are each divided into 100 parts, so that the dis¬ 
tance between the wires can at any time be ascer¬ 
tained to the lOOdth part of one of the divisions 
of the scale a. These divisions are generally the 
50th of an inch each, so that every unit on the gra¬ 
duated head corresponds to the 5000th part of an 
inch. A third wire 6, lying in the direction of the 
screws, bisects the other two wires at right angles, 
and is intended to point out the direction in which 
the angle is to be measured. The angle subtend¬ 
ed by the wires, when separated to any distance, 
is found by counting the number of revolutions, 
and parts of a revolution, of the divided head N 
or M, which are necessary to make the one wire 
move up to the other, and coincide with it. The 
number of seconds passed over by any of the wires 
during one revolution of the head N or M, must 
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be ascertained by actual experiment, that is, by 
measuring a base, and observing the space com¬ 
prehended between the wires at the end of that 
base, where they are separated by so many revo¬ 
lutions;—or by observing the time employed by an 
equatorial star in passing from the one wire to the 
other. When the angle is thus determined which 
corresponds to any given number of revolutions, 
it may be found by simple proportion for any other 
number of revolutions; and these results may be 
conveniently put down in the form of a Table, to 
prevent the necessity of future calculation. 

Let it be required, for example, to measure the 
sun’s diameter, and let us suppose that two revo¬ 
lutions of the divided head separate the wires to 
such a distance, that they subtend exactly an an¬ 
gle of 60 seconds. Having directed the telescope 
to the sun, turn round the micrometer by means 
of the screw D, till the lower limb of the sun S.?, 
(Plate I. Fig. 4.) just passes along the lowest pa¬ 
rallel wire CD. Then turn the nut which moves 
the other wire AB, till it is at such a distance from 
CD, that the upper limb of the sun just passes along 
it. The sun S.? is now comprehended exactly be¬ 
tween the wires, and the angle which they subtend 
is therefore a measure of his diameter. Let the 
wire AB be now moved towards CD till they co- 
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incide, and suppose that it requires 60 revolutions 

of the divided head, and 46 hundredths of a revo¬ 
lution, to produce this coincidence. Then, since 
two revolutions are equal to 60 seconds, 60.45 re¬ 
volutions will be equal to 30.235, or 30' 1S".5, the 
diameter of the sun required. The diameter thus 
measured, is obviously perpendicular to the direc¬ 
tion of the sun's motion; but when we wish to 
measure the diameter which is parallel to the line 
of his daily motion, we must guide his upper or 
lower limb along the wire which bisects the paral¬ 
lel wires, and then separate the wires till the one 
extremity of the diameter is in contact with the 
first wire, at the very instant that the other ex¬ 
tremity is in contact with the second wire. The 
motion of the* sun, however, renders this obser¬ 
vation so extremely difficult, that it is almost im¬ 
possible to make it with any degree of accuracy. 

By attending to the principles upon which this 
instrument is constructed, it will be easy to disco¬ 
ver the numerous sources of error to which it is 
liable. The difficulty of finding the real zero of 
the scale, or the instant when the two wires ap¬ 
pear to be in contact the error arising from the 
want of parallelism in the wires, or from a lateral 
shake in the forks which carry them;—the inflexion 
of light which takes place when the wires are 
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near each other; the complicated structure of the 
instrument; the minuteness of the scale, and 
of all it parts, but especially the difficulty of pro¬ 
curing screws in which the distance of the threads 
is always the same, are objections inseparable from 
the construction of this instrument. How far 
these sources of error are removed in some of the 
new instruments which we are now to describe, 
and what advantages they derive from simplicity 
of construction, must be determined by an atten¬ 
tive perusal of the following Chapters. 
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CHAP. 1. 

Description of a New Wire Micrometer. 

The diameter of the sun, or any portion of space, 
may be comprehended between a pair of wires pla¬ 
ced in the eye-piece of a telescope, either by a 
mechanical or an optical contrivance; in the one 
case, by varying the distance of the wires till they 
contain exactly the solar disc ; and in the other, 
by expanding or contracting the image of the sun 
till it exactly fills the space between a pair of fix¬ 
ed wires. Thus let SV, Plate I. Fig. 4. be the sun 
in contact with the lower wire CD, the wire AB 
may be moved into the position a b, so as to touch 
the upper limb S' of the sun ; or if the w ires AB, 
CD, are both fixed, we may, by increasing the mag¬ 
nifying power of the telescope,expand the image SV 
into Ss, till its north and south limbs are in accurate 
contact with the fixed wires. In the first of these 
methods, which has already been explained in the 
description of the common wire micrometer, the 
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angle subtended by the sun is measured by the 
revolutions of the screw, which are necessary to 
bring the wire AB from a state of coincidence with 
CD into the position ab :—In the second method, 
which is the principle on which the new instru¬ 
ment is founded, the angle is measured by the 
change of magnifying power which is required to 
enlarge the solar image, till its diameter is exact¬ 
ly equal to the distance between the wires. Though 
the wires are in this case absolutely fixed, yet the 
angle which they subtend at the observer’s eye 
continually changes with the magnifying power of 
the telescope : for if the sun SV fills half the space 
between the wires AB, CD, before the magnify¬ 
ing power is increased, the angle subtended by 
these wires must be equal to twice the diameter 
of the sun, or about 62 minutes; and when the so¬ 
lar image has been expanded to Sa, the wires AB, 
CD, only subtend an angle equal to the sun’s dia¬ 
meter, or about 31 minutes; so that if this expan¬ 
sion of the sun’s image has been produced by a 
gradual change in the magnifying power of the 
telescope, the wires must have subtended every 
possible angle between 31 and 62 minutes. 

The gradual variation of the magnifying power, 
which is thus essential to the construction of the 
instrument, may be effected by different contrivan- 
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ces,—by changing the distance between the two 
parts of the achromatic eyepiece; * by separating 
one or more of the lenses of the compound object 
glass; or by making a convex, a concave, or a 
meniscus lens move along the axis of the telescope, 
between the object glass and its principal focus. 

The last of these contrivances, which is, for ma¬ 
ny reasons, preferable to any of the other two, is 
represented in Plate I. Fig. 5. where O is the ob¬ 
ject glass, whose principal focus is at f, and L the 
separate lens, which is moveable between O and f 
The parallel rays R, R, converging to /, after re¬ 
fraction by the object glass O, are intercepted by 
the lens L, and made to converge to a point F, 
where they form an image of the object from which 
they proceed. The focal distance of the object 
glass O has therefore been diminished by the in¬ 
terposition of the lens L, and consequently the 
magnifying power of the telescope, and the angle 
subtended by a pair of fixed wires in the eyepiece, 
have suffered a corresponding change. When the 
lens is at /, in contact with the object glass, the 
focus of parallel rays will be about <p; the magni¬ 
fying power will be the least possible, and the 
angle of the wires will be a maximum; and when 


This contrivance will be described in Chap. VII. p- 59. 
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tlie lens is at so that its distance from O is equal 
to O/, the focus of parallel rays will be at /;— 
the magnifying power will be the greatest possi¬ 
ble, and the angle of the wires will be a minimum. 
When the lens L has any intermediate position 
between l and the magnifying power and the 
angle of the wires have an intermediate value, 
which depends upon the distance of the lens from 
the object glass. Hence it appears, that the scale 
which measures these variations in the angle of 
the wires, may always be equal to the focal length 
of the object glass; and it may be shewn in the 
following manner, that it is a scale of equal parts, 
the changes upon the angle being always propor¬ 
tional to the variation in the position of the move- 
able lens. 

The point/being that to which the rays inci¬ 
dent upon L always converge, we shall have by 
the principles of optics, 

F + L/: F=L/: LF 

F being equal to the focal length of the lens L. 
Now it is obvious, that the magnitude of the image 
formed at F, after refraction through both the 
lenses, will be to the magnitude of the image 
formed at / by the object glass O, (or by both 
lenses when L is at /',) as LF is to L/; for the 
image formed at/is the virtual object from which 
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the image at F is formed, and the magnitude of 
the image is always to the magnitude of the ob¬ 
ject directly as their respective distances from the 
lens. Hence the magnifying power of the tele¬ 
scope when the lens L is in these two positions, is 
in the ratio of LF to consequently the angle 
subtended by the wires, which must always be in¬ 
versely as the magnifying power, will be as L/ to 
LF. 

By making L/=&, the preceding formula be¬ 
comes 

F +b: F =b : LF. Hence 

if Fb 
lf = f +i 

Then calling A the least angle subtended by the 
wires, or the angle which they subtend when the 
lens L is at and * the angle which they subtend 
when the lens is at L or in any other position, we 
have 

A : *=LF : L/, that is 
» F6 , 

A: * = f+ b :h ' and 

. Aft .. 

f = the angle for any distance b. 

Calling P the greatest magnifying power, and * 
the magnifying power for any distance b, we shall 
have 
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. F6 , 

x - b : F+6’ and 


the power for any distance b. 

Making A=20, P=20, F= 10, and b= O, 1, 2, 3, 4, 
successively, we obtain from these two formulae 
the results in the following Table.' 


Different 

values 

of b. 

Calculated, 

magnifying 

powers. 

Differ¬ 

ences. 

Calculated 

angles. 

Differ¬ 

ences. 

0 

1 

2 

3 

4 

20.00000 

18.18182 

16.66666 

15.38461 

14.28571, 

1-81818! f 

1.51515 “ 

1.28205 Z 
1.09890 

2 

2 

2 

2 


Hence it appears, that when the different values 
of b are in arithmetical progression, the angle « 
of the wires varies at the same rate, and there¬ 
fore the scale which measures these angular varia¬ 
tions is a scale of equal parts. The magnifying 
power, however, does not vary with equal differ¬ 
ences, and consequently a scale for measuring its 
variations, if any scale were wanted, is not a scale 
of equal parts. 

Having thus ascertained the nature of the scale, 
we shall now proceed to point out the method of 
constructing it. It is obvious that the length of 
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the scale is arbitrary, and may be made equal ei¬ 
ther to the whole focal length Of of the object 
glass, or to any portion of it. If the lens L moves ] 
along the whole length of the axis Of, the angle 
subtended by the wires can be varied to a greater 
• degree than if the lens moves only along a portion 
of the axis ; but as this advantage may be obtain¬ 
ed by a contrivance hereafter to be described, it 
will be found more convenient for astronomical 
purposes to make the lens moveable only along 
a part of the axis, as from L towards/. 

Let us suppose, therefore, that when the object 
glass O is 36 inches in focal length, 10 inches will 
be a convenient length for the scale, and that the 
telescope is constructed so that the lens L can 
move freely through that space reckoned from f 
the next thing to be determined is the focal length 
of the lens L. It is evident that a lens of 6 inches 
focal length will produce a much greater diminu¬ 
tion of magnifying pow er, and consequently a much 
greater increase upon the angle of the wdres in 
moving from / to L than a lens of greater focal 
length; so that the value of the whole scale in mi¬ 
nutes or seconds, or the increase in the angle occa¬ 
sioned by the motion ot the lens from f to L, must 
he inversely as the focal length of the moveable 
lens. If the jingle of the wires is 26 minutes, for 

R 
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example, and if the magnifying power of the te¬ 
lescope is diminished from 40 to SO by the motion 
of the lens from f to L ; then when the lens is at 
L, the angle of the wires will be 34' 40", for 
30 : 40 = 26' : 34' 40". 

Hence we have a scale of 10 inches to measure „ 
26'—34' 40", or 8' 40", and therefore every tenth 
of an inch on the scale will be equal to 5".2. 

If we employ a lens of much greater focal length, 
so as to diminish the magnifying power only from 
40 to 35, and if the angle of the wires is 29 mi¬ 
nutes; then when the lens is at L, the angle of the 
wires will be 33' 9" nearly, for 

3.5 : 40=29' : 33' 9". 

And hence we have a scale of 10 inches to mea¬ 
sure 29'—33' 9", or 4'- 9", consequently every 
tenth of an inch on the scale corresponds to 3".3 . 
From this it will be manifest, that the accuracy 
of the scale is increased by increasing the focal 
length of the moveable lens. 

The two preceding examples are suited to a 
micrometer for measuring the diameters of the 
sun and moon at their various distances from the 
earth; but, in order to shew the resources of the 
principle on which the instrument is founded, we 
shall take another example, better adapted to this 
purpose. 
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Let us suppose that the pair of fixed wires sub¬ 
tends only an angle of 40", for the purpose of mea¬ 
suring the distance between double stars, or the 
diameters of some of the smaller planets, that the 
telescope magnifies 300 times, and that the lens L 
in its motion from f to L, through a space of 10 
inches, diminishes the power of the instrument 
to 240; then when the lens is at L, the angle of 
the wires will be 50", for 

240 : 300= 40" : 50". 

Hence we have a scale of 10 inches to measure 
40 50 , or 10", so that every inch of the scale 

corresponds to 1", and every 10th of an inch to 6"'. 
From this it follows, that the accuracy of the scale 
increases as the angle subtended by the fixed wires 
diminishes. 

If it should be found convenient to make each 
division of the scale correspond to a greater varia¬ 
tion in the angle than in any of the examples 
which we have given, it would then be proper to 
make use of a vernier for subdividing the units 
of the scale. 

In order to shew more clearly the method of 
completing the scale, we have represented a tele¬ 
scope furnished with a micrometer, in Plate I. Fig. 
6 , where AB is the principal tube," with the object 
§!ass at B ; CD a secondary tube, at the right 
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hand extremity of which is fixed the lens L, (Fig. 
&.) which is moved backwards and forwards with 
the tube, by the milled head F ; and E the eye¬ 
piece, which is adjusted to distinct vision by the 
milled head G. The small index i projecting 
from the principal tube below A, and furnished 
with a vernier scale if necessary, points out the 
divisions on the scale. Let it now be required to 
construct the scale for the 2d Example, where the 
lens L, by moving from f to L, changes the power 
of the telescope from 40 to 35. Having moved 
the tube CD as far out as possible, by the milled 
head F, mark the point of it at n to which the in¬ 
dex i points-, and this w ill be the beginning or ze¬ 
ro of the scale. Adjust the eye tube E to distinct 
vision, and find by experiment* the angle subtend¬ 
ed by the fixed wires: Let this angle be 29 mi- 


* In order to find the angle subtended by a pair of wires A B, CD* 
Plate I. Fig. 4, direct the telescope,the object glassof which is sup¬ 
posed to be at the point A, Plate II. Fig. 2, to any upright object 
MN, with a plain surface, perpendicular to the axis of the tele¬ 
scope, and placed at a convenient distance, 500 feet for example, 
and observe the space which the wires appear to occupy, or the 
points B, C, which the wires seem to cover, taking particular care 
that the line joining these points is perpendicular to the wires. 
Let the space BC be 4 feet 2.57 inches. Bisect BC in D, and 
draw DA; then in the right angled triangle ADB, we have 
AD=500 feet, and BD=2 feet 1.285 inches, to determine the 


«HAP. I. 


new wire micrometer. 


21 


mites. Move the tube CD as far in as possible by 
means of the nut F, till the index i points to m, 
and mark this as the other extremity of the scale. 
Let the eye tube E be again adjusted to distinct 
vision, and the angle subtended by the wires again 
determined experimentally ; and let this angle be 
now 3S r 9". In order to find the point of the scale 


angle BAD, which, by the simplest case of plain trigonometry, 
will be found to be 14' 30", so that the whole angle BAC, or 
that subtended by the wires, will be 29 '. 

It is obvious, however, thaton account of the proximity of the ob¬ 
ject MN, the image of it in the telescope is formed by rays which 
fall diverging upon the object glass O, and therefore this image 
will be formed at /', Plate I. Fig. 5, at a greater distance than the 
piincipal focus f Hence the magnifying power will be greater, 
and the angle of the wires less than they would have been had 
the object M N been infinitely distant. It is necessary, therefore, 
to find the corrected angle BAC, so that we may have the real 
value of that angle when the telescope is directed to the heavenly 
bod.es. Let Of the focal length of O, Plate I. Fig. 5 . be called /• 
D the distance of the object M N; a the angle found by experiment • 
,x the correct J F th e focal length of L; and b the distance 
of the lens L from the focus/. Then we have, by the principles 

of Optics, th e i ncrease 0 f fo^i Cal- 

hog this value of ff m, we have b+m= L/', and, by the 

principles of Optics, F + b+ m : F= 6 +,„ : ™+Z?L for the 

F-f 6 -j-wi 

new value of LF or for LF'. Hence LF : LF '=a : x ; that is, 
Jb _F 6 + Fm 

F-f -6 ' F-]_ 6 -^ 7 h — a ■ %', a formula from which the correct¬ 
ed angle x may be readily found. 
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corresponding to 33', say, As 4' 9", the value of the 
whole scale, is to 10 inches, the length of the 
scale, so is 9" to 36 hundredths of an inch, which 
being set from m to o, will mark out the point o 
as corresponding to S3'. The space o n being di¬ 
vided into four parts for minutes, and each mi¬ 
nute into as many divisions as possible, the micro¬ 
meter will be ready for use. If great accuracy is 
required, every unit of the scale might be deter¬ 
mined experimentally, by any of the methods 
mentioned ip the preceding note. 

The instrument thus constructed, is capable of 
measuring angles only between 29' and 33' 9", 
and is therefore peculiarly fitted for determining 
the diameters of the sun and moon. Its range, 
however, could easily have been extended, by 
lengthening the tube CD, or by employing a move- 
able lens, of smaller focal length;—or instead of 
one pair of wires, we might use several pairs, as 
AB, CD, ab, cd , «/s, Plate II. Fig. 1. so placed 
that only one pair should be in the field of view 
at a time, and that the least angle of the second 

Instead of using the preceding trigonometrical method, the 
angle subtended by the wires may be more easily found by ob¬ 
serving the time rft which an equatorial star passes from the odte 
wire to the other. This portion of time converted into minutes, 
at the rate of 4 minutes to a degree, will be the angle subtend¬ 
ed by the wires. 
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pair should be equal to the greatest angle of the 
first pair, and the least angle of the third pair 
equal to the greatest angle of the second. 

When the micrometer is constructed on these 
principles, it is certainly free from almost all those 
sources of error with which the wire micrometer 
is affected. The imperfections of the screw, the 
errors arising from the uncertainty of the zero, 
from the bad centering of the lenses, from the 
want of parallelism in the wires, and from the mi¬ 
nuteness of the scale, are completely removed. 
Nay, if the scale is formed by direct experiments, 
whatever errors may exist in the instrument, are 
actually corrected; for as the sources from which 
these errors proceed existed in the instrument 
during the formation of the scale, they cannot 
possibly affect the result of any observation. The 
scale is in fact the record of a series of experimen¬ 
tal results, and the observation must be as free 
from error as the experiments by which the scale 
was formed. It would, therefore, be of great ad¬ 
vantage, in micrometrical observations, to make the 
points B, C, Plate II. Fig. 2, with which the wires 
appear to come in contact, as luminous as the ob¬ 
jects to which it is intended to apply the instru¬ 
ment, or rather to have a series of results for ob¬ 
jects of various degrees of illumination. 
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The application of this micrometer to a tele¬ 
scope for measuring distances, will be explained 
in Book III. Chap. I., to which we must also re¬ 
fer the reader for the discussion of several points 
connected with the theory of the instrument. 


chap. it. 
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CHAP. II. 

Description of a New Micrometer for Reflecting 
Telescopes . 

In applying to the reflecting telescopes of Grego¬ 
ry and Cassegrain the principle which has been 
explained in the preceding Chapter, we are led to 
the formation of a micrometer, remarkable for the 
simplicity of its construction ; and what, at first 
sight, may appear paradoxical, we may convert a 
Gregorian or a Cassegrainian telescope into a ve¬ 
ry accurate micrometer, almost without the aid of 
any additional apparatus. 

It will be readily seen by those who understand 
the theory of these telescopes, that their magnify¬ 
ing power may be increased merely by varying 
the distance between the eyepiece and the great 
speculum; and then producing distinct vision by 
a new adjustment of the small mirror. Hence a 
1 air of wires fixed in the eyepiece may be made 
subtend different angles, solely by having that 
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part of the instrument moveable along a portion 
of the common .axis of the two mirrors. 

In order to understand this, let SS, Plate II. 
Fig. 3. be the great speculum of a Gregorian tele¬ 
scope, having a round hole in its centre, and placed 
at the extremity of the tube A A ; and let M be the 
small speculum, whose focus is G, and centre H, 
attached to an arm MQ, and moveable along the 
axis of the instrument by means of a screw and 
milled head. The rays RR, proceeding from the 
lower part of any object, and falling upon the spe¬ 
culum SS, will be reflected to R', and will there 
form an image of that part of the object. In like 
manner, the rays rr will form an image of the up¬ 
per part of the object at r\ The rays diverging 
from the image RV, and intercepted by the small 
speculum M, will form another image R"r", at the 
distance MF; which being viewed by the eye¬ 
glass at E, whose focal distance is FE, will appear 
distinct and magnified to the observer. 

Let us now suppose that the lens E, or the eye¬ 
piece of the telescope, (wjiich is generally a Huy- 
genian eyepiece, with two glasses,) is moved by a 
suitable apparatus into the position E', and that a 
point F' is taken, so that F'E' may be equal to FE. 
Then it is manifest, that, in order to have a dis¬ 
tinct view of the object in this new position of the 
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eyepiece, the image formed by the small specu¬ 
lum must be brought to F' in the focus of the lens 
E . But as the place of the first image RV is in 
no respects changed by the change of position in 
the eyepiece, the formation of the image at F can 
be effected only by bringing the small mirror M in¬ 
to a position M', nearer the image RV than it was 
before; and as the space MM' through which it 
has been moved, in order to converge the rays to 
F '» ™ust necessarily be less than FF' = EE', the 
space through which the eyeglass has moved; the 
distance M'F' of the new image at F' from the 
small mirror, must be greater than MF, the dis¬ 
tance of the other image at F, in the ratio of M’F' 
to MF; and the magnifying power of the instru¬ 
ment must at the same time be increased, and the 
angle subtended by the wires diminished. 

Let us now see to what this variation of power 
amounts, and what must be the nature of the 
scale by which the changes of the angle subtended 

by the fixed wires ought to be measured. By the 
principles of Catoptrics, we have 

M/: MF=/G : GH, consequently 

mf-M/xGH 

/G 

Now ME'=MF + EE 

M'F-MF + EE—MM', and 
M/=M/—MM' 
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When the small mirror, therefore, is at M', we 
shall have 

M/— MM': MF + EE— MM'=/G : GII, and 
making JG-p, M f=m 

EE '=a, GII—MF=», we obtain 

x _ P nJ f'P a —m q 
~ p^q 

The magnifying power produced by the small 

mirror when at M is evidently equal to or 

J 1 My m 

and the magnifying power produced by the small 

mirror when, at M' is equal to or , so 

My m—x * 

that if we call the least magnifying power of 

the telescope, and P, any other magnifying power, 
we have 



in 


n-f-a—x 


, and 


„ *-m n-X-a—x 

P= — X —-. 

n ni — x 


If A be the greatest angle of the wires, and * any 
other angle, then since the angles are inversely 
as the magnifying powers, we have 


A : 


n+a—x 
in—x 


-, and 


A n m—x 

in n a — x' 
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Let us now suppose a = o, 1, 2, 3, 4, successively, 
P = 1* 

9 = 6, 

*= 20 , 

A = 20, 

then since wi = p + gr, we i iave 
m = 7, 

and since n = we have 
n — 42. 

Then, by the different formulae, we obtain the fol¬ 
lowing results: 


Va¬ 
lues of 
a. 

Va¬ 
lues of 

X. 

Calculated 
magnifying 
powers or va¬ 
lues Of 7T. 

DiffeJ Ca,culatcd 
cnees j ™8 lra ° r 
jvalues of a. 

Differ- 

ences. 

Angles if the 
scale were of 
equal parts. 

0 

1 

2 

3 

4 

0 

.2 

.4 

.6 

.8 

20.000 

20.980 

22.022 

23.125 

24.301 

98o! f 0 000 
1042 J^- 06 - 5 
11 03 

H 76 7.297 
{ 16.460 

935 

901 

868 

837 

20.000 

19.115 

18.230 

17.345 

16.460 


From these results it appears, that when a va¬ 
nes in arithmetical progression, the values of „, or 
the calculated angles, do not vary in the same 
rate, and consequently the scale which measures 
these angular variations is not a scale of equal 
parts, though, in the case for which the Table is 
alculated. the deviation is not very considerable. 
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In the formation of this micrometer, we may 
either construct the scale from calculation, after 
the two extreme points of it have been fixed ex¬ 
perimentally, by the method already described in 
the preceding Chapter; or all the points of the 
scale may be determined by direct experiment. 
It would perhaps be more convenient to divide 
the scale into equal parts, and to construct a 
Table from the preceding formulae, for the pur¬ 
pose of shewing, by inspection, the angle which 
corresponds to any number of these equal di¬ 
visions. 
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CHAP. m. 

Description of a New Divided Object Glass Mi¬ 
crometer . 

The common divided object glass micrometer, 
was invented about the same time by Savery and 
Bouguer, and was afterwards greatly improved by 
our countryman Mr Dollond. It consists of two 
semilenses, A. B, Plate II. Fig. 4. of the same focal 
ength, formed by dividing a convex lens into 
two equal parts, by a plane which passes through 
Its axis. The centres of these semilenses are 
made to separate, and to approach each other, 
by means of a screw or pinion along the line AB, 
and the distance of their centres is measured up’ 
on a scale subdivided by a vernier, or, as in the 
wire micrometer, by a graduated head fixed upon 
the screw. 

it is required to measure the angle sub- 
^ ded by two objects, MN, the semilenses are 
parated till the two images of these objects are 
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in contact, or till the image of M, formed by the 
semilens A, appears to be in contact with the 
image of N, formed by the semilens B. When 
this happens, the angle subtended by the objects 
is equal to the angle subtended by AB, the dis¬ 
tance of the centres of the semilenses at the point 
F, or the focus of the lenses where the contact of 
the images takes place. It is manifest, that an 
image of M will be formed in the line A F, and 
at F the focus of rays diverging from M. In 
like manner, an image of N will be formed in the 
line B F, and at F the focus of rays proceeding 
from the radiant point N. Hence it is obvious 
that the angle subtended at F by M N, is the 
same as the angle subtended by AB at F. The 
angle AFB may be easily found trigonometrical¬ 
ly, the sides AB and OF being known; but, as 
this angle is generally very small, it may, with¬ 
out any perceptible error, be considered as pro¬ 
portional to the subtense AB, or the distance be¬ 
tween the centres of the semilenses. By deter¬ 
mining, therefore, experimentally, the angle which 
corresponds to any distance AB of the semilenses, 
we may, by simple proportion, find the angle for 
any other distance.* 


*A complete perspective view, and a description of the most 
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With this preliminary information, it will not 
. difficult t0 understand the theory and construc¬ 
tion of the New Divided Object Glass Microme¬ 
ter. This instrument consists of an achromatic 
object glass, LL, (Plate II. Fig. 5.), having two 
semilenses, A, B, represented in Fig. 6., move- 
able between it and its principal focus /. These 
semilenses are completely fixed, so that their cen¬ 
tres are invariably at the same distance; but 
the angle subtended by the two images which 
they form, is varied by giving them a motion 
a ong the axis Of of the lens LL. When the 
semilenses are close to LL, the two images are 
much separated, and form a great angle; but, as the 
lenses are moved towards f the centres of the im¬ 
ages gradually approach each other, and the angle 
which they form is constantly increasing. By 
ascertaining, therefore, experimentally, the angle 
ormei iy the centres of the images, when the 
semilenses are placed close to LL, and also the 
angle which they subtend when the semilenses 
■u-e at f the other extremity of the scale, we 
have an instrument which will measure, with the 
utmost accuracy, all intermediate angles. 


c onstructio >lll ^h < ^f* eCt Microrne,cr . of the common 

An ZrT’ , T ln the Edikb O"o" Encyclopedia, 
' As t r <>nomy } vol. II. p. 734. 
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In constructing this micrometer for astronomi¬ 
cal purposes, the semilenses may be made to 
move only along a portion of the axis O/, parti¬ 
cularly if the instrument is intended to measure 
the diameters of the sun and moon, or any series 
of angles within given limits. By increasing the 
focal length of the semilenses, or by diminishing 
the distance between their centres, the angles 
may be made to vary with any degree of slow¬ 
ness, and of course each unit of the scale will 
correspond to a very small portion of the whole 
angle. The accuracy and magnitude of the scale, 
indeed, may be increased without limit; but it is 
completely unnecessary to carry this any farther 
than till the error of the scale is less than the pro¬ 
bable error of observation. 

Let us now examine the theory of this micro¬ 
meter, and endeavour to ascertain the nature of 
the scale for measuring the variations of the angle. 
For this purpose, let LL, Plate II. Fig. 5. be the 
object glass which forms an inverted image, m n , of 
the object MN, and let the semilenses AB, having 
their centres at an invariable distance, be inter¬ 
posed between the object glass and its principal 
focus, in such a manner, that their centres are 
equidistant from the axis O f Now, it is obvi¬ 
ous, that the size of the image m w, is propor- 
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tl0 " al ‘° the size of the object MN ; and, as the 
angle subtended by MN depends upon its size, 
the magnitude of the image » „ may, in the case 
small angles, be assumed ^ a m(asure of the 

ang' e subtended by MN. As the rays which 
P oceed from the point M, are all converged to 
» by mean, of the lens LL alone, the ray b A, 

Tim tl,r ° USh thC CentrC ° f the --‘ens 

A m us t of course have the d . rect . on b ^ ^ 

su ers no refractien in passing through the 
entreofA, it will proceed in the same direc! 
■on ft A m, after emerging front the semilens, 
* d Wdl eroSS the axis at F. For the same rea- 
in " S ’ he C B ’ P roc eeding f rom N , and pass- 

at F asT a r Centrt ‘ ° f B> Wi " CTOSS the axis 
fro a * t i advances to »• If the distance of F 
om A and B happens to be equal to the focal 

LLakllrUlll'e 11 '' aVe *** f ° rmed by the ,ens 

the lines Am R 14 the P°‘nt F, where 

Pen to coi H " r S tHe aX ' S ’ should not ha P- 

when cZ / the f ° CUS ° f the '«*» A, B, 

■ned with LL, then let this focus be 
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at F', nearer A and B than F. Draw the lines 
A F' ml B F' ra, then it is obvious, that if the an¬ 
gle subtended by MN were enlarged, so as to be 
represented by n' ml, instead of n m, or so that 
the lens LL alone would form an image of it 
equal to n'm', the point of intersection F would 
coincide with the focus F ; so that, in every po¬ 
sition of the lenses A, B, with respect to LL, the 
points MN may always be made to subtend such 
an angle, that when they are placed before the 
telescope, the points F, F' will coincide, and con¬ 
sequently the images of the points M, N will 
be distinctly formed at F\ and will be in contact. 
Whenever this happens, the space vl m will be a 
measure of the angle thus subtended by MN. 
Hence it follows, that whatever be the position 
of the semilenses A, B, on the axis O /, the rays 
b A, c B, which pass through the centres of the 
semilenses, will cross the axis at some point 1% 
corresponding with the focus of rays diverging 
from M, N, and will mark out the size of the 
image n> m', and consequently the relative mag¬ 
nitude of the angle subtended by the two points 
M, N. 

From the equality of the vertical angles A F' B, 
n' F' m', and the parallelism of the lines AB, ri in, 
we shall have 

n'm! : AB =/F':GF'; 
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and calling/F' = b, as in page 15, and consider¬ 
ing that GF = F being the focal length of 
the semilenses, we have 

r F b 

n m' : AB = b : p-^, and consequently 

n'm' ~ AB 4. _ B x b 
F 

Now, calling AB = 2, P - 10, and b = i, 2, 3, 
/successively, we shall obtain 

, . 2 v I 

n'm' = 2 _i-1 _ £ 2 

10 ~ *•* 

”'*' = 2 +—^ = 2.4 

o V q 

n ”‘' = 2+- W -=S.6 

from which it appears, that when b is in arithme- 
t.cal progression, the angle n' m’ varies at the 
same rate, and consequently the scale which mea¬ 
sures the variations of the angle, subtended, by 
the centres of the two images, is a scale of equal 
parts. 

This’ instrument undergoes a very singular 
change, when constructed as in Plate II. Fig 7 , 0 
that the semilenses are outermost and immoveable, 
a ' ,0ther knS ’ LL > « made to move along 
„ ‘ e aX1S G S' In this case, a double image is 
termed as before, but the angle subtended by the 
tres of the images never suffers any change 
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during the motion of the lens LL along the axis 
of the telescope. If the two images are in con¬ 
tact when the lens LL is close to the semilenses, 
they will continue in contact in every other po¬ 
sition of LL; but the magnitude of the images 
is constantly increasing during the motion of LL 
towards f the principal focus of the semilenses. 
The reason of this remarkable property will be 
understood from Fig. 7., where M, N, are two 
objects placed at such an angle, that the rays 
passing through the centres A, B, of the semi¬ 
lenses, cross the axis at F, the focus of the com¬ 
bined lenses for rays divergent from M and N. 
In this case, distinct images of M and N will be 
formed at F, and will consequently be in con¬ 
tact. If the lens LL is removed to the position 
L' L', the rays M m, N w, which are incident 
upon it at the points m and n, having the same 
degree of convergency as before, will be refract¬ 
ed to F', the focus of the combined lenses for 
rays diverging from MN. Two distinct images 
of the object will therefore be formed at F', and 
these images will still be in contact. In like man¬ 
ner, it may be shewn, that whatever be the po¬ 
sition of the lens LL between G and /, the rays 
INI /, N /, will crosf the axis at a point coinci¬ 
dent with the focus of the combined lenses, and 
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will there form two images always in contact. 
Hence it follows, that though the magnifying 
power of the instrument is constantly changing 
with the position of the lens LL, yet the angle 
subtended by the centres of the two images ne¬ 
ver suffers the least variation. 

The application of the Divided Object Glass 
Micrometer to a telescope for measuring distan¬ 
ces, and to a coming-up glass for ascertaining 
whether a ship is approaching to, or receding 
from, the obseryer, will be described in Book III. 
Chap. II., to which we have reserved the discus¬ 
sion of several points connected with the theory 
of the Instrument. 
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CHAP. IV. 

Description of a Luminous Image Micrometer. 

.The object of this instrument is to measure the 
angle subtended by two luminous points ; and it 
may be applied with considerable advantage in 
ascertaining the distances between fixed stars that 
are comprehended in the field of a telescope ;— 
in determining the inclination which a line; join¬ 
ing the centres of two stars forms with the di¬ 
rection of their apparent motion ;—in surveying 
or in measuring distances during night;—and in 
finding the position of a ship, with respect to fix¬ 
ed lights placed upon the coast. 

LetLL (Plate III. Fig. 1.) be the object glass of an 
achromatic telescope, whose focus is f and M, N, 
two luminous points, images of which will be 
formed at m and n. When the images m , n are in 
the anterier focus f of the eyeglass E, they will 
appear distinct and luminous points; but when 
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tile eyeglass is pushed forward to E', so that/' is 
its anterior focus, the images m, n, instead of he, 
mg points as before, will be sections of the cone 
of rays LL m, LLw, or circular, and well de- 
bned images of light, whose diameters are a b t cd. 
Vhen the lens E is brought still farther forward 

° ’ S ° that lts anterior focus is at /", the dia¬ 

meters of these circular images will increase to 
* . v . and the angular distance of their centres 

r" “• He " Ce ’ by adVancip S ‘he eyeglass 
’ till ,ts anterior focus is at *, where the two 
circular images are evidently in contact, we ob- 
tam a measure of the angle subtended by the lu¬ 
minous points MN, in the same way as in the di¬ 
vided object glass micrometer. The contact of 
le images will always take place: at the point *, 
here the two cones of rays begin to separate; 

tTon o7 th ?° int " marked ° Ut by the ‘ nterse c- 
°n ° f ‘ he two «‘«e rays which form the in- 
enor sides of each cone, its distance from/, or 

It Wl1 n0t , Vary in the same ratio with mn, or 
the angle subtended by the luminous points MN 

scale Tet e L ther f r6 ’ *° fi " d tbe Dature of ** 
fon ^ L * ^ be the extreme ra ys which 

form the interior sides of each cone, when » a 

P esents the distance of the images, or the an- 
K e attended by MN, then, 
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vx n : LL = tpf: <p G, and 

LL x of 

mn = — 1S > an &^ e will var y as 

^. Hence, when the angle is infinitely small, 

<t>f will be equal to O; and consequently the scale 
will commence at / the focus of the lens LL. 
By determining, therefore, experimentally, the 
angle subtended by the luminous points, for any 
given value of <P /, the scale may be easily con¬ 
structed. Thus, let G/, the focal length of LL, 
be 24 inches, and let it be found, from direct ex¬ 
periment, that the two circular images are in 
contact, when the angle subtended by the lumi¬ 
nous points is 4 minutes, and when q>f is 6 inches. 
In order to determine the angle when <l>f is S 
inches, we have <p G= 18 inches when <pf = 6 ; and 
? G = 21 inches when <p/ = 3. Hence, 

6 3 , , , 

18 : Si = mn: m n * t ^ iat is » 

j : 7 = 4 ' : consequently, the value of each 

unit of the scale may be accurately determined. 
It is manifest, that the same effect will be pro¬ 
duced by pulling out the eyeglass E beyond the 
focal point/. The luminous points will expand 
into circular images as before, and these will come 
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lnt0 contact wl) en the eyeglass E is pulled out to a 
Proper distance from the focus; but this distance 
i a ways be greater than the corresponding dis- 

r hln thB f ° CUS at Which the contac ‘ takes 

of the | SCale ’ theref ° re ’ for measuring the angle 
of he luminous points. might stretch in ^ 

recons from the focus/; so that two m 
Of the angle will be obtained, one when the eye 
glass is between the object glass and its focus f 

focus S e" W d heD U , 18 PU " ed ° Ut bey °" d ^ 

will th , ? ed,Um betW6en these orations 
v I* then be the angle required. 

As the focal length G f „ ot only varies with 
the distance of the object but oft 1 

and well defined to the observer Ttl'l dlSI ' nCt 

* See Book III. Chap. ffi. p . m _ 
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may be repeated by pulling out the eyepiece be¬ 
yond /, till the circular images again touch each 
other, and, if the scale does not give the same 
result, the medium of the two observations may 
be assumed as the true angular distance of the 
points. 

In order to avoid the necessity of a moveable 
scale, the adjustment for a change of temperature, 
and for the aberration of focal length, may be ef¬ 
fected by placing the object-glass in a small tube, 
which can be pushed out or in about two inches; 
so that if the focal length of the object-glass is 
increased, the focal point / may be kept opposite 
to the zero of the scale by pulling out the object 
glass tube; and, on the contrary, if its focal length 
is shortened, the focal point may be kept station¬ 
ary by pushing in the object-glass. 

It is a curious fact, that the circular images, 
or the sections of the cone of rays, are never so 
distinct and well defined after the rays have 
crossed at m and w, as they are before the rays 
have reached these points; and, therefore, it 
would be proper to place less confidence in the 
observations taken beyond /, and to make the 
scale commence opposite to /, and stretch to¬ 
wards the object-glass of the telescope. In 
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this case it is necessary to adjust the index to ze- 
r °> when the luminous points are seen distinctly. 

The only objection to which this micrometer 
seems to be liable is, that the expanded images 
will not be sufficiently defined in order to perceive 
their mutual contact. The discs, however, are 
rnuch better defined than could have been ima¬ 
gined ; and the distinctness of their termination 
must always increase with the goodness of the 
object glass. 

The preceding method of creating a luminous 
disc may be employed for other purposes in Prac¬ 
tical Astronomy. In finding the right ascension 
of the fixed stars, we might ascertain the arrival 
of the east and west sides of their disc at the ver¬ 
tical wires of the transit instrument, and obtain a 
very accurate result, by taking a mean of the two 
observations; and in the same manner, the obser¬ 
ved altitudes of the north and south limbs would 
furnish us with a very exact measure of their 
declination. 

The same principle also conducts us to an ac¬ 
curate method of performing one of the most de¬ 
licate observations in Practical Astronomy, to 
measure the angle contained by a line joining the 
centre of two stars nearly i n contact, and a line 
King in the direction of their apparent motion. 
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This observation was first tried by Dr Herschel 
on double stars, for the purpose of ascertaining 
the angular motion of the smallest star round its 
companion. He placed two wires AB, CD, Plate III. 
Fig. 2. in the field of view, one of which, AB, had 
a motion of rotation, so as to form every possible 
angle with the other. The moveable wire AB 
was then placed in the direction of the apparent 
motion of the star S, and the other wire CD was 
made to form such an angle with it, that both the 
stars arrived at this wire at the same time. The 
inclination of the w ires, which Dr Herschel calls 
the angle of position, gives us the angle formed by 
the line joining the centres of the stars S,«?, and the 
direction of their apparent motion. In this way 
of making the observation, the want of a visible 
disc in the star renders it difficult to place one of 
the wires parallel to the equator; and there is a 
still greater difficulty in ascertaining the arrival of 
the largest star at the angular point, or the in¬ 
tersection of the two wires. By converting the 
images of the star, however, into luminous discs, 
as is represented in Fig. 3, we not only get rid 
of these difficulties, but introduce a new source of 
accuracy into the observation. Let the lumi¬ 
nous discs, therefore, be expanded till the one 
encroaches upon the other, and let one of the 
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wires AB be so fixed that the southern limb of the 
lower disc may glide along its surface, it is then ob¬ 
vious that aline joining the two points mn , where 
the luminous circumferences intersect each other, 
is perpendicular to the line joining the centres of 
these discs, and will therefore form an angle COA 
with the fixed wire AB, equal to the complement 
of the angle SRO, which it is required to measure. 
By making the moveable wire, therefore, pass 
through the two points where the luminous circles 
intersect each other, the micrometer will shew the 
complement of the angle required.* 

The application of this micrometer to a tele¬ 
scope for measuring distances, for surveying du¬ 
ring night, and for determining the position of 
a ship with respect to lights placed upon the 
coast, will be explained in Book III. The princi¬ 
ple of expanding a portion of light into a circular 
image, will be found of extensive use, and will be 
employed in a subsequent Chapter in the construc¬ 
tion of a general Photometer. 

* See Book II. chap. V. 
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CHAP. V. 

Description of a Circular Mother-of-pearl Micro¬ 
meter. 

In the Philosophical Transactions for 1791, the 
late Mr Tiberius Cavallo has described an ingeni¬ 
ous and simple micrometer, invented by himself, 
and excellently fitted for measuring small angles 
with accuracy and expedition. It consists of a 
slip of mother-of-pearl minutely subdivided, and 
stretched across the diaphragm that is placed in the 
anterior focus of the first eye-glass of an achroma¬ 
tic telescope. The angle subtended by any num¬ 
ber of its divisions is then ascertained by experi¬ 
ment, and therefore the value of any other num¬ 
ber can be found either by simple proportion, or 
from a table computed for the purpose. 

This simple micrometer is very convenient in 
portable telescopes, where the eyepiece has a mo¬ 
tion about its axis; but in telescopes supported 
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upon stands, where the eyepiece is moved by a rack 
and pinion, the slip of mother-of-pearl cannot turn 
round upon its axis, and, consequently, can only 
measure angles in one direction. This difficulty, 
indeed, might be surmounted by a mechanical con¬ 
trivance for turning the diaphragm about its cen¬ 
tre, or more simply, by giving a motion of rotation 
to the tube which contains the first and second 
eye-glasses. As such a change in the eyepiece, 
however, is often inconvenient and difficult to be 
made, Mr Cavallo’s micrometer has this great 
disadvantage, that it cannot be used in reflecting 
telescopes, or in any achromatic telescope where 
the adjustment of the eyepiece is effected by rack- 
work, unless the structure of these instruments is 
altered for the purpose. Another disadvantage of 
this micrometer arises from the slip of mother-of- 
pearl passing through the centre of the field. The 
picture in the focus of the eye-glass is broken into 
two parts, and the view is rendered still more un¬ 
pleasant by the inequality of the segments into 
which the field is divided. In addition to these 
disadvantages, the different divisions of the micro¬ 
meter are at unequal distances from the eye-glass 
which views them, and therefore can neither ap¬ 
pear equally distinct, nor subtend equal angles at 
the eye. 


n 
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The circular mother-of-pearl micrometer, is 
free from all these disadvantages, and has like¬ 
wise the benefit of a kind of diagonal scale, in¬ 
creasing in accuracy with the angle to be mea¬ 
sured. This micrometer, which I have often used, 
both in determining small angles in the heavens, 
and such as are subtended by terrestrial objects, 
is represented in Plate III. Fig. 4, which exhibits 
its appearance in the focus of the first eye-glass. 
The black ring, which forms part of the figure, 
is the diaphragm, and the remaining part is an 
annular portion of mother-of-pearl, having its 
interior circumference divided into 360 equal 
parts. The mother-of-pearl ring, which appears 
connected with the diaphragm, is completely sepa¬ 
rate from it, and is fixed at the end of a brass tube, 
which is made to move between the third eye-glass 
and the diaphragm, so that the divided circumfe¬ 
rence may be placed exactly in the focus of the 
glass next the eye. When the micrometei is thus 
fitted into the telescope, the angle subtended by 
the whole field of view, or by the diameter of the 
innermost circle of the micrometer, must be deter¬ 
mined either by measuring a base, or by the pas¬ 
sage of an equatorial star; and the angles subtend¬ 
ed by any number of divisions or degrees will be 
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found by a table constructed in the following man¬ 
ner. 

Let A mpnb, Plate III. Fig. 5. be the interior 
circumference of the micrometer scale, and let mn 
be the object to be measured. Bisect the arch 
mn in p, and draw Cm, Cp, Cn. The line Cp 
will be at right angles to mn, and therefore mn 
will be twice the sine of half the arch mpn. Con 
sequently, AB : mn = Rad : Sine of 4 mpn ; there¬ 
fore mn x R = sin. ±mpn x AB, and mpn = 
«in. \mpn x a formula by which the angle sub¬ 
tended by the chord of any number of degrees 
may be easily found. The first part of the formu¬ 
la, viz. sin - is constant, while AB varies with 

the size of the micrometer, and with the magnify¬ 
ing power which is applied. We have therefore 
computed the following Table, containing the va¬ 
lue of the constant part of the formula for every 
degree or division of the scale. 
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Degrees. 

Constant 
part of I 
the i 
Formula. 

Degrees. 

Constant 

part. 

Degrees. 

Constant 

part. 

Degrees. 

Constant 

part. 

Degrees. 

Constant 

p^rW 

1 

.0087 I 

77 

.3175 

75 

.5948 

109 

.8141 

145 

.9557 

2 

.0174 

38; 

.5256 

74 

.6018 

110 

.8192 

146 

.9565 

5 

.0262 

39 

.3338 

75 

.6088 

111 

.8241 | 

147 

.9588 

4 

.0549 

40 

.3420 

76 

.6157 

112 

.8290 

148 

.9613 

5 

.0436 

41 

.5502 

77 

.6225 

113 

.8359 : 

149 

.9636 

6 

.0523 

42 

.3584 

78 

.6293 

114 

.8587 i 

150 

.9659 


.0610 

13 

.5665 

79 

.6561 

115 

.8434 , 

151 

.9681 

8 

.0698 

44 

.5746 

80 

.6428 

116 

.8480 I 

152 

.9703 

9 

.0785 

45 

.3827 

81 

.6494 

117 

.8526 

153 

.9724 

10 

.0872 

46 

.3907 

82 

.6561 

118 

.8572 

154 

.9744 

11 

.095S 

47 

.5987 

83 

.6626 

119 

.8616 

155 

.9763 

12 

.1045 

IS 

.4067 

84 

.6691 

120 

.8660 

156 

.9781 

15 

.1152 

49 

.4147 

85 

.6756 

121 

.8704 

157 

.9799 

14 

.1219 

50 

.4226 

86 

.6820 

122 

.8746 

158 

.9816 

15 

.1305 

51 

.4305 

87 

.68S4 

123 

.8788 

159 

.9833 

16 

.1592 

52 

.4384 

88 

.6947 

124 

.8829 

160 

.9848 

17 

.1478 

55 

.4462 

89 

.7009 

125 

.8870 

161 

.9865 

18 

.1564 

54 

.4540 

90 

.7071 • 

126 .8910 

162 

.9877 

19 

.1650 

55 

.4617 

91 

.7133 

127 1 .8949 

163 

.9890 

20 

.1756 

56 

.4695 

92 

.7195 

128 

.8988 

164 

.9903 

21 

.1822 

57' 

.4771 

93 

.7254 

1291 .9026 

165 

.9914 

22 

.1908 

58 

.4848 

94 

- .7314 

130! .9063 

166 

.9925 

25 

.1994 

59 

.4924 

95 

1 .7373 

151 

.9100 

167 

.9956 

24 

.2079 

60 

.5000 

96 

i: .7431 

152 

.9135 

I6S 

.9945 

25 

.2164 

61 

.5075 

97 

i .7490 

135 

.9171 

169 

.9954 

26 

2250 

| 62 

.5150 

98 

i .7547 

154 

.9205 

I7C 

.9962 

27 

.2534 

165 

.5225 

99 

) .7604 

,135 

9259 

171 

.9969 

28 

.2419 

64 

.5299 

100 ! .7660 

15( 

.9272 

172 

9976 

29 

l .2504 

65 

.5373 

101 

! -7716 

il57 

.9304 

173 

.9981 

SC 

> .2588 

66 

.5446 

>102 -7771 

158 

.9536 

174 

.9986 

•51 

.2672 

67 

' .5519 

103 .7826 

1131 

.9367 

! 175 

i .9990 

*32 

► .2756 

68 

l .5592 

104 -7880 

i4( 

.9397 

m 

1 .9994 

35 .2840 

69 

> .5664 

105; .7934 

' 141 

.9426 

i 171 

r .9996 

54 .2923 

76 

1 .5735 

106 .7986 

'44:-. 

.9455 

l 178 

1 .9998 


171 

.5807 

107 .8039 

!l4“ 

! .9485 

\m 

>1.0000 

5fll .5090 


i .5878 

,108 .8090 

i|144i .9511 1|18( 

>1.0000 
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In order to find the angle subtended by any 
number of degrees, we have only to multiply the 
constant part of the formula corresponding to that 
number in the table by AB, or the angle subtend¬ 
ed by the wholfe field. Thus, if AB is 30 minutes, 
as it happens to be in the micrometer which I have 
constructed, the angle subtended by one degree of 
the scale will be 30' X .0087 = 15} seconds, and 
the angle subtended by 40 degrees will be 30' x 
.342 = 10' 15".6; and by making the calculation 
it will be found, that as the angle to be measured 
increases, the accuracy of the scale also increases, 
for when the arch is only 1 or 2 degrees, a varia¬ 
tion of 1 degree produces a variation of about 1G 
seconds in the angle; whereas when the arch is 
between 170 and 180, the variation of a degree 
does not produce a change of much more than one 
second in the angle. This is a most important ad¬ 
vantage in the circular scale, as in Cavallo’s micro¬ 
meter a limit is necessarily put to the size of the 
divisions. 

It is obvious, from an inspection of Fig. 4. Plate 
III. that there is no occasion for turning the circular 
micrometer round its axis, because the divided cir¬ 
cumference lies in every possible direction. I n Fig. 5, 
for example, if the object has the direction ab, it 
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will be measured by the arch aob ; and if it lies in 
the line cd , it will be measured by the arch crd. 

In the circular micrometer which has been men¬ 
tioned, AB, or the diameter of the field of view, is 
exactly half an inch, the diameter of the brass 
tube in which it is fixed one inch, the length 
of the tube half an inch, and the degrees of the 
divided circumference i-rsth an i nc h* 
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CHAP. VI. 

Description of a Rotatory Micrometer with Points. 

In this instrument, a fine steel point s , Plate III. 
Fig. 5, is firmly fixed in the anterior focus of the 
first eye-glass of a telescope, so as to be distinctly 
visible in the field of view. Another steel point t 
of the same kind projecting into the field, is fixed 
to that part of the eye-tube which contains the 
first glass. This tube has a motion of rotation 
about the axis of the eye-piece, by means of which 
the moveable point t may be brought to coincide 
with the fixed point tl and may be separated from 
it in the circumference of a circle. The separation, 
or the distance of the two points, is always equal 
to the chord st of the arch 5 Bf which lies between 
them; and consequently the angle subtended by 
the two points in one position, is to the angle 
which they subtend in any other position, as the 
chords of the arches through which the move- 
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able point must travel to make the two points co¬ 
incide. In order to find these arches, therefore, 
the eye-piece of the telescope carries a circular 
head CD, Plate III. Fig. 6, divided into 360°, and 
firmly fixed to the eye-tube T. From the centre 
of the head there rises an annular shoulder, con¬ 
centric with the tube, and containing a diaphragm 
with the fixed point. The part of the eye-piece 
AB which carries the first eye-glass, contains also 
a diaphragm with a steel point, and is screwed 
into the shoulder O of the part of the circular head 
EF, which carries the vernier V. The ring EF is 
fitted in such a manner as to move upon the annu¬ 
lar shoulder rising from CDso that by turning 
round the tube AB, a rotatory motion is commu¬ 
nicated to the vernier V, and to the steel point in 
one of the diaphragms, while the other steel point 
remains immoveable. 

In using this instrument, therefore, we have on¬ 
ly to direct the telescope to any object, and sepa¬ 
rate the steel points till they exactly cover the two 
points which contain the angular distance requi¬ 
red; and as the index will point to O degrees when 
the points coincide, it will now shew upon the 
graduated head the arch which lies between the 
points. The angle corresponding to this arch 
may be found by means of the Table in the pre- 
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ceding Chapter, in the manner which has been al¬ 
ready explained. 

When the angle corresponding to the diameter 
of the circle in which the moveable point revolves 
has been experimentally determined, the angles 
themselves, expressed in minutes and seconds, 
might be inserted on the graduated head AB. 

It is obvious, that the moveable point t may be 
separated from the fixed one, by many other con¬ 
trivances than the mere circular motion of the 
eye-tube. The method represented in the figure 
is the most simple, and perhaps the best, when the 
centering is well executed; but if we wish to en¬ 
large the scale, the separation of the points may 
be effected, by means of a pinion working in the 
teeth of a wheel, to which the moveable point is 
attached. The fixed point might perhaps be ad¬ 
vantageously placed in the focus of the whole eye¬ 
piece, while the moveable one revolves in the fo¬ 
cus of the first eye-glass, so that both the points 
may be seen with perfect distinctness,—an effect 
which cannot be obtained with complete accuracy, 
when they are both in the anterior focus of the 
same lens, and when, at the moment of coinci¬ 
dence, the one is behind the other. 

The same principle which is employed in the 
construction of this instrument, may be applied 
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to a divided object-glass, the one semilens having 
a motion of rotation round the other; so that the 
distance between their centres, and consequently 
the angle subtended by the line joining the cen¬ 
tres of the images, may constantly vary during a 
complete revolution. 
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CHAP. VII. 


Description of an Eye-piece Wire Micrometer. * 

The general principle upon which this instru¬ 
ment is founded, is the same as that which we. 
have explained in the first Chapter of this Book. 
In the micrometer which is there described, the 
angle of a pair of fixed wires is increased and di¬ 
minished, by the motion of a second object-glass 
along the axis of the telescope; while, in the pre- 

* An instrument of nearly the same kind with that which 
is the subject of the following Chapter, has been described by 
Mr Ezekiel Walker, in the Philosophical Magazine for August 
1811, Vol. xxxviii. p. 127, as a new invention of his own. I 
certainly cannot suppose, that this ingenious writer had an op¬ 
portunity of seeing any of the instruments of this kind, which 
had been constructed under my direction. So early as the end 
of the year 1805, I sent a drawing and description of the 
eye-piece micrometer to Mr Carey, optical instrument maker, 
London. In 1806, one of the instruments made for me by 
Messrs Miller and Adie, Edinburgh, was examined by Professor 
Playfair; and since that time it has been in the possession of 
a friend in London. The only variation in the instnunent 
proposed by Mr Walker is, the use of the lines on a slip of mo¬ 
ther-of-pearl, instead of the silver wires. 
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sent instrument, the variation of the angle is ef¬ 
fected by separating the two parts which compose 
an achromatic eye-piece; or when the eye-piece 
consists of two or three lenses, by separating the 
lens next the eye from the remaining lenses. If 
the small tube, which contains the field-glass and 
the first eye-glass, be pulled out beyond its natu¬ 
ral position, the magnifying power of the instru¬ 
ment will be increased; and if the same tube be 
pushed farther in than its natural position, the 
magnifying power will be diminished. It will be 
found in general, that if the tube already mention¬ 
ed be allowed to move over the space of four in¬ 
ches, that is, about two inches on each side of its 
natural position, the magnifying power at one ex¬ 
tremity of this space will not be very far from 
double of what it is at the other extremity. 

The eye-piece micrometer is represented in Plate 
III. Fig. 7, with all the lenses in their natural posi¬ 
tion. The part AFG, containing the two lenses A, C, 
is fixed to the telescope, and a space is left between 
the tube AC and the outer tube, in order to per¬ 
mit the moveable part of the eye-piece to get suf¬ 
ficiently near to the lens C, and also to a sufficient 
distance from it. The other tube DB, containing 
the field-glass D, and the first eye-glass B, is mo¬ 
ved out and in by a rack and pinion E. The scale 
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is engraven upon the upper surface In, and the di¬ 
visions are pointed out by the index of a vernier 
placed at the extremity in of the outer tube J? G. 
The zero of the scale is the point marked out by 
the index of the vernier, when the tube DB is 
pushed in as far as possible; and the divisions may 
be read off, if necessary, by means of a convex 
glass at F, fixed to the tube AFG. 

The nature of the scale, by which the variations 
of the angle are measured, might be accurately de¬ 
termined by direct experiment; but as it may be 
more convenient to fix the value of the divisions 
by calculation, we shall now point out the method 
by which this may be done. 

Let us first suppose, that the eye-piece consists 
of two lenses, placed at a distance greater than 
the sum of their focal lengths, as in Plate III. 
Fig. 8, where O is the image formed by tire tele¬ 
scope, B the first, and A the second eye-glass. 
Let the image formed by the lens A be at o. B o 
will be the focal length of B, when the image is 
seen distinctly through the telescope. By pul¬ 
ling out the lens B to B', the image o must be 
formed at o', when it is seen distinctly in this new 
position, B’o' being equal to Bo; and the conju¬ 
gate focal length of A will now be A o', instead 
of A o. But, in order that an image of O may be 
formed at O', the whole eve-piece, must be brought 
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nearer to O, or O must be brought nearer to A, 
so that their distance is AO'. The change of mag¬ 
nifying power, produced by the lens A alone, is, 

in the first position of the lenses, equal to or 
(calling A o = a, and AO = c?) = - ; and, in the 
second position, = = ~ d r Now, if/= focal 

length of A, we have, by the principles of optics, 
d — and dividing a by this expression, we 
have a ~yr —1 for the magnifying power, 

as produced by the lens A alone. Now, calling 
/ = 2, a — 6, a' = 7, a" = 8, we shall have the 
magnifying power = 2, 2£, 3, and the angles are 
inversely proportional to the magnifying powers. 
Calling the greatest angle 10, we shall have the 
results in the following Table: 


Value of 
a, or the 
conjugate 
focal 
length 
of A. 

Calcula¬ 
ted mag¬ 
nifying 
powers. 

Differ¬ 
ences of 
magnify¬ 
ing 

power. 

Calcu¬ 
lated an¬ 
gles. 

Differ¬ 
ences of 
angles. 

Angles if 
the scale 
were one of 
equal parts. 

6 

7 

8 

9 

10 

2.0 

2.5 
3.0 

3.5 
4.0 

0.5 

0.5 

0.5 

0.5 

10 

8 

6.666 

5.714 

5 

2 

1.333 

0.952 

0.714 

10 

8.75 

7.50 

6.25 

5 
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From these results, it appears, that the scale 
which measures the variation of the angle is not 
a scale of equal parts; that is, equal changes in 
a > or in the position of the lens B, do not corres- 
ond to equal variations of the angle. 

If there are three lenses in the eyepiece, as in 
Plate III. Fig. 9., and if the variation of power 
is produced by the motion of the third lens C, 
the conjugate focal length of the lens B will ob¬ 
viously vary with the motion of C, as the image 
must always be formed at o, the anterior focus of 
C. Let us now call B o — a, f = focal length of 
B, m = BA, F = focal length of A, d — BS, the 
distance from B of the point S, from which rays 
must diverge, in order to be refracted to o, or, 
which is the same thing, the distance from B of 
the point S, or virtual focus of the diverging rays 
after they are refracted by the lens A ; and D = 
the distance of the image O, formed by the ob¬ 
ject glass from the first lens A. Since the rays 
proceeding from O diverge after refraction through 
A, as if they proceeded from S, and are after¬ 
wards converged to o by the lens B, it is manifest 
that o and S are conjugate foci of the lens B; 
so that we have, by the principles of optics, 

BS = d = Then, since AS — d — m, and 

since S is the virtual focus for rays diverging fromO, 
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a point nearer to A than its principal focus, we 
have 

AO = D = * p , or, AS being =d — m, 

D _ F x d — m 
~ d — m -f. F* 

but the magnitude of the image at o, is, to the 
magnitude of the image at O, as a: D; hence, 
the magnifying power produced by the two lenses 

A, B, will be = or the magnifying power 

__ a X d — m-f F 
F x d — m 

Now, supposing F = 15, / = 20, a — 30, 35, 
40, Ike. m = 23, and the greatest angle = 10, we 
shall have the results in the following Table. 


Dif¬ 
ferent 
values 
of a. 

Values 

of 

d. 

Calculat¬ 
ed magni¬ 
fying 

powers. 

Differ- CalctJ Differ¬ 
ences of j lated j ences 
mag. an- j of 

power. ! gles. j angles. 

Angles if 
the scale 
were of e- 
qual parts 

30 

35 

40 

45 

50 

60 

4 6.666 
40 

36 

33.333 

2.81 

3.81 

5.02 

6.46 

8.17 

j 10 1 

1.00 li j 2.63 
1.21 1.77 

!•** tsS 125 

171 3^ 91 

10 

8.36 

6.72 

5. OS 
3.44 


It appears from these results, that the scale 
which measures the changes of the angle is not a 
scale of equal parts. 
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When another lens is interposed between B and 
its conjugate focus o, as in Fig. 9., so as to con¬ 
stitute the common achromatic eyepiece, the mag¬ 
nifying power produced by these three lenses will 

be = x ” —Iul ZIL B ?, where <P is the focal 

length of the Sd lens, and x its distance from the 
fieldbar. In this case, the scale will be the same 
as in the last case, — ^ ^ being a constant quanti¬ 
ty, since the distance between the field-glass and 
eye-glass is invariable. 

We have already said, that the value of the 
scale of this micrometer might be advantageous¬ 
ly determined by direct experiment. This may 
be done very accurately by the method which has 
already been described in Chap. 1. of this Book, 
by observing how much of an object at a given 
distance is comprehended between a pair of wires, 
when the moveable part of the tube is pulled out 

2, 3, 4, &c. divisions of the scale successively. 
The intervals thus embraced by the wires will 
give the proportional value of each unit of the 
scale; so that, by simple proportion, their real 
value in minutes and seconds may be found for 
different pairs of wires. 

The following method, however, is more simple, 


66 


EYE-PIECE MICROMETER. 


BOOK I. 


and perhaps equally accurate. After having found 
the greatest angle subtended by a pair of wires, 
placed in the focus of the eyeglass, or the angle 
when the index is at the zero of the scale, by the 
method in Chap. I., take the eye-piece out of 
the telescope, and having pushed the tube which 
contains the moveable lens or lenses as far 
in as possible, direct it as a microscope to a 
scale minutely divided.* Mark the position of 
the index when the w r ires comprehend exactly a 
certain number of these divisions, say 50, which 
they may be made to do, by a very trifling motion 
of the moveable tube, and make this point the 
zero of the scale. Let the moveable tube be now 
pulled out till the wires successively comprehend 
48, 46, 44, 42, &c. of the divisions, or any other 
numbers, diminishing in arithmetical progression, 
and mark these points upon the tube. By this 
means, a scale will be formed, in which the divi¬ 
sions correspond to equal variations in the angle. 
If it should be found convenient to divide the scale 
into equal parts, the value of the divisions may be 
found in the same way. 

The principle of the eye-piece micrometer may 

* The beautiful micrometrical scales constructed by Mr 
Coventry, are admirably adapted for this purpose. 
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be applied with some advantage in the construc¬ 
tion of a double image micrometer. The two im¬ 
ages may be formed either by two semilenses fix¬ 
ed at an invariable distance, and substituted in 
the place of the principal object glass, or by bi¬ 
secting the third eye-glass, and fixing its seg¬ 
ments at a given distance. The angle subtended 
by the centres of these double images, would then 
be varied by the motion of part of the compound 
eye-glass, and this variation would be measured 
by a scale constructed in the way which has al¬ 
ready been described. 


In the seven preceding Chapters, we have brief¬ 
ly described several new micrometers, which ap¬ 
pear to possess considerable advantages. We 
shall now notice some other principles of construc¬ 
tion, which may on some occasions be successfully 
e mployed in the mensuration of small angles, 
though they are not perhaps of sufficient import- 
a ace to demand a separate Chapter. 

A very simple micrometer, with double images, 
^ay be constructed by dividing the third eye-glass 
an achromatic eye-piece, and fixing the seg- 
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ments at an invariable distance. The angle form¬ 
ed by the line joining the centres of the two im- 
ages, may then be varied at pleasure, either by 
separating one half of the eye-piece from the o- 
ther half, or, what is still better, by moving a 
lens between the object-glass and its principal fo¬ 
cus. If the first method is adopted, the angle will 
vary in the same manner as in the wire microme¬ 
ter described in Chapter I.; and if the second 
method is employed, the variation of the angle 
will be the same as in the eyepiece micrometer 
described in this Chapter. 

Another micrometer, with double images, may 
also be formed, by bisecting the small mirror of a 
Gregorian or Cassegrainian telescope, and mak¬ 
ing the angle subtended by the centres of the two 
images vary by the motion of the eye-piece, as 
in the micrometer described in Chapter II. 

In microscopical observations, where it is requi¬ 
red to measure the magnitude of minute objects, 
the angle which they subtend may be varied by 
immersing the objects themselves, as well as the 
object-glass of the microscope, in some fluid whose 
refractive power can be easily changed by the ad¬ 
dition of another fluid. In consequence of this va¬ 
riation of refractive power, the magnifying power 
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of the microscope suffers a corresponding change; 
and therefore a pair of wires, or any other body 
placed either in the focus of the eye-glass, or in the 
focus of the microscope, will subtend different an¬ 
gles at the eye of the observer. The proportion 
of the two fluids becomes, in this case, the scale 
which measures the angular variations. This prin¬ 
ciple, which has a very extensive application in the 
construction of instruments, will be more fully ex¬ 
plained in Book V. 
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CHAP. VIII. 


On the Application of some of the preceding Micro¬ 
meters to Microscopes. 


The attempts which were first made to measure 
the size of microscopical objects, were extremely 
rude and imperfect. Leeuwenhoek estimated the 
magnitude of minute bodies by comparing them 
with small grains of sand, one hundred of which 
were equal to an inch in length. Dr Jurin made 
a similar use of small pieces of silver wire, the 
diameter of which he determined by wrapping 
the wire round a cylindrical pin, and observing 
how many breadths of it were equal to an inch. 
The most valuable contrivances, however, of this 
nature, are the beautifully divided scales which Mr 
Coventry has formed upon ivory, glass, and sil¬ 
ver. These scales are constructed with a degree 
of minuteness and accuracy which *have never 
been surpassed, and are of the greatest use in 
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microscopical observations, and in many physical 
researches. 

The first application of the screw to a micro¬ 
scope, was made by Mr Benjamin Martin. A 
long and slender screw was made to traverse the 
field of the microscope at the anterior focus of 
the eye-glass ; and the size of any part of an ob¬ 
ject over which its extremity passed, was mea¬ 
sured by the number of revolutions and parts of 
revolutions which the screw had performed,—the 
part of an inch corresponding to any number of 
revolutions having been previously ascertained by 
experiment. 

The application of the screw has been brought 
to great perfection in the micrometer microscopes, 
which have of late years been employed for read¬ 
ing off the divisions on the limbs of circular 
instruments, and for measuring the dilatation and 
contraction of bodies by heat and cold; but al¬ 
most no attention has been paid to the construc¬ 
tion of simple and accurate micrometers for mea¬ 
suring the size of microscopical objects. 

The principle employed in the new wire micro¬ 
meter is obviously applicable to the compound mi¬ 
croscope. The variation of magnifying power 
may be effected either by giving the amplifying 
lens a motion along the axis of the microscope, 
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while the object-glass and eye-glass are station¬ 
ary,—or this motion may be communicated to the 
eye-glass and amplifying-glass, placed at a con¬ 
stant distance in the same tube. A scale of 
known dimensions, engraven upon glass, should 
then be placed in the anterior focus of the eye¬ 
glass, so that the divisions may be seen distinct¬ 
ly when the instrument is adjusted to the micro-* 
scopic object. If the part of the object which 
we wish to measure does not occupy any ex¬ 
act number of the units upon the scale, the 
angle which it subtends may be increased or di¬ 
minished by altering the position of the moveable 
lens or lenses, till the part of the object exactly 
coincides with a certain number of units. The 
space described by the lenses will then be a 
measure of the variation of the angle, and con¬ 
sequently of the size of the object; the magni¬ 
tude of one or more of the divisions on the scale 
having been previously ascertained by experi¬ 
ment. As some light must be lost by the inter¬ 
position of the glass scale, the circular mother- 
of-pearl micrometer might be placed in the an¬ 
terior focus of the eye-glass, and used in the man¬ 
ner already described in Chapter V. of this 
Book; and each unit of the scale may be again 
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subdivided by the method which we have now 
been explaining. 

Of all the micrometers, however, which can be 
applied to the microscope, the rotatory microme¬ 
ter (see Chapter VI.) is by far the most simple. 

It is constructed in the same way for a micro 
scope as for a telescope; and when we have once 
determined experimentally the space which cor¬ 
responds to the greatest distance of the two steel 
points, the space which they comprehend, at any 
other position, may be easily found. In using 
this instrument, therefore, we have only to sepa¬ 
rate the steel points till they embrace the object, 
or part of an object, which it is required to mea¬ 
sure ; and, by the angular distance of the points 
in degrees and minutes, as observed upon the cir¬ 
cular divided head, we may find from the table in 
p. 52, the length of the corresponding chord, and 
consequently the magnitude of the object requi¬ 
red. 

The expansion of luminous points into circu¬ 
lar images, might also be employed to measure 
the magnitudes of minute objects; and the prin¬ 
ciple of double images, as explained in Chapter 
II., might be applied with equal success. * 

* See the last paragraph of the preceding Chapter. 
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CHAP. IX. 

On the Fibres proper for Micrometers , and on the 
Method of Adjusting them in the Focus of the 
Eye-glass. 

In the micrometer constructed by Huygens, the 
object whose angle was required, was comprehend¬ 
ed between the edges of two plates of brass. Sil¬ 
ver wires, and sometimes hairs, were afterwards 
substituted instead of the plates, and continued in 
use till about the end of the last century. The 
finest silver wire ever made was draw n in France to 
the thickness of tbW of an inch. The plates used 
for this purpose, and the secret of making them, 
are said to have been lost amid the convulsions of 
the revolution. The smallest silver wire which is 
made in this country does not exceed shr of an 
inch. 

The impossibility of obtaining wire of a diame¬ 
ter sufficiently minute for micrometers, induced 
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Felix Fontana, * in 1775, to recommend the spi¬ 
der’s web as an excellent substitute for silver wire. 
According to La Lande, Fontana found some ot 
these fibres so small as the SOOOth part of a line, j 
or the 96,OOOth part of an inch, and he always em¬ 
ployed those that were newly made. This sug¬ 
gestion of Fontana, however, did not excite much 
notice, till the use of the spider’s web was intro¬ 
duced by the celebrated Mr Edward Trougliton. 
who found this fibre to be so fine, opaque, and elas¬ 
tic, as to answer all the objects of practical astro¬ 
nomy. We are informed, however, by this distin¬ 
guished artist, that it is only the stretcher, or the 
long line which supports the web, that possesses 
these valuable properties. The other parts of the 
Web, though equally fine and elastic, aie very 
transparent, and therefore completely unfit for 
micrometrical fibres. The difficulty of procuring 
the proper part of the spider’s web, has compelled 
many opticians and practical astronomers to em¬ 
ploy the raw fibre of unwrought silk, or, what is 
much worse, the coarse silver wire which is manu- 

* Saggio del real gabinetto dijisica e di storia naturale de Fi¬ 
renze, llom. 1775, 4to, quoted by La Lande. 

t We suspect that some error has been committed m this 
measurement.. The 96,000th part of an inch is too minute a por¬ 
tion of space to be seen distinctly even by very powerful mir 
r ro.scopes. 
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factured in this country. But whatever be the 
comparative advantages of these different substan¬ 
ces, they are all liable to the error arising from the 
inflexion of light, which renders it impossible to 
ascertain the exact contact between the fibre and 
the luminous body. This disadvantage has been 
experienced by every astronomical observer, and 
has always been considered as inseparable from the 
wire micrometer. After numerous trials, I have 
succeeded in obtaining a delicate fibre, which ap¬ 
pears to remove the error of inflexion, while it pos¬ 
sesses the requisite properties of opacity and elas¬ 
ticity. This fibre is glass, which is so exceedingly 
ductile that it can be drawn to any degree of fine¬ 
ness, and can always be procured and prepared 
with facility,—a circumstance of no small impor¬ 
tance to the practical astronomer, who is frequent¬ 
ly obliged to send his micrometers to a great dis¬ 
tance when they require to be repaired. 

When tfie vitreous fibre is formed, and stretch¬ 
ed across the diaphragm of the eye-piece of a te¬ 
lescope, it will appear perfectly opaque, with a 
delicate line of light extending along its axis. 
This central transparency arises from the refrac¬ 
tion of the light which falls upon the edges of 
the cylindrical fibre, and therefore the diameter 
of the luminous streak must vary with that of 
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the fibre itself. In a micrometer which we have 
fitted up in this way, the glass fibres are about 
the 1200th part of an inch in diameter, and the 
fringe of light which stretches across their axis, 
is distinctly visible, though it does not exceed in 
diameter the 3000th part of an inch. In using 
these fibres for measuring the angle subtended by 
two luminous points, whether they be two stars, 
or the opposite extremities of a luminous disc, 
we may, as has hitherto been done, separate the 
fibres till the luminous points are in contact with 
their interior surfaces; but, in order to avoid the 
error arising from inflexion, we would propose that 
the separation should be continued till the rays of 
light issuing from the luminous points dart through 
the transparent axes of the fibres. The rays, thus 
transmitted, suffer no inflexion in passing through 
the fibre to the eye; and besides this advantage, we 
have the benefit of a delicate line, about one-third 
of the diameter of the fibre itself. 

On some occasions we have employed threads 
of melted sealing-wax, which may be made ex¬ 
tremely fine, though not of such a regular diame¬ 
ter as silver wire, or the fibres of glass; and it is 
a very singular fact, that one of these fibres of 
Wax was exposed, without injury, to the heat of 
the sun, concentrated in the focus of an object- 


78 


FIBRES PROPER FOR 


BOOK I. 


glass, with an aperture of 2.3 inches, and 29 
inches in focal length. 

These fibres are placed in delicate parallel 
grooves formed upon the diaphragm of the first eye¬ 
glass, and may be fixed in their places, for tempo¬ 
rary purposes, by a thin layer of bees-wax;—but 
when they are required to be kept at an invariable 
distance, it is safer to pinch them to the diaphragm 
by a small screw-nail near the extremity of each 
wire. 

The diaphragm should be constructed so as to 
move along the axis of the eye-piece, in order that 
the fibres may be placed exactly in the anterior fo¬ 
cus of the first eye-glass; and before any observation 
is made, the eye of the observer ought to be fixed 
for a short time upon the fibres alone, till it is ac¬ 
commodated to that distance, and while it is thus 
fixed, distinct vision should be produced by the 
motion of the eye-tube. By attending to this 
suggestion, which is of great practical importance, 
the rays that diverge from the fibres, and those 
that diverge from the distinct image, will unite on 
the same points of the retina. From the great 
facility which the eye possesses of adjusting itself 
to different distances, the adaptation of that organ 
to the fibres and to the image, could not have been 
effected by looking at the image alone, while dis- 
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tinct vision was produced by the motion of the 
e ye-piece, for as the eye has not any permanent 
focus like a lens, the image might appear distinct 
before the pencils of rays had actually converged 
to a point; and when this does happen, the rays 
proceeding from the fibres cannot unite with those 
proceeding from the image, on the same points of 
the retina. 

When the micrometer is employed in terrestrial 
observations, the end of the eye-tube into which 
the observer looks, should be furnished with an 
aperture smaller than that which is used for com¬ 
mon purposes, and this small aperture should be 
Used when the sun shines, or when the light of the 
day is very great. If the fibres happen to be small, 
they will either cease to become visible in very 
strong light, or will appear to have a kind of vi¬ 
bratory motion which injures the eye of the obser¬ 
ver, and prevents him from making the observa¬ 
tion. Hence it becomes necessary to diminish the 
tight by means of a small aperture. 











BOOK II. 


ON 

instruments for measuring angles 

WHEN THE 

EYE IS NOT AT THEIR VERTEX. 


Prom the subject of micrometers for measuring 
the angle subtended at the eye of the observer 
hy a line joining any two points, we are naturally 
^d to consider the construction of instruments 
for measuring angles, when the eye is not pla¬ 
ced at their vertex. Instruments of this kind 
have an extensive and important application in 
the arts and sciences; and while they may be em¬ 
ployed for a variety of inferior purposes, they are 
Particularly useful for measuring the angles of 
Cr ystals, the inclination of strata, the declivity of 
fountains, and the horary angles of the fixed stars. 

The principle upon which several of these in¬ 
struments are formed, is derived from the simple 
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theorem in optics, that the images of objects, 
formed by reflection from a plain surface, have 
the same position, with respect to the reflecting 
surface, as the objects themselves. If the object, 
therefore, be a straight line, the angle which it 
forms with the reflecting plane will be equal to 
the angle which the image forms with the same 
plane, and the angle contained by the straight 
line and its image will be double of either of these 
angles. Hence it follows, that when the angle 
which the straight line forms with its image is 
equal to two right angles, or when the object and 
its image form one line, the straight line will be 
at right angles to the reflecting surface. This is 
obvious from Plate V. Fig. 1., where CD is the 
reflecting plane, and AB a straight line inclined 
to it at any angle. The angle DB a, which its 
image B a forms with the plane CD, will in every 
position be equal to the angle DBA, which the 
object forms with the same plane ; and therefore, 
when the object A B, and its image B a', form one 
straight line A' a\ the line A'B is perpendicular 
to the reflecting surface; for the angle A'BD be¬ 
ing equal to a! BD, they are both right angles. 
If the straight line AB forms the acute angle 
ABD with the reflecting surface, and is viewed 
by the eye in the direction CD, it will then ap- 
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pear to form one line with its image A a, and 
w ill be at right angles to the line c d , which is 
Perpendicular to CD. Hence we may conclude, 
111 general, that when any straight line appears 
t° form one line with its reflected image, it is at 
n ght angles to a line in the reflecting surface, 
perpendicular to the axis of the eye. If we now 
suppose the reflecting surface to receive a rotato- 
r y motion in a plane passing through c d at right 
an gles to the axis of the eye CD, till any recti¬ 
lineal object forms the same straight line with its 
lft iage, we then obtain the relative position of the 
°hject to the reflecting plane; and the inclination 
°f this plane being measured upon a graduated 
ar ch, gives us the relative position of the object 
to the horizon. By determining, in this manner, 
*he respective inclinations of two lines which cut 
e Rch other, to the horizon, or to any other plane, 
aa d by taking the difference of these inclinations, 
We obtain the angle which they form with one 
Mother. 

The application of this principle constitutes the 
Clinometer for measuring, with the naked eye, 
the apparent inclination of strata, &c.;—the goni- 
°nietrical microscope for determining the angles 
formed by lines, or by the common sections of 
the planes of crystals ; and the goniometrica) te- 
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lescope, for measuring the apparent inclination oi 
lines when great accuracy is required, or when 
the object is too distant to be examined by the 
naked eye. 

If, instead of measuring the apparent inclina¬ 
tion of a line to the horizon, we wish to ascertain 
the angle formed by two reflecting surfaces, we 
have only to give a motion of rotation to the re¬ 
flecting surfaces in a plane perpendicular to their 
common section, and mark, by means of the con¬ 
tinuity of the object and its image, the positions 
in which any distant line is at right angles to a 
line in the reflecting surface, perpendicular to the 
axis of the eye. The arch intercepted between 
these two positions, is the supplement of the an¬ 
gle formed by the planes. The same result would 
have been obtained, if the reflecting surfaces had 
been stationary, and a rotatory motion communi¬ 
cated to the rectilineal object. If AB and BC, 
Plate V. Fig 2., for example, are sections of the 
reflecting surfaces, and MN, OP, the right lined 
object in two positions, and perpendicular to the 
surfaces AB, BC, then the angle MDO, or the 
arch MO, is the supplement of the angle ABC * 
for, in the quadrilateral figure NBPD, the angles 
at N and P are right, and, therefore, the angles 
at B and D are, together, equal to two right an- 
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gles; consequently the angle MDO is the supple¬ 
ment of the angle ABC. Upon this principle 
depends the goniometer for measuring the angles 
of crystals, which will be fully described in a sub¬ 
sequent chapter. 
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CHAP. I. 

Description of a Klinometer. 

This instrument, which is intended to measure 
with the naked eye the apparent inclination of 
strata,* the declivity of mountains, and the appa~ 
rent magnitude of angles, when the eye is not at 
their vertex, is represented in Plate IV. Fig 1., 
where AB is a graduated quadrant, about three 
inches radius, fixed on the base BF, ED. The 
arm CM, which carries the vernier scale MN, 
moves round the centre C of the quadrant. This 
arm likewise carries a frame GH, inclosing a 
reflecting plane, made of black glass, or any 
other reflecting substance, which moves upon 
pivots a and b, in a plane perpendicular to that 
of the quadrant. When the instrument is to be 
used, it is adjusted to a horizontal plane by the 

* A very ingenious Klinometer for measuring the dip and 
the bearing of strata, when the observer is able to reach them, 
has been invented by Lord Webb Seymour. 
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level LL and the three finger screws D, E, F. The 
moveable arm is then shifted along the graduated 
arch, till the reflected image of the stratum seen 
in the black mirror is continuous with the direct 
image. The arch, intercepted between the index 
of the vernier and the beginning of the scale, 
will shew the angle of inclination. The reason 
of this is obvious from Plate V. Fig. 3., where 
CD is the stratum, and EF the reflecting plane. 
The triangles DBE and DCE are obviously simi¬ 
lar, and hence the inclination of the stratum, or 
the angle DBE is equal to the angle DEC, and is 
consequently measured by the arch AF. If we 
wish to determine the angle formed by two lines, 
there is no occasion for adjusting the instrument 
to a horizontal plane, as the value of the angle is 
equal to the difference of the respective inclina¬ 
tions of the lines to any given plane. 

It is frequently of advantage, in using this in¬ 
strument, to have the frame GH and the piece of 
black glass made as thin as possible, that when 
the eye is placed near the frame GH, and is look¬ 
ing obliquely into the reflecting surface, it may 
perceive a greater portion of the direct image of 
the line DB, whose inclination is required. When 
this is the case, the reflected image of DB, seen 
by the upper half of the pupil, will appear to c©~ 
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incide with the direct image, seen by the low¬ 
er half of the pupil; and, by this means, the ob¬ 
server will be enabled to determine more accu¬ 
rately, when the line DB is perpendicular to the 
reflecting plane, than he could have done by 
judging merely of the apparent continuity of that 
line and its reflected image. 

It is obvious that the reflecting plane GH may 
be placed on any part of the radius CM, on the 
centre above C, or even on the circumference of 
the graduated arch, without altering the principle 
of the instrument. 

The preceding instrument might be of consider¬ 
able advantage in laying down, in accurate per¬ 
spective, a building, or any other object, in which 
there are a number of straight lines. The rela¬ 
tive position of all these lines, either to the hori¬ 
zon or to any other line, could be be quickly 
ascertained. 
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CHAP II. 

description of a new Goniometer for measuring the 
Angles of Crystals. 

The Goniometers which were formerly employed 
measure the angles formed by the planes of 
crystals, consisted of two small levers, having one 
ar m considerably shorter than the other, and mo- 
v ’ing round the same centre of motion. The two 
short arms of the lever were opened, and placed 
u pon the planes of the crystal, in a line perpendi¬ 
cular to the common section of the planes. The 
a Ugle formed by the levers being equal to the 
a Hgle of the planes, the centre of motion was pla¬ 
ced upon the centre of a graduated arch, whose 
radius was equal to the longest of the levers, and 
*he extremities of these arms pointed out the 
angle required upon the divided circumference, 
^he inaccuracy of measurements made in such a 
rude manner was so great, that the angles formed 
V the planes of crystals, as given by different wri- 
tors on crystallography, often differed by one, two. 
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and sometimes three degrees; and hence it be¬ 
came a matter of great importance to construct a 
more perfect instrument, by which these angles 
could be measured to any degree of accuracy. 
The necessary imperfection of every mechanical 
method, induced me to try the principle of reflec¬ 
tion which has already been explained ; and in ap¬ 
plying it to a goniometer for measuring the angles 
of crystals, I have succeeded beyond my most san¬ 
guine expectations. * The methods of employ¬ 
ing this instrument, which we shall now describe, 

* Though the goniometer for measuring the angles of crystals 
is sufficiently different from the ingenious reflective goniometer 
recently invented by Dr Wollaston; yet, to those who may 
think that there is any resemblance between the two instru¬ 
ments, it will be necessary to make the following statement: 
The principle upon which all the reflecting instruments, de¬ 
scribed in Book II. are constructed, occurred to me more than 
five years ago, and appealed in a work which was published in 
September 1807. The fertility of this principle was obvious, 
and I was frequently employed in applying it to the construction 
of different philosophical instruments. 

On the 3d of February 1809, I gave directions to Mr Har¬ 
ris to construct for me a goniometer, for measuring by reflec¬ 
tion the angle which one line forms with another, or the angle 
formed by two reflecting surfaces, by observing their relative 
position to any straight line. I shewed this goniometer to se¬ 
veral of my friends in London, during the months of February 
and March; to Dr Clarke and Mr Woodhouse at Cambridge, 
on the 22d of March ; and, in the beginning of April, it was 
wchibited to the mathematical class of this university by Pro- 
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are applicable, not only to crystals whose surfaces 
are smooth and polished, but to crystals which 
reflect no light whatever, and even to those in 
such an imperfect state, that only small portions 
of the real surface occasionally appear. 

The goniometer for measuring the angles of 
crystals is represented in Plate IV. Fig. 2. 
where a circle, AB, about six inches diameter, 
and divided into 360 degrees, moves round OO 
as a centre, and is supported by two upright bars 
M, N, fixed with screws into the stand SS. To 
the ring OO, supported by these bars, is fixed the 
arm G, that carries the vernier scale E. This 
scale remains stationary, while a rotatory mo- 

lessor Leslie. At this time I got an addition made to the in-* 
strument by Mr Adie, by which it was fitted for measuring 
angles, when the eye was in their plane, by observing when the 
reflected image of an object came in contact with another object 
seen directly. The principal difference between this intrument 
and Dr Wollaston’s Goniometer is, that in the latter the reflecting 
planes are placed at the centre of the graduated scale, whereas 
in tlie former they were placed on its circumference. In sta¬ 
ting these particulars, I cannot be understood to mean that 
this philosopher, to whom the sciences owe so many obligations, 
w as in any respect acquainted with the instruments which I had 
constructed. I am anxious only to shew, that the principle of 
*11 the instruments, described in this book, has beenlcnown to me 
lor some years ; and that most of the instruments themselves 
' y ere actually constructed before Dr Wollaston’s invention was 
niade public. 
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tion is communicated to the divided circle AB 
by means of a pinion moved by the milled-head Q, 
which works in the teeth cut upon the circumfer¬ 
ence of the circle AB. A rectangular piece of 
brass L is fixed by two screws to one of the radii 
R of the graduated circle, so that the slider .9 $ 
may move upon it, and be placed at different 
distances from the centre of motion, by laying 
hold of the pin below s. A thin plate b c , form¬ 
ing part of the cock t b c G on the top of this 
slider, carries the crystal, and by means of the 
handle t this plate has a motion round the centre 
C, in a plane perpendicular to that of the divided 
circle. Below this thin plate, and fixed to it by 
the screw C, is another piece of brass fastened to 
the top of the slider by the screw above C, and 
moveable, by means of the lever /, round that 
screw as a centre, in the same plane with the 
circle. When the handle t is employed to move 
the plate b c, it is pushed to or from the plane of 
the circle AB ; but when the lever l is used to 
give the whole cock b c C a rotatory motion 
about the screw C, it is moved in a plane parallel 
to that of the circle AB. By the combination of 
these motions, the common section of the surfaces 
of the crystals is brought into a position parallel 
to the axis of the instrument. This adjustment 
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is effected by placing the graduated circle in such 
a position, that a vertical window-bar, or any 
other straight line, is nearly in the plane of the 
circle. A motion of rotation is then given to the 
crystal by the lever /;* and, if the reflected im¬ 
age of the window-bar forms one straight line 
with the object itself, when examined in each 
surface of the crystal, the adjustment is com¬ 
plete, or the plane of the graduated circle is pa¬ 
rallel to a plane at right angles to the common 
section of the surfaces of the crystal. The in¬ 
strument is then placed in such a position, that 
the plane passing through the eye and the win¬ 
dow-bar is perpendicular to the plane of the di¬ 
vided circle, or that the common section of the 
surfaces of the crystal points to the bar of the 
window. The index is set to the beginning of 
the scale by means of a stop at the 180th degree, 
and the image of the vertical window-bar, or any 
rectilineal object formed by reflection from the 
first or right-hand surface of the crystal, is 
brought to coincide with the direct image by 
the vertical motion of the cock. The whole gra¬ 
duated circle is then made to revolve by the 

* The rotatory motion of the crystal might be produced by 
means of a screw or pinion. By this means the adjustments 
would be more easily and accurately effected. 
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toothed pinion, till the reflected image of the 
vertical bar again coincides with the direct image 
when examined in the other surface of the cry¬ 
stal. When this position is obtained, the index 
of the vernier will point out, on the divided arch, 
the angle of the crystal. 

If, during this operation, the vertical bar was 
exactly perpendicular to the planes of the cry¬ 
stal, the angle thus measured is the real angle 
formed by these planes, whatever was the dis¬ 
tance of the crystal from the centre of motion ; 
for the bar was perpendicular to every line ly¬ 
ing in the two planes. When the bar, however, 
is inclined to the planes of the crystal, as AB, 
Plate V. Fig. 1. and appears to be perpendicular 
to them only when seen in one direction CD, 
then it is obvious, that there is a parallax de¬ 
pending on the angle ABA', and on the hori¬ 
zontal aberration of the crystal from the centre 
of the graduated circle. This parallax, however, 
vanishes, when the common section of the planes 
of the crystal coincides with the axis of motion; 
and therefore it may be completely removed in 
the original construction of the instrument, by 
opening the centre of the divided circle, as in the 
figure. But as the parallax is so small, and may 
be removed by a simple adjustment, the instru- 
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ment would still measure the angle with great ac¬ 
curacy even if it were not open at the centre. 

During the preceding operation, the goniome¬ 
ter must evidently remain steady on its base, as 
the smallest change in its position will affect the 
accuracy of the result. In order to remove this in¬ 
convenience, and render the instrument portable, 
and independent of any object exterior to itself, 
a horizontal arm DH, about six or eight inches 
long, projects from the base of the instrument, to 
which it is fastened by means of a finger screw and 
two projecting pins, and carries the vertical frame 
Hr. Across this frame two or three pair of pa¬ 
rallel silver wires are stretched in a perpendicular 
direction, and are used instead of the window- 
bars, in the way which has been already describ¬ 
ed. The angle of the crystal may then be de¬ 
termined when the instrument is held in the 
hand, without the accuracy of the measure being 
affected by any agitation whatever. In the men¬ 
suration of the angle, the middle pair of silver 
wires may be employed when the space described 
by the common section of the planes of the crystal 
Is not great; but, when this space is considerable, 
°Ue of the extreme pairs should be used with 
the first surface of the crystal, and the other 
pair with the second; for, if the silver wires 
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should not be exactly parallel to the plane of the 
graduated circle, the very small parallax ari¬ 
sing from this cause will be nearly extinguish¬ 
ed. The method of finding the coincidence be¬ 
tween the wires seen directly, and their reflected 
image, will be understood from Plate V. Fig. 4. 
where abg, c d h is a pair of silver wires, and a b , 
c d the portions of them that are above the sur¬ 
face of the crystal. When the eye is looking at 
their reflected image be, df, it can also, from its 
proximity to the crystal, see faintly the portions 
bg,dh , or at least their extreme portions at g 
and h. The crystal is therefore turned round by 
the handle t, if it is the first or right-hand sur¬ 
face ; or by the nut opposite to Q, if it is the 
other surface that is used, till the reflected lines 
b e , df exactly coincide with, or cover the wires 
b g, dh , or their extreme portions seen by direct 
vision. 

If, instead of employing the frame HI, it is 
found convenient to use a distant object, we have 
only to make any point of that object seen by re¬ 
flection from one of the surfaces of the crystal, 
come in contact with any point of another ob¬ 
ject seen by direct vision, and at a considerable 
distance from the first. The coincidence between 
the same objects is observed by means of the 
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°tber surface, and the angle of the crystal is de¬ 
termined as before. 

It is obvious that this instrument will measure 
the angles of crystals with great accuracy, and 
little trouble, if the surfaces are moderately 
smooth, and reflect the smallest quantity of light. 
When the surface has the appearance of being 
perfectly rough and irregular, the oblique re¬ 
flection generally gives a very distinct image of a 
vertical bar, when the image of a horizontal line 
or of any other object could not possibly be ob¬ 
tained. It frequently happens, however, that 
the crystal does not reflect sufficient light to 
form an image, or is so irregular in its surface, or 
so inconveniently placed in the specimen, that a 
variety of different contrivances must be adopted 
for measuring its angles. In a specimen of Al- 
lanite, for example, belonging to Mr Allan, 
the crystals are situated in such a manner, that 
their angles could not be measured, either by 
the goniometers of Hauy or Dr Wollaston, or by 
the instrument which has now been described, 
without breaking off some of the projecting parts 
°f the mineral. 

When the planes of the crystal are smooth, but 
u opolished, a small piece of parallel glass AB, 
Plate V. Fig. .5. or any other reflecting substance 
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with parallel sides, is successively placed upon 
the surfaces of the crystal CDE; the coinci¬ 
dence of the direct image of a rectilineal object 
with the image reflected from the piece of glass, 
is observed as before, and the angle found in 
precisely the same manner. If the two surfaces 
of the reflector should not be parallel, the aber¬ 
ration will be corrected by reversing its position 
on the second surface of the crystal. 

When the planes of the crystal are covered 
with asperities which prevent the piece of glass 
from lying parallel to these planes, we must 
make use of the reflector AB, Plate V. Fig. 6 . 
supported by three slender feet, and so formed 
that the reflecting plane m n is exactly parallel 
to the plane op , passing through the extremities 
of the three feet. The three feet are then placed 
upon those points of the surface where there are 
no asperities, and the coincidence of the images 
is observed in the reflector: It is then transfer¬ 
red to the other surface of the crystal, the coin¬ 
cidence of the images again observed, and the 
angle of the planes measured as before. As the 
surface of the crystal may always be brought in¬ 
to a horizontal position when the coincidence of 
the object and its image is observed, the reflec¬ 
tor will stand steadily on the planes of the crystal 
1 
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but, in order to secure it from sliding, a drop of 
v arnish or melted bee’s wax may be placed round 
each of its feet. It might be proper to have two 
or three of these reflecting tripods of different 
sizes, and with their feet at different distances. 
Hi order to accommodate themselves to the smooth 
parts of the crystal. One of the reflectors might 
be fixed on each surface with bee’s wax, in the 
w ay represented in Plate V. Fig. 7. where C is the 
crystal, and A, B the two reflecting tripods. If 
the position of the crystal should prevent us from 
^opting either of these methods, which was the 
case in the specimen of Allanite already men¬ 
tioned, we must have recourse to the goniome- 
trical microscope, which is intended to measure 
the angles formed by two lines when the eye is 
Perpendicular to the plane of the angle. 

If we conceive the two surfaces of a crystal to 
be cut by a plane perpendicular to their common 
Action, the apparent angle contained by the two 
hnes which form the boundary of the section, 
' v hen the eye is perpendicular to the section, is 
evidently the inclination of the planes. But if 
*he cutting plane is not perpendicular to the 
common section, the apparent angle of the lines 
^hich form the boundaries of the section when 
v, ewed by an eye perpendicular to it, is evident* 
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ly greater or less than the real angle of the crys¬ 
tal, according to the position of the cutting*plane. 

If the observer, however, places himself in such a 
manner, that the common section of the planes is 
parallel to the axis of his eye, then the apparent 
angle formed by the bounding lines of the section, 
whatever be the position of the cutting-plane, 
is the real angle of the crystal. By placing the 
crystal therefore in this position, in the focus of 
the goniometrical microscope, which shall be 
hereafter described, and measuring the apparent 
angle formed by the bounding lines, we obtain, 
by a very simple process, the inclination of the 
planes. 

This will be understood from Plate V. Fig. 8. 
in which ABCDEF is a crystal, ABC a section 
of it perpendicular to AD, and A be an oblique 
section. Now, though BAC is the real angle of 
the crystal, yet, when the oblique section Abe 
is viewed by the observer at O, its bounding lines 
A&, Ac are apparently coincident with the lines 
AB, AC, whose inclination is the real angle of 
the planes; and therefore, if we measure by a 
proper instrument, which we shall afterwards de¬ 
scribe, the apparent angle contained by the ob¬ 
lique lines Ab, Ac, we obtain a measure of the 
real angle of the crystal. 
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The angles of the crystal may also be advan¬ 
tageously deduced, from the plane angles by which 
any of the solid angles is contained. The plane 
angles are first measured with great accuracy by 
the goniometrical microscope, or the angular mi¬ 
crometer adapted to a microscope, and the inclina¬ 
tion of the planes is deduced from a trigonome¬ 
trical formula. Whatever be the number of plane 
angles which contain the solid angle, we can al¬ 
ways reduce the solid angle to one which is formed 
by three plane angles, and determine by the formu¬ 
la the inclination of any two of them. Thus, if 
the solid angle at A, Plate V. Fig. 9. is contained 
by five plane angles, and if it is required to find 
the inclination of the planes ABC, ACD, we first 
Measure the plane angles CAB, CAD, and also 
the angle contained by the lines AB, AD ; so that 
We have now reduced the solid angle contained 
by five plane angles, into one contained by three 
plane angles, CAB, CAD, BAD. 

Legendre, in his Elements of Geometry, has 
given a very elegant solution of this problem by 
a plain construction; and it is easy from his solu¬ 
tion to form an instrument for shewing the angles 
of the planes without the trouble of calculation. 
Thus let the angles BAC, CAD, DAE, Plate \ . 
Fig. 10. be made equal to the three plane angles 




102 DESCRIPTION OF BOOK H- 

by which the solid angle is contained. Make 
AB equal to AE, and from the points B, E let 
fall the perpendiculars BC, ED on the lines AC, 
AD, and let them meet at O. From the point 
C, as a centre with the radius CB, describe 
the semicircle BFG. From the point O draw 
OF at right angles to CO, and from F, where it 
meets the semicircle, draw FC. The angle GCF 
is the inclination of the two planes CAD, CAB- 
In order to construct an instrument on this prin¬ 
ciple, to save the trouble of projection or calcula¬ 
tion, we have only to form a graduated circle 
BHEG, with three moveable radii, AC, AD, AE, 
and a fixed radius AB. The moveable radii must 
have vernier scales at their extremities, that they 
may be set so as to contain the three plane angles 
which form the solid angle. Two moveable arms 
BG, EO, the former of which is divided into any 
number of equal parts, turn round the extremi¬ 
ties B, E; and, by means of a reflecting mirror on 
their exterior sides, they can be set in such a 
position as to be perpendicular to the radii AC, 
AD. When this is done, the number of equal 
parts between C and O, divided by the number 
between B and C, is the natural co-sine of the 
angle GCF; and therefore, by entering a table ol 
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sines with this number, the inclination of the two 
planes will be obtained. 

In order to obtain a more accurate result, how¬ 
ever, we must have recourse to a trigonometrical 
formula. Let A, Plate V. Fig. 11. be the solid 
angle, and let it be required ta determine, by 
means of the three plane angles, the inclination 
of the surfaces ACB, ACD. Draw AM, AN in 
the planes ACB, ACD, and perpendicular to the 
common section AC; join BM, DN. Then it 
it obvious, that the angle MAN is the inclina¬ 
tion of the planes required, and that the angle 
BAD, which is an oblique section of the prism 
BM, will be equal to MAN when it is reduced 
to the plane AMN. By considering that the in¬ 
clinations of the bounding lines of the oblique 
section of the prism, to the bounding lines of the 
perpendicular section, are measured by the angles 
DAN, BAM, the complements of the two given 
plane angles CAD, CAB, we shall obtain, by sphe¬ 
rical trigonometry, the following formula: 

MAN 

Sin. = 


BAD±CAD—CAB sin BAD±CAB-CAD) 
--Sin. CAB. Sin. CAB 


Or, calling t the angle of the surfaces of the crys¬ 
tal, B, C the plane angles at the vertex pf these 
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surfaces, and A the other plane angle, then we 
shall have 

<p / A+B—C 0 . A+C—B\ 

Sin.* -=Rad.’^ Sin.-g-• Sin. g J 

Sin. B. Sin. C. 

a formula from which the value of may be ob¬ 
tained by a very simple calculation. 

Let the angle BAD, for example, be 62° 56', 
the angle CAD = 100° 2', and the angle CAB 
= 106° 10', then we shall have, by the preceding 
formula, 

, <P _ ™ _ j * Sin. 28° 24' Sin. 34' 32" . 

Srn. 2 — Kad. Sin. 106° 10' Sin. 100° 2' * 

Now we have. 

Log. sin. 28° 24' - - 9.6772640 
Log. sin. 84° 32' - - 9.7584954 

19.4307594 

Add 2 Log. of Rad. - 20.0000000 

39.4307594 

Log. sin. 106° 10' - - 9.9824774 

Log. sin. 100° 2' - - 9.9933068 


19.9757842 
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From. 39.4307594? 

Subtract - - - - 19.9757842 

2 Log. sin. ~ - - * 19.4549752 

Log. sin. | - - - - 9.7274876 


Hence | — 92° 16' 18" 
and * = 64* 32' 36" 

the angle of the surfaces of the crystal. 
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CHAP. III. 

Description of a Goniometrical Telescope. 

The Klinometer, which we have described in 
Chap. I. may be successfully employed, when the 
line whose inclination is to be measured can be 
distinctly seen by the naked eye, and when a 
very accurate result is not required. But if the 
object is at a distance from the observer, or if 
the angle must be determined with accuracy, 
it will be necessary to make use of the goniometri¬ 
cal telescope. 

This instrument' is represented in Plate VI. 
Fig. 1., where TT is the eye-tube of the tele¬ 
scope, which carries the graduated circle AB, di¬ 
vided into 360 degrees. By means of the milled 
head which surrounds the eye-glass at E, this 
circle has a motion of rotation about the axis of 
the eye-tube. The vernier V has likewise a mo¬ 
tion round the axis of the instrument, and may 
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be set to the zero of the scale, when the level, L, 
fixed to the plane surface of the graduated circle, 
is adjusted to a horizontal line. On the same sur¬ 
face, parallel to the axis of the level, there are 
fixed two screws, (one of them is seen at s,) 
on which the arm DF may slide to or from the eye¬ 
glass E. This arm is bent into a right angle a 
D, and carries a frame in which the small reflec¬ 
ting plane O, made of black glass, is fitted so as 
to have a rotatory motion about the axis a b. 

When an angular object appears in the field of 
the telescope, the arm DF is pushed backwards 
or forwards, till the mirror O is near the centre 
of the eye-glass, and it is then turned round its 
axis a b , by means of the lever h , till the obser¬ 
ver, by looking through the eye-glass, and into 
the mirror at the same time, perceives a dis¬ 
tinct reflected image of the field of view, and the 
angular object which it contains. The gradu¬ 
ated circle AB is then moved round its centre, 
till the reflected image of one of the lines which 
contains the angle is continuous with the line it¬ 
self, and the degree pointed out by the index is 
noted down. The circle is again made to revolve 
till the image of the other line is continuous with 
the line itself, and the place of the index is again 
Marked. The arch of the circle intercepted be- 
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tween these positions, is the measure of the angle 
required. To save the trouble of reading off a 
second line, the vernier may be placed at the zero 
of the scale, when the first coincidence has been 
observed. 

In order to explain the theory of this instrument, 
let ABC, Plate VI. Fig. 2. be a plane angle seen in 
the field of the telescope, and MN the section of 
a reflecting mirror, which moves along with the 
graduated circle. When the side BC is in the 
same straight line with its image CE, BC is per¬ 
pendicular to MN ; and when, by the motion of 
the divided circle, the mirror MN is brought into 
a position in n perpendicular to the other side AB, 
the arch described by the moveable circle is evi¬ 
dently a measure of the angle formed by the 
lines AB, BC. The angular motion of the mir¬ 
ror, in passing from the position MN to m n, is not 
measured by the angle AOC formed at the centre O 
by AO and CO, but by the angle FOG, which is 
equal to ABC. This will be evident from consi¬ 
dering, that the lines AB, CB are parallel to FO 
GO, and that the same angle would have been ob¬ 
tained by taking the reflected image of the lines 
FO and GO. 

When the instrument is required to measure 
the apparent angle which any right line makes 
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with the horizon, the index of the vernier should 
point to zero when the level is adjusted to the ho¬ 
rizon ; and then, by turning round the graduated 
circle till the coincidence between the direct and 
reflected image of the right line is observed, the 
index will point out the angle required. 

This instrument may, in some cases, be employ¬ 
ed to measure an angle when it is not contained 
b y right lines. If it is required, for example, to 
measure the apparent angle, which the distance 
BC, Plate V. Fig. 12., subtends at any other 
point O, we have only to make the axis round 
which the mirror m n moves point to O, and ob¬ 
serve the two positions of the mirror, when the 
points B, C, seen by reflection, come in contact 
With any point D seen by direct vision, and the 
intercepted arch will be the angle at O. If one 
of the points B, C is at a greater distance from 
O than the other, it is evident that their reflected 
images cannot both come in contact with D. A 
motion of the mirror, however, in a plane at 
fight angles to the plane in which it revolves, will 
Produce the contact without affecting the result. 
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CHAP. IV. 

Description of a Goniomelriccil Microscope. 

This instrument, which we have represented in 
Plate VI. Fig. 3., is nothing more than the appli¬ 
cation of the contrivance described in the prece¬ 
ding Chapter to a simple or compound micro¬ 
scope. The graduated head AB, the arm FD, 
and the reflector O, are all constructed and used 
exactly in the same way as in the goniometrical 
microscope. The level h, however, is of no use in 
the present instrument, as the angles to be mea¬ 
sured have no relation to a horizontal line. The 
object of this goniometer is to determine the an¬ 
gles of crystals, which are too minute to be applied 
to the common goniometer; and this is done by 
measuring the plane angles by which any solid 
angle of the crystal is contained, and then finding, 
by the formula given in a preceding Chapter* the 
angle of the planes themselves. The same result 
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may be obtained by measuring with this instru¬ 
ment the angle contained by the bounding lines of 
every section of a crystal, when it is reduced by 
projection to the angle contained by the planes. 
In this case, the plane of the graduated circle 
must be parallel to a plane passing through the 
hounding lines; an adjustment which can easily be 
effected by a contrivance for giving the crystal a 
motion in every direction. 

There are numerous cases in microscopical obser¬ 
vations, where it is necessary to measure very 
minute angles, when the plane passing through 
the lines by which the angle is contained is per¬ 
pendicular to the eye; and there is no method but 
the one now described, by which this can be done 
With facility and accuracy. The goniometrical 
microscope, therefore, will have a very extensive 
application in the arts and sciences, and in many 
cases will be found of very essential advantage to 
the experimental philosopher. 


i 
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CHAP. V. . 

Description of an Angular Wire Micrometer. 

The most obvious method of measuring the angle 
contained by two lines, when the eye is above the 
plane which passes through them, is to have a 
pair of wires crossing one another in the centre of 
the field of a telescope, and one of them movea¬ 
ble, so as to form at the centre of the field every 
possible angle with the other. Dr Herschel’s po¬ 
sition micrometer is nothing more than an instru¬ 
ment of this kind. The moveable wire is turned 
round in the field of the telescope by a pinion, 
which works in the teeth of a wheel across which 
the wire is stretched. By this means the movea¬ 
ble wire forms every possible angle with the one 
which is fixed, and an index points out on a cir¬ 
cular scale the angle which is contained by the 
wires. 

Dr Herichel employed this instrument for mca- 
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suring the angle which a line, joining the two 
stars that compose a double star, forms with the 
line of their apparent motion. T^he micrometer 
Was placed in such a position, that the larger star 
moved along the fixed wire, and the moveable 
Wire was turned round till it passed through the two 
stars, S, j, Plate III. Fig. 2. The angle pointed out 
on the scale was the angle of position required. 
Dr Herschel suspected, that the smaller of the two 
stars which compose a double star revolved round 
the greater, or rather round their common centre 
°f gravity ; and, by means of this instrument, he 
found, that, in the double star of Castor, this re¬ 
volution was performed in 342 years. 

In this instrument the two wires always cross 
each other at the centre of the field, and conse¬ 
quently their angular separation is produced 
Uniformly by the motion of the pinion ; or the an¬ 
gular motion of the moveable wire is always pro¬ 
portional to the angular motion of the pinion. 
This very circumstance, however, which though 
It renders it easy for the observer to read off the 
angle from the scale, is one of the greatest imper¬ 
fections of the instrument. The observations must 
°bviously be all made on one side of the centre ol 
the field, as appears from Plate III. Fig. 2., and the 
lj se of the instrument is limited to those cases in 
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which is less than the radius SC. The greatest 
disadvantage of the instrument, however, is the 
shortness of the radius SC, for the error of ob¬ 
servation must always diminish as the length of 
this radius increases. This disadvantage does not 
exist in measuring the angle of position of two 
stars S, s, for the distance S s remains the same 
whatever be the length of SC; but in determining 
all other angles contained by lines, whose appa¬ 
rent length is greater than SC, this imperfection 
is inseparable from the instrument. Nay, there 
are some cases in which the instrument completely 
fails; as, for instance, when we wish to measure the 
angle formed by two lines which do not meet in 
a point, but only tend to a distant vertex. If the 
distance of the nearest extremities of these lines 
is greater than the chord of the angle which they 
form, measured upon the radius SC, then it is im¬ 
possible to measure that angle, for the wires can¬ 
not be brought to coincide with the two lines by 
which it is contained. Nay, when the chord of 
the angle does exceed the distance between the 
nearest extremities, the portion of the wires that 
can be brought into coincidence with the lines is 
so small, as to lead to very serious errors in the 
result. 

The new angular micrometer, which we ven- 
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ture to propose as a substitute for this instrument, 
is completely free from the defects which we have 
just noticed, and is founded* on a very beautiful 
property of the circle. If any two chords AB, CD, 
Plate V. Fig. 18. intersect each other in the point O 
Within the circle, the angle which they form at O 
Will be equal to half the sum of the arches AC, BD; 
but if these chords do not intersect each other with¬ 
in the circle, but tend to any point O without the 
circle, as in Fig. 14., then the angle which they 
form is equal to half the difference of the arches 
AC, BD ; that is, calling <p the angle, we have in 
the first case ?= AC ^~^, and in the second case 

<P = AC ~ BD -. Hence if AB, CD be two wires, pla¬ 
ced in the focus of the first eye-glass of a tele¬ 
scope, the moveable one AB may be made to form 
every possible angle with the fixed one CD, and 
that angle may be readily found from the arches 
AB, CD. 

The apparatus by which these arches are mea- 
s ured is represented in PlatelV. Fig. 8., and is nearly 
the same as that which is employed to measure the 
arches comprehended between the two steel points 
°f the rotatory micrometer. In the present instru¬ 
ment, however, the graduated circular head might 
be divided only into 180°, in order to save the trou- 
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ble of halving the sum, or the difference of the 
arches AC, BD; but as it would still be necessary 
to measure two arches before the angle could be 
ascertained, we have adopted another method, re¬ 
markable for its simplicity, and giving no more 
trouble than if the wires always intersected each 
other in the centre of the field. 

Let AB, for example, Plate V. Fig. 13., be the 
fixed wire, and CD the moveable one, and let it be 
required to find, at one observation, the angle 
AOC or <p. Let the index of the vernier be at ze¬ 
ro, when the point D coincides with B; and as it is 
obvious that the extremity C will be at c when V 
is at B, the arch c A will be a constant quantity, 
which we shall call b. Making AC=m and BD=», 
we have, by the geometrical property already men¬ 
tioned, 

<p — m ~^ n - 
2 ~’ 

but since the extremity C will move over the 
space C c while D describes the space DB, these 
arches must be equal, consequently wc have 

b — m — n ; hence adding 2 n to each side of 
the equation, we obtain j 
6 + 2n=w + w, and dividing by 2 

>R|fl 

b + n = —g , consequently 
0 = £ b + n 
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Hence the angle AOC is equal to half the arch 
A c added to the arch DB; or since Ac is invariable, 
half of it is a constant quantity, and the angle 
Squired is equal to the sum of this constant quan¬ 
tity and the arch DB. 

When the wires do not intersect each other, as 
ln Fig. 14*., we have 



6 = m + n; hence subtracting 2 n from each 
side of the equation, we have 
b —2 n — m — «,* and dividing by 2 

\b — n = m 2 consequently 
<p ~ lb — n 

’That is, the angle AOB is equal to the differ¬ 
ence between half the arch A c and the arch DB, 
° r to a constant quantity, diminished by the arch 

t>B. 

In finding the angle AOB, therefore, we have 
Merely to observe the place of the index when the 
Mres are in their proper position; and as the scale 
c °mmences at B, or when D and B coincide, and 
is numbered both ways from B, the degree point¬ 
ed out on the circular head, when increased or di¬ 
minished by the constant quantity, will give the 
Un gle of the wires which is sought. The semi- 
c * r cle on each side of a diameter drawn through 
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B, is divided into 180°, the 180th degree being at 
the opposite end of that diameter. 

The method of reading off the angle AOB, may 
be still farther simplified, so as to save the trouble 
even of recollecting the constant quantity, and of 
adding and subtracting it from the arch pointed 
out by the index of the vernier. This effect is 
produced by making the index of the vernier point 
to the constant quantity upon the part of the scale 
below B, Fig. 13., when the points D, B coincide, 
or when the wire CD is in the position c B; for it is 
obvious that if z is the zero of the scale, and B 2 
equal to the constant quantity, the arch D z> which 
is pointed out by the index of the vernier, will be 
equal to ib + n 9 or the angle AOB. In like man¬ 
ner in Fig. 14., where the wires do not cross each 
other within the field, and where Bz is the constant 
quantity, the arch D z marked out by the index 
of the vernier, is obviously equal to ib —n, or the 
angle AOB, which the wires tend to form at O- 
By means of this adjustment, therefore, we are 
enabled to read off the angle AOB with the same 
facility as if the wires intersected each other in 
the very centre of the field, when the arches are 
accurate measures of the angles at the centre. 

It is not necessary that the two wires should be 
placed in the focus of the first eye-glass. I have 
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constructed an instrument of this kind, in which 
the fixed wire AB is placed in the focus of the 
whole eye-piece, or, what is the same thing, in the 
focus of the object glass, while the moveable wire 
CD revolved in the focus of the first eye-glass. 
In this case the wire AB is more magnified than 
the other; but if this should be regarded as an in¬ 
convenience, it might easily be removed by using 
a more delicate fibre. 

The graduated head upon which the scale of this 
instrument is engraven, is the same as that of the 
rotatory micrometer. The end of the eye-tube is 
represented in Plate IV. Fig- 3., where CD is the 
circular head, divided into 360°, and subdivided by 
the vernier V; L is the level, and AB the part of 
the eye-piece which contains the diaphragm with 
the fixed and moveable wires. The head CD, and 
the level L, are firmly fixed to the eye tube T, and 
from the head CD there rises an annular shoulder 
concentric with the tube ; and containing the dia¬ 
phragm across which the fixed wire is stretched, 
This diaphragm, which is represented in Fig. 4. 
with the wire extended across, projects through 
the circle of brass EF. f All these parts remain im¬ 
moveable, while the outer tube AB, and the other 
half EF of the circular head which contains the ver 
mer V, have a rotatory motion upon the shoulder 
which rises from CD. The tube AB is merely an 
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outer case to protect a little tube within it, which 
contains the eye-glass, and the moveable diaphragm 
with its fibre extended across it. The inclosed tube 
is screwed into the ring EF, and the outer tube is 
also screwed upon the same ring; so that by moving 
AB, a motion of rotation is communicated to the 
vernier V, and to the diaphragm and wire belonging 
to the inner tube, while the rest of the eye-piece, 
containing the other diaphragm with its wire, re¬ 
mains stationary. By this means the moveable 
wire is made to form every possible angle with the 
fixed wire, and the angle is determined by the 
method which we have already explained. The 
fixed wire is placed a little out of the centre of 
the diaphragm to which it belongs, and the dia¬ 
phragm itself is placed in a cell, in which it can 
be turned round, so as to adjust the wire to a ho¬ 
rizontal line, when the level is set. The moveable 
wire is likewise placed at a little distance from the 
centre of its diaphragm, as represented in Fig. 5.\ 
but by means of screws which pass through the 
inner tube into the edge of this diaphragm, it can 
be moved in a plane at right angles to the axis of 
the eye-piece, so that the moveable wire may be 
placed either in the centre of the field, or at dif¬ 
ferent distances from it. 

This instrument may be employed in micro¬ 
scopical observations. 
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CHAP. VI. 

Description of a Double-Image Goniometer. 

In every instrument in which a double image of 
an object is formed by means of two semilenses, 
*ith their centres at a distance, the one image ap¬ 
pears to have a rotatory motion round the other 
When the telescope is turned about its axis. Thus 
in Plate VI. Fig. 4. if A, B be the images of two 
Ejects formed by the upper semilens when the com¬ 
mon diameter of the semilenses is perpendicular 
to the horizon, and C, D, the images of the same 
Ejects, formed by the lower semilens; then by 
turning the telescope about its axis, or the semi- 
fenses round in their tube, the image A will ap¬ 
pear to move round C in the circle A a E, and the 
ifiiage B round D in the circle B&F, or in the op¬ 
posite directions if the telescope, or the semilenses 
ar e turned the other way. When the distance AC 

equal to CD, as in Fig. 5. the image A will pass 
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over the image D ; or if the telescope is turned in 
the opposite direction, the image B will pass over 
the image C. In like manner, when AC is great¬ 
er or less than CD, the images will move as wc 
have represented them in Fig. 4. and 6. In all 
these cases the four images may be brought into 
one straight line ; and when this takes place, the 
line which passes through all the images will uni¬ 
formly, form the same angle with the horizon, as 
the common diameter of the semilenses. It is very 
easy to ascertain, with the utmost accuracy, when 
the images form one straight line; but particu¬ 
larly in the case where AC, Fig. 5. is equal to 
CD, for the image of A will then pass over D; 
and the coincidence of the images will mark the 
instant when the line which joins them is paral¬ 
lel to the common diameter of the lenses. Hence, 
as we obtain by this means the relation of the 
line joining the images to a fixed line in the in¬ 
strument, the relation of this line to the hori¬ 
zon may be easily found by means of a level and 
a divided circular head. If the image is a 
straight line, then the coincidence of the two 
images, so as to form one straight line, will in¬ 
dicate the parallelism of that line to the diame¬ 
ter of the semilenses. 

In constructing a goniometer of this kind sole- 
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ly for the purpose of measuring angles when the 
eye is not at their vertex, either the object-glass 
or the third eye-glass might be made the divided 
lens. If the object-glass is divided, it should be 
so constructed that it may have a rotatory mo¬ 
tion in its cell, by applying the hand to a milled 
circumference AB, Plate VI. Fig. 7. Connected 
with the tube TT of the telescope is a circular 
ring of brass CD divided into 360°; and the di¬ 
visions upon this scale are pointed out by the 
index of a vernier v, which moves along with 
the semilenses. A level L is fixed to the plate 
AB, having its axis parallel to the common diame¬ 
ter of the lenses, and being adjusted to a horizontal 
line when the index points to the zero of the scale. 
In using the instrument, therefore, the observer 
turns rounds the semilenses by means of the pro¬ 
jecting milled circumference AB till the coinci¬ 
dence of the two images is distinctly perceived. 
The index of the vernier will then point out upon 
the graduated head the inclination of the line 
^vhich is required. 

When the telescope is long, this form of the 
Instrument, though extremely simple, is not very 
convenient. The construction represented in 
Plate VII. Fig. 3. is in general to be preferred. 
This instrument consists of three tubes BL, LC, 
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CA. At the extremity B of the first tube is placed 
the divided object-glass, and at the other extre¬ 
mity L is fixed the divided circular head EF* 
The tube CL, which remains always at rest, is 
fixed to the stand HI by means of the clasp and 
screw at H. The tube AC, which contains an 
eye-piece, moves within both the tubes CL and 
LB. The tube BL extends towards C, within 
the tube CL, and round its circumference are cut 
a number of teeth in which the endless screw G 
works, and thus gives a rotatory motion to the 
tube LB, and the divided head EF. By this 
means the common diameter of the semilenses at 
B is made to form every possible angle with a 
horizontal line, which is indicated by a level 
above L, having its axis parallel to the common 
diameter of the semilenses. The index of the 
vernier scale v , fixed to the stationary tube CL, 
points out on the graduated head the angle re¬ 
quired. 

When the instrument is constructed with the 
third eye-glass divided instead of the object- 
glass, the graduated head and vernier must be 
placed upon the eye-tube, and made in the same 
way as for the rotatory micrometer. 

If the principle of this goniometer is applied to 
the double-image telescope, which we have de- 



CHAP. VI. DOUBLE-IMAGE GONIOMETER. 


125 


scribed in Book I. Chap. III. and in Book III. 
Chap. II. and which consists of a divided lens 
moveable between the object-glass and its prin¬ 
cipal focus, we obtain an instrument of a very 
singular kind, which will measure at the same 
observation, the angle subtended at the eye of the 
observer by a line joining two points; arid like¬ 
wise the angle which that line forms with the 
horizon. When the two images of the line 
Which joins the two points are brought into con¬ 
tact by the motion of the semilenses along the 
axis of the tube, these images must necessarily 
he in the same straight line ; so that the relation 
of that line to the horizon, and the contact of 
the two images of it which determines its angu¬ 
lar magnitude are obtained simultaneously, with¬ 
out any additional observation or adjustment. 
The one angle is read off on the rectilineal scale 
Which extends along the tube, while the other is 
Pointed out by the index of the vernier upon a 
circular divided head placed upon the same tube 
Which carries the semilenses. 
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CHAP. VII. 


Description of a Diagonal Telescope. 


The instruments which have already been de- 
scribed, with the exception of the double-image 
goniometer, can only be used with advantage when 
the angle to be measured is actually bounded by 
two right lines, or when two right lines are mutu- 
ally inclined to each other, without meeting in a 
point. But when we have only two points in the 
lines, which is the case when we wish to measure 
the angle that a line joining two stars forms with 
the horizon, we are under the necessity of employ¬ 
ing a different principle, for the eye cannot judge 
with any degree of accuracy when these points are 
situated in the same right line. In all the prece¬ 
ding instruments too, the radius of the graduated 
circle is necessarily very small, and the accuracy 
of the observation is obviously limited by the 
field of the telescope. In the following in' 
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strument all these disadvantages appear to be re¬ 
moved, and the principle of its construction seems 
to point out a method of measurement by which 
all angles of this kind may be determined with 
the utmost accuracy. 

This instrument is represented in two different 
forms, in Plate VII. Fig. 4. and 5, where AB is 
a portion of a circle greater than a quadrant, and 
divided in the usual manner into degrees and parts 
of a degree. This graduated limb may be sup¬ 
ported in different ways, according to the purposes 
to which the instrument is to be applied. A frame 
EF, attached to a moveable radius, moves round 
the centre C, by means of a clank and screw of 
the common construction, and it has a sufficient 
°pening to admit a telescope DG, which can be 
Placed in any position betw een a horizontal and 
a vertical line, by a motion round the pivots 
% n 9 in a plane perpendicular to that of the se¬ 
micircle. One of the extremities of the arm CV 
c arries a vernier V for subdividing the degrees of 
the limb AB. In the focus of the telescope are 
Placed three or four fibres parallel to each other, 
a &d perpendicular to the axis m n , and these are 
Cr ossed by a horizontal fibre which passes through 
the centre of the field. When the instrument 
been adjusted to a horizontal plane by the le- 
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vels attached to it, the arm CV, which carries the 
telescope, is raised into such a position, that du¬ 
ring the motion of the telescope round the centres 
m , w, the intersection of the wires traces the line 
whose inclination to the horizon is required. 
When this position is obtained, the index will 
point out the angle upon the graduated semicircle. 
If only two points in the line are given, the arm 
CV is shifted along the limb, till the intersection 
of the wires passes through the two points. 

This instrument may be employed with great 
advantage in measuring the angle which a line, 
joining two stars, forms with the horizon, or 
with a line joining other two stars; and hence it 
may be used for determining the hour of the 
night, and for finding the place of a comet, or 
any other celestial body. The line which joins 
any two stars, forms every possible angle with 
the horizon in the course of 23 hours and 56 mi¬ 
nutes ; so that by knowing the hour of the day 
when this angle is of any given magnitude, the 
hours corresponding to other angles may be ob¬ 
tained by simple proportion. The result which 
is thus obtained will of course require to be cor¬ 
rected by refraction. The diagonal telescope may 
also be employed in surveying, and for other im¬ 
portant purposes. 
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CHAP. VIII. 

Ascription of a New Protractor for taping down 
and measuring Angles upon Pape?\ 

The common protractor which is employed in 
teying down and measuring angles in trigonome¬ 
trical plans, can only be used when the lines that 
c °ntain the angle actually intersect each other. 
The centre of the protractor is laid upon the in¬ 
tersection of the lines, and the arch upon its cir- 
c ' u mference, intercepted between the lines, is a 
Measure of their mutual inclination. When the 
tines, however, do not meet in a point, the angle 
w hich they tend to form cannot be ascertained 
without the additional operation of drawing a 
third line parallel to either of the other two. 
^ut even in the case where the point of inter¬ 
action is given, it is often difficult, particularly 
w hen the angle is small, to find the exact point; 
So that, on this account, the risk of error is in- 
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creased. These remarks are equally applicable 
to the laying down of angles by the protractor. 

In order to remedy these inconveniences, we pro¬ 
pose to employ the geometrical principle which has 
already been explained in the fifth Chapter of 
this Book. Thus in Plate V. Figs. 13, 14, if 
the lines AB, CD form an angle at O, the pro¬ 
tractor, whose divided circumference is repre¬ 
sented by the circle ACBD, may be laid down 
in any way upon the lines AB, CD, so that the 
arches AC, BD intercepted between them may 
be distinctly observed. When the lines inter¬ 
sect each other in a point within the protractor, 
then half the sum of the arches will be the angle 
at O, and when the point O is without the pro¬ 
tractor, the angle at O is equal to half the dif¬ 
ference of these arches. In order to save the 
trouble of dividing by two, the circumference of 
the protractor is divided into 180 instead of 
360°. If the protractor is furnished with points 
situated at the extremities of a moveable arm, 
projecting beyond the divided circumference, and 
carried round by a rack and pinion, the arches may 
be measured with great facility. Thus, in Plate 
VII. Fig* 2. when the point O is within the protrac 
tor, let the instrument be placed upon the lines 
AB, CD, so that the points P, p> at the ends of 
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the arms MP, Mjsmay touch the lines AO, DO 
w hen the index of the vernier stands at the ?ero 
°f the scale. Then turn the pinion till the point 
^ comes to Q in the line CD. The other point p 
w ill be at q, when p q — PQ. Hence the arch 
qr 

*g- will be equal to the angle AOC; or, since the 

circumference is divided into 180 ° instead of 360 , 
the arch qr= AOC ; so that by observing the 
place of the vernier when the point is at q , and 
by turning the pinion till the point comes to r, 
and again observing the position of the vernier, 
obtain the arch q r, or the angle AOC. The 
s ame result might be obtained in a still simpler 
*ay, by placing one of the points at O and the 
other on the line OD, when the index of the 
v crnier is at zero. If the pinion is now turned 
Ull the other point comes to the line OB, the in¬ 
dex will point out upon the scale the angle AOC. 

"When the two lines do not meet, as in Fig. 1. 
the point P must be placed on the line AB, while 
the other point p is in the line CD. By moving 
the pinion till p comes to q in the line AB, the 
P°int P will have described the arch PQ=p<?, 
s ° that Q rz= PQ— p q = the angle formed by the 
lines AB, CD. Hence, by making the point P 
describe the arch Qr, we obtain the angle re¬ 
quired. 
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CHAP. I. 

Description of a Telescope for measuring 
Distances. 

the first Chapter of Book I. We have already* 
Cx plained the principle upon which this instru¬ 
ment is constructed, and have shewn its apptica- 
**°n as a micrometer to the purposes of practical 
Astronomy. We shall now proceed to point out 
the advantages with which the same principle 
may be extended to a portable telescope for mea¬ 
ning distances; and to describe the construe- 
and use of the instrument, with as much 
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fulness and perspicuity as the nature of the sub¬ 
ject will allow. 

In ascertaining distances from the angles sub¬ 
tended by any object seen through a telescope, 
the accuracy of the result is obviously limited by 
the field of view. If the angle is very small, any 
error in the instrument, or in the observation, 
will produce a great error in the distance which 
is deduced from it; and this error will always 
diminish as the angle is increased. We obtain 
no remedy for this evil by augmenting the mag¬ 
nifying power of the instrument; for though the 
accuracy of the observation is increased, yet, as 
the angle has suffered a diminution exactly corres¬ 
ponding to the augmentation of power, the error is 
as much increased by the one cause as it was di¬ 
minished by the other. In cases, therefore, 
where very great accuracy is required, the use 
of the telescope cannot be recommended ; but in 
the majority of cases in which the distances of 
objects are required, tills extreme accuracy is 
never wanted; and hence the micrometrical te¬ 
lescope will be found of very great utility to tra¬ 
vellers, and to officers of the army and navy, 
who require an instrument that is portable, and 
not easily injured, while it can be employed with 
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facility, and without the trouble of tedious calcu¬ 
lation. 

The instrument which we are about to describe 
seems to possess these qualities in a very great 
degree, and at the same time combines the pro¬ 
perties of a telescope, a microscope, and a trigono¬ 
metrical instrument. As a telescope, it has a va¬ 
riable magnifying power; as a compound mi¬ 
croscope, its power and distinctness are very con¬ 
siderable; and as a trigonometrical instrument, it 
may be employed under circumstances in which 
other instruments could not be conveniently used. 

The micrometrical telescope is represented in its 
most general form in Plate VIII. Fig. 1., where AB* 
BC, CD, DE are the tubes of which it is composed. 
The principal object-glass is placed at A; the 
second or moveable object-glass is situated a little 
to the left of C, at the end of the tube DC ; and 
the eyepiece is contained in the tube DE. When 
the tubes BC, CD are pushed into the outer tube 
AB, the moveable object-glass near C will be in 
contact with the principal object-glass at A ; and 
in this situation distinct vision may be procured 
by pulling out the eyepiece DE : The magni¬ 
fying power of the instrument is now a minimum . 
By pulling out the tube CD, the moveable object- 
glass near C is separated from the principal olv 
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ject-glass, distinct vision may again be procured 
by pushing in the eye-tube DE, and the magni¬ 
fying power of the telescope will be greater than 
before. In like manner, by pulling out the tube 
CB, and producing distinct vision by a new ad¬ 
justment of the eyepiece, the distance of the two 
object-glasses, and likewise the magnifying power 
of the instrument, will increase, till the place of the 
moveable lens coincides with the principal focus 
of the object-glass, W'hen the magnifying power 
of the telescope will be a maximum. 

In this form of the instrument, the motion of 
the second object-glass, and the adjustment of 
the eye-tube to distinct vision, are produced mere¬ 
ly by pushing in or drawing out the tubes ; but 
it would be much more convenient for the obser¬ 
ver if there were only two tubes between A and 
D, and if the motion of the tube w hich contains 
the second object-glass, and of that which con¬ 
tains the eyepiece, was effected by means of a 
rack and pinion. By this means the adjustments 
would all be produced with the utmost facility 
and accuracy; and by turning the pinion for the 
object-glass with the one hand, and the pinion 
for the eye-tube with the other, the observations 
would be made in much less time than if the 
tubes were shifted merely with the hand. As 
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telescopes, however, are so generally constructed 
^lth two or three moveable tubes as shewn in 
Plate VIII. Fig. l, we shall accommodate our de¬ 
scription to that form of the instrument. 

The diaphragm or field-bar of the telescope, 
which is placed in the anterior focus of the 
first eye-glass, is represented in Fig. 2. where 
a > b are two delicate steel points projecting into 
the field of view, and m n, o p a pair of parallel 
fibres, all of which are firmly fixed in their re¬ 
spective positions. For the purpose of measur¬ 
es distances, the two steel points only are re¬ 
tired : The wires may be used, indeed, for the 
Sa me purpose; but they are principally intended 
f°r measuring the angle subtended by any body 
*bat is in motion. When it is required that the 
'^strument should measure a great variety of 
ail gles, another steel point c will be of great ad- 
v antage, and its position may be determined in 
*he following manner. Let us suppose, that the 
Neatest and least magnifying power of the tele- 
Sc °pe, or rather that the greatest and least angles 
Su btended by the points a , 6, are to one other 
as 3° to 1°, or as 180' to 60'; then the instru¬ 
ct, by means of these two points, will only 
Measure angles that are between 180' and 60'. In 
* r der, therefore, to render it capable of determin- 
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ing angles less than 60', another point c should 
be so placed in the field, that the chord of a c is to 
that of a b as 60' to J 80' ; and consequently by 
using the points a , c, all angles between 60' and 
20' may be measured. Another point might like¬ 
wise be used if necessary, and the same method 
might be adopted with respect to the wires. 

In fixing the diaphragm in its proper position, 
great attention must be paid to the rules laid 
down in Book I. Chap. IX. and in order that the 
adjustment of the diaphragm may be effected 
with the greatest facility and accuracy, it should 
be so constructed as to move by means of a screuf 
along the axis of the eye-tube. 

The next point to be considered, is the nature 
and construction of the scale, by which the varia¬ 
tions of the angle are to be measured. This 
scale is engraven on the two moveable tubes BC, 
CD, and its length is equal to the focal distance 
of the principal object-glass, or, in general, to the 
space through which the second object-glass i* 
allowed to move along the axis of the tube- 
When this object-glass is separated from the 
principal object-glass till their distance is equal 
to the focal length of the latter, the angle sub¬ 
tended by a pair of fixed points or wires will re- 
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toain the same whatever be the focal length of 
the former, and will suffer no change even if the 
second object-glass be removed. In these cir¬ 
cumstances, the magnifying power of the tele¬ 
scope is a maximum, and consequently the angle 
subtended by the points or wires is a minimum. 
If the second object-glass is moved from this po¬ 
sition towards the principal object-glass, the mi¬ 
nimum angle of the points or wires will be in¬ 
creased, and the increment which it receives will 
he directly as the space through which the second 
°bject-glass has been moved, and inversely as its 
focal length. Hence the extent of the variation 
'vhich can be produced upon the minimum angle 
w ill be a maximum when the second object-glass 
18 ua contact with the principal object-glass, the 
focal length of the former remaining the same : 
And the extent of this variation may be increased 
ft t pleasure, by taking a moveable object-glass of 
a shorter focal length. 

If the focal length of the principal object-glass, 
for example, fcs 30 inches, and that of the move- 
able one 50 inches, while the minimum angle of 
the wire is 40', then, by the formula 
A b 
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cst angle when the two lenses are in contact, 
and consequently when 6= SO, 

, 40' x 30 

* — 40 + —^— = 64', so that the greatest 

extent of the scale will in this case be 64' — 40 
= 24'. 

If F, or the focal length of the moveable ob- 
ject-glass, is only two inches, then we have 
, 40' X 30 

* = 40' +-g-= 640' = 10 40'. 

Hence the greatest extent of the scale will now 
be 10° 40'—40 = 10°. 

As the length of the scale is SO inches, one mi¬ 
nute on the scale will be equal to 1.25 inches, 
when the greatest extent is 24' ; but, when the 
greatest extent is 10°, one minute of the scale will 
be equal only to 0.05 inches. Hence it appears 
that, by diminishing the extent of the scale, we 
increase its magnitude, and consequently its accu¬ 
racy, to such an unnecessary degree, that the mi¬ 
nuteness of the scale far exceeds the accuracy of 
the observation; while, by increasing the extent 
of the scale, we diminish its magnitude and its ac¬ 
curacy, till it is incapable of affording us a mea¬ 
sure of the angle corresponding w ith the excel¬ 
lence of the telescope. The moveable object- 
glass, therefore, should have such a focal length? 
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that the probable error of the scale is less than the 
error of observation; but, for common purposes, it 
w ill be sufficient to make the focal length of the 
loveable object glass equal to between one half 
a ud one third of that of the principal object 
glass. 

The focal length of the second object glass and 
the extent of the scale being thus determined, the 
formation of the scale itself is the next subject of 
consideration. We have already demonstrated, 
that the motion of the moveable object glass, along* 
equal portions of the axis of the telescope, corre- 
s Ponds to equal changes upon the minimum angle 

the points or wires ; and consequently, that the 
Sc ale which measures these angular variations is a 
^ale of equal parts. By determining, therefore, 
the minimum angle, or the angle subtended by 
the points, when the object glasses are at their 
greatest distance, and also the angle which they 
subtend when the two object glasses are in con¬ 
tact, we obtain the value of the angle at the two 
extreme points of the scale, and, consequently, 
*ts value at any intermediate point. 

Thus, if the length of the scale is 30 inches, the 
Minimum angle 40', and the angle of the other ex¬ 
tremity of the scale 120', we have 60' for the ex- 
taut of the scale, so that half an inch on the scale 
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will correspond with T, and one tenth of an inch 
will correspond with 12". The scale may, there¬ 
fore, be divided into 60 equal parts, or halves of 
an inch, to shew minutes; into S00 equal parts, or 
tenths of an inch, to shew every 12" ; or into 1200 
equal parts, or fortieths of an inch, to shew every 3". 
When the scale is engraven on more than one tube, 
as in Plate VIII. Fig. 1., the extremity C of the 
tube BC is the index for the divisions on the tube 
CD w hen CB is completely pushed into AB; and 
the extremity B of the tube AB is the index for 
the divisions on BC, when CD is completely 
drawn out. In measuring the distance between 
the two extremities B, D of the scale, the breadth 
of the milled circumference, at the extremity C of 
the tube BC, must evidently be omitted. The 
method of finding the angles, at the two extremi¬ 
ties of the scale, by direct experiment, has already 
been fully explained in Book I. Chap. I. As the 
exact determination of these extreme angles is of 
the utmost consequence to the accuracy of the 
scale, the greatest care should be taken in conduct¬ 
ing the observations. 

Having thus pointed out the method of con¬ 
structing the scale of the telescope, we shall now 
proceed to shew its application to the measurement 
of distances. Let D, E, Plate VIII. Fig. 3. be two 
1 
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prominent points in the object whose distance is to 
be measured, and so chosen that at the station B the 
Pair of points may be made to comprehend the space 
EE, without separating the two object glasses more 
than four or five inches. The line joining the 
Points D, E may be either vertical, or horizontal, 
° r inclined to the horizon. The points themselves 
3 hould always be so distinct, that they can be re- 
c °gnised at the second station at A, and points of 
this kind may easily be found, whatever be the ob¬ 
ject to which the telescope is directed. The in¬ 
terval between two windows or any two project- 
ln g parts in a building, the distance between 
stones lying in a field, or upon a hill, and 
space between' two trees, may be used for the 
Purpose of measuring their distance from the ob¬ 
server. 

The telescope being directed to the object, and 
*be tubes BC, CD being pushed into the tube 
and distinct vision procured by the adjust¬ 
ment of the eye tube DE, the two steel points 
should either exactly coincide with the two points 
E, Fig. 3. in the object \yhose distance is to be 
measured, or should occupy a greater space. I f the 
ste el points comprehend a greater interval than 
that which lies between the points D, E of the 
°bject, which is most likely to be the case, sepa- 
*ate the object glasses by pulling out the first di- 
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vided tube CD, Fig. 1., and produce distinct 
vision, by the eye-piece DE, till the steel points 
exactly coincide with the points D, E, Fig. 3 ., 
or comprehend the object DE, the extremity C of 
the drawer CD (Fig. 1.,) will then mark out 
upon the scale the value of the angle DBE. Ha¬ 
ving measured a base BA, reckoned always from 
the object glass of the telescope, and equal to 
about r or h or a greater part of the whole dis¬ 
tance, place the object glass of the telescope at A, 
and again direct it to the object DE. The dis¬ 
tance DE will now subtend a much less angle at 
A than it did at B, and hence the steel points 
will comprehend a much greater space than DE- 
In order to shut the steel points, therefore, pull 
out the tube CD; or, if necessary, part of the 
tube BC also, and adjust the eye tube to distinct 
vision, till the steel points exactly coincide with 
the points D, E of the object; then, if the tube 
CD has not been completely drawn out, the 
extremity C will mark upon the scale between 
C and D the angle DAE; or, if the tube CD is 
wholly drawn out, and likewise part of the tube 
CD, then the extremity B of the outer tube AB 
will mark upon the scale, between B and C, the 
value of the angle DAE. If a vernier were pla¬ 
ced at the extremities B and C of the tubes AB 
and BC, the angles might be read off with the 
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greatest accuracy; and all the observations would 
be greatly facilitated if the tubes were moved by 
a rack and pinion. 

Having now obtained the angles DBE, DAE, 
°r rather the tangents of these angles, (to which 
the angles themselves are nearly proportional,) let 
ns call DBE = m, DAE = n, and AB = a. Then, 
since AC is to BC, as the tangent of the angle at 
B is to the tangent of the angle at A, that is, as ut 
is to w, we have obviously the ratio of the two dis¬ 
tances AC, BC, and the difference AB of these 
distances; so that AC or BC may be found by 
one of the simplest theorems in Algebra, namely* 
to find the value of two numbers, whose ratio and 
difference are given. 

This theorem gives us 


AC = —, and BC = m ~ n 
Let us suppose, for example, that the angle 
DBE, or 777 , is equal to 68 minutes, and DAE, or 
n » equal to 46 minutes, and that the base AB, or 
is equal to 120 feet, then we have 
8160 
22 

120X46 


AC = ^6 = ^=370i;feet. 


68—46' 


5520 

22 


Hence we obtain the following rules: 

Tor the greater distance AC. Multiply the length 
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of the base in yards , or feet , by the greatest angle; 
divide the product by the difference between the two 
angles , and the quotient will be the distance required 
in yards or feet. 

For the lesser distance BC. Multiply the 
length of the base in yards , or feet, by the least an¬ 
gle ; divide the product by the difference between the 
anglesy and the quotient will be the distance required 
in yards or feet 

It is manifest from the preceding observations, 
that there is no necessity of having the real angles 
subtended at A and B, by the object DE, the ra¬ 
tio of the angles being all that is wanted in prac¬ 
tice. On this account the instrument is some¬ 
times constructed with only the ratios of the angles 
engraven upon the scale. In this case the angles 
themselves are easily found, when either the max¬ 
imum or minimum angle is determined. 

The micrometrical telescope possesses one very 
singular property, to which we would request the 
particular attention of the reader. If any other mi¬ 
crometer had been employed to measure the dis¬ 
tance of the object DE, by taking the angles 
which it subtends at B and A, it would have been 
necessary to apply a correction to the angle, ari¬ 
sing from the aberration in the focal length of 
the telescope, at the different distances AC, BC- 
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J'his aberration, or increase, in the focal length. 
Produces a corresponding diminution in the angle, 
s ° that we should have been obliged to diminish 

„ F 1 DF 

e &ch angle in the ratio of Fd— D f or p —p : F>* 

Where F is the principal focal length of the tele- 
Sc ope, and D the distance of the object; but as 
this very correction supposes the distance of the 
°hject to be known, it would be necessary to find 
the distance, upon the supposition that no correc¬ 
tion was requisite, and then to have applied the 
Erection in the preceding formula, computed 
h*orn the approximate distance. 

In the micrometrical telescope, however, no 
s Cch correction is necessary. The virtual focal 
frngth of the combined object glasses, when the 
s teel points comprehend the angle DBE, is to their 
virtual focal length, when the points comprehend 
the angle DAE, in the very same ratio as the 
Angles themselves ; and consequently the correc¬ 
tions, which are as the focal lengths, will also have 
the same ratio as the angles. These corrections, 
therefore, will not alter the ratio of the angles 
f °und by the instrument, and hence the applica¬ 
tion of them is unnecessary. 

Thus, let F,/ be the principal virtual focal 


' * See Book I. Chap. I. p. 20. 
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lengths of the combined glasses, at the stations A 
and B respectively. Make AC = D, and BC = 
Then, since the magnifying powers are directly a s 
the conjugate focal lengths, since the angles arc 
inversely as the magnifying powers, and the an¬ 
gles inversely as the distances AC, BC, the conju¬ 
gate focal lengths will be directly as the distances# 
that is. 


D — F * 


To explain this numerically, 
make D = 200 , d = 100, F = 12 ,/= 6, we shall 


- = 12,76595, and 


^ = 1^6=6-38297. But 


12.76595 : 6.38297 = 12 : 6 = 200 : 100; so tha* 
whatever be the distance of the object, the rati° 
of the angles obtained by the micrometrical tele¬ 
scope require no correction, in order to obtain an 
accurate result. 

It is obvious, however, that when we wish 
measure with this instrument the absolute value of 
the angles, these values must be corrected accord¬ 
ing to the distance of the object, by means of th e 
formula given in page 20. In cases where & e 
object is at a considerable distance, the incr^' 




chap. I. 


MEASURING DISTANCES. 


149 


n* ** ent of the angle, as found by the formula, is too 
trifling to be taken into account, unless where 
very great accuracy is required. 

There is one application of the micrometrical 
telescope to the mensuration of distances, which 
^ay, on many occasions, be of considerable service 
to the military engineer, namely, to measure the 
distance of an object from a station where the in¬ 
equalities of the ground render it impossible to 
Procure a base ; and it does this by a single obser- 
v ation, which is of the greatest consequence in 
Particular cases, where the proximity of the ene¬ 
my’s guns makes it difficult to measure two an¬ 
gles and a base with deliberation and safety. 

Let it be required, for example, to measure the 
distance MC, Plate VIII. Fig. 4. from a station M 
'vhere works are to be erected, within reach of the 
demy’s guns, at C, and where the inequalities of 
the ground prevent the mensuration of a base. 
Take two stations A, B beyond the reach of the 
e Oemy’s guns, and in the same vertical plane with 
and by measuring the base AB, and ascertain- 
l hg, according to the method already explained, the 
an gles aB6, aAb subtended by any object a $,* at 

* It is not necessary that the line a b should be perpendicular 
to tlie axis of the telescope. It is only requisite that it should 

** equally inclined to that axis at the stations A, B, and M, 
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C find the distance AC. Then from the station M, 
measure the angle a M b, subtended by the same 
object a b at M, and the distance MC will be a 
fourth, proportional to the angle a M 6, the angle 
a A b, and the distance AC ; that is, if the angle 
aMt)=m , aAb=n , we shall have ?n:n = AC : MC, 

and MC = AC * ”, which gives the following rule*. 

The lesser distance is equal to the greater distance , 
multiplied by the angle which corresponds to the 
greater distance , and divided by the angle which 
corresponds to the lesser distance. 

By means of this instrument, we may also mea¬ 
sure accessible and inaccessible heights with 
great facility and accuracy. Thus, let BA, Plate 
VIII. Fig. 5., be an accessible height, then, from 
a point B, as near as possible to the vertical line 
BA, measure the angle a B 6, subtended by any 
object a b at the top of the height, and call this in- 
Measure also the angle aC b, subtended by the 
same object at C, which call n, and then find the 
length of the base BC, which call a. Hence, 

AC : AB = m : n, and 

AC v n 

AB = ———. But by Euclid, 47.1- 

which will be the case when these points are in the same verti¬ 
cal plane. 





From these formulae we derive the following 
rules: 

For the perpendicular height. Multiply the 
greater angle by the base, and divide this product by 
the square root of the difference between the squares 
°f the greater and the lesser angles ; the quotient will 
be the height required . 

For the hypothenuse. Multiply the lesser an¬ 
gle by the base, and divide this product by the square 
root of the difference between the squares of the 
greater and the lesser angles; the quotient wiU be the 
length of the hypothenuse required. 

When the height AB is inaccessible, find the 
angle subtended by an object a b at the stations 
C and D, and, having measured the base GD, 
find, by the method already described, the distance 


1 
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CB. Then, if n represents the angle taken at C, 
and m that taken at D, we have 

AD : AC = n :m t and 

AD = 

But by Playfair’s Euclid, Book II. Prop. 12., we 
have 

AD* = AC* + CD 1 + 2DC x CB, and 
AD 1 — AC 1 = CD 1 + 2DCXCB. 

By substituting the preceding value of AD, we 
obtain 



y BD* —BC» 

” 4—1 


The preceding method is applicable only to in¬ 
accessible heights, where the distance CB is capa¬ 
ble of being measured by the instrument. 

As the angle subtended by the steel points, 
when the two object glasses are in contact, is very 
considerable, we may by successive measurements 
determine angles of any magnitude. In Plate VIII- 


Fig. 6., for example, the angle ACB may be found 
by measuring successively the angles AC e, e C/» 
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/CB, and, in the case of a mountain where the ver¬ 
tical line AB is not visible, the angle ACB may be 
as certained by finding in succession the angles 
ACe', e’QfyfCb'. For this purpose, the telescope 
should have a level fixed upon the eye-tube, 
^ ith its axis parallel to the axis of the instru¬ 
ment, so that the lower steel point might cover a 
P°int b' in the horizontal line BC, when the level 
,s adjusted. 

Having now shewn, at considerable length, the 
method of using the micrometrical telescope, when 
^e are completely unacquainted with the magni¬ 
tude of the object whose distance is to be measu- 
re d, we shall next proceed to point out its use in 
determining distances, when the magnitude of the 
°hject or of any part of it is known. 

Let DE, Plate VIII. Fig. 4. be a distant object 
*een by the observer at B, and perpendicular to 
the line BC, then, if the length of DE be known, 
a ud if the angle DBE be measured with the mi- 
^ometrical telescope, the distance BC may be 
found by the simplest case of plain Trigonome¬ 
try, which gives 

^ Cot. i DBE X 4DE . 

BC =--, or since the angle 

is very small, we may use the formula 
Cot. DBE x DE 
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That is, add the logarithm cotangent of the angle 
to the logarithm of the length of the object , and the 
sum , subtracting radius, will be the logarithm of the 
distance required. 

In order, however, to save the trouble of trigo¬ 
nometrical calculation, we have computed a series 
of tables, which are given at the end of the Chap¬ 
ter, shewing the distance of a given object, when 
it subtends different angles at the eye of the obser¬ 
ver. The first table is calculated for an object 
one foot in length; the second for an object six 
feet in length; the third for an object 20 feet in 
length; the fourth for an object 30 feet in length; 
and the fifth for an object 40 feet in length. 

By means of these tables, the distance of an 
object may be ascertained by mere inspection 
when the angle is found in minutes, and when 
the magnitude of the object is, 1, 6, 20, 30, and 
40 feet. If the angle is found both in minutes 
and seconds, and if the magnitude of the known 
object is neither 1, 6, 20, 30, or 40 feet, the di¬ 
stance may be determined by simple proportion- 
Thus : 

Example I. If the object whose distance i s 
required is 6 feet, which is nearly the height of a 
man, and subtends an angle of 49 minutes, then? 
by looking into Table II. opposite 49 minutes- 


I 
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We find 421 feet, which is the distance of the 
object. If the angle be 49' 20", then the 
distance of the object will be between 421 and 
4d2ifeet; and the exact number will be found 
by simple proportion, thus : 

Feet. Feet. 

60" : 8.5 = 20" : 2.8, which being subtracted 
from 421, leaves 418.9 feet. 

Example II. If the object is 20 feet, and the 
angle which it subtends 18' 16"; then in TablelV. 
°pposite 18', we have 3820 feet; and opposite 
1 9', 3619 feet, the difference of which is 201 feet. 
Hence we have 

Feet. Feet. 

60" : 201 = 16": 53.6, which, subtracted from 
3820, gives 3766 for, the distance of the object. 

Example III. If the length of the object is 
Either l foot, 6, 20, 30, or 40, but any other num¬ 
ber, such as 5, and the angle 50', then enter 
Table I. with the angle, and opposite 50 will be 
found 68.7, which, multiplied by 5, the real 
fougth of the object, gives 343.5 for, the distance 
Squired. 

The same answer might be obtained by taking 
4th part of the result given by Table III., the 
®th part of the result given in Table IV., and the 
part of the result given in Table V.; since 5 




156 


TELESCOPE, &C. 


book in¬ 


is the 4th part of 20, the 6th part of 30, and the 8th 
part of 40. Thus, opposite to 50', in these tables, 
we have 1375, 2062, 2750, which, being divided 
by 4, 6, and 8 respectively, leaves 343 feet. 

The third, fourth, and fifth tables may be parti¬ 
cularly useful in taking a rapid survey of a country 
by means of the micrometrical telescope. Two 
objects placed at the extremities of a chain, 20, 
30, or 40 feet long, may be placed opposite to the 
telescope by one person, while another measures 
the angle which they subtend, and thus obtains 
a succession of distances with the greatest faci¬ 
lity. 

Sir George Mackenzie carried along with him 
to Iceland one of the micrometrical and double¬ 
image telescopes, and a copy of the following 
Tables, in order to make a general survey of the 
part of the island which he visited ; but the diffi¬ 
culties which he had to encounter in the carriage 
of his instruments, and from the ruggedness of 
the ground, prevented him from doing the same 
service to the geography which he has done to 
the geology and mineralogy of that interesting 
country. 
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Table I.— Continued. 


Angle 

in 

Minutes. 

Feet. 

Angle 

in 

Minutes. 

Feet. 

Angle 

in 

Minutes. 

Feet. 

94 

36.6 

129 

26.6 

164 

21.0 

95 

36.2 

130 

26.4 

165 

20.9 

96 

35.8 

151 

26.2 

166 

20.7 

97 

35.4 

132 

26.0 

167 

20.6 

98 

35.1 

133 

25.9 

168 

20.5 

99 

34.7 

134 

25.6 

169 

20.3 

100 

34.4 

135 

25.4 

170 

20.2 

101 

34.0 

136 

25.2 

171 

20.1 

102 

33.7 

137 

24.0 

172 

20.0 

103 

33 4 

138 

24.2 

173 

19.9 

104 

33.0 

139 

24.6 

174 

19.8 

105 

32.7 

140 

24.5 

175 

19.7 

106 

32.4 

141 

24.4 

176 

19.5 

107 

32.1 

142 

24.2 

177 

19.4 

108 

31.8 

143 

24.0 

178 

19.3 

109 

31.5 

144 

25.9 

179 

19.2 

110 

31.2 

145 

25.7 

180 

19.1 

111 

31.0 

146 

23.5 

181 

190 

112 

30.7 

147 

23.3 

182 

18.9 

115 

30.4 

148 

23.2 

183 

18.8 

114 

30.1 

149 

25.0 

184 

18.7 

115 

29.9 

150 

22.9 

185 

18.6 

116 

29.6 

151 

22.7 

186 

18.5 

117 

29.4 

152 

22.6 

187 

18.4 

118 

29.1 

153 

22.5 

188 

18.3 

119 

28.9 

154 

22.3 

189 

18.2 

120 

28.6 

155 

22.2 

190 

18.1 

121 

28.4 

156 

22.1 

191 

18.0 

122 

28.2 

157 

21.9 

192 

17.9 

123 

27.9 

158 

21.8 

193 

17.8 

124 

27.7 

159 

21.6 

194 

17.7 

125 

27.5 

160 

21.5 

195 

17.7 

126 

27.3 

161 

21.4 

196 

17.6 

127 

27.1 

162 

21.3 

197 

17.5 

^128^ 

26.8 . 

163 

21.1 

198 

17.4 















CHAP. I. 


MEASURING DISTANCE'S, 


161 


Table II. Shewing the Distances at which different 
Angles are subtended by a Body six feet long. 
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Table II. — Continued. 


Angle 

in 

Minutes. 

Feet. 

Angle 

in 

Minutes. 

Feet. 

Angle 

Minutes. 

Feet. 

94 

219.4 

129 

160.0 

164 

125.7 

95 

217.1 

130 

158.7 | 

165 

125.0 

96 

214.8 

131 

157.5 

166 

124.2 

97 

212.7 

132 

156.2 

167 

123.5 

98 

210.5 

133 

155.1 

168 

122.7 

99 

208.4 

134 

153.9 

169 

122.0 

100 

206.3 

155 

152.8 

170 

121.3 

101 

204.2 

156 

151.6 

171 

120.6 

102 

202.2 

157 

150.6 

172 

119.9 

105 

200.5 

158 

149.5 

173 

119.2 

104 

198-3 

139 

148.4 

174 

118.5 

105 

196.5 

140 

147.3 

175 

117.9 

106 

194.6 

141 

146.3 

176 

117.2 

107 

192.9 

142 

145.2 

177 

116.6 

108 

190.9 

143 

144.2 

178 

115.9 

109 

189.2 

144 

143.2 

179 

115.3 

110 

187.5 

145 

142.2 

ISO 

114.6 

111 

185.8 

146 

141.2 

181 

114.0 

112 

184.1 

147 

140.3 

182 

113.3 

115 

1825 

148 

139.3 

183 

112.7 

114 

180.9 I 

149 

158.4 

184 

112.1 

115 

179.4 i 

150 

137.5 

185 

111.5 

116 

177.8 I 

151 

136.6 

186 

110.9 

117 

176.5 

152 

135.7 

187 

110.5 

118 

174.8 | 

153 

134.8 

188 

109.7 

119 

173.4 

154 

133.9 

189 

109.1 

120 

171.9 i 

155 

133.1 

190 

108.5 

121 

170.5 

156 

132.2 

191 

107.9 

122 

,169.1 

157 

131.4 

192 

107.4 

123 

167.7 

158 

130.5 

193 

106.8 

124 

166.3 

159 

129.7 

194 

106.3 

125 

165.1 

160 

128.9 

195 

105.7 

126 

163.8 

161 

128.1 

I 196 

105.2 

127 

162.5 

162 

127.3 

1 197 

104.7 

128 

161.2 

! 163 

126.5 

II 198 

104.2. 
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Table III. Shewing the Distances at which differ- 
ent Angles are subtended by a Body twenty 
feet long. 


Angle 

in 

Minutes. 

Feet. I 

Angle 

in 

Minutes. 

Feet. 

Angle 

Vlinutes. 

Feet. 

1 

68755 

32 

2079 

63 

1091 

2 

34377 

33 

2084 

64 

1074 

3 

22918 

34 

2022 

65 

1058 

4 

17189 

35 

1964 

66 

1042 

5 

13751 

36 

1910 

67 

1026 

6 

11460 

37 

1858 

68 

1011 

7 

9822 

38 

1809 

69 

996 

8 

8594 

39 

1762 

70 

982 

9 

7639 

40 

1719 

71 

968 

10 

6876 

41 

1677 

72 , 

955 

11 

6250 

42 

1637 

73 

942 

12 

5730 

43 

1599 

74 

929 

13 

5289 

44 

1563 

75 

917 

14 

4910 

45 

1528 

76 

905 

15 

4584 

46 

1495 

77 

893 

16 

4297 

47 

1462 

78 

881 

17 

4044 

48 

1432 

79 

870 

18 

3820 

49 

1404 

80 

859 

19 

3619 

50 

1375 

81 

848 

20 

3438 

51 

1348 

82 

838 

21 

3274 

52 

1322 

83 

828 

22 

3125 

53 

1298 

84 

818 

23 

2989 

54 

1273 

85 

808 

24 

2865 

55 

1250 

86 

799 

25 

2750 

56 

1228 

87 

790 

26 

2644 

57 

1206 

88 

781 

27 

2547 

58 

1186 

89 

772 

28 

2455 

59 

1166 

90 

764 

29 

2371 

: 60 

1146 

91 

755 

30 

2292 

61 

1127 

92 

747 

31 

1 2218 

; 62 

1109 

: 93 

739 
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Table III.— Continued. 


Angle 

in 

Minutes 

Feet. 

Angle 

in 

Minutes 

Feet. 

;l Angle 
in 

Minutes 

Feet. 

94 

731 

129 

533 

164 

419 

95 

723 

130 

529 

165 

416 

96 

716 

131 

525 

166 

414 

97 

709 

132 

521 

167 

411 

98 

702 

133 

517 

168 

409 

99 

694 

134 

513 

169 

406 

100 

687 

135 

509 

170 

404 

101 

680 

136 

505 

171 

402 

102 

674 

137 

501 

172 

400 

103 

667 

138 

498 

173 

397 

104 

661 

139 

494 

174 

395 

105 

655 

140 

491 

175 

393 

106 

649 

141 

487 

176 

391 

107 

643 

142 

484 

177 

388 

108 

637 

143 

480 

178 

386 

109 

631 

144 

477 

179 

384 

110 

625 

145 

474 

180 

382 

111 

619 

146 

471 

181 

380 

112 

614 

147 

467 

182 

378 

113 

608 

148 

464 

183 

376 

114 

603 

149 

461 

184 

374 

115 

598 

150 

458 

185 

372 

116 

593 

151 

455 

186 

370 

117 

588 

152 

452 

187 

368 

118 

583 

153 

449 

188 

366 

119 

578 

154 

446 

189 

364 

120 

573 

155 

443 

190 

362 

121 

568 : 

156 

441 i 

191 

360 

122 

564 

157' 

438 

192 

358 

123 

559 

158 

435 

193 

356 

124 

554 

159 

432 

194 

354 

125 

549 

160 

430 

195 

352 

126 

545 

161 

427 

196 

351 

127 

541 

162 

424 

197 

349 

128 

537 

163 

421 

198 

347 
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Table III.— Continued. 


Angle 

in 

Minutes. 

Feet. 

1 

Angle 

in 

Minutes. 

Feet. 

Angle 

in 

Minutes. 

Feet. 

199 

345 

223 

308 

247 

278 

200 

344 

224 

307 

248 

277 

201 

342 

225 

305 

249 

276 

202 

340 

226 

304 

250 

275 

203 

338 

227 

302 

251 

274 

204 

337 

228 

301 

252 

273 

205 

335 

229 

300 

253 

272 

206 

334 

230 

299 

254 

271 

207 

332 

231 

297 

255 

269 

208 

330 

232 

296 

256 

268 

209 

328 

233 

295 

257 

267 

210 

327 

234 

294 

258 

266 

211 

325 

235 

292 

259 

265 

212 

324 

236 

291 

260 

264 

213 

322 

237 

290 

261 

263 

214 

321 

238 

289 

262 

262 

215 

319 

239 

287 

263 

261 

216 

318 

240 

286 

264 

260 

217 

316 

241 

285 

265 

259 

218 

315 

242 

284 

266 

258 

219 

313 

243 

283 

267 

257 

220 

312 

244 

282 

268 

256 

221 

311 

245 

280 

269 

255 

222 

310 

246 

279 

1 270 

254 
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J'able IV. Shewing the Distances at which diffe¬ 
rent Angles are subtended by a Body thirty 
feet long. 
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CHAP. II. 

Description of a Double-Image Telescope , and 
Coming-up Glass for measuring Distances. 

The theory and construction of this instrument. 
When employed as a micrometer for determining 
angles in the heavens, has already been fully con¬ 
sidered in another part of this volume. The ap¬ 
plication of the principle to a military and naval 
telescope for measuring angles and distances,— 
the construction of the scale,—and the method of 
Using the instrument, remain to be considered in 
the present Chapter. 

The double-image telescope, in its common 
form, is represented in Plate VIII. Fig. 1. where 
AB, BC, CD, DE are the tubes of which it is com¬ 
posed. The principal object-glass is fixed at the ex¬ 
tremity A : The moveable object-glass, which con¬ 
sists of two semilenses, having their centres fixed at 
an invariable distance, as shewn in Plate II. Fig. 6, 
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is screwed into the end of the tube DC, and is si¬ 
tuated a little to the left of C ; and the eye-piece 
is contained in the tube DE. By pushing the 
tubes BC, CD into the outer tube AB, the move- 
able semilenses near C will be brought into con¬ 
tact, or nearly so, with the principal object-glass 
at A ; and distinct vision will be procured by ad¬ 
justing the eye-tube DE. When this adjustment 
is made, two images of any object to which the 
instrument is directed will be distinctly seen in 
the field of view. If the object is so small as 
to occupy less than about one-third of the field, 
the two images will be completely separated 
from one another; but if it is so large as to 
occupy a greater portion of the field, the two 
images will overlap each other. When the object- 
glass and semilenses are thus in contact, the 
magnifying power of the telescope will be a mi¬ 
nimum , and the angle subtended by the centres 
of the two images will be a maximum. By pul¬ 
ling out the tube CD, the semilenses near C will 
be separated from the principal object-glass;— 
distinct vision will again be procured by read¬ 
justing the eye-tube DE;—the magnifying power 
of the telescope will be increased, and the angle 
subtended by the centres of the images will be di¬ 
minished. In like manner, by pulling out the 
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tube CB, and producing distinct vision by a new 
adjustment of the eye-piece, the magnifying power 
of the instrument will be still farther increased, 
and the angle subtended by the centres of the 
Unages diminished ; but when the distance of the 
semilenses from the principal object-glass is equal 
to the focal length of the latter, the magnifying 
Power of the telescope will be a maximum , and 
the angle subtended by the centres of the images 
VV M be a minimum. 

By making the semilenses, therefore, move 
along the axis of the telescope between the ob¬ 
ject-glass and its principal focus, the centres of 
any two images formed by the lenses, may be 
made to separate or approach each other, just as if 
the centres of the semilenses themselves had been 
Permitted to separate or approach each other 
hy a motion in the direction of their common di¬ 
ameter. 

We have already explained, in a former part of 
this volume, the principle of measuring angles 
hy the contact of double images, and we have 
also demonstrated, that equal changes are pro¬ 
duced upon the angle subtended by the line join- 
in g the centres of the two images, by equal mo¬ 
tions of the semilenses along the axis of the tele- 
5c °pe, or, in other words, that the scale which 
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measures the variations of the angle, is a scale of 
equal parts. It only remains, therefore* to point 
out the method of observing the angle which any 
portion of space subtends at the eye of the observer* 
_to shew how to construct the scale of the in¬ 
strument,—and to describe the advantages which 
it possesses in measuring the distances, and the 
real and apparent magnitudes of objects. 

If the double-image telescope is directed to 
any object which occupies but a small portion ot 
the field when the semilenses and the object- 
glass are in contact, the two images of that ob¬ 
ject will be completely separated from each other. 
If the common diameter of the semilenses, or, 
what is the same thing, if the line which joins 
their centres is perpendicular to the horizon, the 
line which joins the centres of the two images 
will also be perpendicular to the horizon ; or the 
one image will be above the other : And, in ge¬ 
neral, whatever be the inclination to the horizon 
of the line which joins the centres of the senu- 
lenses, the line joining the centres of the image 5 
will have a similar inclination. Hence it follow s* 
that while the telescope is turned round its a* lS ' 
the line which joins the centres of the tw r o iniag eS 
will also have a corresponding rotatory motion* 
Now, if ABDC, Plate VIII. Fig. 7. be any object* 
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such as the window of a house, and if it is required 
to measure the angle subtended by the breadth of it 
AB, increase or diminish the distance between the 
object-glass and the semilenses, till, by turning the 
telescope round its axis, the upper part a b of the 
one image of the window is in contact with the 
upper part AB of the other image. When this 
happens, the index will point out upon the scale 
the angle subtended by AB. II the angle sub¬ 
tended by BD had been required, it would have 
been necessary to push in the semilenses, and 
turn the telescope about its axis till the point d 
°f the one image coincided with the correspond¬ 
ing point B of the other image. If A, B, instead 
of being the extremities of any object AB, are 
Olerely separate points, such as two stars, the ob¬ 
servation is made in precisely the same way, and 
the angle will be pointed out on the scale when 
the second image a of the star A is in contact 
With, or exactly covers the image B of the star. 

Though the two images have different degrees 
of distinctness in different parts of the field, the 
observer has it in his power to make any of the 
hnages more distinct than the other, merely by 
changing its place in the field of view ; and it 
Will always contribute to the accuracy of the 
observation to bring the part of the image where 


M 
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the contact is to be observed, into the centre of 
the field, or into that part of it where the points 
of contact are most distinctly seen. The ob¬ 
server will at first experience some difficulty i D 
bringing the two images readily into contact, 
particularly when the objects are not luminous; 
but a little practice will remove the difficulty* 
and render this method of observing angles both 
easy and pleasant. 

Before we begin to construct the scale of the 
instrument, which is engraven on the tubes BC,CP> 
Plate VIII. Fig. 1. we must first determine the 
extent which ought to be given to the scale, or the 
interval between the extreme angles, and likewise 
the proper value of the smallest angle, or that at 
which the scale should commence. The interval 
between the extreme angles is regulated solely by 
the focal length of the semilenses, and the value 
of the smallest angle, depends upon the distant 
of their centres. 

If <p be the focal length of the semilenses, and & 
their distance from the principal focusy of the fixed 
object-glass, then we have (See Plate I. Fig. £•) 

GF = ; but when the object-glass and send' 

lenses are in contact, b is equal to the princip^ 
focal length of the former, and GF is equal 
l 
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the focal length of the combined glasses. Let us 
suppose, therefore, that the principal focal length 
of the object-glass is 30 inches, and that it is re¬ 
quired to give such a focal length to the semi- 
senses, that the extreme angles may be to one 
Another in the ratio of 24 to 6. As the magni¬ 
fying powers are as the focal lengths, and the 
angles inversely as the magnifying powers, the 
Angles will be inversely as the focal lengths ; so 
that the focal length of the combined glasses, 
when they are in contact, should be to their focal 
length, when they are at their greatest distance, 
as 6 to 24; but their focal length is 30 inches in 
the latter case, when the semilenses are at the 
Principal focal point of the object glass, and there¬ 
fore we have 

24 : 6 = 30 : 7.5, 

Which is the value of GF, or the focal length when 
the glasses are in contact. Now the formula 

becomes by reduction which, 

• 7 5 X 30 

the present example, gives * = 35 = 3 ^ = 10; so 

that the focal length of the semilenses must be 

*0 inches, in order to make the extreme angles in 

the ratio of 6 to 24. By making the ratio of the 

extreme angles as m : w, and calling f = the focal 



180 


DOUBLE-IMAGE TELESCOPE 


book ill- 


length of the principal object-glass, we may obtain 
a more general formula : Thus, 
m : n —f: GF. Hence 

GF = ; and substituting this value of 

GF instead of GF in the last formula, we obtain 

<p= — h . ?f but when the semilenses are 

mb — n J 

in contact with the object-glass b=f Hence 

n f . _ 6 X JP 

V = which in the present case is <p - 6 

= 10 as before. The focal length of the semi' 
lenses being thus accommodated to the ratio ot 
the extreme angles, or the interval between therm 
we must then fix upon a convenient value for the 
smallest angle, by which the distance between 
the centres of the semilenses must be regulated. 
Now, in Plate II. Fig. 4., OF =GF in Fig. 5., and, 
it has already been shewn (page 32.) that AFB i s 
the angle subtended by the objects M, N when 
the images of those objects are in contact at F > 
consequently, making a = the smallest angle* 
and 3 = OA = half of the required distance be¬ 
tween the centres of the semilenses, we have 
OF : OA = Rad. : Tang. £ a, and 


. OF x Tan. £ a 

0 A= j = — 
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op =GF - — * Hence J = — x Tan. A a , . , 

— m • riencc m * , which, as- 

Rad. 

suming 50' for the smallest angle, becomes 3 = 
Log. 7.5 + Log. Tang. 25' — Rad. = 0.05454*; 
^hich, being doubled, gives 0.10908, or nearly 
eleven hundredths of an inch for the distance be¬ 
tween the centres of the semilenses. The small¬ 
est angle being taken at 50', the greatest angle 
w Hl be found by the following analogy. 

6 : 24 = 50' : 200', or 3° 20'. 

Though we have thus determined by calculation 
the value of the two extreme angles of the scale, yet, 
as it is difficult to measure, with sufficient accura¬ 
cy, the focal length of the different glasses, and 
the distance between the centres of the semilenses, 
must have recourse to experiment for deter¬ 
mining correctly the value of the extreme angles, 
as the accuracy of the whole scale depends upon 
the result. 

In order to do this with the greatest exactness. 
Provide two equal rectangular pieces of white paste¬ 
board, like A, B, Plate VIII. Fig. 8., and fix each 
them to a sharp pointed piece of wood or iron, 
ltl the way represented in the Figure; so that 
^hen the pins are fixed in the ground, the line 
AR which joins the pieces of pasteboard may 
Nearly coincide with the upper surface of the one 
ar Kl the lower surface of the other. On a level 
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piece of ground, fix the marks A and B at such an 
interval from each other, that when viewed by the 
telescope at any distance above 200 or 800 yards, 
in a line perpendicular to the middle part of AB, 
and when the semilenses are in contact with the 
object glass, the lower surface of the second image 
of A may exactly coincide with the upper surface 
of B, as is represented by the dotted lines at A' in 
the Figure. This contact of the images may be 
obtained, either by approaching to or receding 
from A, B; or by varying the distance between 
the pieces of pasteboard. When the contact is accu¬ 
rately observed, we may calculate the angle sub¬ 
tended at the object glass of the telescope, by the 
line AB which joins the centres of the pieces of paste¬ 
board, by the method which has already been ex¬ 
plained in Chap. I., Book I. By applying the correc¬ 
tion alsofor the observation of focal length, compu¬ 
ted from the formula given in the same place, ^e 
obtain a correct value of one of the extreme angle 5 
of the scale. The other extreme angle, which * 5 
formed when the semilenses are at their greatest 
distance from the object glass, may be determined 
in the very same manner. Since the scale is one 
of equal parts, it may be formed with sufficient 
accuracy without determining the angle at both 
extremities. Any intermediate angle will be suf- 
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ficiently accurate, and if the instrument is not 
Wanted for astronomical purposes, this interme¬ 
diate angle may be found with great facility, by 
observing when the images of the sun, taken in a 
horizontal line, are in contact. The sun’s diame¬ 
ter, as found in the Nautical Almanac for the 
given time, will be the angle at that part of the 
scale. The reason of taking the horizontal dia¬ 
meter of the sun is to avoid the error of refraction, 
With which every other diameter of his disc is af¬ 
fected. 

In the example which we have already taken, 
the extent of the scale, or the interval between the 
e xtreme angles, is 200' — 50' = 150', and the 
fength of the scale is 30 inches, so that two tenths 
of an inch on the scale will correspond to one mi¬ 
nute, or one twentieth of an inch to 15 seconds. 
Hence the scale may be safely divided into 600 
equal parts, each of which will correspond to 15" 
of a degree ; and even the fifth part of one of these 
divisions, or 8", will be perceptible to the naked eye. 
If greater accuracy is required with the same ex¬ 
tent of scale, these divisions may be still farther 
subdivided, by means of verniers projecting from 
the extremities B and C of the tubes AB, BC ; for 
'vhen the tube ABC is completely pushed into 
AB, the extremity C is the index for the divisions 
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on CD, and when CD is completely drawn out, 
the extremity B is the index for the divisions on 
BC. As the reading off from a vernier is always 
troublesome, and particularly in a portable instru¬ 
ment, it would be preferable to diminish the extent 
of the scale, or the interval between the extreme 
angles, in order that a smaller number of seconds 
than 1.5 may be visible on the scale. Thus, if the 
interval between the extreme angles is 50-20' 
or 30', then a whole inch on the scale will an¬ 
swer to a single minute, one tenth of an inch to 
6", one twentieth of an inch to 3"; hence the scale 
of 30 inches being divided as before into 600 parts, 
every three seconds will be the value of an unit 
on the scale, and single seconds may be easily read 
off by the naked eye. 

The scale of the instrument being thus construct¬ 
ed, we should now proceed to point out its use in 
measuring distances; but as the application of the 
instrument for this purpose is made in precisely the 
same way as the micrometrical telescope, and as all 
the rules and tables which we have given for the 
one are equally applicable to the other, it would be 
altogether unnecessary to resume the subject in 
the present Chapter. It may be proper merely to 
remark, that the object, or portion of an object 
whose angle is measured by the method of double 
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images, should be chosen as luminous as possible, 
or when it can be obtained it should be a dark 
object upon a light ground, such as the top of a 
bouse with the sky behind it. The direction of 
the line which joins the two points that compre¬ 
hend the angle may be inclined in any way to the 
horizon ; and in measuring inaccessible distances, 
as represented in Plate VIII. Fig. 3., the two ima¬ 
ges of the object DE should appear separate, but 
as near each other as possible, when the obser¬ 
ver is at the station B, and when the object glass 
and semilenses are in contact. 

We have hitherto supposed that the telescope 
consists of four tubes AB,BC,CD, DE, Plate VIII. 
1%. 1., and that by the motion of the tubes BC, CD, 
the semilenses approach to or recede from the object 
glass, while the adjustment of the tubeDE produces 
distinct vision. We have assumed this form of 
the instrument, as being the general form of por¬ 
table telescopes; but it is obvious that much 
Would be gained in point of simplicity, by having 
only two tubes instead of three between A and 
I); and the facility of observation would be still 
farther increased, by having the tube nearest D, 
and likewise the eye tube DE, moveable wit h 
rack and pinion. By this means the adjustments 
could be made with the utmost facility. 
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The double image telescope possesses the same 
valuable property as the micrometrical instrument, 
in requiring no correction for the angle in conse¬ 
quence of the aberration of focal length, while it 
has the additional advantage of requiring no stand 
or support. When wires or steel points are made 
to comprehend the body, the smallest agitation 
removes the wires or points from the extremities 
of the object, and thus diminishes both the faci¬ 
lity of making the observation, and the accuracy 
of the result. In the double image telescope, 
however, the two images always keep together, so 
that their contact can be observed with the ut¬ 
most accuracy, not only when it is exposed to a 
slight tremor in the hand of the observer, but 
even during the motion of a vessel at sea, or du¬ 
ring the gentle agitation of a carriage. 

This valuable property renders the double image 
telescope of great utility, in situations where there 
is neither time nor opportunity for steady obser¬ 
vations. As a naval telescope, therefore, for mea¬ 
suring distances in general at sea, but particular¬ 
ly as a coming-up-glass for ascertaining whether a 
ship is approaching to, or receding from, the ob¬ 
server, it is entitled to particular notice. 

An ingenious instrument of this kind, invent¬ 
ed by the celebrated Mr Ramsden, has been for 
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several years used in the English navy. It con¬ 
sists of a common telescope, having one of the 
eye-glasses divided into two equal segments, the 
centres of which are separated from each other by 
a micrometer screw. By this means, the centres of 
the two images of the object formed by the seg¬ 
ments of the eye-glass, are separated till they 
come in contact. The distance between the centres 
of the glasses is shewn in revolutions, and parts of 
a revolution of the finger screw, by which they 
are separated. The whole revolutions are indica¬ 
ted by a scale on a small slip of brass fixed to the 
eye-tube, while each of these units is subdivided 
into hundredth parts, by a circular head fixed on 
the finger screw. Another instrument for the 
same purpose, invented by M. Rochon of the Na¬ 
tional Institute, and director of the naval observa¬ 
tory at Brest, has been used in the French navy, 
and found of very great utility. This instrument, 
founded on the double refraction of Iceland crys¬ 
tal, consists of two prisms of that substance, move- 
able along the axis of the telescope. Two im¬ 
ages are of course formed; and the angle subtend¬ 
ed by the line joining their centres, is measured 
hy the distance between the prisms and the object 
glass. This instrument does great credit to the 
Ingenuity of its inventor; but its utility is ex- 
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tremely limited by the small extent of the scale, 
which, without a particular construction of the 
prisms, cannot measure angles above 20 minutes, 
and also by the great difficulty of forming the prisins 
with sufficient accuracy. “ I was desirous,” says 
M. Rochon, “ of extending the effect of the double 
refractions, so as to measure the diameter of the 
sun; and I accomplished this, which appeared to 
exceed the known power of the double refraction 
of rock crystal, which does not go beyond 20 mi¬ 
nutes, when it is cut in the most advantageous 
prismatic shape. For this, I employed two equal 
prisms, cut in the direction most suitable to my 
purpose ; and on placing them in opposite direc¬ 
tions, I found that the double refraction was not 
perceptible; but on reversing their directions, the 
double refraction of each prism was nearly dou¬ 
bled, so that I obtained two images separated by 
an interval of 40 minutes. I ought not to omit, 
that in this new construction, there are difficulties 
of execution not easy to surmount.” 

From this it appears, that the instrument ofM- 
Rochon will measure no farther than 20 minutes 
when it is made in the ordinary way, and no far¬ 
ther than 40 minutes when the new construction 
is adopted. But we have already seen, that in 
measuring distances, any error in the instrument, 
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or in the observation, produces an error in the re¬ 
sult, which increases with the smallness of the 
angle, and therefore in the Iceland crystal micro¬ 
meter the results must be very inaccurate. It is 
Asides so troublesome to construct, so liable to be 
put out of order, and so difficult to be repaired 
When it is injured, that we never can expect to 
find it in general use * The instrument, on the 
contrary, which we have described in this Chapter, 
may have an extent of scale above 12 times great¬ 
er than that of M. Rochon’s micrometer, and may 

* The following quotation from the Memoir published by M. 
Hochon, points out the use which has been made of his instru¬ 
ment in the French navy. 

« Conformably to these new principles, I have had two tele¬ 
scopes with a double refracting medium constructed under my 
own inspection, which General Gantheaume will employ for de¬ 
termining the position of his ships, and to find whether he be 
approaching any he may meet with at sea. 

*( The uses of an instrument for'measuring very small angles 
with precision, are too well known for me to describe its advan¬ 
tages. The officers of the English navy are so fully aware of 
them, that they have used, for some years, Ramsdcn’s eye-glass 
micrometer, though this answers the end but imperfectly, be¬ 
cause it does not give the measure of the angle, and because of 
the bad effect of the parallax produced by the decussation of 
the rays that enter the eye. This defect is more sensible in 
Hamsden's eye-glass micrometer, than in Bouguer’s heliometer. 
Tli e officers who have compared my instrument with Ramsden’s, 
of which there were several on board the Spanish ships with 

cur Brest fleet, agree that the celebrated English artist has very 
imperfectly accomplished the object he proposed; and Bouguer*s 
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measure angles even of 10 and 12 degrees. It* 
construction, too, is extremely simple, and it can 
scarcely be put out of order unless it is broken in 
pieces. 

The method of employing it as a coming-up' 
glass, may be very shortly explained. When n 
vessel is seen at a distance, it subtends a certain 
angle at the eye of the observer. If its distance 
increases, this angle will of course be proportion¬ 
ally diminished; and if it approaches to the ob¬ 
server, the angle will be increased. Now, if this 
vessel be viewed through the double image tele- 
scope, and if the semilenses are separated from 
the object glass, till the two images either of the 
whole vessel or of any part of it are in contact, we 
obtain from the scale the angle which that part 
subtends. If the images continue in contact, the 
distance of the vessel must have remained the 

heliometer would unquestionably be preferable for naval use, be¬ 
cause it lias less sensible parallax, and gives the measure of small 
angles, so important for determining the distances of ships frofl’ 
their known dimensions. 

“ General Gantheaume,” continues M. Rochon, “ has made an 
advantageous report- of this instrument, in his account of the 
chace of the Swiftsure, which he captured.—This instrument i s 
so difficult to execute, that I know only one person, citizen NW' 
d, who is capable of giving rock crystal the prismatic form, jn 
the proper direction for obtaining the double refractions neces¬ 
sary to the goodness of the micrometer." 
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same ; but if the images have separated from each 
other, the vessel must be receding from the obser¬ 
ver ; and the proportion of the two distances may 
be found, by again bringing the images in contact, 
a nd finding the angle anew. If the first angle was 
^0', and the second 40', then the first distance must 
have been to the second, as 40 to 50, that is in the 
Averse ratio of the angles. If the images, on the 
contrary, had overlapped each other at the second 
°bservation, the distance between the two vessels 
ttiust have been diminishing, and the degree of di- 
Hiinution would have been found, by bringing the 
images into contact, and again observing the angle. 
If the angle were now 60', then the ratio of the 
distances must have been as 50 to 60. 

Neither the length of the ship, nor any part of 
U lying in a horizontal direction, or in a direc¬ 
tion inclined less than 90° to a horizontal line, 
should be chosen for the subtense of the angle, as 
the angle which it forms at the eye of the obser¬ 
ver may vary merely from the turning of the ship. 
While its distance suffers no variation. The length 
°f the masts, or any part of them, or of any verti¬ 
cal line in the vessel, ought always to be taken for 
this purpose. 
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CHAP. III. 

Description of Luminous Image Telescopes for mcd' 
suring Angles and Distances during Night. 

In the fourth Chapter of Book I. we have explain' 
ed the theory and general construction of this m' 
strument. The application of the principle to a 
telescope for measuring distances, will form the 
subject of the present Chapter. 

We have already seen, that the images of 
luminous points formed in the focus of an object 
glass, may be expanded into circular images ot 
light till they touch each, merely by pushing i n 
the eye-piece of the telescope ; and we have de¬ 
monstrated, that the angle, formed by the lin 1 ' 
joining the centres of these images when in con¬ 
tact, varies as (See Plate III. Fig. 1.) that is» 

directly as the distance of the intersection of the 
cones of rays from the focus of the object glass, aIlC ‘ 
inversely as the distance of the same point fr° nl 
the object glass itself. We have likewise seen* 
that the scale should commence at f, and stretch 
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towards the object glass, that is, in bringing the 
luminous images into contact, the eye-piece should 
be pushed in, so that we may perceive the sec¬ 
tions of the cones of rays between the object glass 
and its principal focus, though the position of the 
scale upon the tube will in reality be without the 
focal point. The sections of the cones of light 
are, in general, better defined, when they are taken 
between the object glass and its principal focus; 
but, in good telescopes, the difference is not so 
great as to prevent the sc^le from being made on 
either side, or on both sides of the principal focus. 

Aided by these principles, the construction of 
the instrument becomes remarkably simple. Let 
as suppose, that the focal length G f of the object 
glass is 24, inches, and that we have determined, 
by actual experiment,* that the circular images 
are in contact, when the angle subtended by two 
luminous points is 4 minutes, and when <pf is 6 
‘aches; then since <pG is, in this case, 18 inches, 

<pf 

and since the angle varies as we shall ob¬ 

tain, by simple proportion, the angle subtended 
by the luminous points for any other values of ?/. 

* Tliis may be done by the method described in the note at 
Page 20, with this difference only, that two luminous points 
* nu st be used, instead of the extremities B, C of the object BC, 
II. Fig. g. 

N 
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Thus let ?/be 3 , and consequently <p G 21. Then 

-J r | rfirr * 

By making <pf successively equal to 3, 6, 9, 12* 
115, 18, 21, we shall obtain the results in the fol' 
[lowing Table. 


Values of $f. 

Values of <pG. 

Calculated angles.] 

0 

24- 

0 ° 

O' 

0 " 

3 

21 

0 

1 

4)3 

6 

18 

0 

4) 

0 

9 

15 

0 

7 

12 

12 

12 

0 

12 

0 

15 

9 

0 

20 

0 

18 

6 

0 

36 

O 

21 

3 

1 

24. 

0 


By this means, we obtain the value of each unit 
of the scale, so that we may either divide the scale 
into spaces proportional to the differences between 
the calculated angles, or, what is perhaps much 
better, we may make it a scale of equal parts* 
and take the angles from a small table calculated 
on purpose. The slip of brass on which the scale 
is engraven might be made to move in a groove* 
formed in one of the tubes of the telescope, in or¬ 
der that the index may always be set to zero* 
when the object is seen distinctly through the te¬ 
lescope ; or, what is a more simple method, the 
scale may be engraven on the tube itself, and the 
index may be set to the zero of the scale at the 
instant of distinct vision, by pulling out or push- 
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] ng in the object glass, which, for this purpose, 
should be placed in a short moveable tube. This 
adjustment becomes absolutely necessary, when 
there is any aberration of focal length arising either 
^om the proximity of the object, or from any other 
cause. 

It is obvious, from Fig. 1. Plate III. that the mag¬ 
nitude of the scale depends both upon the diameter 
°f the object glass, and also upon its focal length. 
When the diameter LL of the object glass is redu¬ 
ced to 11, then the cones of rays LraL, LrcL, are 
reduced to Iml, Inf , which intersect each other at 
V, so that we have now the space /<?>' instead of f 
to measure the angle subtended by the luminous 
Points M, N. If the focal length G« of the tele¬ 
scope is increased to G n\ while LL remains the 
Same, the cones of rays will cross each other at a 
Point in the axis between <P and n, but less distant 
from <p than n' is from n ; and hence we shall have 
^greater portion of the axis for measuring the angle 
subtended by the points. The magnitude of the 
Scale consequently diminishes as the diameter of 
object glass is increased, and increases with 
the focal length of the telescope. It will, therefore, 
depend upen the angle L«L, formed by the ex¬ 
treme rays of the cone. 

Now let GL, Plate VIII. Fig. 9, be one half of 
the object glass; G/ the axis of the telescope per- 
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pendicular to GL ; and G w the axis of the cone of 
rays by which the point n of the image is formed. 
It is manifest, that the ray Gw, which proceeds from 
the object N, will pass unrefracted through the 
centre G of the object glass ; and that the ray Of* 
which proceeds from the middle point between M 
and N, will also pass unrefracted through the same 
centre G. Hence the angle wG/, which we shall 
call is equal to half the angle subtended by the 
luminous points M, N at the object glass G, and 
this angle is a constant quantity, whatever be the 
diameter and focal length of the object glass. I n 
the line wG,take any points n',n ", andjoin w'L, w"I>» 
crossing the axis Gf at <P' and <p". Join also wL> 
cutting G/in <p, and call the angle GwL, or half 
the angle of the cones, A. When Gw is the focal 
length of the object glass, and GwL half the angle 
of the cones, the interior sides of each cone will 
cross the axis at where the images of M and N 
will appear in contact, and < pf will be the length of 
scale which we have for measuring twice the angle 
nGf In like manner, when Gw', Gw", are the 
focal lengths of the object glass, and G w' b* 
Gw"L, half the angles of the cones, the interior 
rays of each cone will intersect the axis at $>', 4 * 
where the images of M and N will appear to be 
in contact, and <p'f, <p"f, will be the length of 
scale for measuring the constant angle #. Now 
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the angle GpL==GtoLq_7tG/’ =: A.f.*, and GPisthe 
tangent of GLp, the complement of G<pL. Hence 

GteCotang-XH: and since 

G c P=Gf —?/, we have 
Gf— Qf= Cotang A+«, and 
*>/-- G f- —Cotang. A+*. 

from which we may obtain, when A is known, a 
value of*, corresponding to any length of scale <pf ; 
hut it is preferable to form the scale according to 
the method already explained, after the value of 
any portion of it has been determined by actual ex¬ 
periment. 

Hitherto we have supposed, that the angle is 
measured by using the intersection of the cones 
of light between the object glass and its prin¬ 
cipal focus; but as these cones' also intersect 
each other beyond the focus /, the scale may 
sometimes be accommodated to this method of ob¬ 
servation. In Plate VIII. Fig. 9, continue L n 
till it meets the axis in ; then in the triangle 
ftGp the exterior angle n<pf is equal to nGf+GnV, 
or to A+«; and in the triangle nQQ the exterior 
angle L n<p, or 2 A, is equal to nvf+nvf or to A+* 
<t>f, that is, 2 A = A+ * + and 7 i<i»/= 2 A—A 

-*-* = A_*. Hence the angle nvf is greater than 

the angle 7 ic/, and consequently the scale for mea¬ 
suring the variation in the intersection of the cones 
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of light beyond the focus /, is greater than the 
other scale; for 

• */= Cotang. A +a : Cot. A— a, and 

/;_Cotang. A —a 

Cotang. A-fa 

A telescope, in which the aperture of the ob¬ 
ject glass is 2.25 inches, and its focal length 
31.5, affords a length of scale equal to 3.33 inches, 
to measure a certain angle; while another tele¬ 
scope, in which the aperture of the object glass is 
i.25, and its focal length 14.5, gives only a length 
of scale of 1.83 inches to measure the same angle. 
In the first of these instruments, one-tenth of an 
inch on the scale corresponds to about SO". 

From these remarks, it appears that the length 
of the scale depends upon the angle of the cones 
of rays ; and that the magnitude of the scale may 
be increased, either by diminishing the aperture 
of the object glass, or by increasing its focal length. 
As the angle of the cones is not affected by the 
eye-glass of the telescope, the scale will suffer 
no change by any variation in the magnifying 
power of the instrument. This is an important 
advantage, as it enables us to accommodate the 
magnifying power to the distance and size of the 
luminous points, and to the intensity of their light, 
without requiring a new scale. 

W hen the luminous points are truly circular. 
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their image in the focus of the object-glass will 
also have the same form, and every section of 
the conical frustum comprehended between the 
object-glass and the image, will also be circular 
when it is perpendicular to the hxis of the tele¬ 
scope. This, however, is strictly true, only when 
the image is formed in the axis of the telescope; 
for in all other cases, when the image is formed 
towards n or wi, the axis of the cone is not pei- 
pendicular to its base. But even in these cases, 
the deviation is too trifling to be noticed, as it 
does not affect the mensuration of the angle sub¬ 
tended by the centres of the images. 

If the luminous points are not circular, but have 
any other form, as N in Plate VIII. Fig-10’* then if 
LL is the object-glass, an image similar to N will 
be formed at n. In this case, the rays by which 
the image n is formed, have not a conical shape as 
before, but are refracted into a solid, bounded on 
one side by a circle LL, and on the other by the 
irregular figure n. Every section of this solid, 
however, approaches to a circular form, in pro¬ 
portion to its proximity to LL; and as the image 
n is extremely small compared with LL, any sec¬ 
tion of it ab will not deviate perceptibly from a 
circle. Hence we perceive *he reason why the 
most irregular pieces of light, whether of an ob¬ 
long, a triangular, or a quadrilateral form, always 
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swell into circular images when viewed through 
telescopes in which the eye-glass is moved from the 
place of distinct vision either towards or from the 
object-glass ofthe telescope. In the luminous image 
telescope, therefore, it is of the greatest conse¬ 
quence that the apertures be exactly circular; and 
when the form of the luminous points can be al¬ 
tered by the observer, they should likewise be 
made as round as possible. 

As the accuracy of observation must in a great 
measure depend on the distinctness of the line 
by which the circular images are bounded, it is 
of the utmost importance that an excellent achro¬ 
matic object-glass should be selected for the in¬ 
strument. The objects being always luminous, 
there is no occasion for much light, and a great 
magnifying power being equally unnecessary, the 
diameter of the object-glass may be made much 
smaller than in common telescopes. By this means 
we, in a great measure, remove that indistinct¬ 
ness in the outline of the circular images, which 
arises either from spherical aberration, or from 
the uncorrected aberration of refrangibility. The 
diminution of the aperture too, as we have already 
seen, has the advantage of increasing the length 
of the scale. , 

When the instrument is constructed according 
to these principles, its application to the measure- 
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ment of distances is precisely the same as that of the 
micrometrical telescope and the double image tele¬ 
scope; and the Tables, which we have given in the 
first Chapter of this Book, may be advantageously 
ei upIoyed along with the luminous image tele- 
Sc ope. 

The use of this instrument, however, is in some 
Aspects limited, from the necessity of having the 
miglg always subtended by luminous points. But 
there are numerous cases, and these too, of great 
importance, where it may be successfully employed. 
The distance of a vessel from the coast, or the 
mte at which it approaches to or recedes from the 
s hore, may frequently be determined by taking the 
*&gle subtended by accidental or by fixed lights 
the land. 

On the coast of Great Britain there are va¬ 
rious lighthouses, which have two lights placed 
at a considerable distance from each other. The 
Principal of these are contained in the follow- 
mg Table, for which I am indebted to Robert 
Stevenson, Esq. civil engineer. In the first co- 
i^nin are given the names and situation of the 
%ht houses; the second column contains their 
opposed distance, which is in general pretty cor¬ 
net ; and the third the bearing of the one light 
*rith respect to the other. 
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Names and situalions of the 
Light-houses. 


Supposed dis¬ 
tances of the 
Lights. 


Bearings of the 
Lights relatively 
to each other. 


Pentland Skerries, Orkney, 60 feet N. W. & S.E. 

Tay Lights, Forfarshire, \ of a mile N. W. £ N. 

Fern Isles, Northumber-7 * _ T c W. 

, , > 1£ miles E.N.E. & W.S. *»■ 


land, 

Tyne Lights, Northum- 


r of a mile N. W. 


berland,.5 5 

Spurn Lights, Yorkshire, £ of a mile N.W. by W. \ 

Hasbrough Lights, NorO 
folk ° 6 J £ of a mile N.W. \ W. 

Winterton Lights, NorO 
folk,.S 

Leostoff Lights, Suffolk, £ mile S. £ E. 

Orfordness Lights, Suffolk, £ of a mile N.E. by E. 

South Foreland Lights,7 

Kent,.of n mile E. & W. 


of a mile W.S.W. I W. 


Portland Lights, Port-| j 


mile 


N.E, A E. 


land Isle, 

Lizard Lights, Cornwall, | of a mile W. N. W. 

St Anne’s Lights, Pern-, 

° ( (inn r_x S S E 

s. s. w. 

S. E. by E. 


3 miles 


. , .. r 200 feet 

brokeshire,.3 

Lake Lights, Cheshire, . £ mile 

Bidstonehill Lights, Che-^ 

shire, . 

Dudgeon 

Newarp 

Nore 

Goodwin 

Owers 


Floating Lights, from 25 to 30 feet. 
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One of the great objects of these double lights, 
18 to enable the mariner to distinguish them from 
°thers for which they might be mistaken; an effect 
w hich is produced in some cases by revolving and 
Coloured lights. We conceive, however, that a more 
extensive system of double lights might be in¬ 
troduced with great advantage, and that these 
^ght be distinguished from one another by the 
different angles which a line joining the lights 
forms with the horizon. 

The principal object of the luminous image te¬ 
lescope, is to make surveys; or, in general, to mea¬ 
gre angles and distances during the night, when 
Natural objects cannot be seen, either through a 
folescope, or with the naked eye. For this pur¬ 
pose, artificial lights, or luminous points must be 
Used; and when the distances to be measured are 
s hort, these might be fixed upon a horizontal arm, 
supported by a vertical pole ; but when the dis¬ 
tances are great, the artificial lights should be 
Placed at the extremities of a chain, 20, 80, 40, or 
'SO feet long. The chain being carried by an as¬ 
sistant, and stretched in a direction perpendicular 
to a line joining its centre and the eye of the ob¬ 
server, the telescope is directed to the luminous 
Points, which, by the method already described, 
*fe expanded into circular images, till they come 


l 
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into contact. The angle which these points sub¬ 
tend at the observer’s eye being thus ascertained, 
their distance may be immediately determined by 
means of the Tables in Chapter I. 

For military purposes, this method of measu¬ 
ring distances during night, may frequently be 
of the greatest advantage. If the lights are muf¬ 
fled up on the side next the enemy, the whole 
operations might be performed with the most 
profound secrecy, and the survey of a piece of 
ground might be made with a degree of delibera¬ 
tion which could not be exercised during the day¬ 
time, when the engineer is within reach of the 
enemy’s guns. The luminous image telescope re¬ 
quires no stand like the micrometrical telescope? 
as the circular images will remain in contact du¬ 
ring any agitation of the instrument; and in using 
it, the observer is not troubled with double images, 
or with double adjustments, as in the divided ob¬ 
ject-glass micrometer. This instrument possesses 
also another advantage, as it can measure the 
angle subtended by two luminous points, even when 
these points are too distant to be comprehended 
in the field of the telescope. In the micrometri¬ 
cal telescope, the two points must always be seen 
in the field of view; but it is sufficient in the pre¬ 
sent instrument, that the observer perceives the 


I 
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contact of the circular images, without seeing 
their centres. 

When artificial lights are used, it is obviously 
*0 our power to diminish the aberration of re- 
frangibility, and thus to render the outline of the 
circular images more perfect, by employing homo¬ 
geneous lights, such as red or orange lights, in which 
there are few or none of the most refrangible rays. 

This instrument might also be employed to 
Measure the relative distances of any object pho¬ 
tometrically, and when there is only one lumi¬ 
nous point. When light is projected from any 
huninous body, its intensity varies in the in- 
v erse ratio of the square of the distance. By ob- 
8e rving, therefore, the distance of the index from 
the principal focus, when the circular image is 
expanded to such a degree that it ceases to be¬ 
come visible, it is easy to calculate the degree of 
attenuation which the light has experienced. 
The same observation being made at a different 
^stance from the luminous object, we obtain the 
ratio of the squares of the distances, and conse¬ 
quently the ratio of the distances themselves. 
This will be better understood when we have de¬ 
scribed the photometer in a subsequent part of 
*he work. 

In looking at the circular images formed by 
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the expansion of luminous points, a variety of 
curious optical phenomena arise from opening and 
shutting the eye, and from holding it in different 
positions. The explanation of these facts, however* 
will be more properly introduced when we come 
to describe the construction of a general Photo¬ 
meter. 
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CHAP. IV. 

description of Instruments for measuring Inacces¬ 
sible Distances at one Station. 

The instniments described in the preceding 
chapters, and indeed all the trigonometrical in¬ 
struments with which we are acquainted, arc 
capable of measuring inaccessible distances, only 
from observations taken at the extremities of 
a real base, or of a base which is included in 
the instrument itself. The impossibility, which 
s °metirnes exists, of finding ground sufficiently 
frvel for the mensuration of a straight line, and the 
trouble and difficulty which attend the operation 
ev en when the ground is favourable, render it 
extremely desirable to have some instrument by 
^hich inaccessible distances can be determined 
from a single station. The method of measuring 
^stances, by observing the variation in the focal 
frttgth of a telescope, is totally inadequate for this 
Purpose; and even if it were not affected with 
er rors which do not admit of correction, it could 
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be applied only to distances that are extremely 
small. 

The principle upon which one of the follow¬ 
ing instruments is constructed has been long un¬ 
derstood, but, so far as I know, its application to 
the measurement of angles and distances has never 
yet been attempted. If two circles AB, CD* 
of different radii, Plate IX- Fig. 1. are fixed 
upon an axis EQ, passing through their centres, 
and if these circles are made to roll upon & 
smooth surface, they will describe arches of & 
great circle whose centre is at the point O, formed 
by the intersection of the lines AC, BD, which 
join the extremities of any two parallel diame¬ 
ters of these circles. If one of the circles CD is 
shifted into the position cd f the circumferences 
of AB and CD will describe portions of a larger 
circle, as the intersection of the lines Ac, Be? wifi 
take place at a point considerably beyond O. 

In order to find an expression for the radius of 
the circles described by this instrument, draw C0 
parallel to EF, then since the triangles AwC, CFO 
are similar, we have 
COrCF-AC: Aw, and 
AO : AE=AC : Aw, from which we obtain 
co= CFxAC and 

A n 

ao= AExAC 


3 
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lienee it appears, that the radius of curvature 
Varies directly as the distance between the cir¬ 
cumferences of the circles, and inversely as the 
difference of their radii. 

Let us now suppose that the circles AB, CD, 
lft stead of being placed upon an axis EQ, are 
fixed upon the tube of a telescope, and that the 
a xis of the telescope coincides with the line join- 
,n g the centres of the circles. If an instrument 
thus constructed, is made to roll upon a smooth 
surface, its axis will uniformly point to the centre 
<ff the circles described by AB, CD, and if the 
*adius AO is accurately determined, the space 
described by any point in the circumference of 
will be a measure of the angular motion of the 
a Xis of the telescope. In order to measure with 
^curacy the space described by any point in the 
^rcumference of AB, the instrument is fitted up 
Us represented in Plate IX. Fig. 2, where AB 
is one of the rolling circles fitted upon one extre¬ 
mity of the telescope, and E the eye-glass. A level 
L is fixed upon the arm LV, which moves round 
B as a centre, by means of the endless screw SS 
forking in the teeth of a wheel attached to the 
m'tti LV. The vernier V is placed at the other 
extremity of the moveable arm, and subdivides, 
mto 10 parts, each of the divisions on the graduated 
tir cumference AB, so that the thousandth part of 
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the whole circumference may be distinctly read 
off. In order to explain the method of using the 
instrument when thus constructed, let us suppo* 6 
that the axis of the telescope is marked by the 
extremity of a sharp steel point, projecting fro# 1 
the circumference to the centre of the field of vieW> 
and that the instrument is placed upon a smooth 
and level surface, upon which it can roll without 
any slide. Let ABCD, Plate IX. Fig. S, be the 
telescope thus fitted up; and having the index of 
the vernier pointing to the zero of the circuit 
scale, direct it to any object MN, and adjust it to 
such a position by the hand, that the steel point 
exactly covers any prominent part N of the ob¬ 
ject when the axis of the level is horizontal. Roll 
the instrument along the plane surface, till th e 
steel point comes into coincidence with any othe* 
prominent part M of the object. The instru¬ 
ment will now be in the position abed , a n< ^ 
A a will be the arch which it has described. Tb f 
number of revolutions performed by the circle 
AB are easily counted; and if the level is h 0 * 1 
horizontal when the steel point coincides with 
the instrument must have described part of a 110 ' 
ther revolution. In order to find this portion, tur* 1 
the screw SS till the level indicates a horizon^ 1 
position, and the index of the vernier will then P°^ jt 
ut on the scale the hundredths or thousandth 8 
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a revolution by which the space A a exceeds the 
number of complete revolutions. The exact dia¬ 
meter of AB being known, and the radius Ao, 
the space A a will be determined, and consequent¬ 
ly the angle at O, or the angle subtended by the 
Points MN at the centre of the arch A a. The 
scale upon AB might* easily be divided into mi¬ 
nutes, a whole revolution representing a certain 
number of degrees, so that the angle at O could 
he read off with the utmost facility. By means 
this instrument, therefore, we are enabled to 
measure the angle subtended by any object at a 
Point before the place of the observer. 

Let the graduated rolling circle AB be now 
Amoved to CD, the object end of the telescope, 
as is represented in Plate IX. Fig. 4, while the 
°ther circle CD takes the place of AB. If 
*he telescope, when thus altered, is directed 
*° the object M'N' as before, and is made to 
mil upon a plane surface, the arch A'a', which 
^ describes, while the steel point moves from 
4 state of coincidence with M' to a state of co¬ 
incidence with N', will obviously be measured 
l n the way which has already been explained; 
^nt the angle to which it corresponds will now 
the angle formed at O'; a point as far behind the 
°bserver, as the point a was formerly before him. 

have therefore the angle subtended by the ob- 
i 
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ject M'N' at the points 0,0', and also the interme¬ 
diate distance 00-2R, R being the radius of 
the arch A a or A V; consequently the distances 
PO, PF, and PO' are known. Calling the anglo 
M'ON'= 7 n,the angle M'0'N'= n, and R the radius 
of the arch A a or A 'a\ we shall obtain 


PF= 2 —+R 

x m—n 1 


If the shifting of the rolling circles from the one 
extremity of the telescope to the other should be 
regarded as a source either of error or inconve¬ 
nience, the second observation might be taken by 
another instrument, in which the largest rolling 
circle AB is fixed upon the object end of the te¬ 
lescope, the radius of the instrument being either 
the same as that of the former, or different from 
it. If the radius of the first telescope is different 
fiom that of the second, we may call it R', and 
then we shall obtain 

nxR + H' 


P(y~ m * R + R f 
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■to an instrument of this kind which I have con* 
structed, the diameter of the largest roller is 
82.57 

3 o^)o °f an toch, the diameter of the smallest rol¬ 
ler Moo * difference of their radiiand 

« 

Ihe distance between the rollers -^- 55 - The ra¬ 
dius is therefore 4>4t feet 9 T y 5 inches, and the 
length of the base OO' 89 feet 6 | inches. In se¬ 
veral experiments which I made with this instru¬ 
ment, the rolling circles described their respec¬ 
tive arches without the smallest slide, and the 
successive measurements of these arches differed 
from each other by quantities too minute to be 
noticed. 

The principle upon which this instrument is 
constructed, may be applied in another form. 
Where the rolling of the telescope is rendered un¬ 
necessary. Thus, in Plate IX. Fig. 5, let AB, 
CD be two equal and concentric arches, firmly 
bound together, and divided into degrees and mi¬ 
nutes, and let the telescope EF, carrying a vernier 
s cale at both its extremies E and F, be so placed 
between AB and CD, that by means of a screw 
its axis may be brought into a state of coincidence 
with any radial line in the arches. This coinci¬ 
dence will obviously be indicated by the two ver¬ 
niers pointing out the same degree and minute 

s 
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upon each arch. In measuring, therefore, with 
this instrument, the angle MON, Plate IX. Fig- 
3, from the centre O of the two arches, adjust 
the two verniers to the zero of each arch, and 
then move the whole instrument till the steel 
point projecting from the diaphragm of the te¬ 
lescope exactly covers the point M of the object. 
The instrument being now kept steadily in this 
position, remove the telescope towards the other 
extremities of the two arches, till the steel point 
coincides with the other point N of the object, at 
the same time that the two verniers -mark the 
same degree and minute in each scale : The de¬ 
gree and minute now indicated by the verniers 
will be the angle required. In order to measure 
the angle subtended at a point behind the observer, 
we have only to invert the instrument, by placing 
the arch AB nearest the object, and also to invert 
the telescope, so that the vernier at L, the object 
end of the tube, may be placed upon the other 
arch AB. 

The same principle is capable of another appli¬ 
cation, which is not without some peculiar advan¬ 
tages. Two telescopes may be absolutely fixed 
at an invariable distance, and their axes may b e 
changed by means of two micrometers, in such » 
manner that the intersections of the axes may 
take place either at a point before or behind 
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the place of the observer. If the axes of the fixed 
telescopes A, B, Plate IX. Fig. 6. be in the di¬ 
ction GO', HO, they will obviously intersect 
each other at a point O' behind the observer, and 
the radius BO% as Well as the angle AO'B', Will 
he determined by the micrometer. If the axes of 
the telescopes are now moved by means of the 
micrometer screw, into the directions AO, BO, 
they will now intersect each other at a point O 
before the observer, and the radius AO, together 
With the angle AOB, will be determined as before 
hy means of the micrometer. 

The principle of all these instruments may be 
applied, in different forms, to a variety of useful 
purposes; but there is one application of it in 
particular, which promises to be of some practical 
importance. If the two telescopes are fixed at an 
invariable angle, so that their axes always point 
to the same part of an object, they will obviously 
form a portable base, and will thus enable us to 
set off a distance without the aid of any other in¬ 
strument, and under circumstances, when a base 
could not be measured by a chain or by glass rods. 
The instrument will give the distance through 
the air, unaffected with the superficial inequalities 
of the ground, and in a line parallel to the hori¬ 
zon ; and whatever alterations it may undergo by 
a change of temperature, a correction founded on 
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experiment can be easily applied. It is obvious 
that any error in the observation will produce a very 
considerable error in the base, and that the latter 
error will be to the former, as radius is to the sine 
of half the angle formed by the telescopes. The 
error of observation, however, must always be 
very small when the telescopes are good, and can¬ 
not be supposed to exceed the hundredth of an 
inch, when the point to which the axes of the te¬ 
lescopes converge is not very remote. At all 
events, we have it in our power to diminish, as 
much as we please, the error which affects the 
base, by increasing the distance between the tele¬ 
scopes, and by enlarging their magnifying power. 
If the length of the base is about 1000 feet, the 
distance between the telescopes about three or 
four feet, and their magnifying power about 100 , 
weconceive that the error in the base would scarce¬ 
ly amount to a single inch. 
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CHAP. V. 

description of an Optical Instrument for measuring 
inaccessible Distances at one Station. 

In the preceding Chapter, we had occasion to al¬ 
lude to a method of estimating distances, from the 
v uriation in the focal length of a telescope. When 
a telescope is directed to an object very remote, 
s Uch as one of the heavenly bodies, the image of 
s Uch an object will be formed in the principal fo- 
c Us of the object glass. If this object is supposed 
to approach gradually to the telescope, its image 
*ill be formed at a greater distance from the ob¬ 
ject glass than its principal focus, and every varia¬ 
tion in the distance of the object will be accompa¬ 
nied with a corresponding variation in the distance 
the image. The ratio of these variations being 
known from the principles of optics, the distance 
the object may be easily determined by the dis¬ 
tance of its image from the principal focus of the 
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object glass. If D be the distance of the object from 
the telescope, and F the principal focal length of 
the object glass, the aberration or increase of focal 
F* 

length will be Let F be equal to 24 inches, 

and let D be successively 100, 500, 1000, 2000, 
3000, 4000 feet, &q. we shall obtain the following 
values of the aberration of focal length : 

Distance of the object Variation of focal length 

in Feet. in Inches and decimals. 

100 5.878 

500 ----- 1.157 

lOOO.0.578 

2000 . 0.289 

4000 ----- 0.144 

8000 . 0.072 

16000 0.036 

From these results, it appears that, at the short 
distance of 100 and 500 feet, the variation of focal 
length is sufficiently rapid, and might be consider¬ 
ed as a rough measure of these distances; but 
when the distances increase, the variations are so 
extremely small, that we have only a variation of 
T g B of an inch, as a scale for measuring every dU' 
tance between 4000 and 8000 feet. Hence * e 
may fairly conclude, that the variation of focal 
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fength can only be employed to measure distances 
that are extremely small.* 

But without considering the extreme minute¬ 
ness of the scale, this method of measuring distan¬ 
ces is liable to great uncertainty, from variations 
temperature, and from changes in the state of 
the observer’s eye. The effects of these variations 
^ight indeed be removed by using a moveable 
^ale, and adjusting the zero to the principal focal 
P°int of the telescope at the time of observation; 
as determined by directing it to a very remote ob¬ 
ject : But this method of correction would render 
t°o complicated, an instrument which derives from 
* ll nplicity of construction any merit that it may 
Possess. 

The magnitude of the scale can be increased 
any extent, by keeping the object-glass and 
e yo-glass at an invariable distance, and producing 
*he adjustment to distinct vision, by the motion 
a second object-glass of considerable focal length; 
the same thing might be effected in the Grego- 

, * For the purpose of measuring small distances, the aberra* 
of focal length might be employed with great advantage. A 
*^1 telescope, fitted up with a tube about double the focal 
f’gth of the object glass, would measure, with great accuracy, 
e dimensions of buildings, the breadth of rivers, and other 
■ 0rt distances, which it is often both interesting and useful -to 

Pennine. 
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rian reflecting telescope, by keeping the two 
mirrors at a constant distance, and producing dfa- 
tinct vision by the motion of the eye-piece, as tf* 
the reflecting micrometer, described in Book I* 
Chap. II. In the micrometrical telescope, too, a 
similar enlargement of the scale may be obtained* 
if we procure distinct vision by a motion of the 
tube which contains the moveable object-glass* 
The eyepiece will of course move along with it* 
but the aberration of focal length will be cons*' 
derably expanded. In all these contrivances, how¬ 
ever, and indeed in every contrivance which can 
be devised for this purpose, the imperfections of tb® 
instrument are magnified along with the scale, so 
that no advantage whatever can be derived frofl 1 
its enlargement. If there is any uncertainty respect¬ 
ing the focal point within the space of the hun¬ 
dredth of an inch in the scale of the first object-glass* 
and if this scale is magnified 100 times by any op¬ 
tical contrivance, the uncertainty must now he 
extended over a whole inch, and consequently the 
instrument must in reality be deteriorated b/ 
every attempt to increase the scale. 

Knowing this to be the case, both from theory 
and experiment, we were not a little surprised at 
seeing the proposal made by the late Mr Patrick 
Wilson, formerly professor of astronomy at Gla s ' 
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§°w, of determining the different distances of a 
star, by the variations in the focal length of a 
long telescope.* We have no opportunity of 
knowing what particular method was employed 
ky Mr Wilson, for magnifying the aberrations of 
focal length, but it is highly probable that they 
^cre similar to those which we have already 
mentioned; or, at all events, they must have 
keen so contrived, that the focal point of one ob¬ 
ject-glass was made the radiant point to another. 
Whatever the contrivance was, we have no hesita¬ 
tion in saying that it was quite useless; and if a 
telescope could be constructed of the same length 
as the diameter of the earth’s annual orbit, we 
Conceive it quite demonstrable, that the variations 
°f its focal length, however magnified, could never 
ke of any service in ascertaining the different 
^stances of a fixed star. 

This property of measuring distances is by no 
means peculiar to the telescope, as has been com¬ 
monly imagined. Considering the principle ge- 

* This proposal was recorded in the Transactions of the Royal 
Society of Edinburgh, Vol. i. Hist. p. 30, by the learned Professor 
Robison. “ If a long achromatic telescope be directed to a fixed 
,star , towards which the earth is moving, the focal distance of the 
tp lescope will be lengthened. The augmentation will indeed be 
Ver y small; but Mr Wilson has fallen upon very ingenious 
Methods of increasing it, so as to make it become sensible.” 
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nerally, it is nothing more than to measure any 
variation in the tangent of the angle of incidence 
from the corresponding variations in the tangent 
of the angle of refraction, or of the angle of re- 
flection, if a reflecting telescope is employed. When 
this principle is embodied in the telescope, it i g 
by no means applied in its best form. The limit 
which is necessarily put to the diameter of the ob¬ 
ject glass, and all the imperfections of the instru¬ 
ment, whether they arise from the nature of the 
glass, or from the defects of its figure, concur in 
affecting the measure of every change in the tan¬ 
gent of the angle of refraction. We propose 
therefore, to extend the application of the princi¬ 
ple, by employing two plane mirrors, placed at » 
considerable distance, and converging to a point 
behind the observer. The variations in the tan¬ 
gent of the angle of reflection may then be ac¬ 
curately determined, by means of a small tele¬ 
scope moveable round a centre, and capable of be¬ 
ing carried along the axis of the instrument, or the 
line which is equidistant from the two mirrors. 
The same effect will be obtained, by employing 
two prisms, placed at a distance from each other, 
in such a manner, that the refracted rays, proceed¬ 
ing from a remote object, may meet in the line 
which is equidistant from the two prisms. 


c Hap. V. 


MEASURING DISTANCES. 


223 


As instruments of this kind can never be very 
portable, and are therefore not likely to be con¬ 
structed for general use, we have thought it suf¬ 
ficient merely to notice the principle of their con¬ 
struction. 
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CHAP. I. 

description of Instruments for viewing Objects un¬ 
der Water. 

1*he subject of this Chapter was suggested to me 
Sor ne time ago, by a notice in one of the Philoso¬ 
phical Journals, that the Academy of Sciences at 
Copenhagen had offered the mathematical prize 
*° the inventor of a hydraulic tube, by means of 
*hich objects might be distinctly seen at the bot- 
*° m of the sea. The great practical utility of an 
^strument of this kind, and the advantages which 
arise from applying the principle upon which 
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it is constructed to other optical instruments, in¬ 
duced me to give it a degree of attention to which 
it might not otherwise have been entitled. 

If the surface of the sea is ruffled, or in a state 
of agitation, it is obviously impossible to see the 
objects below by any instrument which is not im¬ 
mersed in the water. Even when the surface 
perfectly smooth, and the objects below sufficiently 
illuminated, they can be perceived distinctly, only 
when the visual line forms a very considerable angl e 
with the surface. It is possible, indeed, to have 
a contrivance which will counteract the obliqo^ 
position of the surface with regard to the axis of 
vision; but as the correction must always vary 
with the angle of obliquity, and must be adapted 
to that angle, it cannot be applied in practice till 
the inclination of the visual line to the surface of 
the water has been previously ascertained by a 
geometrical operation. No instrument, there 
fore, for seeing objects under water, can be of any 
service, in which the rays proceeding from the ob¬ 
jects below must be transmitted through the sur 
face of the fluid. Hence it becomes a necessary 
part of the construction, that the instrument sb a 
be partly immersed in the water, and that it sh 
either float by itself, or be attached to some 
ing body. 
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Admitting 1 this, therefore, as a principle indis- 
P e nsibly requisite in an instrument of general ap¬ 
plication, we shall proceed to describe the differ- 
ent contrivances which seem to fulfil the condi¬ 
tions of the problem. 

Let SS, Plate X. Fig. 1. be the surface of the 
Sea » ruffled by a breeze, or in such a state of agi- 
ta tion as to prevent the objects below from being 
s een by an eye out of the water. Into the paral- 
e lopiped MN, made of wood or hollow copper, 
k* the tube ABCD be inserted in such a manner 
^at it has a motion round the pivot P, in a verti- 
c al plane, and that one half of it is plunged into 
water. Near the lower extremity CD of 
^e tube, fix a piece of thin and well-polished 
Mate-glass ef\ at right angles to the axis of the 
tu be, and cemented to it, so as to resist the ad¬ 
mission of the water. When this apparatus is 
bunged into the sea, the floating parallelopiped 
^ will keep the tube ABCD in a vertical plane, 
^ by moving it round the pivot P, it may be 
lr ected to any object at the bottom. The wa- 
t( “ r contiguous to ef being pressed close to the 
^te of glass, by the weight of the superiiicum- 
t>n t column, the rays from the object will pro- 
almost without suffering any change, to the 
Sei *ver at O, and will give as distinct a view of 
1 
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it as if the surface of the water were perfectly 
smooth, and the eye placed directly above the ob¬ 
ject. By this means, the irregularities arising 
from a broken or agitated surface, or from the 
oblique position of the surface when it is perfectly 
smooth, are completely removed. 

If the depth is so great, or the objects so small* 
that the assistance of the telescope is necessary to 
perceive them distinctly, an instrument of this kind 
may be placed in the tube ABCD, and used in the 
common way. As this form, however, might rather 
be awkward and inconvenient, it would be ad van 
tageous to apply the telescope in the way represent¬ 
ed in Fig. 2, where MN is the floating parallel®' 
piped, and AB the telescope, moving round the 
pivot P, and having its tubes nearly twice as long 
as the focal length of the object-glass. The ob¬ 
ject-glass AD being fixed in such a manner as to 
prevent any water from insinuating itself into the 
tube, and being sunk below the surface of the sea* 
will be in the same state as the plate of glass & 
the preceding instrument, and will transmit a p er 
feet image of the objects below to the eye at & 
As the rays proceeding from the object pass fro 1 * 1 
water to glass, they will obviously suffer less re 
fraction at the confines of the glass and water* 
than if air had been the medium adjacent to th 
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object-glass. Hence the focal length of the tele¬ 
scope will be considerably increased, and its achro¬ 
matism in some degree impaired. The effect 
^hich this will produce upon the goodness of the 
telescope, however, is too trifling to be noticed, 
When we consider the coarse purposes to which it 
is applied. But if it is thought of sufficient im¬ 
portance, it is easy to adapt the curvature of the 
lenses to this particular case of refraction, and to 
accommodate it to the formulae of D’Alembert 
and Boscovich. This may be done very easily, 
by dividing the radius of curvature a of the outer 
surface of the object-glass by 2.65, so that the 
r ays in passing from water into the surface, whose 

Radius is 2 , w ill suffer the same changes by re¬ 

daction, as if they had been transmitted from air 
mto a surface whose radius was a. 

Thus in Plate X. Fig. 3. let BAD be a convex 
Surface of crow n-glass, whose centre is C, and let 
Parallel rays of light incident at B be refracted 
to F; then, by the principles of Optics, 

AF : FC zz m : n, and 
AC : AF = m—n : m 

7,1 representing the sine of the angle of incidence, 
ai *d n the sine of the angle of refraction. When 
the refraction is made from air to glass, we have 
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AF : FC = 1.53 : 1, and 
AC : AF = 0.53 : 1.53. 

But when the refraction is made from water to 
glass, we have 

A'F' : F'C' = 1.15 : 1,* 

A'C' : A'F' = 0.15 : 1.15. 

Hence, when the radius of curvature AC, or a = 1, 
we obtain 

a : AF = 1 : 2.887 from air to glass, 

a' : A'F' = 1 : 7.667 from water to glass. 

When AF = A'F', we have 

a: a>- 7-667 : 2.887, 

, ax 2.887 __ « 

and a — — 2 .65* 

That is, in order that a ray of light incident up¬ 
on a spherical surface at B may be refracted to 
the same point F, when the refraction is made 
from air to glass, and from water to glass, the ra¬ 
dius of curvature BC must in the one case be 

and in the other -£-^. 

It is obvious, that the increase in the focal 


* If we suppose the index of refraction from air to crown-gla® 6 
to be 1.53, and that from air to water to be 1.336, then the in¬ 
dex of refraction from water to crown-glass will be 1 . 15 , or the 
sines of the angles of incidence and refraction will be as l- 1 ' 7 
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length of the object-glass of the telescope, will 
depend upon the curvature of that surface of the 
compound lens which is in contact with the wa¬ 
ter. If its radius of curvature were infinite, that 
!s, if the surface were plane, the incident rays 
Would suffer no refraction, whether they were 
transmitted through air or water, and conse¬ 
quently the focal length of the compound lens 
Would suffer no change by immersion in water, as 
the refraction at all the other surfaces by which 
the rays are converged to the focus, is the same 
as when the instrument is used in the open air. 

Now, if F is the focal length of the compound 
object-glass, and a, b the radii of the two surfaces 
of a convex lens of crown-glass, whose index of 
refraction is 1.53, we have, by the principles of 
Optics, 

p __ L88 ^—, and consequently, 

F b 

a ~ 17887 b — f 

j _ _ 

0 ~ 1.887 a —F 

But in every compound object-glass, whether 
double or triple, the focal length F is known, and 
the radius a of the surface next the object may be 
Easily found. Hence we may determine the ra¬ 
dius b of an equivalent surface, which will pro- 
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duce the same ultimate refraction of the rays, 
that is produced by all the other surfaces of the 
compound lens. Thus, if F = 12, and a= 8, and 
consequently b = 24, then a convex lens, the radii 
of whose surfaces are 8 and 24, will have nearly 
the same focal length with any compound object- 
glass having its focal length 12, and the radius 
of its outer surface 8. 

We have already seen that the focal length of 
a convex surface of crown-glass when immersed in 

water, and when its radius is will be the same 

as when its radius is a , and when the refraction is 
made from air into crown-glass ; and, consequent¬ 
ly, the focal length of any convex lens, or com¬ 
pound object-glass, when the surface a is immer¬ 
sed in water, will be 

__ 2.65 x 1.887 X a b _ 5 ab 

~ 2.65 a + 6 2.65a-|-6 # 

b representing the radius of the other surface, or 
of a surface equivalent to all the remaining sur¬ 
faces of the compound object-glass. When the 
lens is equally convex, we shall have 
F= 1.37X*. 

We are therefore enabled, by the preceding for¬ 
mulae, to find the length of the tube necessary for 
any object-glass when a and F are known, upon 
the supposition that the object is infinitely distant- 
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As the distance of the object, however, must ne¬ 
cessarily be very small, the length of tube L 
which the object-glass will, on this account, re¬ 
quire, may be found from the following formula: 

L _ FD 

- D—F ’ 

where D is the shortest distance, or depth of wa¬ 
ter in which the instrument is to be used, and 
the focal length of the object-glass, when im¬ 
mersed in the fluid. 

Since it is of great consequence to have the tube 
as short as possible, the radius of curvature of the 
outer surface «, should be made as great as is* con¬ 
sistent with the achromatism of the compound 
lens; for the increase in the focal length of the 
object-glass, when immersed in water, varies as 
the curvature of that surface. 

When the objects at the bottom are sufficiently 
illuminated by the light of the sky transmitted 
through the water, the instruments now descri¬ 
bed will enable us to perceive them with almost 
the same distinctness, as if they had been situated 
at an equal distance from the observer in the open 
air. But if the inequalities of the surface should 
obstruct the transmission of the incident rays, or 
l f they should be in a great measure absorbed in 
the mass of water through w hich they must tra- 
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vel, it will be necessary to render the subjacent 
objects visible by artificial illumination.* For 
this purpose, a tube GHEF, Fig. 4, must be at¬ 
tached to the tube ABCD, Fig. 1, or to the tele- 

* When the sky is clear, and the surface of the water unruf¬ 
fled, objects may in general he seen distinctly at the depth of 
50 or 60 feet, and sometimes at a much greater depth, 
without the aid of artificial illumination. “ By the glass 
window,” says Dr Halley, “ so much light was transmitted, 
that, when the sea was clear, and especially when the sun shone, 
I could see perfectly well to write or read, much more to fasten 
or lay hold of any tiling under us to be taken. And by the re¬ 
turn of the air-barrels, I often sent up orders, written with an 
iron pen on small plates of lead, directing how to move us from 
place to place, as occasion required. At other times, when the 
water was troubled and thick, it would be dark as night below; 
but in such case, I have been able to keep a candle burning in 
the bell as long as I pleased, notwithstanding the great ex¬ 
pence of air requisite to maintain flame.” Phil. Trans. 171*5, 
vol. xxix. p. 498. In another place, the same ingenious author 
observes: “ As to seeing under water, as long as the water is 
not turbid, things are seen sufficiently distinct; but a small de¬ 
gree of thickness makes perfect night at no great depth of wa¬ 
ter ” Phil. Trans. 1721, vol. xxxi. p. 179- In some of the 
lakes of North America, the transparency of the water is so great, 
that objects can be perceived at a very unusual depth. « The 
waters of Lake Superior,” says Mr Heriot, “ are more pure and 
pellucid than those of any other lake upon this globe, and the fish, 
as well as the rocks, can be distinctly seen at a depth incredible to 
persons who have never visited these regions. The density of 
the medium on which the vessel moves, appears scarcely to ex¬ 
ceed that of the atmosphere; and the traveller becomes impres¬ 
sed with awe at the novelty of his situation.” Heriot's Travels 
through the Cwadas. 
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scope AB, Fig. 2. At the lower extremity of the 
second tube is placed a piece of plate-glass EF, 
inclined a little to the axis of the tube; and at 
the upper extremity is a parabolic mirror GH, 
with a lamp I placed in its focus, and a conical 
top K, for letting out the smoke. The rays emit¬ 
ted by the lamp are reflected from the mirror GH 
in parallel lines, and, falling with a small degree 
of obliquity upon the glass EF, are refracted from 
their original direction, so as to illuminate the ob¬ 
jects below, to which the tube is pointed. In or¬ 
der to direct this refracted light to the object, what¬ 
ever be its distance from the observer, it will be 
necessary to have a screw communicating a gentle 
inclination to the tube GF. A small degree of 
divergency may be advantageously given to the re¬ 
fracted rays, by making the interior surface of the 
glass EF concave. Instead of using the light of 
the lamp, the light of the sky may be admitted 
at the open end of the tube GH. When the sea 
is thick and turbid, the light of the sky is ob¬ 
structed by the solid particles which are dispersed 
through the fluid mass, and hence it is impossible, 
hy any contrivance, to illuminate the objects at 
the bottom. This instrument might be conve¬ 
niently used along with a diving-bell; and in place 
°f being attached, as is represented in the figure, 
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to a floating piece of wood, it might with greater 
advantage be fixed on the gunwale of a boat. 

As it may sometimes be necessary to examine 
objects situated below a projecting rock, or be¬ 
neath the boat or vessel in which the observer is 
placed, the form of the instrument must be ac¬ 
commodated to the peculiarities of this mode of 
observation. With this view, the plates of glass 
EF, eJ\\ Plate X. Fig. 5, must be fixed in the sides 
of the tubes, and the two plane mirrors MN, mn, 
placed at an angle of 45° to the axis. The objects 
below will thus be illuminated, and seen in the 
same manner as before, particularly when they are 
obliquely placed with regard to the observer. A 
loss of light, indeed, will be sustained, in conse¬ 
quence of the reflection from the plane mirrors; 
but this unavoidable evil is compensated by the 
advantages peculiar to the form of the instru¬ 
ment. 

When the instrument represented in Plate X. 
Fig. 2. is employed for viewing objects beneath a 
projecting rock, the plane mirror may be either 
placed without the telescope, at a little distance 
from the object-glass, so as to form different an¬ 
gles w ith the axis of the instrument; or the eye¬ 
piece of the telescope may be bent into a rectan¬ 
gular form, and the mirror placed at the angular 
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point, so that it may make an angle of 45° with the 
axis of each tube. This form of the instrument 
18 perhaps the most convenient, even for general 
purposes. 

It would lead us into too wide a field to detail 
the various purposes to which instruments of this 
kind might be applied; but some of these are of 
such peculiar importance, as to require particular 
Notice. As an accompaniment to the diving-bell, 
this telescope would be of great service. Those 
Who descend into the sea might, without quitting 
the bell, examine the bottom to a considerable 
distance around them, and thus save a great deal 
of that trouble and danger which must necessarily 
attend these submarine operations. In moderate 
depths, the instrument alone might be used to dis¬ 
cover objects at the bottom of the sea; and when 
the position of these is once ascertained, they 
flight afterwards be brought up either by diving, 
°r by a descent in the diving-bell. In rivers and 
takes, it might be employed with the same success 
l n recovering any article that has been lost. 

In the interesting pursuits of the geologist and 
the natural historian, the present instrument will 
find an important application. It will enable 
them to examine the nature of rocks and strata 

the beds of rivers and lakes; to observe the 
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phenomena of aquatic plants; to watch the man¬ 
ners and motions of fishes and other subaqueous 
animals; and thus to combine, in a high degree, 
the purposes of science and amusement. There 
is perhaps no recreation more delightful, and cer¬ 
tainly none more rational, than to be carried along 
the surface of a pellucid stream, and to observe 
all the phenomena below, when the broken sur¬ 
face of the current seems to render it impenetra¬ 
ble to human eyes, and to secure its watery inha¬ 
bitants from the observation and hostility of man. 

In some of the valuable fisheries, this telescope 
might also be advantageously employed. In fish¬ 
ing for the pinna marina, as it is practised on the 
coast of Naples; in discovering the rocks which 
produce the corals, when the depth is moderate; 
and in finding the banks on which the pearl oys¬ 
ters have taken up their abode—the fishermen 
might derive essential aid from an instrument of 
this construction. In the more humble operation 
of finding the haunts of salmon in rivers, and of 
enabling the fishermen to direct his spear with a 
more certain aim, the preceding instrument is not 
without its use. 

In observing the results of experiments that 
require to be made under water, and in exami¬ 
ning the foundations of wooden bridges and of 
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Hioles, and the effects produced by the currents on 
the strata at the piers of stone bridges, the present 
instrument will be of considerable advantage. 

An instrument for viewing objects under water 
niight be applied to a gun, for the purpose of en¬ 
abling the sportsman to direct it with certainty 
to any living object at the bottom of a pool or 
river. 

The application of the same principle to the 
construction of microscopes will be explained in 
the following Book. 
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CHAP II. 

Description of an Instrument for measuring the Re¬ 
fractive Powers of Fluids , and of a method of 
determining the Refractive Powers of Solids ; 
with Tables of the Refractive Powers of various 
Substances. 

There is perhaps no part of natural philosophy 
more truly interesting, than that which relates 
to the determination of the physical properties of 
bodies. An accurate knowledge of these proper¬ 
ties is of extensive use in the arts and sciences, 
and has conducted the experimental philosopher 
to some of the finest inventions and discoveries, 
of which the human mind can boast. In the ar¬ 
dour of research, by w hich the last century was 
characterised, investigations of this kind were by 
no means overlooked, though they were in » 
great measure confined to the mechanical and 
chemical properties of opaque bodies. It is only 
of late years, that philosophers have turned their 
serious attention to the powers of transparent 
substances, in refracting and dispersing the rays 
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of light; and though the improvement of optical 
instruments is involved in the inquiry, yet this 
branch of physics must be regarded as still in its 
infancy. Every attempt, therefore, however hum¬ 
ble, of facilitating the determination of refractive 
and dispersive powers, or of confirming and cor¬ 
recting the results obtained by preceding authors, 
is entitled to the particular attention, both of che¬ 
mists and experimental philosophers. 

The method of measuring refractive powers, 
ivhich has been most generally employed, is to 
form a prism of the transparent substance, and to 
ascertain the real deviation of a solar ray from its 
original direction, when transmitted through the 
two surfaces of the prism. The prism is turned 
slowly about an axis parallel to the common section 
°f its planes, till the refracted ray is stationary be¬ 
tween its tw r o opposite motions; and when this 
Position is obtained, the incident and the emergent 
mys form equal angles with the surfaces at which 
they are refracted. The deviation of the solar ray, 
mid the angle contained by the refracting surfaces, 
being accurately measured, the ratio of the sines of 
the angles of incidence and refraction may be found 
by a simple calculation. In order to obtain an 
^curate measure of this deviation. Sir Isaac New- 
ton applied the prism to a quadrant, and obser- 


Q 
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ved the angle which the mean refrangible rays 
made with the horizon ; and by means of this an¬ 
gle, and the sun’s altitude, observed at the same 
time, he found the angle of refraction, and con¬ 
sequently the ratio of the sines of the angles of 
incidence and refraction, for the mean refrangible 
rays. 

The celebrated Euler suggested a method of 
measuring the refractive powers of transparent 
fluids, by inclosing them between two large me- 
niscuses of glass, and observing the focal length 
of the compound lens, as altered by the different 
convex lenses of the fluids which were inclosed. 
The curvature of the meniscuses, and the refrac¬ 
tive power of the glass from which they were 
made, being accurately determined, the refractive 
powers of the inclosed fluids were easily ascer¬ 
tained. This method was put in practice by his 
son Albert Euler; but he applied it only to a very 
few substances, and obtained no results which 
were deserving of notice. 

Both these methods, however, though suffi¬ 
ciently accurate for transparent fluids, are com¬ 
pletely inapplicable to a numerous cla3s of soft 
and solid substances, which are partly diaphanous» 
and even to those fluids, such as petroleum, bal¬ 
sam of Peru, balsam of sulphur, &c. which are hu* 

imperfectly transparent. 

2 
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A new and elegant method of examining re¬ 
fractive powers by prismatic reflection, has been 
recently proposed by Dr Wollaston, who has thus 
Ascertained the index of refraction for more than 
50 different substances. “ This method,” says Dr 
Wollaston, “ was suggested by a consideration of 
Sir Isaac Newton’s prismatic eye-glass, the prin- 
Cl ple of which depends on the reflection of light 
At the inner surface of a dense refracting medium. 
Since the range of inclination within which total 
reflection takes place, depends not only on the 
density of the reflecting prism, but also on the 
rarity of the medium adjacent to it, the extent of 
^at range varies with the difference of the den¬ 
ies of the two media. When, therefore, the re¬ 
fractive power of one medium is known, that of 
Any rarer medium may be learned by examining 
At what angle a ray of light will be reflected from 
it. 

“ For instance, when any object is laid under a 
Prism of flint-glass, with air alone interposed, the 
Eternal angle of incidence at which the visual 
* a y begins to be totally reflected, and at which 
*he object ceases to be seen by refraction, is about 
10'; but, when the object has been dipped in 
^Ater, and brought into contact with the glass, it 
c °htinues visible by means of the higher refrac- 
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tive power of the water, as far as 574° of inci¬ 
dence. When any kind of oil, or any resinous 
cement, is interposed* this angle is still greater, 
according to the refractive power of the medium 
employed; and by cements that refract more 
strongly than the glass, the object may be seen 
through the prism, at whatever angle of incidence 
it is viewed. 

“ In examining the refractive powers of fluids* 
or of fusible substances, the requisite contact is 
easily obtained; but with solids which can in few' 
instances be made to touch to any great extent* 
this cannot be effected without the interposition 
of some fluid or cement of higher refractive power 
than the medium under examination. Since the 
surfaces of a stratum so interposed are parallel* 
it will not affect the total deviation of a ray 
passing through it, and may therefore be employ¬ 
ed without risk of any error in consequence.” 

The instrument which Dr Wollaston has con¬ 
structed upon this principle, is extremely simpl e 
and ingenious, and does great credit to the in¬ 
ventive powers of that distinguished philoso¬ 
pher ; but as I have never examined the in¬ 
strument itself, I am by no means entitled to pro¬ 
nounce upon its accuracy. Dr Thomas Young* 
however, a very competent judge, has remarked* 
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that Dr Wollaston’s numbers belong correctly to 
the extreme red rays; and if this observation is 
We ll founded, all his measures of refractive pow- 
ers must be increased by half the angle of disper- 
Sl «n, a quantity which cannot be obtained till the 
ln dex of refraction has been previously deter¬ 
mined. Independent of this objection, I cannot 
but suspect, that the principle of prismatic re¬ 
flection is liable, in practice, to some source of 
error, against which Dr Wollaston has not suffi¬ 
ciently provided. I am induced to hazard this 
conjecture, by observing the enormous difference 
between many of his results and mine : a diffe- 
le nce which could not possibly have arisen from 
a 0y inaccuracy of observation, and still less from 
an y variety in the nature of the substances which 
^ere examined. Pitch, for example, is ranked by 
Wollaston in the order of refractive powers as 
below oil of sassafras, and even below Radcliffe 
crown-glass, whereas, according to my experi¬ 
ments, it ranks very far above oil of sassafras. 
^bi s discrepancy appeared to me so great, that 
Repeated the experiment with different kinds of 
of sassafras and pitch, but I uniformly obtain- 
the same result. The refractive power of phos- 
flborus, which Dr Wollaston makes 1.579, below 
ot h horn and flint-glass, affords a still more stri- 


246 INSTRUMENT FOR MEASURING BOOK IV* 

king proof of this conjecture. I have examined 
this substance with particular care, and have 
found its refractive power to exceed that of any 
substance which I have tried by this method, and 
to rank between sulphur and diamond; a result 
which might have been expected from its high 
degree of inflammability. In the observations 
upon the following Table of Refractive Powers, 
I shall have occasion to resume this subject, and 
to point out other cases in which the measures 
seem to be fallacious. 

My attention was naturally drawn to the sub¬ 
ject of refractive powers, while using the instru¬ 
ments for viewing objects underwater, which have 
been described in the preceding Chapter. It w» s 
obvious, that the focal length of the object-glass o( 
a telescope varied with the refractive power of the 
fluid in which it was plunged; and that, if a com¬ 
pound microscope were employed, where the imag e 
is always formed at the same distance behind the 
object-glass, the distance of the object from the 
object-glass, or the magnitude of the image meU' 
sured by a micrometer, would likewise afford a 
measure of the refractive power of the fluid 10 
which the object and the object-glass were V* 1 ' 
mersed. I accordingly fitted up a compound m 1 ' 
croscope with a suitable apparatus, and, by P^ 1 ' 
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cing an object at the bottom of a glass-vessel 
containing the fluid to be examined, and immer¬ 
sing the exterior surface of the object-glass in the 
fluid, the distance between the object and the ob- 
ject-glass furnished a relative, or, by a little cal¬ 
culation, an absolute measure of the refractive 
Power of the fluid. After making a number of 
experiments in this way, I saw that the principle 
^as not sufficiently general in its application; 
that a great depth of fluid was necessary when 
As refractive power was great; and that it could 
Hot be employed in the examination of imper¬ 
fectly transparent fluids, and of the numerous 
class of soft solid substances, including the va¬ 
rious gums and resins. I therefore abandoned it 
altogether, and adopted the method which I shall 
Uow proceed to describe 
At the extremity MN (Plate X. Fig. 6.) of a 
compound microscope, at which the object-glass is 
placed, a piece of thin parallel glass a is fixed in 
a position perpendicular to the axis of the instru¬ 
ment. A double and equally convex lens b, whose 
axis is also coincident with that of the microscope, 
18 inserted at the end of a small tube of brass 
^BCD, which screws upon the piece MN, so that 
*he inner surface of the lens can be brought into 
Contact with the piece of glass a , or placed at 
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any small distance from it. By means of two 
opposite perforations, in the side of the tube 
ABCD, immediately behind the lens b, a small 
portion of any substance can be introduced be¬ 
tween the convex lens and the piece of parallel 
glass. If the substance is fluid, it will form a 
plano-concave lens, whose thickness may be di¬ 
minished to any assignable *magnitude, by screw¬ 
ing the lens b nearer to the plate of parallel glass; 
and if the substance is soft, and imperfectly trans¬ 
parent, it may be easily pressed, by the force of 
the screw, into a plano-concave lens, so extremely 
thin at the centre as to be completely diaphanous. 
By this means I have obtained the most perfectly 
transparent lenses of aloes, pitch, opium, asafoe- 
tida, dragons’ blood, caoutchouc, and many other 
substances, through which light had never before 
been regularly refracted. 

The plano-concave lens of the refracting body 
which is thus formed, obviously tends to increase 
the focal length of the convex lens 6, and, con¬ 
sequently, to form the image of any object placed 
at m, at a greater distance than the point P in 
the anterior focus of the eye-glass QR; but as 
the lenses QR, LL, and 6, are all fixed at inva¬ 
riable distances, it becomes necessary to remove 
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the object to n, in order that a distinct image of 
it may be formed at P. If a fluid of greater re¬ 
fractive density is interposed between the lenses, 
the plano-concave lens which it forms will have a 
greater power in augmenting the focal length of 
and therefore, in order to have a distinct 
*ttiage at P, the object must be removed to some 
point, as at n , at a greater distance from b. Hence 
the distances b m, b n, &c. when carefully mea¬ 
sured, will furnish a relative, or, by a simple cal¬ 
culation, an absolute value of the refractive power 
of the inclosed fluid. For those who are desirous 
to have the index of refraction without any trou¬ 
ble, the instrument might be easily fitted up so 
as to shew this by inspection ; the index of refrac¬ 
tion, corresponding to several of the distances 
h m, bn , &c. being determined by direct experi¬ 
ment. 

In the following experiments, the object view ¬ 
ed by the microscope was a number of minute 
scratches upon the upper surface of a piece of 
plane glass ; the distances bm, bn, &c. were mea¬ 
sured by a pair of reverted calipers upon a well 
divided scale ; the lenses were preserved at an in- 
v ariable distance from each other; the thickness 
the plano-concave lens, at the centre, was 
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kept as uniform as possible; and the greatest care 
was taken to observe the image which was form¬ 
ed by the mean refrangible rays. In order to pre¬ 
vent any error in judging of the instant of distinct 
vision, from a variation in the focal length of the 
eye, a delicate fibre of glass, with a transparent 
axis, was stretched across the diaphragm, at the 
anterior focus of the eye-glass. The eye being 
always accommodated to the central part of this 
fibre at the moment of observation, it is manifest 
that all the results were obtained when the eye 
of the observer had the same focal length. 

The numbers in the following Tables represent 
merely the distances bm , bn, &c. or the interval 
between the object and the object-glass of the 
microscope. I intended, at first, to have computed 
from these data the index of refraction, or the 
ratio between the sines of the angles of incidence 
and refraction for each substance; but, as the ob¬ 
ject-glass had a very small diameter, and as I did 
not possess the tools in which it was ground, I 
could not trust to the value of the radius of its 
surfaces, as determined merely from the lens it¬ 
self. To those, however, who may wish to repeat 
the experiments, the following formulae will be of 
considerable service, and will enable them to find 




CHAP. II, 


REFRACTIVE POWERS. 


251 


the index of refraction without much trouble. 
Let 


mzz index of refraction for the convex lens A, Plate X. 
Fig- 7.; 

fizz index of refraction for the concave fluid lens B; 


pzz -and *•=-- ; 

1 m —1 u —1 


d — SA, the distance of the object from the object-glass, 
as given in the following Tables ; 
f = AF, the focal length of the lens A, for rays diver¬ 
ging from S; 

<p — A f, the focal length of the compound lens AB ; 


rzz the radius of each surface of the lens A: 



In the object-glass which was employed for the 
following experiments, r was nearly 1.16; but I 
Was at no trouble in acertaining this number, as 
a new lens was executing for me, in such a man- 

* As is a constant quantity, it may be found either by di¬ 
rect observation, or by assuming the index of refraction for wa¬ 
ter to be 1.336. 
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ner that the radius of its surfaces might be accu¬ 
rately ascertained. 

The determination of the index of refraction is, 
after all, of very little importance. The numbers 
in the following Table are sufficient for every pur¬ 
pose of physics and chemistry; and those who 
wish to employ any of the substances for optical 
purposes, will be disposed to determine the ratio 
of the sines for themselves. 
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Table I. Containing the Refractive Powers of va¬ 
rious Solid and Fluid Substances.* 


} 


See page 282. 
See Table II. 


Diamond, - g 

Phosphorus, 

Sulphur, - 
Aloes, socotrine, - - 5.120 

5. Ditto, Barbadoes, - - - 5.120 

f Oil of cinnamon, No. 12. inspissated by ex¬ 
posure to the air 1 hour, - - 5.087 


* It may be proper to mention, that almost all the oils in 
the following Table were procured from an apothecary’s shop, 
and may not therefore be of the genuine kind. 

+ It is very singular, that Mr Hauksbee should make the 
refractive power of oil of cinnamon considerably less than that 
of oil of sassafras. No other author, so far as I know, has made 
the experiment; so that, till now, the very unusual refractive 
and dispersive qualities of this fluid, and of oil of cassia, have 
been unknown. The oil of cinnamon. No. 6. and 13. were out 
of the same bottle, and, though sold as oil of cinnamon, it is cer¬ 
tainly oil of cassia. It had the appearance of being adulterated 
with some foreign substance, both from its smell and from its 
colour, which resembled that of brandy. The oil of cinnamon, 
No. 9. was from a different shop, and had the same colour 
with the oil of cassia, No. 7. which was sold under its right 
flame. Perhaps the genuine oil of cinnamon, which I have not 
been able to obtain, might have been that which Mr Hauksbee 
employed; though it is highly improbable that its refractive 
power could be so very low. 
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Oil of cassia, - 5.077 

Balsam of Tolu, - , - - 4.987 

Oil of cinnamon, (a different kind) - 4.837 

10. * Muriate of antimony after standing 2 days, 4.710 
Resin of jalap, - 4.631 

Balsam of Peru, - 4.57G 

Oil of cinnamon, - 4.560 

Guiacum, - - - 4.498 

15 . Muriate of antimony after standing 22 hours, 4.473 
■f Pitch, - , - - - 4.201 

Ditto, another kind, - - - 4.198 

Ditto, burned a little, - - 4.311 

Gum ammoniac, - 4.159 

20. Asafcetida, *• 4.106 

Dragon’s blood, r - 4.009 

Manna burned into a very deep colour, 3.996 

Juice of the Asarum Europeum , after standing 
18 hours, - 3.949 

Opium, - , - - 3.921 


* This muriate of antimony is the same as No. 79 - Its re¬ 
fractive power increased very rapidly by exposure to the air ; 
a result which is the more singular, as this substance imbibes 
water very rapidly from the atmosphere. As the refractive 
power of water is less than that of any other substance, it uni¬ 
formly diminishes the refractive power of any body with which 
it is mixed, and hence we should have expected a result the 
very reverse of what was obtained. See Table V. 

+ It is very remarkable, that vision was more perfect when 
a concave lens of pitch was employed, than when it was made 
of any other substance. 
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25. Caoutchouc, - ... 3.887 

Muriate of antimony after standing 5 hours, 3.847 
C °pal, - 3.843 

* Glue, nearly hard, - - 3.841 

Manna burned into a deeper colour than 
No. 31. - 3.832 

30. Rosin,.3.831 

Elemi, - 3.811 

Gum galbanum, - 3^11 

Manna burned into a yellowish-brown colour, 3.774 
Gum anime - 3.767 

3 5. Gum Thus, - 3.766 

Burgundy pitch, - 3.761 

Turpentine, common, from a wrought plank, 3.757 
White sugar melted by heat, - - 3.753 

Gum sagapenum, - 3.751 

40. Chio turpentine, - 3.748 

Petroleum, - - 3.739 

Benzoin, - - • - - 3.722 

Gum juniper, - . - - 3.711 

Oil of cinnamon and oil of olives, 1 part each, 3.692 
45. Oil of cloves, - 3.688 

Mastic, ------ 3.678 

Oil of anise seeds, - 3.657 


• This glue was placed between the glasses when it was in 
a state of induration that it could scarcely be cut with a 
k*dfe. It hardened by exposure to the air, but was not altoge- 
ther free from water when the experiment was made. 
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Oil of sassafras, - - 3.651 

Manna slightly heated between the lenses, and 
then cooled, - 3.623 

50. Canada balsam, - 3.617 

Gum olibanum, - 3.61 0 

Juice of the Urtica dioica , after standing some 
time, (not a good observation,) - 3.592 

* Genuine balsam of Gilead, - - 3.580 

Shell lac, - 3.573 

55. Resin fresh from the larch, - - 3.567 

Resin of the bile of an ox, (from John Davy, 

Esq.) - 3.567 

Chio turpentine melted, - - 5.560 

Oil of mace. No. 123. cooled, - - 3.54-7 

Oil of Barbadoes tar, - 3.526 

60. Skimmed milk mixed with water, and inspis¬ 
sated by evaporation, - - 3.520 

Gum myrrh, - 3.463 

Glue as soft as caoutchouc, - - 3.458 

Balsam of Capivi, - 3.457 

Oil of cinnamon 1 part, oil of olives 2 parts, 3.443 
65. Juice of a ripe orange inspissated, - 3.433 

Gum Arabic, not altogether free from water, 3.423 
Oil of mace, - - - - - 3.413 

Weak infusion of senna, after standing 9 hours, 3.412 
Juice of the Sedum Telephtum , after standing 
14 hours, - 3.412 

* In the possession of John Murray, Esq. and brought from 
Mecca by Captain Vashon. 
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70. J uice of the Angelica Archangelica , after stand¬ 
ing several hours, - 5.402 

Juice of the Leontodon taraxacum , after stand¬ 
ing 14 hours, - 3.400 

Juice of the Lactuca virosa , after standing 10 

hours, - 3.400 

Scammony, - - 3.400 

J uice of the Sanguinaria Canadensis , after stand¬ 
ing 12 hours, - 3.387 

75. Oil of sweet fennel seeds, - 3.370 

White wax melted, and then cooled, - 3.375 

Oil of amber, - 3.373 

Starch dried, - - 5.347 

Muriate of antimony before exposure to the air, 3.547 
80. Orange juice, after standing 18 hours, - 3.547 

Juice of the Ranunculus. Flammula, after stand¬ 
ing 7 hours, - 3.337 

J uice of the Angelica sylvestris , after standing 

4| hours,.3.534 

Oil of pimento, or Jamaica pepper, - 3.334 

Oil of Rhodium, - 3.333 

85. Spermaceti, cold, - - - - 3.313 

Hemlock juice (Conium maculatum) y after stand¬ 
ing G” 50', - - - 3.317 

Yolk of an egg nearly dried, _ „ 3.310 

Treacle, - 3.307 

Oil of cinnamon 1 part, oil of olives 4 parts, 3.2S3 
80. Camphor, - 3.280 

Oil of spearmint, - 3.277 

R 
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Oil of hyssop,.3.271 

Honey, - 3.267 

Balsam of sulphur, - 3.259 

95. Bees wax, cold, - - - 3.243 

Tallow, cold, ----- 3.243 

Yolk of an egg, after 15 hours exposure, 3.254 
Genuine oil of juniper, (from John Murray, 

Es q). 

Oil of nutmeg, 

100. Oil of caraway seeds, 

Oil of penny royal, - «- 

Oil of lemon, - 
Hemlock juice, after standing 4 h 25', 

Oil of wormwood, yellow coloured, after 


standing 6 hours, - - 3.210 

105. Alum, ----- - 3.209 

Raspberry jam, ■» 3.207 

Oil of dill seed, - 3.201 

Windsor soap, - - - - 3.200 

Lintseed oil, - - - - 3.196 

110. Orange juice, after standing 8 hours, - 3.196 

Oil of thyme, - - - 3.190 

Oil of cinnamon 1 part, oil of olives 8 parts, 3.187 
Oil of savine, - 3.184 

Florence oil, - - - - 3.183 

115. Castor oil, - - 3.183 

Oil of wormwood, yellow coloured, - 3.181 

Oil of laurel, (a plaster for horses feet,) 3.170 
Tallow, melted, - - - 3.167 

Train oil, - - - - - 3.167 

4 


3.231 

3.227 

3.223 

3.220 

3.216 

3.210 
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120. Oil of juniper, - 3.157 

Milk of the cocoa nut, after standing 8 hours, 3.156 
Oil of almonds, - - - 3.153 

Oil of mace, No. 67. melted, - - 3.147 

Naples fcoap, ----- 3.137 

125. Cajeput oil, ----- 3.126 

Oil of cinnamon 1 part, oil of olives 12 parts, 3.120 
Huile antique de la rose, - - •- 3.116 

Oil of turpentine, - - - - 3.115 

Oil of camomile, - - - 3.114 

130. Oil of olives, - - - - - 3.113 

Juice of a ripe orange, after standing 4 hours, 3.107 
Oil of lavender, - 3.105 

Naphtha, - - - 3.105 

Rapeseed oil, or green oil, - - 3.105 

135. Oil of palm, - - - 3.103 

Fresh butter, ----- 3.098 

Spermaceti oil, - 3.090 

Oil of peppermint, - 3.089 

Oil of bergamot, - 3.088 

140. Oil of rosemary, - 3.077 

Interior of the crystalline of a haddock, 

(not the nucleus,) - - 3.067 

Oil of brick, distilled from spermaceti oil, 3.066 
Salt butter, - - 3.053 

Marmalade, • - T 3.047 

145. Jelly from lamb, after standing 15 hours, 3.047 
Yolk of an egg, after a minute’s exposure to 
the air, - - 3.041 
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Tallow, melted, - 3.038 

Juice of the Rumex sanguineus , after standing 
several hours, - - - * - 3.037 

White wax, melted, ... 3.003 

150. Spermaceti, melted, - 2.946 

Bees’ wax, melted, - - - 2.94 

Oil of rhue, - 2.909 

Sulphuric acid of the shops, - - 2.867 

* Muriate of antimony, - 2.853 

155. External part of the crystalline of a young 

haddock, - - - 2.843 

Phosphorous acid, - 2.833 

Central portion of the crystalline lens of a 
lamb, - 2.829 

Middle coat of do. do. - - 2.780 

Yolk of a hen’s egg, (newly taken out,) 2.778 

160. Gluten of wheat, dried between the lenses, 2.767 
■j* Gum dragon, (nearly dry,) - - 2.723 

Sulphuric acid, No. 153. after standing half 
an hour in damp air, - «* 2.687 


* This is the muriate of antimony of the shops, and is much 
inferior in refractive power to No. 79- 

t Dr Wollaston makes the refractive power of gum-dragon 
between 1.657 and 1.768, which is very much greater than bal¬ 
sam of Tolu, whereas, in the preceding Table, it is lower than 
all the balsams, gums, resins, and oils. The portion of this 
substance, however, which I used, was not altogether dry, so 
that its refractive power in the preceding Table is lower than it 
would have been, had the water which it contained been com¬ 
pletely evaporated. See the Table, p. 286, No. 95. 
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External part of the crystalline of a haddock, 

(older than No. 155.) - - 2.670 

Crystalline of a pigeon’s eye, - - 2.650 

165. Juice of the rhind of a ripe orange, - 2.633 

* Pus,.2.587 

Essence of peppermint, - 2.577 

Aromatic spirit of vinegar, - - 2.555 

Milk of the cocoa nut, - - 2.54-7 

170. Outer coat of the crystalline of a lamb, (see 

No. 157, 15S.) - - - 2.541 

Cornea of ditto, - 2.541 

Juice of the fruit of a ripe orange, - 2.517 

Oil of wine, - 2.504 

Oil of ambergrease, ... 2.504 

175. Alcohol, - 2.497 

Whitish fluid between the crystalline and its 
capsule, in the haddock No. 155. - 2.491 

Fluid from the crystalline of a lamb, after 
puncturing the capsule, (see No. 170.) 2.473 

Bile of a fowl, .... 2.473 

Juice of the Sonchus oleraceus , - - 2.473 

180. Ink, - - - - 2.467 

Ketchup, .... - 2.460 

Juice of the Chelidonum majus, - 2.448 

Juice of the Angelica Archangelicay - 2.447 

Strong Highland whisky, - 2.446 


* The difference of the refractive power of pus and mucus is 
so very considerable, that the one could scarcely be mistaken 
for the other when this optical test is employed. 
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185. 

Laudanum, - 

- 

2.446 


Essence of peppermint. 

- 

2.436 


Juice of the Asarum Europeum, 

- 

2.433 


Arquebuzade, 

- 

2.422 


Brandy, - 

- 

2.413 

190. 

Rum, - 

- 

2.413 


White of a hen’s egg, 

- 

2.409 


J uice of the Leonlodon taraxacum , or dandelion. 

, 2.403 


Juice of the Ranunculus Flammula , 

- 

2.399 


Juice of the Sanguinaria Canadensis , 

- 

2.398 

195. Juice of the Urtica dioica , 

- 

2.397 


Oil of boxwood, 

- 

2.396 


Juice of the Angelica sylvestris , 

- 

2.393 


Jelly from cold lamb, 

- 

2.393 


Juice of the fruit of a ripe orange newly ta- 



ken out, - 

- 

2.392 

200. Juice of the Conium maculatum , or hemlock, 



newly taken out, 

- 

2.590 


Human blood, - - * 

- 

2.387 


Juice of the Sedum Telephium , 

- 

2.387 


Vitreous humour of a pigeon’s eye, 

- 

2.380 


Port wine, - 

- 

2.373 

205. 

Strong infusion of tea, 

- 

2.357 


Juice of the Lactuca virosa , 

. 

2.554 


Weak infusion of senna, 

- 

2.353 


Vinegar, _ 

. 

2.347 


Vitreous humour of a lamb’s eye, 

- 

2.346 

210. Juice of the Rumex sanguineus , 

- 

2.343 


Aqueous humour of a haddock’s eye, 

- 

2.326 


Vitreous humour of do. 

. 

2.326 
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Expectorated mucus, - 2.521 

Saliva, ------ 2.321 

215. Water, - - - 2.309 

Air,.1.425 


When sulphur was placed between the lenses, 
its refractive power was so great, that the refrac¬ 
tion at one concave surface of this substance w as 
nearly equal to the refraction at two surfaces of 
glass of the same convexity. Hence the com¬ 
pound lens, instead of being convex, almost re¬ 
sembled a piece of parallel glass in which the re¬ 
fractions are equal and opposite. 

In subjecting phosphorus to a similar trial, I 
Was led to expect, from Dr Wollaston’s measure 
of its refractive power, a very different result; but 
I was surprised to find its refractive density so 
enormous, that the deviation produced at one 
concave surface of this substance, was greater 
than the two refractions at both the convex sur¬ 
faces of the lens, and that the compound lens had 
actually become concave. The refractive power, 
therefore, of these two inflammable substances, 
extended far beyond the scale of Table I. so that 
I was under the necessity of employing a new 
object-glass for the microscope, having its sides 
unequally convex, and its flat surface turned 
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to the piece of plane glass. By this means, the 
concave surface of the sulphur or phosphorus had 
such a small degree of curvature, that it was in¬ 
capable of counteracting the deep convexity of 
the exterior surface of the lens of glass; and a 
compound lens was thus obtained which had al¬ 
ways a positive focus, and which required the ob¬ 
ject to be placed at a distance sufficiently com¬ 
modious for the purposes of observation. 

With this new object-glass I obtained the fol¬ 
lowing results for sulphur and phosphorus, and 
several other bodies; and, in order to shew the 
nature of the new scale, I have added the results 
for a few other substances which are already in¬ 
cluded, upon a different scale, in Table I. 


Table II. Containing the Refractive Powers of 
Phosphorus , Sulphur , <%c. 

Refraction from air, - 1.000 

Water, ..... 1.345 

Ether, .... 1.400 

Alcohol, .... 1.404- 

5. Tincture of cantharides, - - 1.413 

Muriatic acid, - - 1.431 

Nitrous acid, «... 1.446 

Nitric acid, - - 1.456 
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Hydrate of soda melted by heat, - 1.458 

10. * Hydrophosphoric acid melted and hot, 1.476 
Ho. when cold, - - - 1.507 

i* Compound of chlorine and manganese after 

deliquescence, - 1.500 

Do. after standing all night, - - 1.516 

Sulphuric acid, - - - - 1.517 

15. Oil of poppy, - - 1.584 

Oil of turpentine, - 1.58S 

Oil of feugreck, - 1.593 

Oil of marjoram, - 1.596 

Nut oil, - - - ' - - 1.600 

20. Oil of angelica, - - - 1.600 

Solution of gum-kino in alcohol, just trans¬ 
parent, - 1.600 

^Bird-lime, ----- 1.630 

Oil of pimento, - 1.637 

Balsam of capivi, - 1.640 

25. Oil of Cumin,.1.650 

Oil of sassafras, - 1.663 

Oil of the cashew nut, - 1.692 

Sugar after fusion, - 1.704 

Itosin, ----- - 1.720 

30. Pitch, -.1.806 

Oil of cinnamon, - - - 1.817 


* Made by Sir Humphry Davy, and given to me by John 
Davy, Esq. 

t From John Davy, Esq. See Phil. Trans. 1812. 
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Balsam of Peru, - - 1.826 

Balsam of Tolu, - - - - 1.871 

Castor from the beaver, 1.900 

35. Oil of cassia, - - 1.911 

Sulphur, - 4.337 

Phosphorus, - 7.094 


This measure of the refractive power of phos¬ 
phorus, so extremely different from the result ob¬ 
tained by Dr Wollaston,* confirms the beautiful 
and sagacious conjecture of Sir Isaac Newton, 
that all inflammable substances have high refrac¬ 
tive powers. This conjecture, founded on a very 
limited number of experiments, was completely 
overturned by the results of Dr Wollaston’s ob¬ 
servations ; and I therefore feel peculiar satisfac¬ 
tion in restoring to credit the opinion of our im¬ 
mortal countryman, and in establishing, for the 
first time, that the refractive powers of the three 
simple inflammable substances are in the very order 
of their inflammability. 

In making the experiment with phosphorus, I 
was particularly solicitous to guard against every 
source of error, and I have now repeated it more 

* The result obtained by this ingenious philosopher, when 
reduced to the scale in the preceding Table, is about 1.8 in¬ 
stead of 7.094. 
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than six times with the same result.* Some diffi¬ 
culty will be experienced, by those who choose 
to repeat the experiment, in moulding a thin 
plate of phosphorus into a plano-concave lens, 
^he phosphorous acid, which is instantly formed 
u pon its surface by exposure to the air, must be 
carefully taken off by a piece of bibulous paper 
before the substance is placed between the lenses. 

In order to find the index of refraction when 
the lens of glass is unequally convex, let us sup¬ 
pose r to be radius of the surface next the object, 
a ud R the radius of the other surface, and, con¬ 
sequently, the radius of the plano-concave lens of 
fluid; then, the other quantities being indicated 
by the same letters, as in page 2 5 1. we shall have 


pdr R 

* "" d r -f R-— r R 

7T fW 

f R —fR 
<P R—fR 
"=-?/-+ 1 ' 


* It will be seen from the Table in p. 283. that I have ob- 
ta ' n ed a similar result by forming the phosphorus into prisms 
between plates of glass. 
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Though all the following Tallies, except Ta¬ 
ble V. have already been given in the General 
Table, yet it is of importance to have them also 
in a separate form. The scale is precisely the 
same as in Table I. 


f I able III. Containing the Refractive Powers of 
the Fluids of a Young Haddock’s Eye. 

Aqueous humour* - 2.320 

Vitreous humour, - 2.326 

Whitish fluid between the crystalline and its cap¬ 
sule, ----- 2.491 

External part of the crystalline, - . 2.845 

The central part of the crystalline, 0.133; of an 
inch thick, placed between the lenses, - 0.377 

The central part of the crystalline, in the last 
of these experiments, was rolled between the fin¬ 
ger and the thumb till it was deprived of all the 
softer parts, and till only a small hard nucleus 
remained, having a diameter of 13 hundredths 
of an inch. Thi§ nucleus was placed between 
the lenses, but the distance of the object, instead 
of being about 3.00 inches, as one would, without 
much thought, have expected, was only 37 hun- 
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dredtlis of an inch. This curious result is a com¬ 
plete proof of the great rapidity with which the 
refractive density of the lens increases towards 
the centre, and w ill be understood from Plate X. 
Fig. 8. w here CD is the piece of parallel glass, 
AB the convex object-glass, and EF the nucleus 
°f the crystalline. Now, since the concave sur¬ 
face, which is in contact with the posterior sur¬ 
face of the lens AB, is obviously formed by the 
exterior coat mm of the crystalline ; and since 
this coat has a less refractive power than the in¬ 
terior nucleus n, this nucleus must act as a con¬ 
cave lens; and its action is so powerful, that it 
far more than counteracts the refraction produced 
at the concave surface of m m. Had the refrac¬ 
tion of the external nucleus been precisely equal 
to the refraction of the concave surface of the 
crystalline, the distance of the object would have 
been 2.843 inches instead of 0.377. It must be 
recollected, however, that the nucleus n refracts 
like a double convex lens, while the coat m m re¬ 
fracts only at its anterior surface. 
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Table IV. Refractive Powers of the Fluids of & 
Lamb’s Eye. 


Vitreous humour, - - 2.340 

Fluid in the crystalline after puncturing the cap¬ 
sule, ----- 2.475 

Outer coat of the crystalline lens, - - 2.541 

Middle coat of do. - 2.780 

Central portion of do. - 2.820 


The following experiments were made upon 
muriate, of antimony, in order to ascertain the 
cause of its refractive density being increased bf 
exposure to the air. The scale is the same as in 
Table II. 


Table V. Refractive Power of Muriate of 
Antimony. 


Muriate of antimony, - - 1.600 

Do. exposed to the air, - 1.642 

Do. exposed to the air longer, - - 1.700 

Do. exposed to the damp open air, 1.578 

Do. taken into the room, - 1.645 

Do. after being placed in dry air, - - 1.687 

Do. being exposed to the light of the sun, - 1.750 

Do. do. - 1.800 
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Do. being exposed to the light of the sun. 

1.927 

Do. 

do. the sun’s light being very weak, 

1.850 

Do. 

do. the sun’s light being weaker, 

1.827 

Do. 

do. placed in damp air, 

1.667 


"Table VI. Refractive Powers of Vegetable Juices. 


1- Juice of the fruit of a ripe orange newly 


taken out, 

2.392 

Do. after standing several days, 

- 3.433 

2. Juice of the Conium macula turn , or 

common 

hemlock, - - - - 

2.390 

Do. after standing 6 h 50', 

3.317 

3. Juice of the Angelica sylveslris, 

2.393 

Do. after standing 2 hours, 

2.833 

Do. after standing 4_] hours. 

3.334 

Juice of the Angelica Archangelica, 

2.447 

Do. after standing several.hours. 

3.402 

3. Juice of the Sanguinaria Canadensis, 

2398 

Do. after standing 12 hours, 

3.387 

6 . Juice of the Leontodon taraxacum , 

2.403 

Do. after standing 14 hours, 

3.400 

7. Juice of the Lactuca virosa, 

2.354 

Do. after standing 10 hours, 

3.400 

8 - Juice of the Rumex sanguineus , 

2.343 

Do. after standing some hours, 

2.833 

Do. after standing longer, 

3.037 

8 - Juice of the Chclidonium majus , 

2.448 
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10. Weak infusion of senna, - - 2.353 

Do. after being exposed to the air 0 hours, 3.412 

11. Juice of the Asarum Europeum - - 2.433 

Do. after standing several hours, - 3.043 

Do. after standing longer, - - 3.8 15 

Do. after standing 18 hours, - - 3.940 

12. Juice of the Ranunculus Flammula , - 2.390 

Do. after standing 7 hours, - - 3.35? 

13. Juice of the Sedum Telephium , - - 2.36? 

Do. after standing 14 hours, - - 3.412 

14. Juice of the Urtica dioica , - - 2.397 

Do. after standing,—(not a good observation) 3.592 

15. Juice of the Sonchus oleraceus , - - 2.47 J 

Do. after standing 7 hours, - - 3.400 

16. Juice of the Fragaria Vesca, - 2.390 


The preceding experiments on the refractive 
powers of vegetable juices, exhibit a singular co¬ 
incidence of results. The refractive power ot 
them all exceeds a little that of water; and when 
the aqueous parts are evaporated, the residuum* 
w ith a few exceptions, has nearly the same r e ' 
fractive density. 
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Method, of Measuring the Refractive Powers of 
Solid Fragments . 

The preceding method of measuring refractive 
powers is applicable only to fluid bodies, or to 
those substances which may be formed into a 
Concave lens by heat, pressure, or evaporation. 
The various kinds of glass, however, and the nu¬ 
merous class of transparent minerals, are obvious¬ 
ly excluded from this method of measurement. 
In order to determine the refractive power of 
these hard solids, it is necessary to form them in¬ 
to a prism, having at least two surfaces accurate¬ 
ly plane and well polished; to measure the angle 
°f these surfaces, and to calculate the refractive 
Power of the prism from the observed deviation of 
a transmitted ray of light. The trouble and ex- 
Pence of such a process have prevented it front 
being frequently employed; and the small number 
°f solids whose refractive powers have been ascer¬ 
tained, is too satisfactory a proof of the difficul¬ 
ties which attend this mode of observation. Even 
* n determining the refractive power of different 
kmds of flint-glass for achromatic telescopes, the 
Poetical optician does not encounter the labour 
of forming them into prisms, but resorts, to the 
s 
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easy, though inaccurate, method of estimating the 
index of refraction from the specific gravity of 
the glass. 

A simple and accurate method, therefore, was 
still wanting for determining the refractive power 
of solid substances; and I was peculiarly anxious 
to discover some way in which this object could 
be attained, without grinding or polishing any 
part of the solid, and even when its surface was 
so irregular, either from fracture or from any 
other cause, that no object whatever could be 
perceived through the specimen. 

It occurred to me, that if a broken chip of any 
transparent solid were immersed in a fluid of the 
same refractive power, the incident rays would 
suffer no refraction in passing from the fluid into 
the solid, or from the solid into the fluid; and, 
consequently, that objects could be seen distinct¬ 
ly through the broken chip, whatever was the ir¬ 
regularity either of its form or of its surface* 
Though this reasoning appeared correct in theo¬ 
ry, I scarcely expected in practice so singular a re¬ 
sult. In order to make the experiment under the 
most unfavourable circumstances, I took a piece 
of crown glass, of a very irregular shape, and so 
broken in its surface as to appear almost opaque, 
and, upon plunging it in Canada balsam, I w£l5 
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surprised to find that it became nearly invisible 
ln the fluid, and that there was so small a refrac- 
hon of the rays at the confines of the solid and 
the fluid, that I could even read with facility 
through all its superficial irregularities. 

In this case, the crown glass and the Canada 
halsam had nearly the same refractive power; and, 
hy increasing the distance of the object, any re¬ 
gaining refraction at the confines of the solid and 
the fluid was easily detected. By mixing, there¬ 
fore, fluids of different refractive powers, it was 
e asy to obtain a compound which had the same re¬ 
fractive density with the solid. There was still 
^anting, however, some exact indication of the 
Precise instant when all refraction was extin¬ 
guished at the confines of the two media, as it is 
°nly in this particular state of things that the re¬ 
fractive power of the fluid could be regarded as 
a measure of the refractive power of the solid, 
fn order to obtain this indication, I placed be¬ 
tween the glasses a, b, Plate X. Fig. 6. a portion 
°f the fluid which came nearest to the solid in 
tractive density, and I measured the distance 
^ n, at which an object at n was seen distinctly. 

small chip of the solid was then interposed be- 
f^een the lenses along with the fluid, so that the 
ra ys diverging from n were transmitted through 
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the solid. If the distance b n , at which the object 
was seen with perfect distinctness, was now the 
same as before, it is obvious, that the solid and 
the fluid had exactly the same refractive power; 
but, if there was any difference between these 
distances, the refractive power of the fluid was 
altered, till the object was seen distinctly at the 
distance b n , both when the refraction was made 
through the solid alone, and when it was made 
through the solid and the fluid combined. When 
this happens, the distance b n is a measure of the 
refractive power of both. 

The fluid which I found most convenient for 
this purpose, was a mixture of oil of cassia and 
oil of olives, by means of which I could determine 
the refractive powers of all solids from 5.077, the 
refractive power of oil of cassia, to 3.113, the re¬ 
fractive power of oil of olives. The following 
Table will shew pretty nearly the variation, of re¬ 
fraction arising from the mixture of these two 
oils. 


Oil of cassia, the same as No. 7. See p. 253. 5.077 

Oil of cassia, the same as No. 13. - - 4.560 

Oil of cassia 1 part, oil of olives 1 part, - 3.692 

Ditto 1 part, ditto 2 parts, 5.445 

Ditto 1 part, ditto 4 parts, 3.285 

Ditto 1 part, ditto 8 parts, 3.187 


1 
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Oil of cassia 1 part, oil of olives 12 parts, - 3.120 
Oil of olives alone, - - - - - 3.113 

As a specimen of this method of measuring refrac¬ 
tive powers, I wished to have given, in the pre¬ 
sent Chapter, a series of results for the solid sub¬ 
stances which I have submitted to examination, 
but as my experiments are not yet completed, I 
must reserve this Table for some future occasion. 

Before we leave this part of our subject, it may 
be proper to notice one application of the prece¬ 
ding principle, which promises to be of some prac¬ 
tical importance. In ascertaining the soundness 
of valuable minerals, that have a rough and un¬ 
polished surface, the artist is guided by no rules 
upon which he can rely; and the less experienced 
purchasers are still more unfit for such a deter¬ 
mination. I have often seen specimens of topaz, 
sold as sound, where the flaws and imperfections 
Were concealed by the ruggedness of their sur¬ 
face, and were not detected till they were wrought 
by the lapidary. In such cases, we have only to 
immerse the stone in Canada balsam, oil of sassa¬ 
fras, or any other fluid of nearly the same refrac¬ 
tive density,, and turn it round with the hand, so 
that the rays of light may pass through it in eve- 
v y direction. By this means, the slightest flaws. 
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or cracks, will be instantly perceived, in conse¬ 
quence of the changes which they produce upon 
the transmitted light. If the stone had been 
examined in water, the flaws would have been 
more perceptible than when it was viewed in air; 
and the distinctness with which they are seen 
will increase, as the refractive power of the fluid 
approaches to that of the solid. Hence, in the 
case of diamond, jargon, spinelle ruby, and other 
precious stones, whose refractive density exceeds 
that of any fluid, their imperfections may be de¬ 
tected by immersing them in oil of cassia, or mu¬ 
riate of antimony, though a considerable degree 
of refraction will still remain at the confines of 
the solid and the fluid. 

The same principle furnishes us with a very 
simple method of distinguishing many of the pre¬ 
cious stones from artificial pastes, which have 
sometimes been imposed upon the most skilful 
mineralogists. As the refractive powers of dia¬ 
mond, jargon, ruby, garnet, pyrope, sapphire, 
tourmaline, rubellite, pistazite, axinite, cinna¬ 
mon stone, chrysoberyl, and chrysolite, exceed 
that of oil of cassia, this fluid is particularly ap¬ 
plicable to this kind of observation. If any ob¬ 
ject is viewed through two polished and inclined 
surfaces, of any substance supposed to be one of 
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these minerals, w hen plunged in oil of cassia, the 
substance will be merely a paste if the refraction 
is from the point to which the surfaces are incli¬ 
ned, and will be a real mineral if the refraction is 
made towards that point. 

The same method may be advantageously em¬ 
ployed by the practical optician, for ascertaining 
the soundness and purity of the glass which he 
manufactures into lenses and prisms. There is, 
perhaps, no kind of labour more frequently wast¬ 
ed, than that which is employed in the formation 
of lenses and prisms of flint-glass. No sooner are 
the surfaces polished, than innumerable flaws and 
veins make their appearance, which the artist was 
before unable to discover, and which completely 
distort the image that is formed. A flint-glass 
prism, indeed, without veins and imperfections, 
is scarcely to be met with ; and the amateur, 
who has tried to amuse himself in grinding the 
lenses for achromatic telescopes, must, for the 
same reason, have found it an impracticable at¬ 
tempt. 

In the formation of prisms for measuring the 
refractive and dispersive powers of bodies that 
are incapable of receiving a good polish, I have 
found the same principle of very essential advan¬ 
tage. By cementing upon the two refracting 
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planes pieces of parallel glass, with a fluid of 
nearly the same refractive density, substances 
like horn, tortoise shell, alum, rock salt, and se¬ 
veral of the gums, may be rendered perfectly 
transparent. 

In obtaining the measures of dispersive power 
which are given in the following Chapter, it be¬ 
came necessary to have the index of refraction 
for every substance which was submitted to exa¬ 
mination. I was therefore obliged to institute a 
new set of experiments for this purpose ; and in 
order to avoid, as much as possible, every source 
of error that might affect the dispersive powers, 
I measured the index of refraction by means of 
the very same prisms in which the dispersion was 
corrected. In the course of these investigations, 
I have been led to seyeral results of a very unex¬ 
pected kind, and, in particular, to the discovery 
of substances which have a higher refractive 
piower than the diamond. This gem, equally re¬ 
markable by its chemical composition and its 
physical properties, has, since the time of Sir 
Isaac Newton, who first measured its action 
upon light, been placed at the head of every ta¬ 
ble of refractive powers; and it has never even 
J>een conjectured, that there existed any other 
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substance which possessed this optical property 
m such a high degree. It will appear, however, 
from the following Table, that Realgar, which is 
* compound of arsenic and sulphur, and Chromate 

lead, or the red lead ore of Siberia, exceed the 
diamond in their action upon light; the index of 
refraction for the latter being 2.4-4, while that of 
chromate of lead is 2.50, and that of realgar 
-•55. 

Although the double refraction of chromate of 
^ad is not taken notice of by Hauy, or any other 
mineralogist, yet I have found it to possess this 
Property in such a remarkable degree, as to be 
more than triple that of Iceland crystal. While 
Ihe refractive power of the least refraction is 
2.50, that of the greatest refraction amounts to 
2.97; and if we compute the dispersive power of 
the latter, it will be found, that the refractive 

Pow er of the blue rays is nearly equal to 8.5;_a 

result so extraordinary, that I felt it necessary to 
Confirm it by various observations made with dif¬ 
ferent crystals of this mineral. 

The three substances, therefore, of Chromate 
cf lead, Realgar, and Diamond, may be rank¬ 
ed at the head of those bodies which exercise 
a particular action upon light. The diamond is 
distinguished by its extreme brilliancy, by its 
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property of imbibing light, and by its high re¬ 
fractive power. Realgar is remarkable for a still 
greater refractive power, and for a power of dis¬ 
persion above all other bodies but chromate of 
lead; while chromate of lead possesses the great¬ 
est refractive power, the greatest double refrac¬ 
tion, and the highest dispersive power, of any sub¬ 
stance that has hitherto been tried. 

Though many of the other substances con¬ 
tained in the following Table have never be¬ 
fore been examined, yet there is nothing singu¬ 
lar or unexpected in the results. The precious 
stones have, in general, a very high refractive 
power; and the effects of the different metals in 
altering the refractive power of glass, may be ob¬ 
tained from the results for the various kinds of 
artificial pastes. The influence of the fluoric acid 
in diminishing the action of bodies upon light, 
may be deduced from the refractive powers of 
fluor spar and cryolite, which are lower than 
those of any other mineral, or solid body. The 
last of these substances, which contains more of 
the fluoric acid than the former, has its refrac¬ 
tive density as low as that of salt water; and both 
these minerals stand at the bottom of the Table 
of Dispersive Powers. 
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Table of Refractive Powers. 

Index of Refraction. 

Chromate of lead, greatest refraction, - 2.974 

Do. do. do. do. another kind, 2.926 

Realgar,.2.549 

Chromate of lead, least refraction, - 2.503 

5. Do. do. do. do. another kind, 2.479 

Diamond, brown coloured, - 2.487 

Diamond, a different one, - 2.470 

Diamond, according to Sir Isaac Newton, 2.439 

Phosphorus, - - 2.224 

10. Glass of antimony, - 2.216 

Sulphur, melted, - - - - - 2.148 

Sulphur, native, (double refraction,) - 2.115 

Carbonateoflead, l double, i f"=ate s t refract. 2.084 
J l least refraction, 1.813 

) (greatest refraction, 2.015 

Jargon, | tou e, | j east re f rac tio n , - 1.961 

15. Sulphate of lead, - - 1.925 

Garnet, ------ 1.815 

Blue sapphire, - 1.794 

Pyrope, ------ 1.792 

Jargon (orange-coloured) - 1.782 

20. Rubellite,.1.779 

Spinelle ruby, ----- 1.761 

Chrysoberyl, ----- 1.760 

Cinnamon stone, - - 1.759 
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Index of Refraction. 


Axinite, - 

25. Deep red-coloured glass, - 

Epidote,} double, lf rea ‘ estrefraCtion > 

) least refraction, 

Boracite,. 

Carbonate of 3 ( greatest refraction, 

Strontites, ) \ least refraction. 

Orange-coloured glass, - 

30. Chrysolite, \ double, J greatest refraction > 

) ( least refraction. 

Tourmaline, - 

Calcareous 1 ( greatest refraction, 

spar, ) ' \ least refraction, 

Sulphate of barytes, double, greatest refraction, 
Spargel stone, - 

35. Red topaz, - _ 

Glass, hyacinth red, - 

Sulphate of strontites, - 
Oil of cassia, - 

Yellow topaz, - 

40. Blue topaz from Aberdeenshire, (double re¬ 
fraction) - _ _ 

Opal-coloured glass, - 

Balsam of Tolu, - 

Castor, - 


1.735 

1.729 

1.703 

1.661 

1.701 

1.700 

1.543 

1.695 

1.685 

1.668 

1.668 

1.665 

1.519 

1.664 

1.657 

1.652 

1.647 

1.644 

1.641 

1.638 

1.636 
1.635 
1.628 
1 626 


Muriate of ammonia, - 1.625 

45- Bluish topaz from Cairngorm, - - 1.624 

Guiacum, P „ „ 1.619 


i 
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Index of Refraction. 

* Flint glass, - * 

1.616 

Green-coloured glass, 

- 1.615 

Purple-coloured glass, 

1.608 

$ 0 - Flint glass, another kind, 

1.604? 

Red glass, supposed to have been an oriental 

ruby, - 

1.601 

Oil of anise seeds, 

1.601 

Beryl, - 

L598 

Balsam of Peru, 

1.597 

55. Flint glass, a third kind, 

1.596 

Gum ammoniac, 

1.592 

Tortoise shell. 

1.591 

Emerald, 

1.585 

Balsam of styrax, 

1.584 

60. Bottle glass, 

1.582 

Tartaric acid, j- double, 

greatest refraction, 1.575 
least refraction, 1.518 

Glass, pink-coloured. 

1.570 

Horn, - 

1.565 

Rock crystal, (double) 

1.562 

65. Amethyst, 

1.562 

Gum mastic, 

1.560 

Burgundy pitch, 

1.560 

Rosin, - - - 

1.559 

* The refractive powers of the different kinds of flint-glass 

fried by Boscovich, were 1.590, 

1.593, 1.594, 1.604, and 
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Index of Refraction. 

Chio turpentine, - 1.557 

70. Rock salt,.1.557 

Sugar, after being melted, - - 1.555 

Gum Thus, - 1.554 

Chalcedony,.1.553 

75. Sulphate of 1 ^ ^ ( greatest refraction, 1.552 

copper, j J (least refraction, 1.531 

Copal, - . 1.549, 

Canada balsam, 1.549 

Elemi, - - - 1.547 

Olibanum, - - 1.544 

80. Phosphoric acid, solid, ... 1.544 

Crown glass, - 1.544 

Gum juniper, - 1.538 

Selenite, double, greatest refraction, - 1.536 

Feldspar,. .536 

85. Crown glass, a different kind, - - 1.534 

Caoutchouc, - 1.534 

Oil of sassafras, - 1.532 

Glass, coloured, supposed to have been cinna¬ 
mon stone, - 1.530 

Balsam of capivi, - , 1.528 

90. Leucite, 1.527 

Plate glass, - 1.527 

Citric acid, - - 1.527 

Shell lac, - 1.525 

Gum myrrh,.1.524 

95. Gum Dragon,.1.520 
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Index of Refraction. 


Gum Arabic, , - - 1.512 

Sulphate of potash, - 1.509 

Oil of cummin, - - - 1.50S 

Stilbite,.1.508 

J 00. Nut oil,.1.507 

Oil of Pimento, - - - - _ 1 .507 

Oil of sweet fennel seeds, - 1.500 

Oil of Rhodium, - 1.505 

Balsam of sulphur, - 1.497 

105. Sulphate of iron, double, greatest refraction, 1.494 
Oil of angelica, - 1.493 

Oil of marjoram, - - 1.491 

Oil of caraway seeds, - - _ 1.491 

Castor oil, - - 1.490 

llO. Obsidian, - 1.4S8 

Oil of hyssop, - 1.487 

Oil of feugreck, - - 1.487 

Cajeput oil,.1.483 

Oil of almonds, - 1.4S3 

lJ5. Oil of savine, ----- 1.482 

Oil of penny royal, - 1.482 

Oil of lemon, ----- 1.481 

Oil of spearmint, - - - „ 1.481 

Oil of thyme, ----- 1.477 

120. Oil of dill seed, - 1.477 

Oil of turpentine, - 1.475 

Rapeseed oil, - - , _ 1.475 

Borax, - 1.475 
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Oil of juniper, . - 1.473 

125. Oil of brick, - - - - - 1.471 

Oil of Bergamot, - 1.471 

Oil of olives, - - - - - lSl70 

Spermaceti oil, - 1.470 

Oil of rosemary, - 1.469 

130. Oil of poppy, - 1.463 

Oil of lavender, - 1.457 

Oil of chamomyle, - - - - 1.457 

Oil of wormwood, - 1.453 

Hydrophosphoric acid, - - - 1.442 

135. Sulphuric acid, - 1.440 

Fluor spar, - - 1.436 

Oil of rhue, - - - - 1.433 

Nitric acid, - 1.406 

Nitrous acid, - 1.396 

140. Muriatic acid,.1.376 

Alcohol, - 1.374 

Oil of ambergrease, - 1.363 

White of an egg, t 1.361 

Jelly fish, {Medusa aquaria) - - 1.345 

145. Cryolite, - 1.344 

Salt water, - - 1.343 

Water, .. - 1.336 

♦Ice,.- 1.307 


* During the melting of the ice, the image which was for¬ 
merly seen through it with great distinctness, became quite i»- 
visible till the ice was completely converted into water. 
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CHAP. Ill, 

description of an Instrument far Measuring the 
Dispersive and Refractive Powers of Solid and 
Fluid Substances ,* with Remarks on the irration¬ 
ality of the coloured Spaces in different media; 
and a Table of the Dispersive Powers of various 
Rodies. 

A variable prism, or a prism in which the re¬ 
fracting angle can be varied at the pleasure of the 
observer, has been long regarded as one of the 
greatest desiderata in the science of optics.* 

Both Clairaut and Boscovich, two of the most 
distinguished writers on the subject of achroma¬ 
tic telescopes, have constructed and employed a 
Prismatic instrument of this kind, for measuring 
refractive and dispersive powers; but none of 
l bese contrivances possessed those requisites of 
simplicity and accuracy, which could alone recom- 

* Adhuc iamen (says Boscovich) et simplicius et utilius est 
prisma habeas angulum variabilem ex vitro. Videtur , sane pri- 
*0 aspectu impossible ejusmodi prisma , saltern satis idoneum. 
w pera, tom. i. p. 4 . 
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mend them to subsequent observers ; and we ac¬ 
cordingly find, that one of the latest writers 
upon this branch of optics, has varied the refract¬ 
ing angle of his prisms by the mere addition of 
prisms of a smaller size. 

The instrument employed by Clairaut, was no¬ 
thing ifiorc than a piano-cylindrical lens, in which 
different parts of the cylindrical surface formed 
different angles with the plane side of the lens- 
In transmitting a beam of light, however, through 
a round aperture on the curved superficies of this 
piano-circular prism, different portions of the 
beam fall upon it at different angles of inci¬ 
dence ; and hence arises a dispersion of the re¬ 
fracted rays, which confuses the prismatic spec¬ 
trum. In order to remedy this evil, P. Abat, an 
optician at Marseilles, suggested a very elegant 
construction, which, with some improvements, was 
adopted by Boscovich. He joined together W° 
of these piano-cylindrical lenses, one of which 
Was plano-convex, and the other plano-concave' 
The concave being placed upon the convex sur¬ 
face, and the one being moved upon the other? 
the angle of the two plane surfaces was obviously 
varied. The disadvantages of this construction 
arise from the difficulty of polishing two surfaces 
so as to fit each other with accuracy; from the 
reflections which take place at these surfaces» 
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fr°m the injury done to the surfaces by their mu- 
tual friction; and from the trouble of measuring 
varying angle of the refracting planes. 

The instrument which we propose to substitute 
,n the place of these contrivances, is completely 
^e from all the objections which we have men¬ 
ded. The principle of its construction is of 
most general nature, and is equally applies- 
to solid prisms, and to prisms consisting of a 
fluid included between two plates of glass. 

When we view the sun through a prism, the 
J Uiage of that luminary is an elongated coloured 
s Pectrum, pointing in the direction of its length 
to tlie sun itself. If the prism is turned round, 
* n a plane parallel to the plane which bisects the 
^acting angle, the coloured spectrum will like¬ 
wise turn round the real sun, keeping always at 
same distance from it, and preserving its co- 
° Ur and its elongated form. By this motion of 
f °tation, therefore, the refracting angle of the 
™*n is not varied with respect to the sun, as 
refraction and dispersion are precisely the 
in every part of its circular motion. From 
Vle Wing the subject in this manner, the particular 
^trivance which we are to describe has escaped 
e notice of all optical writers; and it never once 
° c ciirred to them, that the refracting angle of a 
may be actually varied, merely by giving it 
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a rotatory motion in the plane which bisects the 
refracting angle. * 

In order to explain this seeming paradox, let 
AO, BO, CO, DO, EO, &c. Plate X. Fig. 9. be a 
number of black lines forming equal angles, AOB» 
BOC, &c. and let them be viewed by a prism* 
having the common section of its refracting planes 
parallel to CG, or perpendicular to AE. Then* 
since the refraction is made in the direction EA» 
the line CG will be more tinged with colour a* 
its edges than any of the other lines, the red 
and yellow colour being on the right, and the 
blue and violet on the left of the line. The 
lines BF and DH will be tinged with less cO' 
lour, while the line AE will appear perfectly 
distinct, without the least degree of colour 
its edges. If the prism is now turned round 
in the plane which bisects the refracting angl 6 ’ 
till the common section of the refracting plan^ 5 
is parallel to DH, and perpendicular to BF, th e 
refraction will be made in the direction BF; th® 
line DH will be coloured in the same manner & 
CG was coloured before ; CG and AE will ha ve 

* The dispersion of any prism may also be corrected ^id 1 
another which produces less dispersion, by giving the latter &n 
angular motion in a plane perpendicular to the plane which b 1 
sects the refracting angle; but this method is attended with d> s 
advantages, which will prevent it from being put in practice* 
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the same colour that BF had formerly, while BF 
^ill be completely unaffected with colour. In like 
banner, by continuing to turn the prism in the 
s ame plane, till the common section of its refract- 
ln g surfaces is successively perpendicular to CG 
an d DH, the lines CG and DH will be altogether 
free of any prismatic tinge. Hence it follows, 
that in giving a rotatory motion to a prism in the 
Plane which bisects its refracting angle, there is al¬ 
ways one line in reference to which there is neither 
Refraction nor colour, and that this line is perpen¬ 
dicular to another line in which the refraction and 
c °lour are a maximum. While the prism, there- 
h>re, performs one-fourth of a revolution, its re¬ 
fracting angle may be considered as having varied 
from 0° to the real angle of its refracting sur¬ 
faces. Thus, in Plate X. Fig. 10. let ABCDE 
he a prism, ABCD one of its refracting surfaces, 
ADE its refracting angle, and CD the common 
Action of its refracting planes. From any point 
draw O 6 parallel to CD, and O d perpendicu- 
to O b. Then, it is obvious, that in the diree- 
the refracting angle of the prism may be 
Considered as O, while, in the direction O d, the 
* e fracting angle is equal to ADE ; and in any 
^termediate direction Oc, the refracting angle 
wi U be equal to Sifl. bOcX ADE, or Cos. cOd 
* ADE. 
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In applying this principle to the measurement 
of refractive and dispersive powers, it is necessa¬ 
ry to have a standard prism of flint-glass, or 
crown-glass, the refracting angle, and the refrac¬ 
tive and dispersive powers of which have been 
accurately determined. Another prism, comp 0 ' 
sed of two parallel planes of glass, but with a 
much smaller refracting angle, must also be con¬ 
structed for holding the different fluids that are 
to be subjected to examination. The second d 
these prisms must be fixed upon the ring OO, » l 
the end of the arm G of the goniometer, Plate iV- 
Fig. 2. or any other circular instrument with an 
open centre, so as to remain stedfast in that pO' 
sition. The standard prism must be fixed to th e 
ring at the centre of the circle AB, nearer th* 
eye of the observer, and in such a manner tha { 
the two prisms may refract in opposition, an^ 
that the index E may point to zero, (the scale be¬ 
ginning at 90°,) when the common section of th e 
refracting planes of the one is parallel to the cofl 1 ' 
mon section of the refracting planes of the other 
In this situation, the greatest refracting angle 0 ^ 
the one is exactly opposed to the greatest re- 
fracting angle of the other. Let the common se c ' 
tion of the refracting planes be in a vertical li* 1 ®' 
and let the observer view through the combing 
prisms, awell defined and straight vertical line 
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Plate XI. Fig. 1. upon a light ground, like the bar 
°f a window seen against the sky. Since the re¬ 
daction of the standard prism is supposed to be 
greater than that of the fixed prism, the refract¬ 
ed image A'B' of the object AB will appear se¬ 
parated from the object AB. Let the standard 
prism, therefore, be turned round by means of the 
finger screw Q, till the refracted image A'B' 
eomes into the position a b, and coincides exactly 
With the object AB, and let the degrees and mi¬ 
nutes pointed out by the index be carefully mark¬ 
ed. Then, if A be the greatest angle of the 
standard prism, and M the arch pointed out by 
the index, we shall have Sin. MxA for the re¬ 
dacting angle of the prism, when the direct and 
refracted images were coincident. Since the re¬ 
dacting angle, therefore, of both prisms, and the 
refractive power of the standard prism, are known, 
the refractive power of the substance included in 
the fixed prism may easily be found, from the for¬ 
mulae to be given in this Chapter. 

If the sides of the rectilineal object AB are 
completely free from colour when the coincidence 
takes place, then the standard prism has the same 
dispersive power as the substance in the fixed 
Prism, provided their refractive power be the 
s ame; for, at the same angle of refraction, the 
dispersion of the fixed prism is exactly corrected 
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by that of the standard prism. If the sides of the 
object, however, are tinged with colour, turn round 
the standard prism in the same direction as before, 
and if the colour increases, the dispersive power 
of the fixed prism exceeds that of the standard 
one; if, on the contrary, the colour diminishes, 
the dispersive power of the standard prism ex* 
ceeds that of the fixed one. In order to find the 
real dispersive power of the fixed prism, turn the 
standard prism till the vertical line is completely 
free from colour, and let m be the angle pointed 
out by the index. The refracting angle of the 
standard prism, which corrects the colour of the 
fixed prism, will then be Sin. m X A, from which 
the dispersive power of the substance contained 
in the fixed prism may be readily deduced. I# 
these experiments, the fixed prism must be placed 
in such a position with respect to the object AB, 
that a line joining the object and the prism may 
be perpendicular to the first refracting surface, 
which may be easily effected by the most simple 
contrivances. By this means, the incident ray 5 
will suffer no refraction at the first surface, and 
the formulae for finding the refractive and disper-* 
sive powers of the fixed prism, will be much less 
complicated than if the refraction at the first sur¬ 
face had been introduced. The following formula- 
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^hich are very simple, are nearly the same with 
those which were given by Boscovich. 

formula for finding the Refractive and Dispersive 
Powers of the Fixed Prism. 

^ngle of the fixed prism. a 

^ngle of the variable prism, (or Sin, M x A', A' 
being the refracting angle of the variable 
prism,) by which the refraction of the fixed 

prism is corrected. . 

^ngle of the variable prism (or Sin. mx A') 
which corrects the dispersion of the fixed 
prism . * 

Wex of refraction of the fixed prism . . . R 

^dex of refraction of the variable prism . r 
The portion of the mean refraction to which 
the dispersion is equal. d R, rf r 

^he dispersive power of the fixed prism D= — 

Ti ^— 1 

4 hen for the refractive power we shall have 

Sin.^Zi = ®i2^E5. 

K 

•*v sine of a —x being found from this formula, 

sine of x may be easily found. We shall then 
have 
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__ r x Sin. x 
Sin.A ' 

When the prisms do not differ much from each 
other in refractive power, such as prisms made of 
different kinds of glass, the following more simple 
formulae may be used. Thus make 

p=a —A; and g=p — ~ f then 
R = r+ r Sin. q Cot. A. 

In order to find the dispersive power of the fixed 
prism, we have 

Sin. x' = ^ x Sin. A; 

and when x r is thus found, we have 

dR__ R _ 

dr ~ r xTang. *— x 1 x Cot. x + J, 

R _ 

dR =dr x — x Tang. *— x r x Cot. af+l 9 an<l 
R _ 

dr x — X Tang.«— x' x Cot. x' 4.1 

D =_T___ 

R—1 

It being the index of refraction for the mean re' 
frangible rays, d R is a part of the whole refrac¬ 
tion, and is always equal to the difference b e ' 
tween the index of refraction for the first red 
ray, and the index of refraction for the last vio r 
let ray. 
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In measuring the dispersive powers of different 
kinds of flint or crown glass, by means of a stan¬ 
dard prism of the same glass, or in every case 
where R is nearly equal to r, we have x'=A ; and 
therefore the formula may be greatly simplified, 
and will then become 

^ _ dr x Tang, a —A x Cot. A + I 
D- rZ-1 • 

If it should happen, that the fixed prism con¬ 
tained a substance of such a high refractive or 
dispersive power, that the greatest angle of the 
standard prism was incapable of correcting its re¬ 
fraction and dispersion, the standard prism may 
then be fixed in the place of the other, while the 
°ther prism has its refracting angle reduced by a 
r otatory motion, till it corrects the refraction and 
dispersion of the standard prism. 

As the maximum angle of both the prisms may 
be determined with the utmost accuracy, and as 
the scale * for measuring the variation of the re¬ 
tracting angle of the standard prism is sufficient¬ 
ly large to ascertain the most minute changes, 
the accuracy of the results must depend princi- 

* The magnitude of the scale evidently increases as the 
Maximum angle of the prism diminishes. If the maximum 
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pally upon the precision with which the coined 
dence of the images* and the complete correction 
of colour, are observed. In order to increase the 
accuracy of these observations, the goniometer 
containing the two prisms might be placed before 
the object-glass of a small telescope, through 
which the observer must examine the object AB> 
and its fringes of colour. By this means the 
fringes will be greatly magnified, and the posi¬ 
tion of the standard prism when the refracted 
image of AB is perfectly achromatic, will afford 
a measure of the angle to which it has been re¬ 
duced. If there should be any incorrected colour 
in the telescope itself, it may be easily distin¬ 
guished from the colour produced by the prisms ; 
but as the aperture of the object-glass must be 
necessarily very small, and as the magnifying 
power does not require to be great, this incorrect¬ 
ed colour can never be of any consequence. 

Dr Blair, in his ingenious paper on the Unt' 
qual Ref Tangibility of Light , has maintained, af¬ 
ter Clairaut and Boscovich, that the proportion 
of the coloured spaces varies with the diff e " 

angle is 20°, we have an arch of 90° as a scale to measure th* 
variation of the refracting angle from 0° to 20°; whereas, if thc 
maximum angle is only 5®, we have an arch of 90° to meas^ 
the variation from 0° to 5°. 
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re nt substances that are employed, and therefore 
a complete correction of colour cannot be effect- 
e d by two media of different dispersive powers. 
*^his singular fact has been controverted by 
Wollaston, who found, in all the substances 
^hicli he tried, that the coloured spaces had 
same proportion to each other in similar po¬ 
sitions of the prism. * Dr Blair, we have rea- 

* When Boscovich observed, after Claimant, the irrationality 
the coloured spaces in the prismatic spectrum formed by diffe¬ 
rent substances, he was very unwilling to acquiesce in such a sin¬ 
gular result, without the most satisfactory evidence. Suspecting 
that there was some source of error in his experiments, he re¬ 
peated them with the greatest caution, and calculated the magni¬ 
tude of the errors which might arise from the particular circum¬ 
stances of the experiment. He at last admitted the irrationa¬ 
lly of the coloured spaces as a fact demonstrated by incontro¬ 
vertible experiments, and has shewn how three of the colours 
in the spectrum may be corrected in achromatic telescopes. The 
same opinion was admitted, upon the evidence of experiment, 
by our celebrated countryman, the late Dr John Robison. To 
those, however, who may think that Dr Wollaston’s opinion 
is founded on more direct evidence, we propose the following 
Experiment as decisive of the question. Take a prism of oil 
cassia, and another of crown glass, and vary the angle of the 
°Ue which produces the greatest degree of colour, till the trans¬ 
mitted light is as achromatic as possible. In this position, the 
quantity of uncorrected colour is so very great, that it cannot be 
Escribed to any other cause than to an inequality in the corre- 
s ponding spaces of the spectra formed by the crown glass and 
*be oil of cassia. See Book V. Chap. I. where this subject will 
treated at considerable length. 
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son to know, ascribes the results obtained by 
Dr Wollaston to his not having used lenses, in 
which the uncorrected colour, by being great¬ 
ly magnified, is rendered more apparent than 
when prisms alone are used; but in the course of 
my experiments upon dispersive powers, I have 
observed the uncorrected colour in the form of 
green and wine-coloured fringes,even with prisms; 
and I have perceived them in many substances 
which were not examined either by Boscovich or 
Dr Blair. When the dispersive power, therefore, 
of substances in which this irrationality exists, is 
measured by the preceding method, the appear¬ 
ance of the green and wine-coloured fringes will 
mark the position of the standard prism, which 
corrects the dispersion of the substance under ex¬ 
amination. 

The subject of dispersive powers has, till with¬ 
in these few years, been investigated merely for 
the purpose of discovering achromatic combina¬ 
tions for the improvement of the telescope. The 
dispersions of two or three different kinds of glass, 
and of a few fluids, were numerically ascertain' 
ed; but no attempt was made to consider the sub¬ 
ject in a general manner, or to investigate it as a 
separate branch of science, exhibiting the most 
curious results, and unfolding new properties of 
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transparent bodies. Dr Wollaston had the ho¬ 
nour of beginning this important inquiry : and 
determined the order of dispersive powers for 
^ substances, without, however, giving any nu¬ 
merical estimate of their magnitude. By means 
the instrument which has been briefly describ- 
e d» I have ascertained, in numbers, the dispersive 
powers of more than a hundred transparent sub¬ 
stances, the greater part of which were never 
Wore examined; and I have obtained many re¬ 
mits of a most unexpected and singular kind, 
^ut before I proceed to explain these results, it 
be necessary to give a more particular account 
the method by which they were obtained. 

The instrument which was employed in these 
e *periments, is represented in section in Fig. 2. 
of Plate XI. The circular head AB, similar to 
l hat which appears in Fig. 1. Plate VI. is divid¬ 
ed into 360 degrees; and has a tubular shoulder, 
e> e > which moves upon the tube dd'dd'. Upon 
tube d d, d d is fixed another small tube, that 
^rries the arm d c, on the circumference of which 
18 the vernier scale for subdividing the degrees 
0ri the circular head. The extremity dd of the 
tu be d d\ d d' is fixed into the stand CD, and 
u Pon its other extremity d d', which terminates 
111 a ring, is fixed the prism tn, whose dispersive 
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power is required. The standard prism n, ha¬ 
ving such a refracting angle as to produce a great¬ 
er dispersion than that of m, is fastened to a tube 
fg, shewn separately in Fig. 3. which screws upon 
the outer surface of the shoulder e e>. It is obvi¬ 
ous, from the preceding description, that when 
the circular head AB is turned round, the tube 
fg, with the standard prism n , will be carried 
along with it, while the vernier c and the other 
prism m remain stationary ; and if the inner sur¬ 
faces of the two prisms were parallel to ead 1 
other, and perpendicular to the axis of motion* 
in any given position of the circular head, th> s 
parallelism will be preserved in every other p° 4 
sition. 

A horizontal bar, AB * Fig. 4. about three & 
four inches broad, and having its sides perfectly 
straight and parallel, is stretched across the win' 
dow, so as to be exactly perpendicular to a plur^ 
line CD suspended from the top of the window 
The instrument is then placed at a convenient 
distance from the bar, and in such a position* 
that a line joining the eye of the observer 
O, Fig. 2. and the centre of the bar at E, Fig* ^ 

* If AB were a rectangular luminous space, placed on * 
dark ground, it would answer the purpose equally well. 
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may b e perpendicular to the anterior surface of 
the prism m , and to the bar AB. When this ad¬ 
justment is made, the whole of the instrument is 
turned round in the tube which forms the top of 
the stand, till the common section of the refrac- 
ting surfaces of the prism m is perpendicular to 
*, and it is fixed in this position by the screw 
a t s. If the bar AB be now viewed through the 
Prism m, the lower side of it will be bordered 
' Vlt h red and yellow, and the upper side with 
blue and violet; but after the tube f g, with the 
8 tandard prism n, is screwed upon the shoulder 
e e', so as to refract in opposition to m 9 with the 
common section of its planes turned upwards, 
Uud perpendicular to CD, the red and yellow 
fringes will appear on the upper side of AB, while 
*he blue and violet fringes occupy its lower side, 
°U account of the superior dispersion produced by 
the standard prism. In order to diminish the re¬ 
fracting angle of the prism w, turn round the cir¬ 
cular head AB towards the right hand, the eye 
Continuing to observe the image of the bar AB 
4. and the coloured fringes will gradually di¬ 
minish. As soon as the fringes vanish, and the 

* This adjustment may be easily made, by observing when 
the image of CD, seen hrough the ‘prism, is coincident with 
when seen directly by the other half of the pupil. 
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bars appear completely free from colour, mark 
the degree and minute of the circular head which 
is indicated by the vernier. Turn the circular 
head towards the left hand, till the fringes again 
disappear, and mark the degree and minute point¬ 
ed out by the index. Then if <p be the arch com¬ 
prehended between these two positions, and B 
the angle of the standard prism n , the refracting 
angle «, to which this prism has been reduced in 
order to correct the dispersion of the prism nh 
will be obtained from the following formula, viz- 

« = Cos. g X B- * 

Thus if the prism m has an angle of 24° 39', and 
contains water, and if n is a prism of flint glass* 
we shall have <p = 156° when B is equal to 41° 1 Inl¬ 
and consequently * = Cos. 78° X 41° 11' = 8° 34* 
that is, a prism of flint glass of 8° 34' correct* 
the dispersion of a prism of water of 24° 39 - 
Hence, if the refractive power of water is known* 
and also the refractive and dispersive powers <£ 
flint glass, the dispersive power of water may 
easily determined from the formula in page 299* 
As an example of this calculation, we shall tak c 

* In order to save the trouble of dividing the arch by 
the divisions on the limb might be numbered only to 180 W 
stead of S60°. 
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the case of water and flint glass, which has been 
treacly mentioned. 

Angle of the prism of water - 

24° 39' = A 

Angle of the prism of flint glass 
Reduced angle of the prism of 
flint glass, which corrects the 

41° 11' = B 

dispersion of the prism of water 
Refractive power of the prism of 

8° 34' = * 

flint glass - 

1.616 = r 

Refractive power of water 
^he portion of the mean refrac¬ 
tion of flint glass to which the 

1.336 = R 

dispersion is equal 

0.0320 -dr 


R = 1.336 . Log. 0.125806 
T = 1.616 . Log. 0.20844.1 


— - - 9.917365 

r 

Sin. A = 24° 39' 9.620213 


SIh. x' — 20° 10' 9.537578 
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Cotangent of x' 

10.435017 

Tangent of * — x' 

9.312327 

— 0.5589 

9.747344 

+ 1. 


.4411 

9.644537 


9.917365 

X dr 

8.505150 

d R =0.0117 

8.067052 

R—1 =.336 

9.526339 

^=0.0347 

8.540713 


Hence it appears, that the dispersive power of 
water is 0.0347.* 

When a fluid is included in the prism m , A 
must necessarily be confined between two plates 
of glass, and therefore there are no fewer than si* 
refractions before the incident rays reach the ey e 
of the observer. The indistinctness and loss 
light which is, to a certain extent, occasioned b 1 
the refractions and reflections that take place & 

* Another observation upon water, with a different prism 
d R 

flint glass, makes dR = 0.0119; and y= 0.0352. 


e HAP. HI. 


DISPERSIVE POWERS. 


309 


these different surfaces, may in a great measure be 
removed by the contrivance represented in Fig. 5. 
Plate XI. where AB is the circular head, m the 
hxed prism, and no a piece of parallel glass, of a 
rectangular form, which is moveable round r in a 
frame at the extremity of the bent arm rst. The 
lengths rn, ro are unequal; so that when the 
piece of glass is turned round to make the end o 
fall upon the prism m , it may form a different angle 
with the surface. The fluid is in some cases pre¬ 
served between the prism m , and the plate of glass 
n o, by capillary attraction, and it keeps its position 
even when the arm r st, and the piece of glass 
71 o, are moved round along with the circular head 
AB. By this means we get rid of two refrac¬ 
tions, and of any small error that might arise 
from a want of parallelism between the interior 
surfaces of the prism. There are some inconve¬ 
niences, however, in this contrivance, which have 
prevented me from making frequent use of it. 

By these methods, the dispersive powers of all the 
substances contained in the following Table, have 
Wn carefully measured and computed. The 

first column contains the values of , which is 

the natural measure of the dispersive power; and 
the second column contains the values of dR, or 
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the part of the whole refraction to which the dis¬ 
persion is equal. 

The different dispersive powers comprehended 
in the Table# vary from 0.022, the dispersive power 
of cryolite, to 0.400, the estimated dispersive power 
of the greatest refraction of chromate of lead;—an 
interval of surprising magnitude, and particularly 
interesting, when we recollect that both Newton 
and Euler considered all transparent bodies as 
possessing the same powers of dispersion. 

The substances at the head of the Table, be¬ 
tween the dispersive powers of 0.0128 and 0.400, 
have never before been the subject of experiment, 
and present us with results of unexpected magni¬ 
tude. Chromate of lead, realgar, and phospho¬ 
rus, which are included within these limits, might, 
from their chemical properties, be supposed to 
possess a great degree of dispersion; but the oil 
of cassia, which exceeds even phosphorus in dis¬ 
persive power, and stands far above every animal 
or vegetable product, exerts a most surprising 
power in separating the extreme rays, and in¬ 
dicates the existence of some ingredient which 
chemical analysis has not been able to detect. 

In comparing the refractive and dispersive 
powers of transparent bodies, it is difficult to dis* 
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cover any general principle, upon which these pro¬ 
perties depend. 

In the two simple inflammable substances, sul¬ 
phur and phosphorus, and in the metallic salts, a 
high refractive density is accompanied with a 
high power of dispersion. 

In the precious stones, on the contrary, a great 
refractive power, exceeding that of flint glass, is 
attended with a dispersive power generally much 
lower than water. 

The dispersive powers of the resins, gums, oils, 
and balsams, greatly exceed that of water, and 
correspond in some measure with their powers 
of refraction. 

The different kinds of glass coloured with metals 
have a higher dispersive as well as a higher re¬ 
fractive power than flint glass. 

The muriatic, the nitric, and the nitrous acids, 
have dispersive powers considerably above water; 
While the sulphuric, the phosphoric, the citric, 
and the tartaric acids, which surpass the former in 
Refractive density, possess very inferior powers of 
dispersion. 

Fluor spar and cryolite, the only minerals in 
Miich fluoric acid is a principal ingredient, have 
the lowest dispersive powers of all bodies, and 
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the lowest refractive powers of all solid sub¬ 
stances.* 

The most singular result, however, which is 
contained in the following Table, relates to the 
dispersive powers of doubly refracting substances. 
The first experiment which I made upon these 
crystals, was to determine the dispersive power 
of Iceland spar, and from a cause merely acciden¬ 
tal, I corrected the colour of the least refraction. 
The result thus obtained was 0 . 026 , considerably 
below water, which stands at 0.035 of the scale; 
and upon comparing it with the place assigned to 
Iceland crystal by Dr Wollaston, I was surprised 
to find that he placed its dispersive power very 
considerably above water, and even above dia¬ 
mond. This unexpected difference between the 
two measures, induced me to repeat the experi¬ 
ments, not only with other prisms of the Iceland 
spar, but also with other standard prisms of flint 
and crown glass. These new results served only 
to confirm the accuracy of the first experiment, 
and to strengthen my suspicion that Dr Wollas¬ 
ton had committed some mistake. As this rea*? 
soning, however, was founded on the assumption 

* The topaz, which contains from 17 to 20 parts of fluoric 
acid, has a dispersive power nearly as low as fluor spar; but, 
like the other precious stones, it has a great power of refraction. 
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w hich both Dr Wollaston and I had made, that 
the spar had only one dispersive power, I resolved 
to measure the dispersive power of the extraor¬ 
dinary refraction. This new value having turn¬ 
ed out to be greater than that of water, I imme¬ 
diately saw that Dr Wollaston had measured the 
c olour of the greatest refraction, while I had 
Measured the colour of the least; and that this 
^markable mineral, which had so long perplexed 
Philosophers by its double refraction, possessed 
the no less extraordinary and inexplicable pro- 
Perty of two dispersive powers. In subjecting to 
lamination other crystals that afforded double 
^Hages, such as carbonate of strontites, carbonate 
lead, and chromate of lead, I found that every 
s ^parate refraction possessed a separate dispersive 
Power. This general law, though not repugnant 
to any optical phenomena, is still of such a na- 
tu re, that it could not have been inferred a priori 
fr °m any relation which is known to subsist be¬ 
tween the refractive and dispersive powers. No 
Poi’son, indeed, has even conjectured, that a 
double dispersive should accompany a double re¬ 
active power;* and if we were to reason in this 

• * In * Table of refracting powers, published by Mr Cavallo 
^his Elements of Natural Philosophy, he has added, from 
s - erent authors, a numerical estimate of the dispersion, or dis- 
f^tion, as he calls it, of a very few substances, and for each 
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case from an analogy founded on experiment, a 11 
analogy, too, which is by no means remote, w e 
should certainly conclude, contrary to the facb 
that the greatest refractive power would be ac¬ 
companied with the least power of dispersion- 
In all the minerals in which a metal is the prin¬ 
cipal ingredient, those which have the great¬ 
est refractive density, have also the greatest 
faculty of producing colour; while in all the p* e ' 
cious stones a high refractive power is attended 
with a low power of dispersion. This remarkable 
property of a double dispersion, therefore, is con¬ 
trary to the general results indicated by exper 1 ' 
ment; and though it appears to exclude some <$ 
the theories by which a double refraction ha* 
been explained, it certainly adds another t0 
those numerous difficulties with which philosophy 
has yet to struggle, before she can reduce to * 
satisfactory generalisation the anomalous and 
pricious phenomena which light exhibits in i ts 
passage through transparent bodies. 

refraction of the Iceland spar, he has given a separate meastf* 
of its dispersion. These, however, are not measures of its 
dispersive powers, as will be perfectly obvious by inspect* 1 # 
the Table, but merely of the quantity of colour produced 
each refraction, which is of course proportioned to the refr® c 
tions themselves;—in the same manner as two prisms of 
glass, with different angles, have two dispersions, though ^ 
dispersive pon-er of both is the same. 


A 
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Table of the Dispersive Powers of various 
Substances ;* 

Dispersive Part of the whole 
power or refraction to 
values of which the dis- 

Names of the substances. <*R persion is equal, 

R — 1 or values of <1 R. 

t^hromate of lead (greatest refraction) 
estimated at , 

^romate of lead (greatest refraction) 

**uist exceed .... 

Realgar, a different kind, melted . 

* Chromate of lead (least refraction) 

Vulgar, melted .... 

of cassia .... 

Sulphur after fusion . 

7$<>8phorus .... 
balsam of Tolu 

* The substances in the Table marked with an asterisk, are 
”° s e which Dr Wollaston has examined in determining the 

of their dispersive powers. 

+ This estimated value of the dispersive power of the second 
Action of chromate of lead, is founded on the following ob- 
J^ation. A prism of oil of cassia, whose refracting angle is 
docs not nearly correct the dispersion of the greatest 
^ Action of a prism of chromate of lead, whose refracting angle 
9° 16'. The uncorrected colour is not much inferior to the 


0.400 

o 

Q 

) 

0.296 

0.570 

0.267 

0.394 

0.262 

0.388 

0.255 

0.374 

0.139 

0.089 

0.130 

0.119 

0.128 

0.155 

0.103 

0.065 


*hole 


colour produced by the least refraction. 


^ + This value is obtained from the following observation: 
Co of oil of cassia, with a refracting angle of 39° IS', 
c ^ ects the dispersion of the least refraction of a prism of 
°biate of lead, having a refracting angle of 9° 16'. 
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Balsam of Peru .... 

0.093 

0.058 

Carbonate of lead (greatest refraction) +0.091 

+0.091 

Barbadoes aloes .... 

0.085 

0.058 

Oil of anise seeds 

0.077 

0.044 

Balsam of styrax 

0.067 

0.039 

♦Guiacum .... 

0.066 

0.041 

Carbonate of lead, (least refraction) 

0.066 

0.056 

Oil of cnmmin .... 

0.065 

0.033 

Gum Ammoniac 

0.063 

0.037 

Oil of Barbadoes tar 

0.062 

0.032 

Oil of cloves .... 

0.062 

0.033 

Green coloured glass' . 

0.061 

0.037 

Sulphate of lead .... 

0.060 

0.056 

Deep red glass .... 

0.060 

0.044 

♦Oil of sassafras . 

0.060 

0.032 

Opal coloured glass 

0.060 

0.038 

Rosin. 

0.057 

0.032 

Oil of sweet fennel seeds 

0.055 

0.028 

Oil of spearmint 

0.054 

0.026 

Orange coloured glass 

0.053 

0.042 

Rock salt . 

0.053 

0.029 

Caoutchouc .... 

0.052 

0.028 

Oil of Pimento . 

0.052 

0.026 

♦Flint glass .... 

0.052 

0.032 

Deep purple glass 

0.051 

0.031 

Oil of angelica 

0.051 

0.025 

Oil of thyme .... 

0.050 

0.024 

Oil of feugreck 

0.050 

0.024 

Oil of wormwood 

0.049 

0.022 

Oil of pennyroyal 

0.049 

0.024 

Oil of caraway seeds 

0.049 

0.024 
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Oil of dill seeds 

0.049 

0.023 

Oil of bergamot . 

0.049 

0.023 

tFlint glass 

0.048 

0.029 

Ohio turpentine 

0.048 

0.028 

Gum thus 

0.048 

0.028 

Oil of lemon 

0.048 

0.023 

Flint glass 

0.048 

0.028 

Oil of juniper 

0.047 

0.022 

Oil of chamomile 

0.046 

0.021 

Gum juniper 

0.046 

0.025 

Carbonate of strontites 

(greatest refrac- 


tion) 

0.046 

0.032 

Oil of brick 

0.046 

0.021 

Nitric acid 

0.045 

0.019 

Oil of lavender 

0.045 

0.021 

Balsam of sulphur 

0.045 

0.023 

Tortoise shell 

. . . 0.045 

0.027 

Horn 

0.045 

0.025 

*Canada balsam 

0.045 

0.024 

Oil of marjoram 

0.045 

0.022 

Gum olibanum 

0.045 

0.024 

Nitrous acid 

0.044 

0018 

Cajeput oil 

. . . 0.044 

0.021 

Oil of hyssop 

0.044 

0.022 

Oil of rhodium 

0.044 

0.022 

Fink coloured glass 

0.044 

0.025 

t The dispersive power of the different kinds of flint glass 

tried by Boscovich, varies from 0.0457 to 0.0525. 

Dr Robi- 


s on informs us, that he examined, with great care, a parcel of 
flint glass, whose dispersive power was 0.038. We suspect 
that he has committed some mistake in the reduction of his 
^periments. 
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Oil of savine 

0.044 

0.021 

Oil of poppy 

0.044 

0.020 

♦Jargon, (greatest refraction) . 0.044 

0.045 

Muriatic acid 

0.043 

0.016 

•Gum copal 

0.043 

0.024 

Nut oil 

0.043 

0.022 

Burgundy pitch 

0.043 

0.024 

•Oil of turpentine 

0.042 

0.020 

Oil of rosemary . 

0.042 

0.020 

Feldspar 

0.042 

0.022 

Glue . 

0.041 

0.022 

•Balsam of Capivi 

0.041 

0.021 

♦Amber 

0.041 

0.023 

Oil of nutmeg 

0.041 

0.021 

Stiibite 

0.041 

0.021 

Oil of peppermint 

, . . 0.040 

0.019 

Spinelle ruby 

0.040 

0.031 

•Calcareous spar, (greatest refraction) 0.040 

0.027 

Oil of rapeseed 

0.040 

0.019 

Bottle glass 

0.040 

0.023 

Gum Elemi 

0.039 

0.021 

Sulphate of iron 

0.039 

0.019 

♦Diamond . 

. . . 0.038 

0.056 

Oil of olives 

0.039 

0.019 

Gum mastich 

: 0.038 

0.022 

White of an egg 

0.037 

0.013 

Oil of rhue 

0.037 

0.016 

Gum myrrh 

0.037 

0.020 

Beryl . 

0.037 

0.022 

Obsidian * 

. , . 0.037 

0.016 
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Ether. 

0.037 

0.012 

* Selenite. 

0.037 

0.020 

*AIum ..... 

0.036 

0.017 

Castor oil .... 

0.036 

0.018 

Sulphate of copper 

0.036 

0.019 

§*Crown-glass, very green . 

0.036 

0.020 

Gum Arabic .... 

0.036 

0.018 

Sugar after being melted and cooled 

0.036 

0.020 

Jelly fish, body of, (Medusa JEquorea) 

0.035 

0.013 

Water. 

0.035 

0.012 

Aqueous humour of a haddock’s eye 

0.035 

0.012 

fVitreous humour of do. 

0.035 

0.012 

Citric acid .... 

0.035 

0.019 

Hubellite . 

0.035 

0.027 

I-eucite ..... 

0.035 

0.01S 

Epidote ..... 

0.035 

0.024 

Garnet • 

0.033 

0.027 

Eyrope ..... 

0.033 

0.026 


§ The dispersive power of the different kinds of common 
glass (strass), tried by Boscovich, varies from 0.0330 to 0.0346. 
■t>r Robison found the dispersive power of some crown glass 
made at Leith, so low as 0.027. 

+ I was very anxious to ascertain the dispersive power of the 
exterior and interior part °f the crystalline; but I found this 
quite impracticable, from the impossibility of finding any por¬ 
tion of it of an uniform refractive power. Owing to the gradual 
‘^crease of its refractive density towards the centre, a distinct 
image could not be perceived through any part of it ; and upon 
attempting to convert into a prism the whole of the lens, which 
*as about .32 of an inch in diameter, I found that, though 
Alined between two parallel planes of glass, it had a focal 
kngth of .85 of an inch, and therefore could not be employed 
f 0r this purpose. 
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Chrysolite . 

0.033 

0.022 

Crown glass .... 

0.033 

0.018 

Oil of ambergrease 

0.032 

0.012 

Oil of wine . 

0.032 

0.012 

Phosphoric acid, solid prism 

0.032 

0.017 

•Plate glass .... 

0.032 

0.017 

•Sulphuric acid . . . 

0.031 

0.014 

Tartaric acid .... 

0.030 

0.016 

Borax ..... 

0.030 

0.014 

Axinite. 

0.030 

0.022 

♦Alcohol ..... 

0.029 

0.011 

♦Sulphate of barytes 

0.029 

0.019 

Tourmaline .... 

0.028 

0.019 

Carbonate of strontites, (least refraction) 

0.027 

0.015 

♦Hock crystal .... 

0.026 

0.014 

Emerald ..... 

0.026 

0.015 

Calcareous spar, (least refraction) • 

0.026 

0.016 

Blue sapphire . 

0.026 

0.021 

Bluish topaz from Cairngorm 

0.025 

0.016 

Chrysoberyl .... 

0.025 

0.019 

Blue topaz, from Aberdeenshire, • 

0.024 

0.025 

Sulphate of strontites 

0.024 

0.015 

* Fluor spar ..... 

0.022 

0.010 

Cryolite . 

0.022 

0.007 


In the course of my experiments on refractive 
and dispersive powers, I have been under great 
obligations to Sir George Mackenzie, Bart. P*9' 
fessor Jameson, and Thomas Allan, Esq. who 
furnished me with many minerals which I could 
not otherwise have obtained. 
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The dispersive powers of transparent bodies 
might be deduced from another method of obser¬ 
vation, which, though not equal in accuracy to 
that which has been described, may, under parti¬ 
cular circumstances, be deserving of attention. 

When we look through a prism at a horizontal 
bar, it is tinged on one side with red and yellow, 
and on the other side with indigo and violet. If 
the angle subtended by the bar is considerable, a 
dark space will intervene between the violet and 
the red; but if the angle subtended by the bar is 
diminished by viewing it at a greater distance, 
this dark interval likewise diminishes, and as soon 
as it vanishes, the visible extremity of the red 
comes in contact with the visible extremity of the 
violet. The contact of these colours is indica¬ 
ted by the commencement of a pink fringe. The 
distance therefore between the bar and the eye 
of the observer, will afford a measure of the dis¬ 
persive power, when the angle of the prism and 
its refractive power are determined. If it should 
be thought convenient to make the observations 
at a constant distance from the bar, the angle 
of the prism may be varied by the method already 
described, till it produces the pink fringe at the 
union of the red and violet. 


x 
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CHAP IV. 

On the New Properties impressed upon Light by its 
transmission through Diaphanous Media, and by 
its reflection from the polished Surfaces of opaque 
and transparent Bodies. 

Although the subject of this Chapter does not 
involve the description of any instrument, and is 
therefore not strictly connected with the present 
work, yet, as it forms a branch of the same en¬ 
quiry with the subject of refractive and dispersive 
powers, and particularly with that of double re¬ 
fraction, I hope it will not be considered either 

as an unimportant or uninteresting digression. 

There is, perhaps, no subject within the whole 
range of physical science, which presents such 
singular and capricious results as that of double 
refraction ; and there is certainly none upon which 
the genius and industry of philosophers have been 
so fruitlessly expended. From the time of Bai 
tholinus and Huygens, who first observed the ac¬ 
tion of Iceland spar upon light, to the beginning 
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of the 19th century, it has exercised the abilities 
of the most eminent mathematicians, and yet du¬ 
ring this vast interval it has scarcely been en¬ 
riched with a single fact; no explanation, that 
could be listened to for a moment, has ever been 
proposed, nor has it received the smallest aid 
from collateral enquiries. Even Newton and La¬ 
place have retired without laurels from the ardu 
ous research; and had not a discovery of a most 
unexpected nature given a new form and charac¬ 
ter to the investigation, it might have long re¬ 
mained among the impenetrable secrets of Na¬ 
ture. 

That the experiments and reasonings which are 
to occupy this Chapter, may be readily under¬ 
stood by those who are not familiar with the sub¬ 
ject, I shall endeavour to give a short and perspi¬ 
cuous view of the phenomena of double refrac¬ 
tion, and of the new modification of light which 
has been recently discovered by Malus. 

If a ray of light fall upon one of the surfaces of 
a rhomboid of Iceland crystal, or calcareous spar, 
a ud is transmitted through the opposite surface, 

is separated into two pencils, one of which pro- 
Ce eds in the direction of the incident ray, while 
*he other forms with it an angle of 6° 16'. The 
* lr st of these pencils is said to experience the usual 
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or ordinary refraction, and the other the unusual 
or extraordinary refraction. Hence, if the hurt 1 
nous object from which the ray of light proceeds 
is looked at through the crystal, two images of d 
will be distinctly visible, and will continue so 
even when the rhomboid is turned round the a% is 
of vision. If another rhomboid of Iceland spar is 
placed behind the first, in a similar position, the 
pencil which suffered the ordinary refraction fro 111 
the first rhomboid will suffer the same refraction 
by the second, and the pencil that experienced th 
extraordinary refraction from the first will exp c 
rience only the extraordinary refraction from th c 
second,—none of the pencils being separated into 
two as before. . But if the second rhomboid lS 
turned slowly round, while the first remains sta¬ 
tionary, each of the pencils begins to sepaiat' 
into two; and when the eighth part of a revolu 
tion is completed, the whole of each of the pencil 
is divided into two portions. When the fourth P alt 
of a revolution is finished, the pencil refracted 1,1 
the ordinary way by the first crystal will be rC 
jracted in the extraordinary way only by the se 
cond, and the pencil refracted in the extraonl 1 
nary way by the first, will be refracted in the 0r 
dinary way only by the second, so that the l° l1 
pencils will be again reduced to two. At the en 
of §, and l of a revolution, the same phe llJ 
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mena will be exhibited as at the end of \ part of 
a revolution. At the end of 2 of a revolution, the 
same phenomena will be seen as at the first posir 
lion of the crystals; and at the end of f of a re- 
v olution, the same phenomena will be exhibited 
as at the end of * of a revolution. 

If we now look at a luminous object through 
Ihe two rhomboids, we shall, at the commence¬ 
ment of the revolution, see only two images, viz. 
°ne of the least and one of the greatest refracted 
images. At the end of £ of a revolution, four 
images will be seen. At the end of *, \, and | of 
a revolution, the images will be again reduced to 
l^o; and at the end of f, f, and l of a revolution, 
l°ur images will be visible, every image having 
v anished and reappeared in its turn. 

It is obvious, therefore, that the light which 
forms these images, has suffered some new modi¬ 
fication, or acquired some new property, which 
Prevented it, in particular parts of a revolution, 
from penetrating the second rhomboid. This 
Property has been called polarisation', and light 
* s said to be polarised by passing through a rhom¬ 
boid of calcareous spar, or any other doubly re¬ 
acting crystal. 

Almost all crystallised substances possess the 
Property of double refraction, and consequently 
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the power of polarising light. The most impo r 
tant of these, arranged in the order of their re 
fractive powers, are the following: 

Chromate of lead. Topaz. 

Carbonate of lead. Tartaric acid. 

Jargon. Rock crystal. 

Epidote. Sulphate of copper. 

Carbonate of Strontitcs. Selenite. 

Chrysolite. Sulphate of iron. 

Calcareous spar. 

These different crystals, and many others, exhibit 
all the phenomena which we have already descr> 
bed as produced by Iceland spar. 

A few years ago, M. Malus, a colonel of eng*' 
neers in the French army, announced the discovery 
of a new property of reflected light . He found* 
that when light is reflected at a particular angl c 
from all transparent bodies, whether solid or fluid* 
it had acquired, by reflection, that remarkable 
property of polarisation , which had hitherto bee° 
regarded as the effect only of double refraction. 

If the light of a taper, reflected from the surfn c 
of water at an angle of .52° 4.5', is viewed througl 
a rhomboid of Iceland crystal, which can be tuU 1 
ed about the axis of vision, two images of ^ 
taper will be distinctly visible in one position 0 
the crystal. At the end of i of a revolution, ° p 
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of the images will vanish; and it will re-appear at 
the end of \ of a revolution. The other image 
^ill vanish at the end of § of a revolution, and will 
fe-appear at the end of j a revolution; and the 
s ame phenomena will be repeated in the other two 
Quadrants of its circular motion. The light re¬ 
jected from the water, therefore, has evidently 
been polarised , or has received the same character 
as if it had been transmitted through a doubly 
refracting crystal. 

The angle of incidence at which this modifica¬ 
tion is superinduced upon reflected light, increases 
in general with the refractive power of the trans¬ 
parent body ; and when the angle of incidence is 
greater or less than this particular angle, the light 
buffers only a partial modification, in the same 
banner as when the two rhomboids of Iceland 
spar are not placed either in a similar or in a 
transverse position. 

In examining the light reflected from opaque 
bodies, such as black marble, ebony, &c. Malus 
discovered, that they also possessed the power of 
Polarisation; and he found that polished metals 
* la d not the property of impressing this character 
**Pon light, though they did not alter it when it 
had been acquired from another substance. 

When a ray of light was divided into two 


3 
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pencils by a rhomboid of Iceland spar, Main* 
made these pencils fall on the surface of water at 
an angle of 52° 4-5'. When the principal section 
of the rhomboid (or the plane which bisects th* 
obtuse angles,) was parallel to the plane of reflec¬ 
tion, the ordinary pencil was partly reflected and 
partly refracted like any other light; but the ex¬ 
traordinary ray penetrated the water entire, and 
not one of its particles escaped refraction, ^ 
the contrary, when the principal section of 
crystal was perpendicular to the plane of reflection? 
the extraordinary ray was partly refracted and re¬ 
flected, while the ordinary ray was refracted en ' 
tire. These brilliant discoveries, which thro^ * 
new light upon the phenomena of refraction and 
reflection, were honoured with the Rumford m e ' 
dal by the Royal Society of London; but unfor' 
tunately for science, Malus scarcely survived th c 
adjudication of this high reward. 

Having thus given a very brief and gener^ 
view of the phenomena of light when polarised b) 
doubly refracting crystals, and by reflection ft’ 0 ** 1 
transparent bodies, I shall now proceed to give an 
account of the results which I have obtained & 
the same field of enquiry. 
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1. On a New Property of Refracted Light 

After repeating the experiments of Malus, and 
Pleasuring several of the angles of incidence at 
^hich light was polarised by reflection from dif¬ 
ferent substances, I made a variety of experi¬ 
ments, with the view of discovering if a similar 
character could be impressed upon light by its 
transmission through bodies either wholly or im¬ 
perfectly transparent. All these trials, however, 
afforded no new result; and every hope of disco- 
y ering such a property was extinguished, when 
my attention was directed to a singular appear¬ 
ance of colour in a thin plate of agate. This 
Pfete, bounded by parallel faces, is about the 15th 
°f an inch thick, and is cut in a plane perpendi¬ 
cular to the laminae of which it is composed. The 
agate is very transparent, and gives a distinct 
Image of any luminous object; but on each side 
°f this image is one highly coloured, forming with 
an angle of about 10°, and so deeply affected 
^ith the prismatic colours, that no prism of agate, 
^ith the largest refracting angle, could produce 
equivalent dispersion. Upon examining this 
coloured image with a prism of Iceland spar, 1 
*as astonished to find that it had acquired the 
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same property as if it had been transmitted 
through a doubly refracting crystal, and upon 
turning the Iceland spar about its axis, the ima¬ 
ges alternately vanished at every quarter of a re¬ 
volution. My attention was now directed to the 
common colourless image, formed by pencils trans¬ 
mitted perpendicularly through the agate; and 
by viewing it with a prism of Iceland spar, i fc 
exhibited all the characters of one of the pencils 
produced by double refraction, the images alter¬ 
nately vanishing in every quadrant of their cir¬ 
cular motion. 

When the image of a taper, reflected from wa¬ 
ter at an angle of 52° 45', so as to acquire the 
property discovered by Malus, is viewed through 
the plate of agate, having its laminae parallel to 
the plane of reflection, it appears perfectly dis¬ 
tinct; but when the agate is turned round, so 
that its laminae are perpendicular to the plane of 
reflection, the light which forms the image of the 
taper suffers total refaction, and not one ray of # 
penetrates the agate . 

If a ray of light, incident upon one plate of 
agate, is received after transmission upon another 
plate of the same substance, having its lamin# 
parallel to those of the former, the light will 
an easy passage through the second plate; bid if 
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the second plate has its laminae perpendicular to 
those of the first, the light will be wholly reflect¬ 
ed, and the luminous object will cease to be visible. 

Owing to a cause which will afterwards be no¬ 
ticed, there is a faint nebulous light, unconnect¬ 
ed with the image, though always accompanying 
't, lying in a direction parallel to the laminae. 
'■This unformed light never vanishes along with 
the images; and in one of the specimens of agate 
*t is distinctly incurvated, having the same ra¬ 
dius of curvature with the adjacent laminae. This 
'informed light is represented in Plate XI. Fig. 6. 
'vhere AB, CD are the directions of the laminae, 
^ the visible image of the candle, and F the un¬ 
formed and incurvated light, in the middle of 
'vhich the other image vanishes. The nebulous 
light surrounding the image E has now disap¬ 
peared ; but, by turning round the spar, it reap¬ 
pears by degrees, while the reviving image at F 
gradually dispels the haze in which it was en- 

v eloped. 

This remarkable property of the agate, I have 
found in the kindred substances of cornelian and 
^alcedony; and it is exhibited in its full effect, 
even when these bodies are formed into prisms, 
when the incident rays fall with any angle 

obliquity. Tn one specimen of agate, which 
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has no veins to indicate the direction in which d 
was cut, the images did not vanish as before; 
in another specimen, of a similar character, the 
images suffered only an alternate diminution 
brightness, in the same manner as a pencil ol 
light suffers only a partial modification when t Cr 
fleeted from water, at a greater or less angle tb 00 
52° 45'. 

Although the preceding results are by no mea 0? 
ripe for generalisation, yet I cannot omit the p rer 
sent opportunity of hazarding a few conjecture 5 
respecting the cause of this singular property 
the agate. 

f May not the structure of this mineral be in 0 
state of approach to that particular kind of cry 5 ' 
tallisation which affords double images? and, niftf 
not the unformed nebulous light be an imperf® 0 * 
image, arising from that imperfection of str« c ' 
ture? We have already seen, that when the imNf e 
vanishes at F, the nebulous light in the sam e 
place is a maximum, while this light gradually 
diminishes during the reappearance of the imag e *. 
When the image, which had disappeared at F, re ' 
gains its full lustre, the nebulosity with which ^ 
is encircled is very small; and this remaining ligl 1 * 1 
is, in all probability, no portion of the unforb 1 ' 
ed image, but only a few scattered rays arising 
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from the imperfect transparency of the mineral, 
fr this explanation should be rendered improba- 
by observing that the small portion of unex* 
Anguished light at E is not diminished when a 
thinner or a purer piece of agate is employed, may 
VVe not suppose, what is most likely to happen, 
that the plate of agate has not been cut exactly 
1,1 a plane perpendicular to the laminae, and that a 
Sl nall portion of the unformed image remains, in 
the same manner as one of the images is not 
c ompletely extinguished, when we view with a 
i )r *sm of Iceland crystal the light reflected from 
^ater, at an angle a little above or a little be- 
W 52° 45'. 

By forming the agate into a prism, the nebu- 
,Q Us light should be separated from the adjacent 
Ullage, in proportion to the angle formed by the 
frfracting planes; but owing, perhaps, to the 
tallness of its double refraction, if it has such a 
Property, I have not observed any separation of 
*his kind in the prisms which I have tried. 

The incurvated form of the nebulous light, 
c °rresponding with the curvature of the laminae. 
* ee ttis to connect it with the laminated structure 
the agate, and to indicate, that the phenomena 
double refraction are produced by an alternation 
laminae of two separate refractive and dispersive 
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powers. In calcareous spar, one set of the lamin# 
may be formed by a combination of oxygen and cal¬ 
cium, while the other set is formed by a combination 
of oxygen and carbon. In chromate of lead, the 
chromium and oxygen may give one image* 
while the oxygen and lead give another. In like 
manner the carbonate of lead, the carbonate of 
strontites, jargon, and other doubly refracting 
crystals, may afford double images, in virtue of 
similar binary combinations. Of the simple in¬ 
flammable substances, sulphur is the only one 
which has the faculty of double refraction; but 
it will probably be found, that it holds a metal in 
its composition, or some other ingredient which 
chemical analysis has not been able to discover. 

If the explanation which has now been given 
of the polarising power of the agate should be 
confirmed by future experiments, it will be con¬ 
sidered as a case, though a very curious one, of 
double refraction ; but if these conjectures should 
be overturned by subsequent observations, tb c 
phenomena which we have described must be 
ranked among the most singular appearances 
which light exhibits in its passage through dia¬ 
phanous media. 
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On the Power of Transparent Bodies to deprive 
Light of this new Property . 

Having thus determined that light received a 
property by refraction through the agate, l 
" as anxious to ascertain if light thus polarised suf- 
^red any change by passing through other tran¬ 
sient bodies ; and, in the course of these re- 
arches, I have been led to results of the most 
^expected and surprising nature. 

When polarised light was transmitted through 
r ° c k crystal, it was depolarised, or converted into 
Coj nmon light, in one position; while, in another 
f )Q sition of the crystal, the polarity of the light 
* a s undisturbed. The other substances which 
Assessed the faculty of depolarisation , in one po- 
Slt i°n only, were Topaz, Chrysolite, Borax, Sul- 
pf We of Lead, Feldsp ar , Selenite, Citric Acid , Sul- 
pflQ 1c of Potash, Carbonate of Lead , Leucite, Tour- 
^line , Epidote, JMica, Iceland Spar, Agate with- 
the polarising property, and some pieces of 
Glass. 

When polarised light was transmitted through 
^tri Arabic, it was depolarised in every position 
the gum; and I found the same remarkable 
^°perty in Horn, Glue, and Tortoise Shell. 

^he substances which had not the property of 
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depolarisation, and which produced nb change 
upon polarised light, were Muriate of Ammonia* 
Alum , Amber , Gum Juniper, Rock Salt, GumM 
tick , Obsidian , and Diamond ; but it is probable that 
these bodies were not cut in the proper direction* 

3. On New Optical Properties exhibited bp 
and Topaz. 

In making the experiments with Mica and T* 
paz , of which I was kindly furnished with excel¬ 
lent specimens by Thomas Allan, Esq. I obse* 
ved some singular phenomena, which seem to W 
peculiar to these minerals, and which I have efl 
deavoured to represent in Fig. 7. of Plate XI- 

The rectangular space ABCD, represents * 
plate of mica standing in a vertical position' 
When a prism of Iceland spar is placed in a ve ^ 
tical or a horizontal line upon this plate, polai i s 
light, viewed through them both, suffers n 
change. The horizontal and vertical lines E 
GH, therefore, drawn upon the plate of i* 1 * 
may be called the neutral axes of the 
When the Iceland spar is placed in the diag° D ^ 
AD, BC of the rectangular plate, so as to 
the right angles formed by the neutral axes, 
polarised light is depolarised , and hence these 
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£onals may be called the depolarising axes. These 
tw ° axes are common to all substances that have 
the faculty of depolarisation. 

If we now examine a polarised image by the 
Prism of Iceland spar, placed upon the vertical 
T'tulral axis of the mica, the polarity of the light 
w ill of course continue, and only one image will 
he seen ; but if we incline the plate of mica for - 
'vards, so as to make the polarised light fall upon 
at an angle of about 45°, the image that was 
formerly invisible starts into existence, and there* 
W the light from which it was formed has been 
depolarised. If the same experiment is made 
u Pon the horizontal neutral axis, no such effect is 
Produced : and hence it follows, that the vertical 
^utral axis is accompanied with an oblique depo- 
Rising ciccis. By making the same trials with the 
depolarising axes, it will be found, that each de- 
P°larising axis is accompanied with an oblique neu - 
trc d axis; and therefore, each plate of mica pos- 
Ses ses two oblique neutral axes, and only one oblique 
Polarising axis. The oblique depolarising axis 
°f the mica is represented in Plate XI. Fig. 7. by 
tone O a, and the two oblique neutral axes by 
lines O m and O p\ the angles GO a, AOw*, 
being about 45°, and the planes of these 
^gks being perpendicular to the plate of mica. 

Y 
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In repeating these experiments with a great 
variety of transparent bodies, I have not been able 
to detect in any of them, except topaz, the obliqu e 
axis of depolarisation and neutrality. This miner¬ 
al, which is known to have the laminated struC' 
ture of mica, possesses only the oblique depolan 
sing axis, which seems to indicate a less complica¬ 
ted structure than that of mica. 

If we attend carefully to the two images of » 
luminous object, when they are depolai ised by a 
plate of mica, they will exhibit, by a gentle incli 
nation of the plate, the most capricious alterna¬ 
tion of the prismatic colours. The red rays o 
the spectrum go to the formation of one image* 
while the blue rays go to the formation of the 
Other. By a slight change in the obliquity of the 
plate, the red image becomes blue, and the bU 6 
image red, and these alternations are produced 1,1 
such sudden fits, as to resemble more the tricks 
of a juggler, than the operations of a natura 1 
cause. 

When one plate of mica is laid upon another* 
so that the neutral axis of the one may coined 
with the depolarising axis of the other, all th 
neutral axes are converted into depolarising ax eS 
and the play of prismatic colours appears in ever? 
position of the Iceland spar. Hence it follow 
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*hat this singular decomposition of light is some 
how or other connected with the property of de¬ 
polarisation, for the colour never appears in any 
°f the neutral axes. 

I have also observed this alternation of colour 
m the topaz, but only at the particular instant 
w hen the evanescent image started into view by 
*he sudden restoration of the depolarising virtue; 
a °d it is also worthy of particular notice, that the 
Colours never appear in very thin plates of mica. 


On some new Optical Phenomena observed in a 
Rhomboid of Iceland Spar. 

In the course of my experiments upon double 
^fraction, I obtained from Sir George Mackenzie, 

b 

ar t. some excellent crystals of Iceland spar, which 
^hibited a number of very curious phenomena, 
that were quite new to me, and which appear to 
e connected with the phenomena in the prece- 
Section, and with the colours of thin plates 
** rst observed by Newton. As I cannot pretend 
explain these appearances, I shall satisfy myself 
Present, with giving an account of the experi¬ 
ments which I made. 

^he rhomboid of Iceland spar is represented in 
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Plate XI. Fig. 8. It is about 2-10ths of an inch 
thick, and the face AB forms an angle of about 
135° .52' with the surface CD. When we look at 
a candle through the parallel planes of the rhom¬ 
boid in any part of the rectangular space m n, 
three images are distinctly visible, as in Fig. 9i 
where A is the common image of the candle, ap 
parently single, and d , e the other images placed 
at equal distances from A. 

If the side AB is brought towards the eye, the 
whole rhomboid moving about CD as an axis, th 
images d , e separate from A, and e becomes yd 
low, red, purple, and blue , in succession, by increas¬ 
ing the angle of incidence. The image d becomes 
yellow and red, and it vanishes before it assumes 
any other colour. When the side EF is brought 
near the eye by a motion round CD, the images 
d, e approach to A, but suffer no change of co¬ 
lour. When the side FB is brought near tb* 
eye by a motion of the rhomboid round MN, 
images d, e approach to Aj and become yellow, re* 
purple, and blue, in succession. 

When the side EA is brought nearer the cy e 
by a motion of the rhomboid round MN,the imag e 
d, e separate from A, but do not exhibit any 
ternation of colour : they are only more affc cte 
with the usual prismatic colours. 
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If the image of a taper polarised by reflection 
from water is examined by looking through the 
Octangular space mn of the rhomboid, the image d 
v &nishes when the line bisecting the angle m n F 
ls in the plane of reflection, and the image e va¬ 
nishes when the line bisecting the angle n FE is 
111 the plane of reflection. 

When the images d, A, e are examined through 
Mother prism of Iceland spar, each of them is 
doubled; and, consequently, six images are vi¬ 
able. If the principal section of the spar is per¬ 
pendicular to the line d, A, e, and if all the images 
nre in a line, the image e, and the second image 
°f d, vanish together; but if the principal section 
°f the crystal is parallel to d Ac, the image d, 
a nd the second image of e, vanish at the same in¬ 
stant. 

If we now look at the candle through the in- 
c bned face AB, we see, as in Fig. 10. the images 
C, which are the double image A, separated 
a greater refraction, and also the images d, e 
as before. 

Hy examining the polarised light of a taper as 
before, the images d and C vanish when the line 
Meeting mn F is in the plane of reflection, and 
images B and e vanish when the line bisect- 
ln g n FE is in the plane of reflection. 
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When the images d, B, C, e, are viewed through 
a prism of Iceland spar, the images e, G, the se¬ 
cond image of B, and the image d, all vanish 
the same position as when e vanished in Fig- 9 ’ 
and the second images of e and C, the image 
and the second image of d, vanish together 111 
the same position as when d vanished in Fig- 9. 

When the side AB is brought towards the eye 
by a motion round CD, the image d becomes yel¬ 
low, red, purple, and blue, in succession ; The 
image e is also affected with these colours, and the 
image C in a less degree, but the image B is never 
affected. 

All the phenomena which have now been d®* 
scribed, are visible in small crystals, about the 
60th part of an inch in thickness, when detached 
from the farthest side of the rhomboid about M- 

In the specimen of calcareous spar with which 
the preceding experiments were made, the pn s ' 
matic face AB is cut in the same direction with 
the line de which joins the images; but I obta 111 
ed another specimen, in which the prismatic f ace 
was at right angles to that line. This specirfl eI1 
is represented in Fig. 11. of Plate XI. and e^h 1 
bits some phenomena which are worthy of notice* 
The angle DCG is about 411°, and the incli pa 
tion of the lines CD, FG is nearly 63 
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When we look at the candle through the pa- 
ra ‘ ! ol planes B6eE, ACGH, three images arc 
Se en as in Fig. 9. the line d Ae being parallel to B b, 
and when the candle is viewed through the paral¬ 
lel faces BAHE, CDFG, the three images are 
Se en as before; but d and e are at a greater dis¬ 
tance from A, and the line d e is parallel to a line 
perpendicular to CG. 

If the candle is examined through the inclined 
Planes N b DC, NPGC, only two images are seen, 
as in every other specimen of calcareous spar; but 
Mien it is viewed through the planes AB b N, 
ahpn, so as to appear through the section 
^MOP, four images of the candle will be visible 
as in Fig. 12. where B, C are the common double 
*niages, and d, e the other images, of which e ap¬ 
pears to be a second image of B, and d a second 
itl[ iage of C. By turning the prism round so as 
to bring BD towards the eye, the images d, e re- 
Ce de from B, C, and by bringing AC towards the 
these images approach to BC. 

The images d, e, exhibit the same alternation of 
c °lours, and the same phenomena by polarisation 
^hich have already been described as seen through 
prismatic face AB of the first specimen ; and 
^ey are distinctly visible through an aperture of 
130th of an inch, when placed on any of the 
l^ismatic faces. 
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When the direction of a window bar is K.L> the 
image of it, corresponding to e , has no colour at 
its edges ; and when the direction of the window 
bar is RS, the image of it, corresponding to d, lS 
not coloured. When the two common images of 
the bar are colourless, NP is the direction lP 
which it lies. 


5. On the Modification of Light refected from 
Oxidated surface of polished Steel . 

As it appeared from the experiments of Malu* 
that light was not polarised by reflection from 
polished metallic substances, I wished to ascertain 
the effects of bodies approaching to the metalh c 
state, and with this view I began a series of e*' 
periments upon the oxidated surfaces of polished 
steel. The colours produced upon polished steel 
at different temperatures, were ascribed by $ ,r 
Isaac Newton to the same cause as the colours °f 
thin plates, and he supposed, that the different 
colours were occasioned by different thicknesses 
a thin glassy film, arising from the scorice or vitt 1 ' 
fied part of the metal being protruded and sent 
to the surface. This explanation, though marked 
by that wonderful sagacity which characterised 
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even the conjectures of this illustrious philosopher, 
had still no direct evidence to support it; and it 
Wa s manifest, that the experiments which I pro¬ 
posed, would either confirm or overturn the hypo¬ 
thesis. If the light reflected from the oxidated 
surface experienced no modification, the existence 
a transparent film might have been fairly 
Questioned; while the communication of polarity 
t° the reflected rays, which was impressed by every 
other transparent body, w'ould give new strength 
t° the conjecture of Newton. 

Having procured several pieces of steel highly 
Polished, I obtained, at different temperatures, all 
the shades of colour from a pale straw to the 
‘toepest indigo. When the light of a taper was re¬ 
acted from the indigo coloured oxide,* at a great 
an gle of incidence, (about 75° or 80°) and examin- 
by a prism of calcareous spar, it did not seem 
t° have received any new modification ; but when 
the angle of incidence was diminished to about 
and 60°, the least refracted image was of a 
brilliant red colour, while the other image did not 
a Ppear to have suffered any change. By turning 
the prism about the axis of vision, the greatest 

* The oxide most proper for making this experiment is form- 
at the temperature of 570 °, according to Mr Stoddart’s ex- 
^dments. 
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refracted image was a bright red at the end of <> ne 
fourth of a revolution, and at every quarter of n 
revolution the images were affected alternately 
with this brilliant colour. 

When the reflected light was viewed through a 
plate of agate, having its laminae perpendicular to 
the plane of reflection, the image of the taper 
of a bright red, and the unformed nebulous light 
with which it was surrounded was a pale blue > 
but when the laminae were parallel to the pla« e 
of reflection, the image assumed its usual colour- 

By interposing a plate of mica between th 
blue oxide and the Iceland spar, or the plate 0 
agate, the red image was restored to the salU e 
colour as the other image. 

When polarised light produced by reflection 
from water, or by transmission through the agat e ’ 
was reflected at a particular angle from the blO e 
oxide, and in a plane perpendicular to the pla ne 
of reflection, the image appeared of a red colou» • 
similar to that which was produced in the otb?‘ 
experiments. 

By using the other pieces of steel, in which th e 
colours were produced at lower temperatures tb* 
the indigo coloured oxide, the image, which in th 
latter case became red, now varied from orang e 
yellow. 
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These curious results, while they appear to 
es tablish Sir Isaac Newton’s idea of the trans¬ 
parency of the superficial film, seem, upon that 
opposition, to admit of an easy explanation. The 
^ght which is reflected from the transparent oxide 
^comes completely polarised at a particular angle 
°P incidence, like the light reflected from every 
°lfier diaphanous body; but the light which is 
r ansmitted through this film, and reflected to 
file eye from the polished steel having suffered al¬ 
most no polarisation, the polarised portion will of 
c °Urse vanish in every quadrant, while the unpo- 
k r ised portion will reach the eye of the observer, 
■^e truth of this explanation is strengthened by 
result which was obtained by the interposition 
mica; for when the polarised portion is depo- 
ed, or restored by the mica, the image which 
^ as formerly red resumes its usuar appearance, 

On the Modification of Light reflected from po¬ 
lished Metallic Surfaces. 

the course of the preceding experiments, 
"^n the light reflected from the oxide was de- 
P°larised by the mica, I observed the same alter¬ 
ations of colour which have already been de- 
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scribed, and the colours still exhibited them¬ 
selves, though with diminished effect, even when 
the polished steel had no oxidation upon its su*' 
face. These colours generally appeared between 
45° and 70° of incidence, and I observed them 
when the reflection was made, from the following’ 
substances, which were the only metallic bodies 
that I tried: 


Gold, Metal for specula. 

Silver, Silvered back of a looking glass- 

Brass, Mercury, 

Steel, Pyrites. 


From these observations, it follows, contrary t® 
the assertion of Malus, that light does suffer som e 
modification by reflection from metallic surfaces 
Since none of the two images vanishes when the 
light is viewed through the Iceland spar, it is oh' 
vious, that the whole of the incident light canno* 
have been polarised; but a portion of it may have 
suffered this modification, and this polarised pof' 
tion, when depolarised by the mica, may have 
been the cause of those alternations of the red and 
blue rays which, as we have already seen, uniform* 
ly accompany depolarised light. 
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^ On the Light rejlecied from the Clouds; the Blue 

Light of the Sky; and the Light which forms the 
Rainbow. 

We have already seen, that the singular de- 
c °mposition of light produced by the intervention 
of a plate of mica, is exhibited only when the 
transmitted rays have been previously polarised, 
^his alternation of the prismatic colours, there¬ 
fore, may be assumed as a decisive test, that the 
light by which they are formed has received ei- 
t-her wholly or partly the character of polarisa¬ 
tion; and by thus distinguishing reflected from 
direct light, it enables us to account for several 
interesting phenomena which have hitherto been 
°nly hypothetically explained. 

When we examine the light of the clouds by a 
frism of Iceland spar, and interpose a plate of 
n*ica, the alternation of the prismatic colours is 
distinctly visible, although none of the two images 
f ° r med by the spar vanishes in every quadrant. 
*t follows, therefore, that the light of the clouds 
ls partly polarised 

When the blue light of the sky is examined in 
a similar manner, the play of the prismatic co- 
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lours is still more brilliant than in the preceding 
experiment; and one of the images suffers a visi¬ 
ble diminution of brightness at every quarter of 
a revolution. Hence we may conclude, that the 
blue light of the sky has experienced a partial 
polarisation; and that it is reflected from the at¬ 
mosphere with which the earth is surrounded. 

This result confirms Bouguer's hypothetical 
explanation of the blue colour of the firmament, 
and completely refutes the opinion of Fromondus, 
Otto Guericke, Wolfius, and Muschenbroek, who 
maintained, that the blue colour arose from a 
mixture of light and shade. The notion of Dr 
Eberhard, that the air has a proper colour of its 
own, is also overturned by the preceding experi¬ 
ment. 

Upon examining with a prism of Iceland cry* 
stal the light of a very brilliant rainbow, I was 
surprised to find, that one of the images of the 
Coloured arch alternately vanished and re-appear¬ 
ed in every quadrant of the circular motion of 
the prism. The light, therefore, which forms 
the bow has been almost wholly polarised; and 
when we recollect, that this light has been re¬ 
flected from the interior surfaces of the drops of 
rain, nearly at the angle at which light acquires 
this property, the phenomenon admits of an easy 
explanation. 
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I have not yet found leisure to extend these 
e *periments to the light of all the planetary bo¬ 
dies. The light of Sirius exhibits no marks of 
Polarisation; and I have not been able to perceive 
an y peculiarity in the rays of the full moon. As 
the light of the star is not borrowed from any 
other luminary, this result is precisely what might 
have been expected; and as the light of the full 
Moon is reflected perpendicularly from her disc, 
the polarisation is in this case evanescent, and 
c °uld not, therefore, be rendered visible. 

I expect, however, to find, that the light of the 
^oon, when she is about three, or twenty-seven 
day s old, has received a partial polarisation, and 
thus to ascertain that she is directly and exclu¬ 
sively illuminated by the solar rays. Ricciolus 
Maintained, about the middle of the 17th century, 
that the lunar surface is phosphorescent, and that 
her native light is disengaged by the excitation 

the solar beams; and the same hypothesis has 
been recently published by Professor Leslie, to 
ex plain the lucid bow of light which bounds the 
°hscure portion of the lunar disc. * 

* The true explanation of this phenomenon, as deduced from 
d* r ect observation, will be found in the article Astronomy, in 
Me Edinburgh Encyclopaedia, vol. ii. p. 621 . 
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The experiment which I have proposed, will 
decide the fate of these vague hypotheses, which 
derive no support either from direct or analogic#! 
reasoning. 

The principle employed in the preceding ex¬ 
periments, furnishes us with a method of disco¬ 
vering whether there are any seas in the moo# 
and planets. If the dark portion of the lun# r 
disc is covered with water, as many astronomer 
have imagined, the light which they reflect m« st 
be wholly polarised, when the angle formed W 
lines drawn from the moon to the earth and th e 
sun is 105° 39'; and this polarity will be indie#' 
ted, either by the vanishing of one of the imag eS 
at every quadrant of the motion of the Iceland 
spar, or by the alternation of the prismatic colour 
when a plate of mica is interposed.* 

These experiments, which I am anxious to p er ' 
form when the state of the weather is favourable' 
may be extended to the examination of the au¬ 
rora borealis, and to any other luminous obj®^ 
with whose origin and nature we are unacquaiub 
ed. 

* A thin plate of transparent agate is peculiarly fitted for th eS ® 
observations when the light to be examined has a considerable 
intensity, as it polarises the transmitted ray without refract^ 1 # 
it from its original direction, and, consequently, without prod* 1 * 
cfog the prismatic colours. 
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ON 

NEW TELESCOPES 

AND 

MICROSCOPES 


CHAP. I. 

Account of an Improvement on Achromatic Tele¬ 
scopes, founded on a diminution of the secondary 
Spectrum which remains after equal and opposite 
Dispersions , and deduced from Experiments on 
the Action of Refracting Media upon the diffe¬ 
rently coloured Rays . 

appears from the experiments contained in the 
Chapter on Dispersive Powers, that when the dis- 
^ ei> sion of a prism of crown glass is corrected by 
Mother of flint glass, the colour produced by the 
0rie prism is not wholly corrected, and that this 
^corrected colour is indicated by a green and u 
^ ne coloured fringe surrounding the object from 
^ich the rays proceed. This important fact.. 


z 
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which was first observed by Clairaut, is complete- 
ly hostile to the perfection of the achromatic te¬ 
lescope, and renders it impossible to correct more 
than two of the prismatic colours, by means of 
the opposite dispersions of two kinds of glass. 

The celebrated Boscovich, whose fine and com - 
prehensive genius has never been duly appreciated* 
confirmed the observation of Clairaut, by a series 
of well-conducted experiments. He shewed, tha* 
the uncorrected fringes arose from an inequality 
the coloured spaces of the prismatic spectra form' 
ed by different substances; and he has pointed out 
a method of uniting threte of the colours by three 
media, differing in refractive and dispersive power* 

Dr Blair observed the uncorrected colour, which 
he calls a secondary spectrum, in several fluids : 
He found, that the muriatic and nitrous acids poS' 
sessed the property of producing a spectrum & 
which the coloured spaces have a proportion dif' 
ferent from that of all other substances, and 
has shewn how to remove the uncorrected colo UI 
by a double combination of fluid lenses. Th lS 
method, however, though the principle of it is p er ' 
fectly correct, has never been used by subsequel 1 * 
opticians, and probably will never be found 
any practical utility. 

In order tp explain the phenomena of unco 1 ' 
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re cted colour, let RRO, Plate XII. Fig. ,1, be a 
ia y transmitted through a hole in the window* 
Gutter SS, and incident upon a prism P, which 
tracts the light iii the direction PM, and forms 
0!l the wall OA the prismatic spectrum AB; PM 
^ing the mean ray, PB the extreme red, and PA 
extreme violet ray. The spectrum AB, which 
forms, will be composed of four colours, red, 
£ re en, blue, and violet, and if the prism is made 
°f crown glass, the mean ray PMN, which di- 
Vl( tes the spectrum, will be the boundary of the 
hhie and green spaces. If a prism of flint glass, 
^ith a less refracting angle, is placed so as to 
a spectrum CD of the same size with AB, 
the boundary mn of the green and blue spaces will 
110 longer be the mean ray of the spectrum, but 
**11 be considerably nearer the red extremity D. 
^ e nce the least refrangible rays will be more ron* 
* T(l cted, and the most refrangible rays more ex- 
$ a nded than in the spectrum AB. If a third 
spectrum EF of the same length with the other 
tvv ° is formed by a prism of rock crystal, the 
lTle an ray will be nearer the violet extremity of 
*he spectrum, and the least refrangible rays will 
more expanded, and the most refrangible ones 
rjl ° r e contracted than in the spectrum formed by 
*he crown glass. 
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These conclusions respecting the different mag' 
nitudes of the corresponding colours, are not o 
tained by examining with the eye the 
that each colour occupies in the spectrum, 
indistinctness with which all the coloured spac e * 


are bounded renders this quite impracticable, an 

_ .u at 
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compels us to adopt a more circuitous, though, » 
the same time, a more accurate method of obs 


vation. . 0 „ 

If a spectrum formed by flint glass had its 
loured spaces exactly of the same dimensions vfi 
those of an equal spectrum formed by crown g 1 ’ 
any object, such as the sun, or a window bar If 
ing parallel to the common section of the refra^ ^ 
ing planes, should appear perfectly colourl* 
when seen through the combined prisms. Bu ^ 
the coloured spaces in the two spectra are ** 
proportional, as is represented at AB, and ^ 
Fig. 1. Plate XII. then the sun, or the wind° 
bar, cannot be altogether free from colour ; ^ 
though the extreme red and violet rays of W 
the spectra are united, yet the intermediate 
lours are not rendered coincident. In the sp ^ 
trum AB, formed by the crown glass, the 
green ray MN, which is here the mean i»y» 
obviously more refracted than the first green ^ 
m n, in the spectrum CD formed by the flint g a 
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an d therefore the flint glass will not be able to 
r efract the green ray, so as to unite it with the 
r ed and violet. Hence the green ray will, as it 
w ere, be left behind, while the red and violet rays 
ar e rendered coincident. Thus, in Fig. 1. if a 
P r ism p of flint glass is placed behind a crown 
§lass prism P, so as exactly to correct its disper¬ 
sion, the spectrum AB will be reduced to a se¬ 
condary spectrum a 6, the upper half of which is 
£*een, which is left behind, and the lower half is of 
a wine colour formed by the union of the red and 
Violet rays. If the bar of a window had been ex¬ 
amined through the combined prisms P ,p t the up¬ 
per side of it would have been tinged with green, 
a nd the lower side of it with a wine-coloured 
fringe. 

By comparing, in a similar manner, the spec¬ 
trum EF formed by rock crystal, with the spec¬ 
trum AB formed by crown glass, it will be found, 
that the rock crystal having a greater action than 
the crown glass upon the green ray, will carry it 
beyond the place of the united red and violet, 
a nd will form a secondary spectrum e /, the lower 
half of which is green, and the upper half of a wine 
colour, arising from the union of the red and vio- 
* e t light. If the bar of a window were viewed 
through the combined prisms of crown glass and 
Jock crystal, it would be tinged with greep on i(« 
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lower side, and with a wine-coloured fringe on its 
upper side. 

When a horizontal w indow bar, therefore, * s 
seen through any two prisms which correct each 
other’s dispersion, without uniting all the colours, 
the green fringe will always be on the same side 
of the bar with the vertex of the prism which h» s 
the least action upon the green light, or which 
contracts the red and green rays, and expands 
the blue and violet ones; that is, if the verte* 
of the flint glass prism is pointing downwards, 
the uncorrected green fringe will be on the low r er 
side of the bar. By observing, therefore, the pO' 
sition of the green fringe, we can immediately as¬ 
certain which of the tw o prisms has the greatest 
action upon the green light. 

These theoretical deductions from the assumed 
inequality of the coloured spaces, are completely 
established by observation. Prisms of crown and 
flint glass, having large refracting angles, and 
correcting each others dispersion, uniformly give 
a secondary spectrum like a b, Fig. 1 ; and far 
the same reason, if we look at the moon, or 
any luminous body, through the most perfect 
achromatic telescope that can at present be con¬ 
structed, and draw out the eye-piece beyond the 
point of distinct vision, the moon will be encircled 
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with a brilliant margin of green light, and if the 
eye tube is pushed as far inwards between the 
point of distinct vision and the object-glass, the 
moon will be surrounded by a less brilliant fringe 
°f wine-coloured light. 

The existence and the origin of the uncorrected 
colour being thus clearly established, it becomes 
highly interesting to enquire into the cause of this 
irrationality of the coloured spaces, lhe im¬ 
provement of the achromatic telescope, indeed, is 
involved in the inquiry, and it depends upon the 
conclusions to which we arrive, whether we shall 
obtain an approximate correction for all the re¬ 
maining errors of the instrument, or abandon eve¬ 
ry hope of its future improvement. 

Boscovich, Dr Blair, and Dr Robison, the only 
philosophers who have written , upon this subject, 
maintain, that the inequality of the coloured 
spaces in different spectra, arises from a particular 
quality inherent in the bodies by which they are 
formed; and they suppose, that these bodies pos¬ 
sess this quality in different degrees, in the same 
manner as they differ from each other in refrac¬ 
tive and dispersive power. “ If the case of un¬ 
proportional dispersion,” says Dr Blair, “ should 
be found to hold true in fuct, we shall arrive at 
this new truth in optics, that though in the ie 
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fraction of a pencil of solar light, made in the con¬ 
fine of any medium, and a vacuum, the deep red 
rays are always the least refrangible, and the 
violet rays are always the most refrangible; y e * 
it depends entirely on the specific qualities of the 
medium, which shall be the mean refrangible 
ray; the very same ray which in the refraction 
through one medium is the mean refrangible 
ray, being found in others among the less refran¬ 
gible rays.” 

“ There is no doubt among naturalists,” say s 
Dr Robison, “ about the mechanical connection 
of the phenomena of nature; and all are agreed, 
that the chemical actions of the particles of mat¬ 
ter are perfectly like in kind to the action of gra¬ 
vitating bodies; that all these phenomena are the 
effects of forces like those which we call attrac¬ 
tions and repulsions, and which we observe in 
magnets and electrified bodies; that light is re¬ 
fracted by forces of the same kind, but differing 
chiefly in the small extent of their sphere of ac¬ 
tivity. One who views things in this way will 
expect, that as the actions of the same acid for the 
different alkalies are different in degree, and as 
the different acids have also different actions on 
the same alkali, in like manner different sub¬ 
stances differ in their general refractive powers, 
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ar *d also in the proportion of their action on the 
Afferent colours. Nothing is more unlikely, there¬ 
fore, than the proportional dispersion of the diffe- 
* e nt colours by different substances; and it is sur¬ 
prising that this inquiry has been so long delay¬ 
ed.” 

When this subject first excited my attention, I 
lril agined that the inequality of the coloured spaces 
produced solely by a difference in the refract- 
lll g angles of the prisms by which the equal spec- 
ba were formed ;—an opinion which, to a certain 
e *tent, was founded on unquestionable principles. 
&ut though I have been driven from this hypo¬ 
thesis by the result of every experiment, yet it 
^11 be seen, in the sequel of this Chapter, that 
*hile an inequality in the coloured spaces, and 
c °Rsequently a secondary spectrum , is produced by 
a difference of action upon the different colours, 
^ere is also another inequality in the colorific in¬ 
tervals of an opposite nature, and consequently 
Mother secondary spectrum arising from the dif¬ 
ferent circumstances under which the primary 
s Pectra are formed. 

As the existence of this new secondary spec- 
tr um, or tertiary spectrum, as it may be called, 
lTla y be deduced from optical principles, we shall 
consider, theoretically, the changes produced 
1 
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upon the coloured spaces by the different circuit' 
stances under which the spectrum is formed, ^ 
then compare these deductions with the results of 
experiment. 

Now, there are four different ways in which * 
spectrum of a given length may be produced by 
different bodies. 

1. The given spectrum may be formed by a 
prism of a substance, which has a very high dis¬ 
persive, and a comparatively low refractive power* 
Such a prism, therefore, will produce the given 
spectrum by a small refracting angle. A sp eC ' 
trum is formed, in this manner, by oil of cassia* 

2. A spectrum of the same length may b e 
formed by a prism of a substance that has a very 
low refractive power. It must therefore be pro¬ 
duced by a very great refracting angle. Tb* 
will be the case with fluor spar. 

8. A spectrum of the same length may be forfl 1 
ed by a body which has a low dispersive poW« r » 
and a very high refractive power. A small ang^’ 
therefore, will only be necessary in this case. Th» s 
will happen when the spectrum is formed by d» a 
mond. 

4. A spectrum, of a given length, may be foin 1 
ed,by diminishing the angle of incidence at the fi r$t 
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8 urface of the prism, so that the greatest refrac- 
* l0 n may be produced at the second surface. 

There are various intermediate circumstances, 
a Pproaching more or less to one of these four 
Cft ses, under which a similar spectrum may be 
P r °duced, as in the case of topaz, which has a 
& r eat refractive power, but where the dispersive 
Power is so very low as still to require a large re¬ 
dacting angle for the formation of the spectrum, 
•^hese cases, however, do not require to be par- 
^ularly noticed. 

In order to understand the variations which the 
*Pectrum undergoes when producedunder different 
c dcumstances, let AO, Plate XII. Fig. 2, be a ray 
light incident almost perpendicularly upon the 
/^acting surface EF, and let it be deflected from 
lts original path AOP, and separated into its com¬ 
ment parts, so that OR may be the extreme red 
° r least refrangible ray, and O V the extreme violet 
°* niost refrangible ray. Bisect the angle ROV 
^ the line OM, and from the points R, M, V draw 

tl 

e lines Ra, M6, Vc perpendicular to OS, and 
^ perpendicular to OT. Then if EF is the sur- 
of a glass medium, of which the index of re¬ 
gion is 1.548, we shall have, when AB is equal 
*° 12, Ru = 7.80, M6 = 7.75, and Vc=7.70. As the 
do not increase uniformly, but suffer a gra- 
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dual diminution, while the corresponding arches 
are regularly augmented, the differences of th g 
sines of equidifferent arcs are not equal, and there- 
fore the value of Mb must be a little greater tha* 1 
7.75 ; but as the arches RV and MS decrease, th* 5 
inequality in the differences of the sines gradual^ 
diminishes. We may therefore safely assume, that 
in small angles of incidence, Ra —M6=M5— -V& 
and consequently that a ray OM, whose sin e 
of refraction is 7.75, bisects the angle ROV 
formed by the extreme rays, and is therefore tb e 
mean refrangible ray of the spectrum RV. 

If another ray of light CO, moving in the direC' 
tion CO p, falls upon the same surface at O, 
a very great angle of incidence, it will form tb e 
spectrum rv considerably larger than RV. The p 
if we draw from the points C, r, and v , the li»? 
CD, rd, and vf perpendicular to TOS, and sup' 
pose CD to be 48, or quadruple of AB, we sh»| 
have, from the constant ratio of the sines of in cl 
dence and refraction, rd= 7.80X4=31.12, aP 
vfsz 7.70x4=80.80. The ray MO, which in 
former refraction was the mean refrangible ray, w 
have its new sine of refraction 7?^e=7.75x4=3l' ^ ^ , 
and therefore, from the retardation in the increa^ 
of the sines, the point m will not be equidist» p 
from r and V, that is. the ray Om, which was f° r 
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toerly the mean refrangible ray of the spectrum, 
^ill now be nearer the extreme violet Ov, while 
°ne of the least refrangible rays will bisect the 
spectrum, or have become the mean refrangible 
r ay. Hence it follows, that in all refractions from 
a rare into a dense medium, the red and green, or 
die least refrangible rays , are expanded by increas- 
the angle of incidence , while the blue and vio¬ 
let, or the most refrangible rays, are contracted. 

The contraction and dilatation which are thus 
Experienced by the most and the least refrangible 
r ays, may be easily found by determining the de¬ 
lation of the mean ray O m, from the line OL, 
Much bisects the spectrum rv. For this pur¬ 
pose, let 

a — Angle of incidence COT. 
r -z Index of refraction for the extreme red ray. 
v = Index of refraction for the extreme violet ray. 
x = Angle of refraction for the extreme red ray. 
y = Angle of refraction for the extreme violet ray. 

2 = Angle of deviation of the mean ray ~m OL. 

Then, in refractions from a rare to a dense me¬ 
dium, we have 

and 

and' 


: 1 = Sin. a : Si) 

o- Sir 
Sin. x = —■ 


: 1 =r Sin. a \ i 
Sinyzz 


Sin 
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But from the constant ratio of the sines, the 
ray OM, which was the mean refrangible ray at 
a very small angle of refraction, will have it 9 
sine an arithmetical mean between Sin. x and 
Sin. y. Hence, 

Sin. a Sin. a . . . ,, . 

~ 2 ^~+ ~ 2 jr> which we may call sin. <p, 

will be the sine of the ray that was formerly the 
mean ray. Since, therefore, 

<p = the angle mOv, and 
= »OL = rOL,we have 

1 

z — —q>zzm OL 

If we suppose 

a — 90 °, so as to have the greatest refraction. 
r — 1.55842 

v = 1.53846, we shall have 
x = 39° 55' 0".8 
y = 40 32 29.8 
y — x— o 37 29.0 
x 4- v 

= 40 13 45.3 

<p= 40 18 42.7, and 
z = 2".6 

The red and green rays, therefore, will 11 ^ 
subtend an angle of 18' 47". 1, while the blue and 
violet subtend only an angle of 18' 41".9. 

If EF, Fig. 9. is the boundary of a rare media 11 ' 1 
such as air, and if the refraction is made from gla sS ' 
it will be found by constructing the figure for tbi* 
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ne w case, that the mean refrangible ray approaches 
to the red extremity of the spectrum, as the angle 
refraction is increased; and hence it follows, 
*hat in all refractions, from a dense into a rare me - 
the red and green , or the least refrangible 
ttys, are contracted by increasing the refraction, 
^hile the blue and violet , or the most refrangible 
ra ys, are expanded. 

% employing the same symbols that were used 
111 P- 365, we shall have, in the case of a refrac- 
from a dense into a rare medium. 


1 : r ~ Sin. a : Sin. x, and 
Sin. x =r Sin. a x r 
1 : v — Sin. a : Sin. y , and 
Sin. y zz Sin. a X v. 

Hence, 


Sin. a X r Sin. a x » 


= Sin. <p, and 


2 * 

Assuming 

a = 40° 32' 29"*8, so as to have the greatest possible 
refraction for the blue rays. 

1.53846 

r = 1.55842, we shall have 
y = 90 ° O' 0" 
x s 80° 47' 3".6 

2^=<p= 85° 23' 31".8 

<p = 83° 29' 1S".5, and 

;=; 1° 54' 18".3, or the maximum deviation of the 
mean refrangible ray. 
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The red and green half of the spectrum will com 
sequently subtend an angle of 2° 42' 9".9, whil f 
the blue and violet half subtends an angle of 
6° SO' 46".5. 

Since the angles of refraction of the extreme red 
and violet rays are always greater than the angl e 
of incidence when the refraction is made from a 
dense into a rare medium, and less than tha t 
angle when the refraction is from a rare into * 
dense medium, it follows, that when a pencil of 
light is refracted at a given angle of incident 
from a rare into a dense medium, the expansion 
of the red rays will he less than the expansion °I 
the blue rays , or the corresponding contraction °J 
the red rays , when the refraction is made at tht 
same angle of incidence from the denser into 
rarer medium. 

The contraction of the least refrangible ray 5 ' 
and the corresponding dilatation of the most & 
frangible rays, when the light passes into a rare* 
medium, will be more easily understood from F# 
3. Plate XII. where CDE is a prism of glass, and 
AB a ray of light incident at B, with such an a* 1 ' 
gle that the mean ray B m, which bisects the ang^ e 
v B r, formed by the extreme red and violet ray 5 ' 
in consequence of the refraction at B, shall ^ 
perpendicularly upon the second surface ED. ^ 
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this case, the extreme violet ray Rv will fall 
u pon the second surface, at the same angle of in- 
Cl dence with the extreme red ray Br : The mean 
will pass on in the direction mM, without 
Offering any refraction; and as the violet ray Bv 
18 more refrangible than the red ray Br, it will 
^ more deflected from its original path B a, than 
the red ray will be from its path B b ; and con- 
Se quently the angle V v a being greater than 
6, and a BM = b BM, the ray BM, which was 
mean ray after the first refraction, will be 
Ue arer to the red extremity R of the spectrum, 
an d the least refrangible rays will have expen¬ 
ded a contraction, and the most refrangible rays 
a c orresponding degree of dilatation. 

When the light, therefore, is transmitted 
hroiigh a prism, the red rays will be expanded 
the first refraction, and contracted at the se- 
dd; but as the angle of refraction is almost al- 
dy s greater at the second surface, and as the 
dctrum is produced chiefly by the second re¬ 
gion, the contraction of the red rays will 
greatly exceed their dilatation. Hence it 
°Ws, that, by refraction through a prism , the 
ra ys are contracted and the violet rays expand- 
^ <ind their contraction and dilatation increases as 
Te fracting angle of the prism is augmented. 
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From similar reasoning we may conclude, that 
the contraction of the red and the expansion 0 
the violet rays by any prism, will be increased W 
making the incident rays fall more perpendic** 
larly upon the first surface, so that the greatest 
refraction may be produced at the second su r 
face. 

Let us now consider the nature of the spec 
trum produced by a high refractive power, as * n 
the case of diamond and some of the precioB 5 
stones; and let us compare it with an equal spe c ' 
tram produced by a large refracting angle, tb e 
dispersion in both cases being supposed the sart* e * 
Upon the surface EF, Plate XII. Fig. 4. of 3 
dense medium, with a low refractive power, let * 
ray of light CO p be incident at O, with a very 
great angle, so as to form, in consequence of tl* e 
magnitude of this angle, the spectrum rmv. T he 
red and green rays in this spectrum will be oW v 
ously expanded, and the blue and violet ones con¬ 
densed. If EF is now supposed a medium of 
very high refractive power, such as diamond, b l 
having'the same dispersive power as before, the* 1 ' 
in order to produce a spectrum equal to r m v, tj 1 
ray must be incident at a very small angle AO 
Since the dispersive powers are assumed equal ** 
both cases, the angles of deviation rop , 
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an d vop , VOP, will be equal; and therefore RV 
w dl be the spectrum formed by the high refrac- 
* lve power. But in the spectrum RV, owing to 
the unequal increase of the sines, the mean re¬ 
frangible ray, whatever it is, will be nearer R 
than in the spectrum r v ; that is, the ray OM, 
^hich bisects ROV, will have the position O m 
Nearer to v than to r. It follows, therefore, when 
the refraction is from a rare into a dense me¬ 
dium, that in a spectrum formed by a high refrac- 
tive power, the red and green rays will be less 
ejc panded, and the blue and violet less contract - 
e d than in an equal spectrum produced by a great 
re fracting angle of a substance with a low refrac- 
** Ve power. 

If we construct the figure for the case where 
the refraction is made from a dense into a rare 
^dium, it will be found, that in a spectrum form - 
e d by a high refractive power , the red and green 
* a ys will be less contracted , and the blue and vio- 
L fcT less expanded , than in an equal spectrum , form- 
e d by a great refracting angle of a substance with a 
low refractive power. 

Although the preceding deductions are suffi- 
Cl€ ntly clear and simple, yet, from the importance 
ar *d difficulty^ the subject, I was anxious to con- 
them by the evidence of direct experiment. 
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The extreme delicacy of such experiments, however, 
arising from the almost evanescent magnitude of 
the uncorrected fringes, renders it difficult to ob¬ 
tain results that inspire confidence; and had I 
fortunately detected the singular dispersing power 
possessed by oil of cassia, I should have abandon* 
ed the enquiry as beyond our means of investig 3 ' 
tion. To attempt to determine by the unassisted 
eye, the relative proportions of the coloured space* 
in different spectra, is to use an instrument where 
the error of observation exceeds the actual re¬ 
sult. To ascertain the relative magnitude ^ 
the uncorrected fringes produced by combination* 
of prisms of crown and flint glass, or other sub¬ 
stances that do not differ very widely in disper¬ 
sive power, is a measurement beyond the grasp 
the most accurate observer; and to magnify the 
effect by forming the substances into achromatic 
object glasses, was to adopt a plan attended with 
great expence and labour, and applicable only t° 
transparent fluids. 

The high dispersive power of oil of cassia, which 
is nearly seven times greater than that of cryolh e 
and fluor spar, and is accompanied with a cou 1 ' 
paratively low refractive power, relieves us fro 111 
all these embarrassments, and gives us the cotf 1 ' 
mand of a scale of very unusual magnitude. 
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therefore considered the proportion of the colour- 
e( t spaces in a spectrum produced by this oil as a 
standard to which their proportions in other spec- 
t r a might be referred; and, with a few exceptions, 
w hich will afterwards be stated, I have uniformly 
f °Und, from the magnitude and position of the un¬ 
directed fringes, that in the spectrum produced 
y bodies with a high dispersive power, the least 
tangible or red rays are most contracted, and 
he violet rays most expanded; that with prisms 
the same substance, the red rays are most con¬ 
ducted by a large refracting angle; and that this 
detraction is still farther increased, by diminish- 
the angle of incidence at the first surface* 


First Series. 

^xp. 1. When the dispersion of a prism of wa- 
ter > with a refracting angle of about 08°, is cor¬ 
seted by a prism of oil of cassia, with a refrac- 
angle of about 8° 16', the bar of the win- 
, °' v » when viewed through the combined prisms, 
,S tinged on one side with a very broad fringe of 
^foe-coloured light, and on the other with a si- 
jfofor fringe of a brilliant green, the green fringe 
ln g on the same side of the bar with the vertex 

Of 

me oil of cassia prism. 

^Xp. 2. When the dispersion of a prism of 
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crown glass having a refracting angle of abofd 
41° IT is corrected by a prism of oil of cassia 
with a refracting angle of 8° 16', the uncorrectc 
fringes are a little narrower than in Exp. 1. an 
the green fringe is on the same side of the bar aS 
the vertex of the oil of cassia prism. 

Exp. 3. When the dispersion of a prism of 
glass, with a refracting angle of about 23 26, ** 
corrected by the prism of oil of cassia of 8 1^’ 
the uncorrected fringes are narrower than in E*P' 
1. and 2. and the green fringe is on the same sid e 
of the bar as formerly. 

Exp. 4. When the dispersion of a prism of roc 
crystal is corrected by a prism of oil of cassia, th c 
uncorrected colour is greater than in Exp. h 
and 3, and the position of the green fringe is tb e 
same as before. 

Exp. 5. When a prism of rock crystal is cO 
rected by a prism of flint glass, the uncorrect^ 
green is towards the vertex of the flint glass. 

Exp. 6. When the dispersion of a prism of bl tfe 
topaz is corrected by a prism of oil of cassia, 
uncorrected colour is nearly the same as in 
preceding experiment, the green fringe havi n $ 
still the same position. 

Exp. 7. When the dispersion of a prism 0 
fluor spar is corrected with a prism of oil of cass 1 * 


A 
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uncorrected colour is very great, the position 
°f the green fringe being the same as formerly. 

Exp. 8. When the dispersion of a prism of dia- 
,n °nd is corrected by oil of cassia, the uncorrect- 

colour is nearly as great as in Exp. 3. with 
flint glass, the position of the green fringe being 
same. 

Exp. 9 . AVhen a prism of opal coloured-glass is 
c °rrected by oil of cassia, the uncorrected colour 
,s less than in any of the preceding experiments, 
the green fringe being on the same side of the 
as before. 

Exp. 10. When a prism of balsam of Tolu is 
c °i*rected with oil of cassia, the uncorrected fringes 
are much less than in any of the preceding expe- 
^nients, the green fringe having still the same 
fl°sition. 

If all the preceding experiments are repeated, 
^ substituting balsam of Tolu instead of oil of 
Cas sia, the results will be nearly the same, with 
*fl*s difference only, that the uncorrected fringes 
^*11 be narrower and less distinct. 

Exp, 11. When a prism of crown glass has its 
^fraction corrected by a prism of flint glass, the 
^corrected green is towards the vertex of the 
flint glas s prism. 

The red and green spaces are, therefore, more 
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contracted in the spectrum formed by the flint 
glass, than in the spectrum formed by the crown 
glass. 

E\p 12 When a prism of rock crystal is cor¬ 
rected with a prism of crown glass, the uncorrect- 
ed green fringe is towards the vertex of the crown 
glass prism. 

As the uncorrected green is always towards the 
vertex of the prism that gives the greatest con¬ 
traction to the red and green rays, the spectrum 
formed by rock crystal has its red and green spaces 
more expanded than those of the crown glass spec¬ 
trum. 

Exp. IS. When the spectrum of a prism of mu¬ 
riatic acid is corrected by a prism of crown glass> 
the uncorrected green is towards the vertex of the 
crown glass. 

Hence, the red and green spaces are more ex¬ 
panded in the spectrum formed by the muriatic 
acid, than in the spectrum formed by the crown 
glass. 

Exp. 14. When muriatic acid has its spectrum 
corrected by a prism of rock crystal, the uncor¬ 
rected green is towards the vertex of the prism oi 
muriatic acid. 

Hence it follows, that the red and green spaces 
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formed by the rock crystal, are more expanded 
than in the spectrum formed by the muriatic acid. 

Exp. 15. When a prism of oil of lavender is cor¬ 
seted by a prism of flint glass, the uncorrected 
green is towards the vertex of the oil of lavender. 

The red and green spaces are therefore more 
contracted in the spectrum formed by the oil of 
^vender, than in the spectrum formed by the 
hint glass. 

Exp. 16. When a prism of oil of lavender is op¬ 
posed by a prism of crown glass, the uncorrected 
green is towards the vertex of the oil of lavender, 
and the fringes are broader than in Exp. 15. 

Exp. 17. When oil of lavender opposes balsam 
°f Tolu, the uncorrected green is towards the 
v ertex of the balsam of Tolu. 

Exp. 18. When oil of lavender is corrected by 
oil of cassia, the uncorrected green is towards the 
v ertex of the oil of cassia. 

Exp. 19. When oil of sassafras opposes oil of 
cassia, the uncorrected green is towards the ver¬ 
tex of the oil of cassia. 

Exp. 20. When oil of sassafras opposes balsam 
°f Tolu, the uncorrected green is towards the ver¬ 
tex of the balsam of Tolu. 

Exp. 21. When oil of sassafras opposes flint 
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glass, the uncorrected colour is towards the ver¬ 
tex of the oil of sassafras. 

Exp. 22. When oil of sassafras opposes croW p 
glass, the uncorrected green is towards the verte* 
of the oil of sassafras. 

Exp. 23. When flint glass, with a refracting 
angle of 41°, is corrected by crown glass, with 3 
refracting angle of about 69°, the uncorrected 
colours are remarkably distinct, and the green 
fringe is towards the vertex of the flint glass. 

Exp. 24. When crown glass corrects a red co¬ 
loured glass, the uncorrected green is towards the 
vertex of the red glass. 

Exp. 25. When flint glass corrects red coloured 
glass, the uncorrected green is towards the vet' 
tex of the paste, though it is not easily seen. 

Exp. 26. If balsam of Tolu is corrected by gn 01 
arabic, the uncorrected green is towards the ve*' 
tex of the balsam of Tolu. 

Exp. 27. When gum arabic opposes flint gla sS ' 
the uncorrected green is towards the flint glass- 
Exp. 28. When gum arabic is corrected by 
paz, or by rock crystal, the uncorrected green 15 
towards the gum arabic, the fringes being broad' 
er with rock crystal. 

Exp. 29. When gum arabic is corrected W 
crown glass, the uncorrected colour is extrem e ^ 
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small, and the green appears to be towards the 
crown glass. 

Exp. 30. When oil of cummin is corrected by 
flint glass, the uncorrected green is towards the 
°fl of cummin. 

Exp. 31. When oil of cummin opposes balsam 

Tolu, the uncorrected green is towards the 
balsam of Tolu. 

Exp. 32. When oil of cummin is corrected by 
°ii of lavender, the uncorrected green is towards 
the oil of cummin. 

Exp. 33. When calcareous spar (1st refraction) 
Mth a refracting angle of 63° 30' is corrected by 
flint glass, with an angle of about 65°, the un- 
c Orrected green is towards the vertex of the flint 
glass. 

Exp. 34. When calcareous spar (2d refraction), 
^ith an angle of about 6.0°, opposes crown glass 
^ith an angle of 41° H', or 69°, inclined so as 

increase the dispersion, the uncorrected green 
ls distinctly towards the vertex of the crown glass 
Prism. 

Exp. 35. When calcareous spar (2d refraction), 
^ith an angle of about 42°, opposes crown glass 
^ifh an angle of 69°, the spar being inclosed so.as 
*° increase the dispersion, the uncorrected green 
ls towards the calcareous spar. 
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Exp. 36. When calcareous spar (1st refraction)^ 
with an angle of about 42°, is inclined so as to 
equal the dispersion of crown glass with an angle 
of 69°, the uncorrected green is towards the cal¬ 
careous spar. 

Exp. 37. When calcareous spar (1st and 2d re¬ 
fraction), are corrected by rock crystal and by to¬ 
paz, the uncorrected green is in both cases to¬ 
wards the calcareous spar. 

Exp. 38. If leucite is corrected by flint and 
crown glass, the uncorrected green is towards the 
glass, and when corrected by topaz, the uncor¬ 
rected green is towards the leucite. 

Exp. 39. When beryl is opposed to flint and 
crown glass, the uncorrected green is towards the 
glass. 

Exp. 40. When tourmaline opposes flint and 
crown glass, the uncorrected green is towards the 
glass. 

Exp. 41. If borax is corrected by flint and 
crown glass, the uncorrected green is towards the 
glass. 

Exp. 42. When selenite is opposed to flint and 
crown glass, the uncorrected green is towards the 
glass; and when opposed to topaz, the uncorrect' 
ed green is towards the selenite. 
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Exp. 43. If citric acid is corrected by flint glass. 
Ule uncorrected green is towards the flint glass. 

Exp. 44. When gum juniper is opposed to 
crown glass, the uncorrected gi;een is towards the 
gum. 

Exp. 45. When Canada balsam is corrected by 
*ut glass, the uncorrected green is towards the 
b alsam. 

Exp. 46. When carbonate of lead is opposed to 
of cassia, the uncorrected green is towards the 
of cassia. 

Exp. 47. When carbonate of lead is corrected 
y balsam of Tolu, the uncorrected fringes are 
'cry small, and the green one is towards the bal- 

sa m . 

Exp. 48. When sulphur is corrected by crown 
g J ass, the uncorrected colours are nearly as great 
* s m Exp. 2. the green being towards the oil. 

Exp. 49. When sulphur is corrected with oil of 
Ca ssia, no uncorrected colour is visible. The angles 
of the prisms were in this experiment very small. 
Exp. 50. When oil of cloves is corrected by 
mt glass, Canada balsam, &nd oil of lavender, 
tb c uncorrected colour is, in all these cases, to- 
a i*ds the oil of cloves. 

Exp. 51. When oil of cloves is corrected with 
of sassafras, and oil of cummin, the uncorrect- 
11 green is towards these oils. 



382 ACCOUNT OF AN IMPROVEMENT BOOK V* 

Exp. 62. When oil of turpentine is corrected 
by flint glass, the uncorrected green is towards 
the oil; but when it is corrected by oil of sassa¬ 
fras, oil of cloves, and Canada balsam, the un- 
corrected green is towards these three fluids. 

Exp. 53. When sulphuric acid is corrected ty 
crown glass, the uncorrected fringes are very great) 
the green being towards the crown glass. 

Exp. 54. If the sulphuric acid is opposed W 
rock crystal, the uncorrected green is still very 
great, the green being towards the rock crystal* 

Exp. 55. When water corrects the sulphur^ 
acid, the uncorrected green is towards the wa¬ 
ter. 

Exp. 56. When fluor spar opposes the sulpha 
ric acid, the uncorrected green is towards the flu° r 
spar. 

Exp. 57. When muriatic acid corrects the sul¬ 
phuric acid, the uncorrected green is towards tb e 
muriatic acid. 

Exp. 58. When rock crystal is corrected by wa¬ 
ter, the uncorrected green, which is very small* 
towards the rock crystal. 

Exr. 59. When alcohol is corrected by wate f ’ 
and by muriatic acid, the uncorrected green is 111 
both cases towards the alcohol; and when it 
corrected with crown glass, the uncorrected c(y 
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lours are scarcely perceptible, the green being ra¬ 
ther towards the crown glass. 

Exp. 60. When ether is corrected by alcohol, 
uncorrected colour is visible. 

Second Series. 

Exp. 61. If a flint glass prism, with an angle 
of 41° ii', is corrected with another prism of flint 
fes, with an angle of 60° 2', the first being in¬ 
clined to increase the refraction, uncorrected co- 
Ws are distinctly visible, the uncorrected green 
being towards the vertex of the smaller prism. 

Exp. 62. When a flint glass prism, with an 
angle of 38° 54', is opposed to another prism of 
flint glass, of 66° 2', the first being inclined to in¬ 
case the dispersion, the uncorrected green is to¬ 
wards the vertex of the smaller prism. Both 
these prisms were made of the same piece of 
£lass. 

The two preceding experiments being repeated 
*ith various prisms of flint glass, I always found 
that the prism with the smallest angle, which was 
hfclined in order to increase the dispersion, had the 
^corrected green towards its vertex: and what 

^as still more singular, the colourless pencil was still 

considerably refracted from its original direction , by 
the prism with the largest refracting angle. 
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Exp. 63. When a prism of rock crystal, with 
a refracting angle of 25° 28', was corrected by * 
prism of rock crystal, with an angle of about 76 * 
the first being inclined in order to increase 
dispersion, the uncorrected green is towards the 
vertex of the prism with the least angle, the cO 
lourless pencil being considerably refracted by th e 
largest prism. 

When the two prisms of rock crystal have the* 
angles 25° 28', and 41* 20', there is still a very 
considerable balance of refraction in favour of th e 
larger prism, after the dispersion is completely 
corrected. 

Exp. 64. If a prism of plate glass, with a sm& 1 
angle, is corrected by rock crystal with a 
angle, the first being considerably inclined, th e 
uncorrected green is towards the vertex of 
plate glass prism. 

Exp. 65. When balsam of Tolu 8°, is incli» e<J 
so as to be corrected by flint glass 66* 2’, the « n 
corrected colour is enormous. 

Third Series. 

Exp. 66. When crown glass, with an angle d 
41° 11', is inclined so as to be corrected by ^ 
glass 66°, the uncorrected green is towards th e 
vertex of the crown glass. 

Exp. 67. If a prism of crown glass, with 
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au gle of 41° 11% is inclined, so as to be corrected 
flint glass 50° 28', the uneorrected green is to- 
' v ar ds the vertex of the flint glass. 

®xp. 68. If the same prism of crown glass is 
Alined, so as to be corrected' by flint glass with 
^ angle of about 62% no uneorrected colour is 

v * s ible. 

Exp. 69. When a prism of rock crystal, with an 
aQ gle of 25° 28', is inclined, so as to be corrected 
^ a prism of flint glass with an angle of 66°, 
uncorrected green is tpwards the vertex of 
rock crystal. 


to appears, from the first series of these expe- 
l,lli ents, from No. 1. to No. 60. inclusive, that 
coloured spaces have a different proportion 
ltl e qual spectra, formed by almost all transparent 
* 3 °dies. This variation in the magnitude of the 


c °loiired spaces, is obviously produced by a differ- 
CtlCe in the action of the refracting substances 
^°U the differently coloured rays; for the effect 
a & augmentation of the refracting angle of the 
in contracting the red and green, and ex¬ 
uding the blue spaces, is of an opposite nature 
0ln that which is actually produced. 

^ r om a comparison of the different experi- 
I have drawn up the following Table, 
2 b 
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which will shew with tolerable correctness, the 
effect of different bodies upon the differently c°' 
loured rays. The substances are arranged i n ' 
versely, according to their action on green ligM’ 
that is, those at the top of the Table form spe c ' 
tra, in which the red and green rays are m° st 
contracted, and the blue and violet ones most & 
panded. In these spectra, therefore, the greet* 
rays are nearest to the red extremity, and 
consequently, less refracted in proportion to W 
refraction of the other colours. 

Table, shewing the Order of the Substances W 
form Spectra , in which the Red and 
Spaces are most contracted. 


Oil of cassia. 

Oil of almonds. 

Sulphur. 

Crown glass. 

Balsam of Tolu, 

Gum-arabic. 

Carbonate of lead. 

Alcohol. 

Oil of anise seeds. 

Ether. 

Oil of sassafras. 

Leucite. 

Opal-coloured glass. 

Blue topaz. 

Oil of cummin. 

Fluor spar. 

Oil of cloves. 

Nitrous acid. 

Oil of lavender. 

Muriatic acid. 

Canada balsam. 

Rock crystal. 

Oil of turpentine. 

Water. 

Flint glass. 

Sulphuric acid. 

Calcareous spar. 
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Pr °m the preceding Table, the following condit¬ 
ions may be drawn: 

*• ^he action of transparent substances on the 
peen rays, diminishes as their dispersive power 
^creases. 

2 * The exceptions to this law are, oil of cloves, 
0l l of lavender, Canada balsam, and oil of turpen- 
which have a less action upon the green rays 
*han flint glass, though they are inferior to that 
s Hbstance in dispersive power. The muriatic 
Hd the nitrous acids form another exception, as 
^ eir action upon the green rays exceeds that of 
Cr own glass, though they surpass it in dispersive 
P°Wer. Fluor spar, rock crystal, water, and sul¬ 
furic acid, must also be considered as excep¬ 
ts. 

8 * The sulphuric acid exceeds all transparent 
^stances that have hitherto been examined in its 
* Ctl(m upon the green rays, while the oil of cassia 
e * e rts the least action upon them of any known 
^stance. These two substances, therefore, might 
6 ^ployed to great advantage in the construc- 
°H of fluid object glasses, in order to correct the 
Sec °ndary spectrum. 

performing these experiments, it is necessary 
. ^ ^he prisms should have large refracting angles, 
° r der to increase the uncorrected fringes ; and, 
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for the purpose of magnifying them as much 
possible, the window bar, as seen through the 
combined prisms, should be examined with a small 
telescope, having a magnifying power of ten o> 
twelve times. 

When the substances which are employed 
correct each other’s dispersion, differ considerably 
in dispersive power, a large angle of the one will 
sometimes be opposed to a small angle of the 
other, as in Exp. 56, where fluor spar is combi¬ 
ned with sulphuric acid. In this case, the laxg' e 
angle of the fluor spar produces a small tertiary 
spectrum, which may either increase or diminish 
the secondary spectrum, and thus afford an erro¬ 
neous result. This source of error, however, 
too trifling to be noticed in general cases. 

In repeating or extending the preceding exp e ' 
riments, a great variety of prisms with vari° us 
refracting angles will obviously be necessary* 
This necessity, however, may in some measure b c 
obviated, by finding the angle of one prism which 
will correct the spectrum formed by a given angl e 
of another. Suppose, for example, that we wan 1, 
ed to observe the uncorrected fringes formed b> 
prisms of crown and flint glass, and that we 
a prism of crown glass with a given refracting 
angle: In order to form these fringes, the P 1 ^ 11 ' 
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°f flint glass must have precisely that angle which 
^fll correct the dispersion of the crown glass. For 
this purpose we may employ an instrument similar 
*° that which has been described in Book IV. Chap. 

and thus obtain the required angle by direct 
Experiment This instrument will also show us, 
Whether or not there is a balance of refraction in 
fcvour of any of the two substances, and, conse¬ 
quently, if such a combination is fit for an achro- 
^tic object glass. 

The same result may be obtained by calcula- 
t *°n, in the following manner. If A is the given 
an gle of one of the prisms, and * the required 
aii gle of the other substance necessary to correct 
tlle dispersion of the first, R the refraction of the 
^ Fs t prism, and r that of the second ; then we 
^all have 

Sin. x'= — X Sin. A, and 

-. dR 1 

Tang.«-* = —JT — 1 x 

df X — 

fr °m which « may be easily found. 

When R is nearly equal to r, as in different 
n ds of crown and flint glass, we have 

1 

* Cot. A 


a?' = A, and 


dR 


Tang. «—A-^r—l 
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The angle a , which corrects the refraction of a n ' 
other angle A, may be obtained from the folio"' 
ing formulae : 

c . R X Sin. A t 

Sin. x = —--, and 


Sin. a —.r= 


Sin. a —A 
R 


In the measurement of mean refractive powers 
the preceding results will be of great important* 
as they enable us to ascertain, very near th c 
truth, the colour and position of the ray whi*^ 
divides the spectrum formed by any particular 
substance. Tn determining the mean refracti' 1 
powers of chromate of lead, realgar, and oil 
cassia, which exert such a powerful influence 10 
separating the extreme rays, this information ,s 
absolutely necessary to obtain a correct result 
The refractive power of the bisecting ray canned 
by any method, be deduced from that of the e*' 
treme red and violet pencils; and therefore) 10 
determining the mean index of refraction, ever? 
thing must depend upon the accuracy with wln 1 ’^ 
we judge of the mean ray. In a spectrum f 010 ^ 
ed by flint glass, the extreme violet rays are Sl1 
ficiently well defined, to enable the observer ^ 
determine with his unassisted eye the ray by w 01 
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11 is bisected ; but, in chromate of lead, realgar, 
an d oil of cassia, which are not very transparent 
Su bstances, and which produce very large, and 
therefore very faint spectra by small refracting 
an gles, the extreme violet rays cease to be vi¬ 
able, and the eye is no longer able to determine 
the colour and position of the mean ray. 

The following general results will be found of 
c °Hsiderable use in the measurement of refrac- 
ti y e powers, and particularly to those who may 
fe peat the experiments on chromate of lead and 
r ealgar, which have been given in another part of 
this volume. They are founded on the supposi- 
t^°n, that, in a spectrum formed by crown glass, 
the first green ray, or the ray which divides the 
^en and blue spaces, is equidistant from the 
e *treme red and violet. But, according to Dr 
^°Uaston’s ingenious observations on the pris- 
^tic spectrum, one of the blue rays will proba¬ 
cy be the mean ray in a spectrum formed by 
Cr o\vn glass. 

h In a spectrum formed by sulphuric acid, the 
^ean ra y that bisects the spectrum will be nearly 
^hout the middle of the green space. 

In the spectrum formed by the muriatic acid, 
mean ray will be about half way between the 
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middle of the green space and the junction of th c 
green and blue spaces. 

3. In the spectrum formed by crown glass, 
mean ray will be at the confines of the green ^ 
blue spaces. 

4. In a spectrum formed by flint glass, 
mean ray will be advanced a little upon the bl* ,e 
space. 

5. In a spectrum formed by oil of cassia, 
mean ray will be considerably advanced upon th e 
blue space. 

6. And, reasoning from analogy, (as I ha' e 
made no experiments on realgar and chromate 
lead, on account of their imperfect transparency*) 
the mean ray in a spectrum formed by these b°' 
dies, but particularly the latter, must be vetf 
considerably advanced upon the blue space. 

It appears, from the Experiments 61, 62, 
that there is a third, or a tertiary spectrum , 
it may be called, produced by varying the 
clination of the first prism to the incident ray 5 ' 
As this new spectrum is formed when the W° 
prisms are made out of the same substance, 
consequently exercise the same action on the 
ferently coloured rays, it is obviously owing 
the deviation of the mean refrangible ray, 
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had before deduced from the constant ratio of 
e sines of incidence and refraction. This spec- 
m is not composed of such vivid colours as the 
j ° ndar y spectrum, but the fringes are sufficient- 
^ ( istinct, and the uncorrected green colour is 
* a ys towards the vertex of the smaller prism, 
Ic h is inclined so as to produce a dispersion 
^ u al to that of the large one. Hence it follows, 
- c ° n formity with our former theoretical deduc- 
. 8 * ^hat, by increasing the refraction either by 
a ^s of a large angle of the prism, or by a 
^ a ge in its inclination, the red and green spaces 
contracted, and the blue and violet ones ex- 


T'l • 

of n,s result, however, is completely the reverse 
which Dr Wollaston obtained with a prism 
^ flint glass. In the ordinary position of his 
the green and red spaces were to the blue 

»Hei Vi0let SpaCeS aS 39 t0 61; but by alterin g its 
Coj Inat * 0n SQ as to * ncrease the dispersion of the 

t 0 ° Urs > the red and green spaces were expanded 
" hile the blue and violet ones were con- 
^ed to 58, the length of the whole spectrum 
^ ® supposed to be IOO. We have no doubt, 
W’ r ^ r °^ astcKn has measured accurately the re- 
6 lna ^ n ^ u ^ es °f the two halves of the spectrum 
** these different circumstances; but we sus- 
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pect that, owing to the diminution of light by i**' 
creasing the dispersion, the extreme violet ray s 
were not visible, and therefore that the blue and 
violet half of the spectrum appeared to be con- 
tracted, when it was in reality expanded. 

The same experiments, which prove the exist' 
ence of a tertiary spectrum, exhibit the no l esS 
singular phenomenon of a refraction without co - 
lour, by means of two prisms of the same sub¬ 
stance. This effect, which has hitherto been con¬ 
sidered as an impossible one, appears to aris e 
from the dispersion increasing at a greater rat g 
than the mean refraction, in consequence of alter- 
ing the inclination of the incident ray; and seen* 5 
to hold out the possibility of constructing an achro¬ 
matic object lens, by combining two lenses of tb e 
same kind of glass. 

The third series of experiments, from Exp. 
to Exp. 69, exhibit results in which the tertiary 
spectrum is made to oppose and correct the secoU' 
daiy spectrum. In Exp. 67, the tertiary spectra 11 * 
only produces a partial correction of the secondaJy 
spectrum. In Exp. 68, the secondary spectra 111 
is completely corrected; while in Exp. 66, 
secondary spectrum is more than corrected by & e 

tertiary spectrum, the uncorrected green being t0 
4 
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War ds the vertex of the crown glass. These re¬ 
mits, while they completely establish the existence 
the new spectrum, seem to hold out the pos¬ 
sibility of removing, or at least diminishing, the 
^corrected colour, which is the principal obstacle 
the perfection of the achromatic telescope. 

The extreme minuteness of the uncorrected 
fringes, which form the secondary spectrum, ren- 
ller s it quite impracticable to ascertain either their 
r °lative or absolute magnitude, by any of the usual 
Methods of measuring space. The most delicate 
Aerometer would completely fail in such an at- 
te Hipt, and no confidence could be placed in ruder 
Measurements. 

The existence of the tertiary spectrum, how- 
ev er, relieves us from this embarrassment, and fur- 
M$hes us with an accurate method of ascertaining, 
M every case, the magnitude of the secondary 
s Pectrum. As the tertiary spectrum is not pro¬ 
duced in virtue of any specific quality of the re¬ 
acting media, but depends altogether upon the 
M^gles by which the light is refracted at the two 
s Urfaces of the prism, its magnitude is capable of 
^ e Uig determined by direct calculation. When 
tertiary spectrum, therefore, corrects the se- 
c °ndary spectrum, as in Exp. 68, we have only to 
c °Hipute the magnitude of the former, or the de- 
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viatioii of the mean refrangible ray, as produced 
by the crown glass ; and by calculating the mag' 
nitude of the small tertiary spectrum, or the m 1 ' 
nute deviation of the mean ray which is occasion 
ed by the flint glass prism, we shall obtain * 
measure of the secondary spectrum of the 
glass arising from its specific attraction for t^ e 
differently coloured rays. 

Having thus given a full view of the expe**' 
ments which I have made on the secondary and 
the tertiary spectrum, I shall conclude this Chap 
ter by pointing out the application of the result 
to the improvement of the achromatic telescope- 

The imperfections of this instrument arise it 
two causes,—from the partial correction of colon 1 * 
which is the consequence of an inequality in tb 
coloured spaces of the spectra produced by crow' 11 
and flint glass; and from the difficulty of p r °' 
curing flint glass free of veins and specks. ^ 
attempt, so far as I know, has ever been made 
remove or even to diminish the first of these evib • 
and the high rewards which have been offered f° f 
good flint glass, by the Board of Longitude 1,1 
England, and the Academy of Sciences in Fran#* 
have not yet produced any beneficial effect 5 ' 
The following maxims, founded upon direct & 
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P^iment, may probably contribute to the improve¬ 
ment of this valuable instrument. 

h It appears, from the preceding experiments, 
^at the uncorrected colour diminishes in general 
w dh the difference of the dispersive powers 
the two prisms or lenses by which it is pro¬ 
ceed, and in a combination of crown and flint 
^ass, whose dispersive powers are 0.036 0.052, 
outstanding colours are very considerable. 
uncorrected colour may therefore he greatly di¬ 
minished, by using flint glass with a dispersive power 
^ low as possible . The dispersive powers of dif- 
^ r ent kinds of flint glass vary from 0.045 to 
°*°52, and if Dr Robison’s experiments have 
rightly reduced, he found some so low as 
0-038.* The practical optician therefore, should 
* lw ays select the flint glass which has the least 
^persive power, and though this will render it 
Pessary to diminish the radii of the surfaces, 
secondary spectrum will be very much re- 

Ved. 

2. As the crown glass likewise varies consider- 

* Mr Tulley of Islington, employs flint glass between the 
specific gravities of 3.466 and 3.192, and as he finds that the 
^fractive and dispersive powers increase very nearly with the 
^ftsity 0 f t he glass, the first of these kinds of glass must ex- 
the other very much in separating the extreme rays. In 
* * e glass whose density is 3.466, the ratio of refraction in the 
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ably in its dispersive power, according to the p r °' 
portion of the ingredients of which it is compost 
it would be of great importance to use that kin^ 
of crown glass which has the least power of sep a ' 
rating the extreme rays. This will enable tb e 
optician to employ a kind of flint glass still lo^ er 
in dispersive power, and thus to diminish 
more the uncorrected fringes. 

3. While the use of two kinds of glass that &° 
not differ widely in dispersive power, enables us t0 
diminish the secondary spectrum, and thus to llt! 
prove. considerably the achromatic telescope 5 ^ 
allows us at the same time to remove, in soin c 
measure, the other obstacle to the perfection 0 
that instrument. Since a flint glass with a I 0 ** 
dispersive power is required, it will be necess^tf 
to put only a small portion of lead into its con 1 

.. 0 ( 

crown to that in the flint glass, is as 1 to 1.74, and the rad 11 
curvature are 


F=44 inches. 


a=14.3 o'=18.0 
6=19.4 6'=72.0 
In the glass whose density is 3.192, the ratio of refracti 011 
as 1 to 1.52, and the radii of curvature are 


F=44 inches. 


o=11.5 a!— 15.25 
6 = 16.8 6'=32.50 

See the article Achromatic Telescope, in the- 

Encyclopaedia, 2d Edit, where I have published several 
for achromatic object glasses, which were communicated to 
by that celebrated optician. 
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Position. We may therefore expect, that the in- 
^odients will form a more homogeneous mass 
w hen the quantity of lead is diminished, and that 
glass will be less affected with those veins and 
s Pecks, which render it so unfit for optical pur¬ 
poses.* 

In order to follow out these views, I have pro¬ 
moted a set of experiments on the composition 
a proper glass for achromatic telescopes ; and 
George Mackenzie, Bart, who is more familiar 
l han I am with such operations, has had the 
goodness to assist me in this important enquiry. 


The experiments in pages 383 and 384, which 
iorm the second series, appear to hold out some 
Prospect of producing achromatic refraction by 
lenses of the same substance. Dollond, and 
ev ery subsequent optician, would have pronoun- 
Ce d this to be altogether impossible; but the result 
the 63d Experiment shews, that it can be ef¬ 
fected with prisms by means of an arrangement 
^hich we have represented in Fig. 5, of Plate 


As it is almost impossible to procure a piece of good flint 
8W more than 4 or 5 inches in diameter, might not a lens 
any magnitude be composed of separate pieces of good glass 
* 0rtl the same pot, firmly cemented together, and afterwards 
j> r oundand polished? In the article Burning Instruments, 
lr *the Edinburgh Encyclopaedia, vol. v. p. 143, I have proposed 
”*** construction for large burning lenses. 
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XII. The prism B, which has a smaller refract¬ 
ing angle than the prism A, has the line which 
bisects that angle inclined to the incident ray 
RR, in consequence of which, its dispersion & 
increased in a greater ratio than its refraction, so 
as to correct the dispersion of A without correct¬ 
ing its refraction. Hence the ray RD will emerge 
colourless, and will meet the axis CD. 

This arrangement of the prisms may be imita¬ 
ted with lenses, as in Fig. 6. where the convex 
lens A corresponds with the prism A, as in Fig. & 
and the convex meniscus B with the prism B- 
We have made the lens A plano-convex, as the 
combined object-glass will thus produce a more 
perfect correction of the spherical aberration' 
It is probable that the best form would be that i# 
which B is as a concave meniscus, and A a con¬ 
vex meniscus, having its convex side turned to¬ 
wards the eye-piece. I have made some expert 
ments with glasses of this kind, but though * 
have observed an evident diminution of the chro¬ 
matic aberration, yet owing, probably to a want 
of proper lenses, I have not succeeded in remo^' 
ing it. 

In order to assist the lens B in producing P 
spectrum equal to that produced by A, it might be 
formed of another kind of crown glass, having * 
greater dispersive power than A. 
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CHAP IT. 

description of a New Compound Microscope for 
examining objects of Natural History, and ca¬ 
pable of being rendered Achromatic. 

T 

construction both of single and compound 
Microscopes has, within the last fifty years, been 
bought to a great degree of perfection; and for 
the purposes of amusement and general obser- 
Va tion, these instruments may be considered as 
Efficiently perfect. But when we employ the 
Microscope as an instrument of discovery, to ex- 
Mhine those phenomena of the natural world 
^fiich are beyond the reach of unassisted vision. 
Mid when we use it in ascertaining the anatomical 
physiological structure of plants, insects, and 
Miirnalculae, we soon find, that a limit, apparently 
'"operable, is set to the progress of discovery, 
^ that it is only some of the ruder and more 
^Mlpable functions of these evanescent animals 
**Mt we are able to bring under observation. Na.- 
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turalists, indeed, are less acquainted with the or¬ 
ganization of the microscopic world, and the beings 
by which it is peopled, than astronomers are with 
those remote systems of the universe which ap¬ 
pear in the form of nebulae and double stars. It 
was the improvement of the telescope alone which 
enabled Dr Herschel to fix the views of astrono¬ 
mers upon those regions of space, to which, at 
a former period, their imaginations could scarcely 
extend; and when the microscope shall have re¬ 
ceived a similar improvement, we may look for 
discoveries equally interesting, though less stu¬ 
pendous, even in those portions of space which 
are daily trampled under the foot of man. 

It is both important and interesting to inquire 
into the cause of this limitation of microscopi¬ 
cal discovery. The construction of single lenses 
for the simplest form of the instrument, has been 
brought to great perfection. I have in my pos¬ 
session glasses executed by Mr Shuttleworth, of 
the focal length of 50, and of an inch, which 
are ground with great accuracy; and the perform¬ 
ance of single lenses has been recently improved 
by Dr Wollaston, who separates two hemispheri¬ 
cal segments by means of a small plate of brass 
perforated in the centre. We cannot, therefore, 
expect any essential improvement in the single 
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microscope, unless from the discovery of some 
transparent substance, which, like the diamond, 
combines a high refractive power, with a low 
power of dispersion. 

In the combination of single lenses to form the 
compound microscope, opticians have likewise ar¬ 
rived at a great degree of perfection. The aber¬ 
ration of refrangibility can now be completely 
removed by a suitable arrangement of the indivi¬ 
dual lenses ; and every artifice has been exhaust¬ 
ed in suiting the apparatus to the various tastes 
of the purchasers, and to every purpose of popu¬ 
lar observation. 

No attempt, however, appears to have been 
made by opticians to fit up the microscope as an 
instrument of discovery, to second the labours of 
the naturalist in preparing the subjects of his re¬ 
search, and to accommodate the instrument to that 
particular kind of preparation which is indispen¬ 
sably necessary for the preservation and inspection of 
minute objects. 

In perusing the writings of those naturalists 
^ho have applied the microscope to the examina¬ 
tion of minute objects, we find, that the most dif¬ 
ficult and perplexing part of their labour consist- 
ed in preserving and preparing the different in- 
sec ts and substances which they wished to in- 
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spect. Small insects instantly shrivel up and 
lose their natural form as soon as they are killed, 
and the minute parts of plants suffer a similar 
change from exposure to the air. Hence Swam¬ 
merdam and Lvonet killed the insects which they 
meant to examine, by suffocating them either m 
water, spirit of turpentine, or diluted spirits of 
wine. The softness and transparency of their 
parts were thus preserved during the process of 
dissection, and when they were completely de¬ 
veloped, the insect was allowed to dry before d 
was presented to the microscope. Its parts were 
consequently contracted, and lost not only their 
proper shape, but that plumpness, and that fresh¬ 
ness of colour which they possessed when alive. 

In the preparation, indeed, of almost every ob 
ject of natural history that is composed of minute 
and delicate parts, it must be preserved by im¬ 
mersion in a fluid; the dissection must often h c 
performed in the same medium; it must be freed 
from all adhesive and extraneous substances, 1y 
maceration and ablution in water; and when i 
has undergone these operations, it is in a state 0 
perfection for the microscope. Every subsequd 1 
change which it undergoes is highly injurious 5 
it shrivels and collapses by being dried; its 
tural polish and brilliancy are impaired; the m 1 ' 
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ttute parts, such as the hairs and down, adhere to 
° ne another, and the general form of the object, 
as well as the disposition of its individual parts, 
Can no longer be distinctly seen. 

• ft is therefore a matter of considerable import- 
ai *ce to be able to examine the object when wet, 
ar ul before it has suffered any of these changes ; 
ai ul by fitting up the microscope in the following 
banner, this may be effected without even ex¬ 
posing the object to the air. 

The object glass of the compound microscope 
should have the radius of the immersed surface 
a bout nine times the focal distance of the lens, and 
l he side next the eye, about three fifths of the same 
^stance. This lens should be fixed into its tube 
^ith a cement which will resist the action of wa- 
tei \or spirits of wine; and the tube, or the part 
it which holds the lens, should have an univer- 
Sa l motion, so that the axis of the lens may coin- 
Cl( le to the utmost exactness with the axis of the 
* a bes which contain the other glasses. 

Several small glass vessels must then be provid- 
having different depths, from one inch to three 
i! * c hes, and having their bottom composed of a 
jj lece of flat glass, for the purpose of admitting 
j ec *ly the reflected light which is intended to il- 
UlI *mate the object. The fluid in which the oh* 
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ject has been preserved, or prepared, is next put 
into the vessel; and the object itself, placed upon 
a glass stage, or if necessary fixed to it, is im¬ 
mersed in the fluid. The glass vessel is no* 
laid upon the arm of the microscope, which usual¬ 
ly holds the object, and the lens is brought into 
contact with the fluid in the vessel. The ray* 
which diverge from the object emerge directly 
from the fluid into the object glass, and therefor^ 
suffer a less refraction than if it had been made 
from air ; but the focal length of the lens i* 
very little increased, on account of the great ra¬ 
dius of its anterior surface. The object may 
now be observed with perfect distinctness, unaf¬ 
fected by any agitation of the fluid ;—its parts 
will be seen in their finest state of preservation 
delicate muscular fibres, and the hairs and do* 0 
upon insects, will be kept separate by the buoyancy 
of the fluid ; and if the object when alive, or i p 
its most perfect state, had a smooth surface, 
natural polish will not only be preserved bid 
heightened by contact with the fluid. Aquatic 
plants and animals will thus be seen with unusu&l 
distinctness, and shells and unpolished mineral* 
will have a brilliancy communicated to their sur¬ 
faces which they could never have received fr° 111 
the hands of the lapidary. If the specific gravity 
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the substance under examination should hap¬ 
pen to be less than that of the fluid, and if it can¬ 
not easily be fixed to the glass stage, it may be 
kept from rising to the top by a piece of thin 
Parallel glass, or by a small grating of silver wire 
Wretched across the vessel. 

In order to find the magnifying power of such 
a microscope, let 

fzz Focal length of object-glass. 

P Focal length of amplifying glass. 
d = Distance of object from object-glass. 

Distance between the object-glass and the amplifying-glass. 
1)1 S: Magnifying power of the eye-glass. 

Magnifying power of the microscope. 

Then, from the reasoning in p. 64, 65, we shall 

find 

x = and 



/ 

d-f 


x m 


When the object-glass is equally convex, and 
^hen its anterior surface is immersed in water, we 
s fiall have 


1.37 fd 
d—\.3Jf 


and 


M 


F 


X 


1-37/ 
d—1.37/ 


X m 


When the object-glass is unequally convex, and 
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a , b are its radii, a being immersed in water, we 
shall have f— an( l by using the value 


of/ in the first equations, the magnifying power 
will be found. 


The method of fitting up and using the com* 
pound microscope, which .has now been described 
enables us, in a very simple maimer, to render the 
object-glass perfectly achromatic, without the as¬ 
sistance of any additional lens. The rays which 
proceed from the object immersed in the fluid* 
will form an image of it nearly at the same dis¬ 
tance behind the lens, as if the object had beefl 
placed in air, and the rays transmitted through a 
plain concave lens of the fluid combined with th e 
object-glass. If we, therefore, employ a fluid 
whose dispersive power exceeds that of the ob¬ 
ject-glass, and accommodate the radius of the an¬ 
terior surface of that lens to the difference 
their dispersive powers, the image will be formed 
perfectly free from any of the primary colours 0 * 
the spectrum. The fluids most proper for th* 5 
purpose are. 


Oil of cassia. 

Oil of anise seeds. 
Oil of cummin. 
Oil of cloves. 


Oil of sassafras. 

Oil of sweet fennel seed* 
Oil of spearmint. 

Oil of pimento. 
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These oils are arranged in the order of their 
dispersive powers; and when those at the top of 
list are used, the anterior surface of the ob¬ 
ject-glass will require a greater radius of curva¬ 
ture than when those at the bottom of the list are 
e inployed. Thus, in order to render the object- 
glass achromatic, when it is made of crown glass, 
when the fluid is oil of cassia, the radius of the 
interior or immersed surface, should be to that of 
the surface next the eye as 2.5 to 1. Lest these 
Proportions should not exactly correct the chro¬ 
matic aberration, it would be preferable to make 
the radii as 2.2 to 1, and then reduce the disper¬ 
se power of the oil of cassia by oil of olives, or 
a Uy other less dispersive oil, till the correction of 
c °lour is complete. If the oil of sweet fennel 
Se eds is used, the radius of the anterior should be 
t° that of the posterior surface, as 0.8 to 1. 
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CHAP. III. 

Description of a New Solar Microscope , which cd 11 
be rendered Achromatic. 


The principles upon which the instrument 
scribed in the preceding Chapter is constructed 
may be applied with peculiar advantage to tb c 
solar microscope, whether it is employed for tb* 
examination of opaque or transparent objects. 

The method of fitting up the solar microscope 
to render it susceptible of this improvement, * 
represented in Plate XII. Fig. 7 . where AB is th< 
illuminating lens which receives the parallel ray 5 
of the sun, and throws them upon the object' 
The object lens CD is firmly cemented into on e 
end of a tube m CD n, which has a tubular ope* 1 ' 
ing at E ; and at the other end of the tube is cP 
mented a circular piece of parallel glass f** 
The tube mCDn is then filled with water, ° r 
any other fluid; and the object, when fixed up° n 
a slider, or held with a pair of forceps, is intr od 11 ' 
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Ce d into the fluid at the opening E. The slider, 
° r the forceps, may be easily rendered moveable, 
80 that the object may be placed at a proper dis- 
tance from B ; or the adjustment may be effected 
^ a motion of the screen on which the image is 
Ejected. The plate of glass mn might be re¬ 
moved, and the whole of the space between AB 
aa d CD filled with fluid; but if the fluid had any 
^ge of colour, the transmitted light would, in 
thls ca se, partake of it, and injure the distinct¬ 
ness of the image. 

If the microscope is fitted up for the examina- 
* l °n of transparent bodies, it is obvious, that the 
Ullage will be much more perfect than if it had 
een formed in the common way. The opacity 
*hich arises from a contraction of parts is thus 
c °mpletely removed, and an additional transpa¬ 
rency is communicated by the fluid, which could 
n°t have been obtained in any other way. Sub- 
* ta nces, indeed, which with the common solar mi- 
Cr °scope appear opaque, will, in the present form 
t tlle instrument, exhibit a very great degree of 
r^nsparency. The advantages arising from im- 

rsion in a fluid, which have been very fully 
* tated in the preceding Chapter, apply with pe- 
liar force when the objects are used in the solar 
Otoscope. 
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This microscope may be rendered perfectly 
achromatic, by using the same fluids, and by 
giving the lens nearly the same radii of curva¬ 
ture, which have been mentioned in the preceding' 
Chapter. 
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CHAP. IV. 

Description of New Fluid Microscopes. 

The first idea of fluid microscopes was suggest- 
e d by Mr Stephen Gray, who published an ac¬ 
quit of them in the Transactions of the Royal 
Society* They consisted merely of a drop of 
^ater, which was taken up on the point of a pin, 
a nd placed in a small hole one-thirtieth of an incli 
hi diameter, in the middle of a spherical cavity 
a hout one-eighth of an inch broad, and a little 
deeper than half the thickness of the plate. On 
opposite side of the plate was another spherical 
c avity, half as broad as the former, and so deep, 
as to reduce the circumference of the small hole 
t° a sharp edge. When the water is placed in 
these cavities, it will form a double convex lens 
^ith unequal convexities, which may be employ¬ 
ed like any other single microscope in the exami¬ 
nation of minute objects. 

* See the Philosophical Transactions , No. 221, 223, and 
Pith’s Optics , vol. ii. p. 39 k 
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As water, however, lias a considerable dispel 
sive pow r er, and a low power of refraction, fluid 
microscopes of a more perfect kind may be foro®' 
ed, by using sulphuric acid, castor oil, oil of afl 1 ' 
bergrease, or alcohol. The sulphuric acid has * 
very low dispersive power, and a greater refra c ' 
tive power than water, and will, therefore, mak e 
a more perfect lens than any other fluid body* 
Castor oil may be employed with almost eq^ 
advantage ; and oil of ambergrease and alcohol 
would answer the same purpose from their op& 
cal properties, though their volatility may rend ef 
them less easily managed. 

The best method, however, of constructing flu*^ 
microscopes, is to take Canada balsam, balsam 0 ^ 
capivi, or pure turpentine varnish, and let a drop 
any of them fall upon a thin piece of parallel gl asS ' 
The drop will form a plano-convex lens, and 
focal length may be regulated by the quantity 
fluid which is used. These fluid lenses are rep re ' 
sented in Fig. 8. of Plate XII. as suspended up 011 
the parallel glass; but the proper position is wh^ 
the plate of glass is horizontal. If the lens 
uppermost, the gravity of the fluid will make 
more flat, and diminish its focal length : 
however, may be avoided, and the contrary eff e ^j 
produced, by inverting the piece of glass. 
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^ese lenses are preserved from dust, they will 
as durable as those which are made of glass; 
when thick Canada balsam is used, the lenses 
^ soon be indurated into a hard gummy sub- 
sta nce, and resist any change of figure from the 
Cavitation of their parts. 

I have sometimes employed these fluid lenses 
4s the object glasses of compound microscopes; 
a ad j even constructed a good compound micro- 
8c °pe, in which both the object glass and the eye 
^ass were made of a fluid. 

* n the present improved state of optical instru¬ 
cts, these microscopes cannot be of any essen- 
B service; but occasions sometimes occur for 


Croscopical observations when lenses are not to 
e had, and when the materials of a fluid micro- 

w 

°Pe are the only substitute which the observer 
command. 
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Description of adjusting Microscopes for seeing d 
two different Distances at the same time. 


There arc numerous observations, both of a me¬ 
chanical and a physical nature, in which it is of 
the greatest consequence to adjust the eye to 
objects situated at different distances. In meR' 
suring the diameters of minute objects, by obser¬ 
ving the space which they occupy upon a distant 
plane surface, it is requisite, to the accuracy of 
the result, that both the object and the plane bo 
seen distinctly at the same time. In the sup e ' 
rior and inferior adjustments of the barometer* 
and in every case where it is required to place the 
axis of the eye either parallel to, or coincident 
with, a given line, the same kind of adjustment 
is of essential importance. 

When the more remote of the two points which 
are to be seen at the same time, is at a greater di$' 
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ta &ce than seven or eight inches, the shortest limit 
°f distinct vision, the adjusting microscope may he 
formed by drilling a small hole through the cen- 
tre of the lens, as in Fig. 9. Plate XII.; or, what 
sometimes be more convenient, by cement- 
ln g upon the centre of each surface of the lens two 
S| r»all circular pieces of glass m, n , Fig. 10 , by a 
fobd such as Canada balsam, which has nearly the 
s ame refractive power with the glass. The central 
of the lens will thus be reduced to a plane 
Efface, and will have the same effect as the form 
e *hibited in Fig. 9. When the rays, therefore, 
the more distant point, pass through the 
^rforation o, or through the planes of glass m , n, 
fall upon the central part <?f the pupil, tlrny 
form a distinct image of it upon the retina, 
*bile the rays from the nearer point passing 
trough the lens, will be incident upon the outer 
^tion of the pupil, and form an equally distinct 
^age of it upon the retina. The coincidence of 
fos one point with the other, or the space which 
0l * e of them occupies upon any plane, may thus be 
^ s tinctly observed. 

If the distance of both the points is less than 
or eight inches, the adjusting microscope 
^°uld be constructed as in Fig. 11, where a 

HJ ® 

a &e of glass is cemented to the lens by a small 
2 D 
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circular portion of Canada balsam, or any other 
viscid fluid, which has such a refractive power 
that the increased focal length of the central part 
of the lens may be to its real focal length, as 
the distance of the remoter point is to the dis¬ 
tance of the nearer point. The remoter point will 
then be seen distinctly through the central po r ' 
tion of the lens, while the nearer point will b e 
seen with equal distinctness through the outer 
portion. The same effect will be produced by the 
construction in Fig. 12, where the cement form 5 
a ring at the circumference of the lens. 

In' order to see three points at the same install 
with perfect distinctness, which may sometime 5 
be necessary, we must adopt the construction i n 
Fig. 13, where a very small circular plane of gla s * 
is cemented by Canada balsam to the anterior sur¬ 
face of the lens, and a small circular ring of gla sS 
cemented, on the opposite side, to the portion ^ 
the lens immediately surrounding the first circuit 
plane. The lens will thus be divided into thr ee 
zones, having three different focal lengths, whi^ 
may be varied in any required proportion, by 
tering the radii of the two surfaces, or changing 
the refractive power of the cement. In order t0 
avoid any loss of light arising from the circuit 
rences of the glass planes not being transparent' 

5 
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e ach of them may be extended to the very cir¬ 
cumference of the lens. In all the constructions 
^hich have been mentioned, the different aper¬ 
tures must be accommodated with great care to 
the size of the pupil, which will, of course, vary 
^ith the intensity of the light in which the ob¬ 
ligations are made. 
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CHAP. VI. 

Description of Opera Glasses and Night Glasses 
upon a New Construction. 

After Dollond had constructed the achromatic 
telescope, the theory of that instrument was vie^' 
ed, in almost every possible aspect, by Euler, Cla J 
raut, D’Alembert, and Boscovich. D’Alembert 
in particular, has shewn, that an achromatic t* 
lescope may be constructed with a single obj eC * 
glass, and with a single eye glass of a differed 
refractive and dispersive power. In this fot& 
of the instrument, the eye glass must be coR' 
cave; and the glass, of which it is compos^' 
must exceed in dispersive power the glass fr° nl 
which the object lens is made. This constrU^ 
tion of the telescope, however, was abandon e 
as soon as it was suggested. The substan ce9 
which were then known to differ most in disp el 
sive power, were crown and flint glass; and ^ 
order to have a perfect correction of colour > vl 
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these substances, the telescope could not magnify 
more than one and a third times. An instrument 
of this kind, which can scarcely be said to have 
any magnifying power at all, is of no use what¬ 
ever ; and I believe that no artist has attempted to 
construct it. 

The discovery, however, of the enormous dis¬ 
persive power of oil of cassia, and some other es¬ 
sential oils, which I have already noticed in an¬ 
other part of this volume, renders such a form of 
the instrument no longer impracticable ; and 
though we can never obtain a magnifying power 
sufficient for astronomical purposes, yet opera 
glasses and small telescopes may thus be made 
with wonderful precision. 

If an opera glass were constructed with an ob¬ 
ject lens perfectly achromatic, and made of crown 
and flint glass, the aberration of colour produced 
by the eye glass would still remain, as there is 
not sufficient space for that combination of single 
lenses, which would at the same time erect the 
object and remove the uncorrected colour. 

The construction, therefore, which has been 
mentioned, is peculiarly fitted for opera glasses, 
ns the dispersion of the object glass is completely 
removed by the opposite dispersion of the eye 
glass. 




422 


OPERA AND NIGHT GLASSES BOOK V. 


If we suppose the object glass to be equally 
convex on both sides, and the eye glass equally 
concave, and make 

R = index of refraction for the object glass. 

r — index of refraction for the eye glass. 

dR = Part of the whole refraction to which the dispersion 
is equal, in the object-glass. 

dr ~ Part of the whole refraction to which the dispersion 
is equal, in the eye-glass. 

F = Focal length of the object glass. 

/= Focal length of the eye glass. 

A = Radius of the object glass. 

a = Radius of the eye glass. 

Then it may easily be shewn, that the concave 
eye glass, will exactly correct the dispersion of 
the convex object-glass, when 

dr dR 

A : a -(^ZTj* : (R—l) 8 

The application of this formula to various com¬ 
binations, will point out the substances which are 
most fit to be employed in instruments of this 
kind. 

I. Object Glass, CrownGlass; EyeGlass, Flint- 

glass. 

In this case we have the following values: * 

* See the Tables of Refractive and Dispersive Powers, 
p. 279* and 315. 
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A : 


R=r 1.541 
r = 1.6l6 


dR = 0.020 
dr — 0.0.32 and 

0.032 0.020 , 

a =-; - , = 1.25 : 1 

0.379 0.296 


Hence it follows, that in this combination the 
magnifying power of the instrument cannot much 
exeeed l\ times.f 


II. Object Glass, Crown Glass ; Eye Glass, Oil 
of Cassia. 

In this case we have the following values: 

R= 1.544 
r= 1.641 


A 


a 


d R = 0.020 

dr = 0.089 and 
_ 0.089 . 0.020 _ 

“ 0 . 411 ' 0296 “ 24 : 


1 


Hence it follows, that in this combination the 
magnifying power of the instrument may be fully 
3 times. 


III. Object Glass, Water ; Eye Glass, Oil of 
Cassia. 

In this case we have the following values: 


t The exact magnifying power may be deduced from the 
formulae 


F = 2 R—2 and /~ g r _2 
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A : a = 


R= 1.336 
r = 1.641 
dR = 0.012 

dr — 0.089 and 
_0£89 . O.OIS , , 

”nni ' nils 


Hence it follows, that in a combination of wa¬ 
ter and oil of cassia, the magnifying power of the 
instrument will only be about 2 times. 


IV. Object Glass, Rock Crystal; Eye Glass, 
Oil of Cassia. 

In this form we have the following values : 


R = 1.562 
r — 1.641 
tin — o.oi4 


dr = 0.089 and 


A 


: a — 


0.089 . 0-014 _ g o . L 
0.411 0.316 


Hence it follows, that with this combination 
the magnifying power of the instrument may be 
nearly 6 times. 

As this combination gives a greater magnify¬ 
ing P ower than any other, I have computed the 
following Table, which shews the length of the 
opera glass, the radius of each surface of the ob¬ 
ject glass, and the radius of each surface of the 
eye glass. 
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Table for Opera Glasses and Small Telescopes. 


Length of the 
Opera Glass, or 
Small Telescope. 

Radius of each 
Surface of the 
Object Glass. 

Radius of each 
Surface of the 
Eye Glass. 

Magnify¬ 

ing 

Power. 


Inches. 

In. Dec. 


3.98 

5 

1.02 


4.78 

6 

1.22 


5.58 

7 

1.42 


6.38 

8 

1.62 


7.17 

9 

1.83 1 

y 5.6 

7.97 

10 

2.03 

times. 

8.77 

11 

2.23 


9.57 

12 

2.43 


10.36 

13 

2.64 


11.16 

14 

2.84 



V. Object Glass, Rock Crystal; Eye Glass, 
Flint Glass. 

In this case we have the following values: 

R = 1.562 
r = 1.6l6 
d! R = 0.014 
dr = 0.032, and 
0.032 . 0.014 _ . . 

A:fl “ 0.379 * 0.316 

In this combination, therefore, the instrument 
may have a magnifying power of nearly 2 times, 
which is perhaps enough in a common opera glass. 
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VI. Object Glass, Rock Crystal; Eye Glas^ 
Oil of Anise Seeds. 

In this case we have the following values: 

R = 1.562 
r = 1.601 


A 


dR = 0.014 


a 


dr=i 0.044 and 
0.044 0.014 _ 

- ol6i : asTB = 2,82 


1 . 


With this combination, the magnifying po\ve r 
of the instrument may be nearly 3 times. 


By employing the following substances, achro¬ 
matic combinations may be formed by means of 
single lenses, which will give a sufficient magnify' 
ing power for opera glasses. 


Substances fit for Substances fit for 

Eye Glasses. Object Glasses. 

Glass of lead Crown glass. 

Oil of cassia. Plate glass. 

Oil of anise seeds. Water. 

Oil of cummin. Alcohol. 

Oil of cloves. Sulphuric acid. 

Oil of sassafras. Oil of ambergrease. 

Oil of sweet fennel seeds. Rock crystal. 

Oil of spearmint. Topaz. 

Oil of pimento. 

In the construction of night glasses, where much 
light and only a small magnifying power & e 
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Necessary, and in combinations of lenses for mi¬ 
croscopes, the preceding principles may be success¬ 
fully adopted. 

When a higher magnifying power is required, 
than is compatible with a complete correction of 
the aberration of refrangibility, the greater por¬ 
tion of the colour may still be removed by the 
combinations which we have pointed out; and in 
cases where the fluid lenses may not be reckoned 
convenient, the eye glass should always be formed 
°f a higher dispersive substance than that which 
,s employed for the object glass. 




^ Edinburgh: 
ril Ued by A. Balfour. 
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PLATE II 



Fig. 3. 
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PLATE TTl. 
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! 








J-yjodat Scu/pt 
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